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PREFACE 


In recent years it has come to be recognised that the Gas Industry is essentially a 
chemical industry. For this reason the chemist is rapidly being incorporated as 
an essential part of the controUing organisation. 

It 18 of national importance that coal — our greatest national asset — should be 
treated at all times with due regard to the fact that the supply is by no means 
unlimited. 

While coal is chiefly valued from the thermal standpoint it has to be remembered 
that it is also the only raw material from which many important substances can be 
obtamed on a commercial scale. The Gas Industry is responsible for the primary 
treatment of a very large quantity of coal each year, and besides supplying the 
pubhc with heat, hght, and power it stands as an intermediary between the coHiery 
and the chemical trade. 

Every year it becomes more and more important that there should be a defimte 
collaboration between modem research and co mm ercial practice. Time is always a 
factor to be considered, and to permit research work to he neglected for many years, 
buried in a mass of hterature with its significance unappreciated, is a sign of gross 
national inefficiency. It is for the chemical organisation to ensure that the apphca- 
tion of research work to practical conditions follows quickly upon the advance of 
knowledge. 

This volume has not been written with the intention of discussing the chemical 
and physical theories which form the basis of the vanous processes carried out and 
the relative merits of various types of plant. Rather is it mtended to describe the 
methods of controUing plant and processes in everyday use, in the hope that those 
who are endeavouring to introduce scientific control may be saved much time and 
trouble. 

It is assumed that the reader has perused the important work of Vivian 
B. Lewes on Carhonisation of Coal, and that he wiU not have neglected to refer, 
for description of plant and processes, to Alwyne Meade’s Modern Oasworhs 
Practice, which is now recognised throughout the world as a standard work of 
reference. It is also hoped that advantage wiU be taken of the reference books 
and papers quoted at the end of each chapter. Although these form only a 
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selection they have been chosen as the more important of those having a bearing 
on the text. 

The author has made use of many of the books and papers quoted, in particular 
of Archbutfc and Deeley’s Lubricants and Lubrication and of the brochure compiled 
by the South Metropolitan Gras Company and made available to the author by the 
courtesy of E. V. Evans. This brochure consists of methods of samphng and analysis 
carefully selected with respect both to their accuracy and to their suitabihty for 
control work. While taking advantage of the information thus placed at his disposal 
the author has considered it inadvisable to quote in esdmso in the hope that the 
publication of the brochure as a whole will not be delayed much longer. 

Reproductions of the illustrations has been facilitated by the courtesy of the 
Society of Chemical Industry, the Institution of Gas Engineers, Messrs. Alexander 
Wright & Co., Ltd., Messrs. Baird & Tatlock (London), Ltd., The Cambridge and 
Paul Scientific Instrument Company, Ltd., The Sturtevant Engineering Company, 
Ltd., Messrs. Townson & Mercer, Ltd., and m particular Messrs. Brady and Martm, 
Ltd., of Newcastle-upon-Tyne, who have not only lent many blocks but also special 
forms of apparatus for personal trial. 

The writer owes a very great deal to his friends of the Newcastle Chemical 
Industry Club, and to the Club Library. His friend, H. Dunford Smith, has 
criticised and helped very materially in every portion of the book. To Dr. H. G. 
Cohnan the author has always been indebted. The genial advice of his friend, 
Alwyne Meade, and the publishers must also be acknowledged. 

Finally, the writer gladly recognises the assistance of those who have worked 
with him on the Stafi of the Newcastle-upon-Tyne and Gateshead Gas Company. 


Newoabtle-upon-Ttnb, 
September, 1922 . 


GEOFFREY WEYMAN. 
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CHAJ^TER I 

INTRODUCTION 

It is inspiTing to feel that the development of the piocesses for the manufacture of 
coal gas is a record of British industry. Had the same amount of thought and work 
been given to the recovery, manufacture, and utilisation of the other products of 
the carbonisation of coal as has been devoted to the manufacturing plant for the 
production of gas the position of the industry as a user of our chief national asset — 
coal— would have been impregnable. As it is to-day the increase in the cost of raw 
materials and wages has outstripped the reduction in costs due to improvement in 
plant and process. It is more economical in some cases to use raw coal as a fuel 
directly than to use it indirectly in the form of products of a gasworks. Could coal 
be so treated that the value of the by-products would allow the gaseous therm to 
be distributed as cheaply as the therm in the form of raw coal, the increased efficiency 
with which the former may be used would render carbonisation of extreme import- 
ance and would go far to stabilise the industrial conditions in this country. 

The Chemist. To an industry dependent on chemical reactions and processes 
a technical staff trained to observe, to record, to analyse, and to synthesise is aU- 
important. It is not so much knowledge that is required as the traming to acquire 
knowledge quickly, to know what to look for, how to observe it, and the power to 
reason why. The boundary line between chemistry and physics disappears. The 
chemist must be prepared to utilise knowledge of any of the sciences that has a 
bearing. Fortified with a broad training m chemistry, mathematics, physics and 
even geology the chemist will be in a good position to deal with the complex factors 
which influence the direction and extent of the various reactions. 

To a large extent the technical chemist is a product of recent years. Often 
enough he is superimposed upon an existmg organisation, and without defimte 
position or authority is expected to show substantial increases in economy. To the 
qualifications of training and ordered knowledge must, therefore, be added one of 
tact. With personality and the exercise of tact the difficulties will disappear, and 
the chemist will become an authority to whom the workmen will take their practical 
observations and difficulties. In the long run, from a person who is variously 
regarded as a nuisance, as a necessary evil to be tolerated as far as may be, as a sort 
of spy in charge of “ tell-tale” instruments or as an amusmg trickster, the chemist 
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must trust to the resiJt of his work to make his position one of reference by both 
workman and manager ; until, from being an excrescence, the laboratory takes ita 
place as the nerve centre of the works 

Work of the Chemist. The work of the chemist consists in obtaining and record- 
ing detailed information of the different factors which influence the extent and 
direction of the various processes, and it must always be remembered that snap 
information is never so reliable and is more hkely to give fake impressions than 
average information collected by observation over a period of time. Just as no- 
analytical result should be accepted without some approximate check of its correct- 
ness, so no information should be passed on until it has been decided after careful 
consideration to be within the bounds of possibility. In particular, the position of 
the decimal point should be the subject of strict scrutiny 

Chemical Control. Chemical control may be placed in four divisions : (1) the 
valuation and determination of the physical and chemical properties of raw materials ; 
(2) the observation and determination of the behaviour of various grades of raw 
material in the plant, (3) the observation and determination of the relative value of the 
different factors which influence the workmg of the plant with a given raw material ; 
(4) the determination of the chemical and physical properties of the products. To- 
these classes may be added a fifth, consisting of what may be styled applied 
research.’’ This consists of isolating different factors and studying each as far as 
possible independently of others, and then m re-combming the factors so as to clearly 
view the influence of one upon another. In this way a mental picture can often be 
formed which is of the greatest value in interpretmg the results of large scale practice. 

It is very necessary that in all ocgamsations which include more than one 
laboratory, and in all cases where results are to be collectively averaged, there 
should be unity of method of sampling and analysis. This has in fact led the South 
Metropohtan Gas Company to compile the “ Brochure on Analytical Methods^* 
already referred to. 

Economy and Efficiency. The aim of chemical control is to obtain the maximum 
economy. By economy is meant the reduction in over-aU costs to a minimum. 
There must be economy of raw material, of plant, of process, of labour, and of 
products. Economy is always expressed in money values. The ideal would be to 
produce something for and from nothing ; consequently 100 per cent, economy la 
never reached. Economy is not to be confused with efiS-ciency. By the latter la 
meant the ratio of that taken to that obtained. Efficiency may have relation to 
material, energy, heat, light, labour, and so on. Increase in efficiency usually, but 
not always, leads to increase in economy. It may not pay to increase efficiency 
beyond a certain point, as the extra cost involved may more than counterbalance 
the value of the extra yield obtained. It may also pay to sacrifice efficiency in one 
respect m order to gam it in another. Efficiency expressed as money value is economy 

Costs. It will be obvious that the chemist must always consider his results m 
relation to process coats, and a systematic costing is of essential importance. 
Chemical control itself is an expense, and this must be reckoned with in calculating 
economy. Often a full chemical control may not be worth while instituting, and the 
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chemist must in the first place V-alue the results which may be obtained and the cost 
of control before entering upon it. 

In industry generally there has been a great tendency to preserve costs of 
manufacture as something private, on no account to be divulged to subordinates. 
It is diflicult to see the value of the elaborate costing systems often found if 
this policy is pursued. Obviously no real attempt at further economy can be made 
unless the operator in charge of plant knows m what items the chief expense hes and 
how, if he cuts one expense, another will be affected. There is no doubt that exposed 
records lead to very great reduction in costs. The policy of the Government in 
circulating costs of different plants under their control during the war was most 
valuable. In an industry hke the gas mdustry, where the operations of one concern 
do not directly interfere with those of another, there appears every incentive for 
exposing records of cost and efficiency. 

Organisation. The orgamsation of the chemical staff rests with the chief 
chemist and depends on individual circumstances. In some cases those concerned 
actually with observation and control of plant are divided from those engaged in 
analytical and physical work. This arrangement suffers disadvantage in the tendency 
of the works staff to lose contact with the laboratory staff and to fail takmg 
advantage of the laboratory equipment. There may be delay in the apphcation of 
laboratory results. On the other hand, it is preferable that those engaged in refined 
analytical work should be constantly practised m such work. Errors will be more 
frequent if a chemist has to alternately make rough tests and accurate analyses. It 
would seem the best plan, where possible, to place one responsible chemist in the 
laboratory to take charge of the more refined work and check analyses. The re- 
mamder of the staff are distributed over the works, with the laboratory as their 
headquarters, and are responsible for the routine analytical work necessary to their 
particular control. In many cases the organisation has to molude supervismg and 
shift chemists, and some care must be taken to prevent the iutroduction of dual 
control. 

Laboratories . It is to be hoped that in the future expense iu fi.ttmg out control- 
ling stations and laboratories will not be grudged any more than the capital expendi- 
ture on plant and buildings. Seeing that adequate control is a first essential to the 
success of any plant, one would have thought that the capital expenditure necessary 
to secure the former would have been included in the latter. At the present time it 
is usually considered an extra item to be added at some future date when the success 
of the plant has already been assured. It is a bad policy to stint laboratory space. 
If one apparatus has to be taken down to make room for another at short intervals 
much time will be lost and breakages wiU be more frequent. Cramped quarters 
always lead to waste in apparatus. The work of a gasworks’ laboratory covers a wide 
range and therefore plenty of accommodation for apparatus is essential. Space must 
he found for special instruments, physical and chemical apparatus, to be used to 
examiue various gases, coal, coke, hquor, tar, oils, refractory materials, oxide of 
iron, materials containing sulphur, besides the usual eqmpment necessary in every 
laboratory for general analytical work. 
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Owing to the large area covered by the works, and the fact that many materials 
do not lend themselves well to transference, it is customary to have control stations 
at difierent places close to the plant. Thus in the vicinity of the retort house may 
be placed a small laboratory smtable for rough gas analysis and containing 
instruments for checkmg the quahty of the gas made. It is often necessary to equip 
smtable places with the required recording instruments close to the gas mams so 
that the length of lead and connections may be as short as possible. 

These control stations must be well designed ; for it is better not to have instru- 
ments at aU than to instal them m places which it is impossible to keep clean and 
■which are subject to rapid alternations in temperature, just as it is useless to expect 
good work in a foul atmosphere or one subject to extremes of cold and heat. A 
respectable working bench, supphed with gas and usually with water, good light, 
means of heating and ventilation, are essentials. 

Mam Laboratory, The main laboratory serves as the centre of chemical control 
and the place in which most of the analytical and physical work will be done. It 
is conveniently divided into a samplmg room, a testing room, an analytical and 
physical room and an office. In the first all the rough samples are received and 
reduced to a convenient size, preferably with the aid of mechanical means ; bottled, 
corked, and sealed and sent to the laboratory or elsewhere, or stored, as the case may 
be. Small scale experimental work, furnace work and the rougher analytical opera- 
tions are made in the testing room, while the more refined work is performed m the 
analytical room where the instruments aro also installed. 

Labour wiU be saved by giving a ser-vice of compressed air, electricity, suction, 
and high-pressure gas. AU these are usuaUy to be obtained on the works, and short 
leads wiU not be expensive. A small motor and blower in place of compressed air 
service wiU also drive a shaft off which may be taken the power for driving a 
baU-miU, crushmg or grinding machine, miniature centrifuge and stirrmg gear for 
calorimeter and other apparatus. 

Attached to the main laboratory may be a smaU chemical store in which a stock 
of apparatus and reagents is kept. This wiU enable purchasing to be done at 
considerable intervals and in quantities which should command the grant of special 
terms from dealers. Possibly, also, sufficient repair work may be accumulated to 
justify the periodical attendance of an expert glass-blower. Considerable expense 
may sometimes be saved in preparing reagents from commercial products for special 
purposes. Waste reagents may also occasionaUy be economically recovered. A 
soldering outfit, a httle soft solder and a solution of zinc chloride -will often enable 
.smaU repairs to instruments to be made when otherwise the delay and expense of 
returmng the whole apparatus to the makers would be necessary. 

It wiU probably be found convenient to stock at the laboratory store, reagents, 
thermometers, accumulator acid, test papers, disinfectants, first-aid materials, and 
various sundries used by other than the chemical staff proper. The cost is 
periodicaUy debited to the departments concerned. 

Checking Stores, It is very necessary that all new volumetric apparatus, ther- 
mometers, hydrometers, and the purity of reagents should be checked before issue 
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for use. A set of thermometers and hydrometers covering the range used, a set of 
weights, a burette, and possibly pipettes, may be cent to the National Physical 
Laboratory for standardisation and then reserved for checkmg purposes. A carbo- 
rundum pencil can be used to mark each piece of apparatus as having been checked 
and found correct to certam limits. Apparatus with the graduations appreciably 
out of the truth are better returned to the makers. This also applies to instruments 
and apparatus issued to the works, in particular to thermometers. In respect to the 
latter, it is often advisable before checkmg to anneal them for some time at the 
temperature at which they will be used. Gas burettes and large instruments will 
usually be supphed with certificates, but may be similarly checked. 

For the details of methods of checking volumetric apparatus the reader must be 
referred elsewhere, but it may be noted that such details should be available for 
every member of the staff so that they may know the proper conditions to observe 
in their use, in particular as regards drainage time and rate of delivery. 

Absorption Vessels and Gas Generating Apparatus, Apart from the usual forms 
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A 

of apparatus, the gas chemist is particularly concerned with gas absorption vessels 
and gas generating apparatus. In respect to the former, the vessel for general use 
should embody three essentials. It should provide intimacy of contact between gas 
and hqmd, it should be such as can be readily washed out and precipitates removed, 
and it should be fairly robust Owing to the necessity for gas tightness, ground glass 
connections are preferred, but often rubber stoppers may be used, especially if coated 
with a layer of vaseline on the under-side of the cork to prevent action of the gas 
upon the rubber. 

Drechsel’s form (Fig 1 — A) is very generally applicable although not very 
efficient in its scrubbing action. The closed-up variety, by G. Stephenson (B), is 
more efficient and can be usefully used where the contents are always hqmd and it is 
desired to weigh the vessel and contents. AUihn’s form (C) is more compheated but 
very efficient. The spiral form shown m pe figure (D) cannot be too highly recom- 
mended for general work. It is most efficient, robust, and fairly easily cleaned out. 

A suitable generator for producing comparatively large quantities of hydrogen 
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sulphide, carbon dioxide, and hydrogen has been designed by 'F. Hirsch. It is free 
from a large number of cork and tube connections, is easily filled with large lumps of 
material, and gives an even generation of gas. The reacting solution is kept over- 
head in the vessel (Fig. 2) and its admittance to the solid reagent in the tapered tube 
is controlled by the tap. The hqmd and gas work downwards through the column 
of solid material to the spent hquor reservoir at the base, from which the gas and 
spent hquor can be continuously withdrawn. 

Standard Solutions. Too much attention can hardly be given to the preparation 
and use of standard solutions. Inaccuracy in this respect leads to great confusion 
and loss of time. A system such as the following may well be adopted. The solutions 
in common use are made up m reasonable quantities at definite intervals, when 
the surplus from the previous period is discarded. Each 
solution IS carefully standardised. Of the quantity made up 
a portion — say, one htre — is reserved for checking purposes 
only and is carefuUy preserved in stoppered bottles in a cool, 
dark place. The remainder is used as worlang solution. At 
frequent mtervals, and always before some important work is 
undertaken, the worlong solution is checked by titration 
against the reserved standard. Any error due to inadvertent 
contamination is then at once detected. It is well to entrust 
the standardisation to one competent mdividual and to record 
for all to see the details of the method employed, such as 
the end pomts of the mdicator used, the temperature of 
titration and the time allowed for reading burettes, and the 
approximate total volume of the hquid titrated. The ultimate 
standard may convemently be sodium carbonate, although 
sodium oxalate has been suggested on the ground that it may 
be prepared in a purer state. The conversion to carbonate 
may, however, present some difficulty. Acid so standardised 
is then used for adjusting the strength of the alhahs 

calculating the strengths and m general work the full atomic 
weights should be used and not “ rounded ” ofi numbers. It is also advisable 
before making up standard solutions to check the acidity, ammoma content 
and presence of sulphur and chloride in the distilled water to be used. 

6a. Standard Sodium Carbonate. The purest sodium carbonate (or bi-carbonate) 
is used. When 6 grams of the carbonate are dissolved in 250 c.c. of water there 
should be no residue, only a shght opalescence when one-half of the solution is 
acidified with mtric acid and silver mtrate added, and no precipitate with excess of 
hydrochloric acid and barium chloride to the boihng solution of the remammg half. 

The pure sample is dried by placing a sufficient quantity in a platinum crucible 
immersed m a sand-bauh to the level of the carbonate, and heated with occasional 
stirrmg ab 270-300° C. for 30 minutes. It is then cooled and weighed. If on further 
heating for 15 minutes the weight is constant it is enclosed in small portions in 
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wgtirig bottles and. stoppered up. Three portions of 2-6 grams each are exactly 
■weighed out, dissolved separately m about 100 c.c. of water and titrated cold against 
the normal acid to be standardised, using methyl orange as indicator. The end 
point may be judged by the final red coloration and 0-05 c.c. deducted in order to 
avoid neutral tmts which are variously appreciated by different observers. If the 
three titres do not give an agreement to il=0'05 c.c. the process is repeated till this 
accuracy is attained in three consecutive readings. A drainage time of, say, 16 seconds 
may be allowed before reading the burette^ and the temperature of the solutions 
should be within a degree or so of 15° C. 

la. Standard Acids. About 150 c c. of pure hydrochloric acid or 26-27 c.c. of 
sulphuric acid is diluted to one litre and checked against the sodium carbonate, as 
■detailed above. The strength may then be adjusted to a strictly normal one, or a 
factor may be used. Thus if 2*100 grams of sodium carbonate neutralises 39 00 c.c. 
of acid, instead of the correct 39*62 c c. for a strictly normal solution, the remainmg 

acid may be diluted to — 39) X 976*3 c.c., or a factor may be used 

39 

39*62 

__ = 1*0159 by which the volume of acid used is multiplied in subsequent use. 

The former method is preferable in a works laboratory in the case of stable solutions. 

To prepare acids of weaker strength aliquot portions of the normal acid are 
•carefully diluted and then checked against proportionately smaller quantities of the 
pure sodium carbonate. 

7&. Standard Caustic Alkali. Caustic soda purified by alcohol may be used. 
The granulated ” form is usually more pure than the “ stick ” soda. Usually, as 
methyl orange is used as mdicator, small amounts of carbonates do not affect the 
results, but when phenolphthalein is used precautions should be taken to exclude 
carbonates. As a rule, it is sufi&cient to make up a very strong (60 per cent.) stock 
solution of good commercial caustic soda which is kept carefully corked up with a 
rubber stopper. Carbonate and other impurities will then separate as a sludge and 
the clear liquor may be decanted from the top substantially free from carbonate. A 
portion containing about 50 grams of the stock caustic soda are diluted to one litre 
and three successive portions titrated with standardised acid. The strength may be 
then adjusted, as in the case of the standard acid, and again checked. The correction 
factor IS made as before. Resistance glass is best used for the strong solution. 

7c Standard Permanganate and Sodium Oxalate. A standard solution of 
potassium permanganate is best kept m blue glass bottles to protect it from the action 
of dayhght. The distilled water used for preparing it usually contains oxidisable 
matter. Permanganate will also attack filter paper. It may not be used for 
solutions contaimng chlorides unless these are in small amount, when the addition of 
manganese sulphate will restrict action on the chloride. Permanganate N/10 is best 
prepared by weighing out about 3*2 grams of the purest crystals obtainable ana 
dissolvmg the bulk in about 600 c.c. of boiling water. The remainder, a very small 
amount, is dissolved in, say, 500 c.c , and subsequently used to dilute the bulk. The 
boiling of each solution is continued for 15 minutes, and the solutions then cooled. 
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The stronger solution is decanted into a litre flask, and made up to the? 
correct titre with the weak solution. It may be standardised with pure sodium, 
oxalate which has been previously dried at 100° C., and cooled in a desiccator 
over calcium chloride. The oxalate is weighed out in quantities of 0-2 gram dissolved 
in 100 c.c. of water to which an excess (about 10 c.c ) of sulphuric acid is added. 
The solution is warmed to about 60° C and titrated with the permanganate. 

6 Na^G^O^+K^Mn^O^+d> H^SO^^K^SO^+2 MnSO^+l^ COg+S 
If necessary, the purity of the sodium oxalate may be checked by conversion on. 
heating to carbonate and titration against standard acid, using methyl orange as 
indicator. Permanganate solution can also be checked with pure iron wire A weighed 
portion of the wire is dissolved in sulphuric acid oub of contact with the air, and 
an aliquot part of the solution containing an excess of acid is titrated with the 
permanganate. The fine iron wire usually used contains about 99*7 per cent, of iron*. 

8 a. Standard Iodine and Thiosulphate, Iodine can be obtained sufficiently pure 
and dry to enable it to be weighed out directly for a standard solution. If not 
considered pure it may be purified by sublimation with potassium iodide. 
Exactly 12*69 grams are weighed out in a stoppered weighing bottle and dissolved in 
about 50 c.c. of a solution of 16 grams potassium iodide and made up to one litre. 
This will give an N/10 solution. 

If the purity of the iodine is not assured, pure arsenious oxide can be used to 
standardise the lodme solution. The pure oxide is dried over cone sulphuric acid, 
weighed oub, and dissolved in water contaimng about twice its weight of sodium 
bi-carbonate at boihng-point. A further addition of bi-carbonate is made before- 
titration with the iodine. (Of. lOOcZ.) 

A thiosulphate solution contaimng 24*83 grams of pure sodium tbosulphate 
{Na 2 S 20^-5 H^O) per litre should check very closely. The thiosulphate should 
dissolve without turbidity, give no precipitate of sulphate, or carbonate 
with barium chloride, and should be free from sulphide and chloride The solution 
is more permanent if standardised after keepmg a month. The titration is earned 
out by adding the thiosulphate to the iodine solution until only a faint tinge of yellow 
is observed, when 0*6 c c. of fresh cold starch solution — prepared by making 1 gram 
of soluble starch into a cream with water and pouring into 100 c.c of boiling water — 
is added. The titration is contmued until the blue colour just disappears. 

2 iVagSaOa-S H 2 O +2 1=2 NaI+Na2S^OQ+6 H 2 O 

Sh. Standard Silver N Urate and Thiocyanate, An N/10 solution is prepared by 
weighing out exactly 16*989 grams of the pure silver mtrate crystal dried at 130° C. for 
an hour. A thiocyanate solution, containing approximately 10 grams of the pure salt 
in one htre, is standardised against the silver nitrate by placing 25 c c of the latter m a 
porcelain dish with 25 c.c. of water and running in the thiocyanate tiUmost of the silver 
has been precipitated. Five c.c. of a solution of ferric alum (10 per cent.) is added. 
The titration is contmued with vigorous stirrmg until the red colour of the ferric- 
thiocyanate persists. AgNO^ +KGNS=AgGNS +KNO^ 
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If the silver nitrate is not regarded as being sufficiently pure, the solution may 
be standardised by precipitating 25 c.c. diluted to 100 c.c., with excess of dilute 
hydrochloric acid, ffitering, washmg, drying, and weighmg the silver chloride. 

AgN 0 i+HCl=Ag 0 l+HN 03 
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COAL 

The economy of a gasworks depends very largely upon the chief raw material — coal. 
The ease with which it may be converted into gas, the yield of gas and its quality, 
the quantity of coke and other products and the respective yields are governed by 
the composition and properties of the coal in the first place. It is true that by suit- 
able treatment inferior coals can be made to yield large volumes of gas, but the 
quality is poor and the yield of other products small. 

Without entering mto a discussion on the constitution of coal, it must be pointed 
out that a knowledge of the work which has been done in this respect is essential to 
a proper appreciation of the value of coal for gas-making. It is customary to speak 
pessimistically of our knowledge of the constitution of coal for the reason that as yet 
the known facts cannot be crystallised into a set formula. At the same time a very 
large amount of work has been done which is capable of being put to considerable 
use by the technical chemist. 

For our present purpose it will suffice to regard coal as a complex mixture of 
hydrocarbons which on heatmg decomposes yielding gaseous, liquid, and solid 
products. It is with the relative proportions of these products and the distribution 
of carbon between them that we are primarily concerned. So far as the constitution 
IS revealed it can be said that the class of compounds known as “ cellulosic ’’ 
decompose with elimination chiefly of hydrogen and carbon monoxide. This 
decomposition reaches a maximum at about 750° 0. and leaves the residue non- 
coking. Another class of constituents known as “ resmic ” are soluble in pyridine 
and phenol and is responsible for the coking property and the richer constituents of 
the gas. The most practical theory of to-day is developed by S. R. Illingworth, who 
regards the coking property of coals as in the first place due to the amount and 
composition of the resimc compounds. The decomposition of these furnish films of 
carbon which bmd the residue to coke. If, during the time these compounds arc 
undergoing decomposition, other matter — cellulosic compounds — are also evolving 
gas, the coke becomes accordmgly of an open and expanded character. The character 
of the coal therefore depends not only on the relative amounts of the resimc and 
cellulosic materials but also on their relative stability and manner of decomposition. 

There is no doubt that the resinic matter afiects more or less the complete 
hquation of the coal substance and forms a plastic mass of varying consistency. On 
the property and composition of this plastic mass depend the rate at which coal can 
be carbonised. While there appears to be no dividing hne between a gas coal and a 
coking or steam coal, an essential characteristic of a gas coal is in the formation of a 
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plastic layer which, is thin and of low viscosity. Coking coals, on the other hand, 
form highly tenacious layers which are very resistant to the penetration of heat. 
Cannel coals possess constituents dissimilar to the resinio compounds of coal, which 
on melting form comparatively mobile liquids and do not liquate the whole mass. 
The coal on carbonisation approximately retains its shape, and while the pieces may 
adhere the coke is poor and fragile. Anthracite coals contain httle or no resinic 
eompoimds and on heating retain both shape and appearance. 

The selection and valuation of coal has always been a difficult matter and 
naethods vary largely, but the question is too serious to justify any but a chief place 
in the work of the chemist. It is necessary to examine the coal in various ways. 
Having tabulated the results a sum m arised opmion may be expressed. 

Variation, Coal varies in its properties largely in the difierent coal-fields. 
Yorkshire coal as a rule provides an excellent gas coal, giving high yields of fair 
■quahty gas with a minimum of trouble. Durham coal, on the other hand, requires 
more severe treatment, but given such, the results often surpass the coal of other 
■coal-fields. There are, of course, coals from Durham which are as easily carbonised 
as those from Yorkshire, and the variation from coal-field to coal-field is covered by 
variation m the seams of one coal-field. In collieries of the same area variation lo 
largely due to the mixing of difierent seams at the pithead. This is very troublesome 
if the mixing is spasmodic. At the present tune it is necessary to identify the coal by 
the pit at which it originates, and to closely observe and note those cases in which 
the coal is evidently a variable mixture. 

The coal substance from the same seam does not vary much so long as the depth 
of the seam from the surface and its geological horizon does not materially alter, and 
very often coal from the same pit remains remarkably constant in its character. 
Over distances of many miles seams divide, are lost, or sometunes change their 
character. Seams which in Durham are good cokmg coals pass to gas and steam coals 
if followed north. Trade coal sold under a trade name is usually a mixture of coal 
from neighbourmg pits and may include coal from several seams. 

11a. Visual Emmimtwn. By careful visual examination much work can be 
avoided, for as a rule it is possible to teU. those consignments which differ from 
previous lots from the same pit. Such coal, and any other coal which is out of the 
ordinary or at all suspicious, is sampled Further trouble may be saved m the after 
examination, which may be restricted to such analysis as seems necessary. The chief 
pomts noticed are the size, hardness, fracture, lustre, homogeneity, presence of pyntic 
material, extraneous ash, fusaxn, and moisture. Coals may be bought as unscreened, 
small, or nuts ; and this part of the specification is accordingly checked. Should a 
serious case of excessive quantity of dust and small be observed, a screening test is 
mstituted and the consignment held up until the result is known. Hard coals are as 
u, rule smtable, but soft coal even if large to start with will form a good deal of dust 
before reaching the retorts. A large proportion of fusain is also detrimental in this 
respect. Visual analysis is also useful in selectmg coal suitable for storage. 

116. Specific Qramty. The real specific gravity of clean coal is fairly constant 
^t about 1-30-1 -34. The specific gravity is chiefly of importance in connection with 
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storage accormnodatioii and tlie estimation of coal stocks. For this purpose the- 
apparent specific gravity of the coal in hulk is required. This varies considerably 
(from 1‘0 to 1*3), acoordmg to the size and moisture content of the coal. A convenient 
meihod consists in leveUmg the top of the coal in one or two coal wagons of suitable 
shape and marking the level on the truck. The trucks are then weighed and tipped. 
The empty trucks are measured to find the volume occupied by the coal and the 
truck is tared back to find the weight of coal occupying that space. Or, a box measur- 
ing exactly one cubic foot internally may be tared, filled, and weighed. (See also 
45^/, 456, 45c, 46a, 466.) 

12a. Sampling Coals selected for samphng are best dealt with at the time of 
tippmg. A shovelful at a time is taken at frequent intervals and stored m a covered- 
m receptacle tiU a large representative sample is obtained. Or, a bucket or funnel 
may be arranged to divert coal from the stream of coal as it is tipped. With un- 
screened coal it is best to screen a ton or two, weigh separately and sample each 
grade The size of the larger is reduced by quartering and coning. Finally, the two 
grades of approximately equal size are mixed in the proportions ascertamed The 
mixmg must be done very thoroughly, preferably by passing through a machine. 

The “ Metro ’’ procedure consists m sizing the gross sample on a half-inch screen, 
weighing each portion. The rock, shale, and foreign matter are picked out of the 
“ large ’’ portion and after weighing are examined, crushed to less than hah-mch in 
size and the whole then thoroughly mixed, first with the small ” coal, and finally 
with the “ large,” which has been previously reduced to less than one inch. The 
whole is then reduced by methods of ridgmg, coning, and quartering. 

Sometimes it is impossible to sample while tipping, m view of the fact that at 
this stage it is convement to effect the mixing of coals for the retort house. Samphng 
from the trucks then becomes necessary. The amount of the sample to be taken 
depends on the facihties, which should be used to the limit. Unless the sampling is 
properly done subsequent work may be positively dangerous in view of the mis- 
apprehension caused. If possible, a whole truck is passed through a machine for 
automatically grmding, crushmg, and selectmg a portion. If this is impossible, each 
truck may be dealt with as follows * Coal trucks are usually filled from hoppers and 
the coal to some extent sizes as it flows into the truck — ^the large falhng to the out- 
side. A trench is therefore dug at least one-third of the depth of the truck from end 
to end. From the bottom of this trench a sample of about 1 cwt. is taken by the 
shovel. Care is taken to include the large and small just as it happens to come. 
This sample may then be put through a mechanical sampler. One of these machines 
is illustrated (Fig 3), which not only reduces the coal to a small size but automatically 
selects a proportion, say 10 per cent., which is discharged separately as the sample. 
If a machine is not available the coal is crushed and quartered down m the usual 
manner until a sample of perhaps 56 lbs. is obtained. The maximum size of the coal 
should not exceed a half-inch. The sample is removed to the laboratory and there, 
divided into halves by quartermg. One half may be reserved for the coal-testmg plant 
or may be rejected, and the other is ground and sampled down, preferably by machine,, 
until a portion of about 1,000 grains entirely passes through a 4-mesh screen. This 
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is tlien divided, one portion forming a reserved sample is sealed up and the reduction 
■of the remainder is carried do\vn to such a size that the whole of the remaimng sample 
(about 60 grams) passes a 60-mesh screen. This is then placed in a stoppered bottle 
for immediate analysis. 

It is particularly necessary to be careful that at any stage the sample all passes 
through the appropriate screen. When crushing by hand no hard particles are 
allowed to fly off, and, also, the amount of dust formed must not be excessive. A 
hammer and pohshed steel plate are usually preferable to mortar and pestle until the 
final stages are reached. 

Moisture, Apart from the question of the nett weight of coal received a 



Fig. 3. — ^Thh Sttjbthvant Coal Sampling Machtne i 


heavy moisture is undesirable. While the moisture has some chance of being removed 
durmg storage m the retort house prior to being charged, very wet coal may retain 
sufidcient moisture to cause trouble with conveyor and chargmg machinery. Besides 
altering the weight of coal charged the moisture gives a severe shock to the settings, 
retards carbomsation and may produce abnormal amounts of carbon dioxide and 
carbon monoxide. It is also inadvisable to stock wet coals. Unless the coal is 
“ washed ” the moisture should not exceed about two or three per cent. 

13a. Moisture, With very wet coals a special moisture sample is taken. In 
some cases the best plan is to take separate samples from the base and from the top 
of the trucks which appear to be the worst in this respect and those which appear to 
^ As made by the Sturtevemt Engineering Company Ltdi 
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be tlie best, and to report the moisture for these particular cases. It is practically 
impossible to obtain an average moisture sample from a truck dripping with water 
except at the time of tipping. In any case the sample is reduced quickly on a non- 
absorbent surface to a half-inch size and transferred to the laboratory, where it is 
crushed quickly (not ground) on a steel plate to a size which would appear to pass a 
4:-mesh screen A kilogram is then weighed out on to a porcelam or celluloid tray 
and exposed to the atmosphere in a thin layer until the moisture has been reduced 
sufficiently to allow of the sample being handled. It is again weighed and the loss 
added to that obtained in the final moisture determination as detailed below. 

A reasonably dry coal (e.g. with less than 1-6 per cent moisture) which does not 
appear at all wet is sampled down and treated at once for the final moisture on the 
sample as reduced to pass a 4:-mesh screen. 

14«. FiTial Mo'isture. A portion of the sample passing a 4-mesh screen is reduced 
quickly by hand to pass a 60-mesh screen Ten grams a're weighed out into a 
wide stoppered weighing bottle. The bottle and stopper are then separately placed 
in a jacketed oven maintained at 105° to 108° C for an hour, when the stopper is 
replaced, the whole cooled m a desiccator and weighed as soon as sufficiently 
cool. Sometimes one gram of the sample is used. In some cases a further 
heating is reqmred, and with coals which have been unduly exposed to the 
atmosphere the time of heating is shortened and repeated till the coal shows signs of 
gaining m weight. The jacket of the oven may contam toluene, glycerine and water, 
or some oil of appropriate stability, and is provided with opemngs at the back and 
front for ventilation. The American Chemical Society recommend passmg air dried 
over sulphuric acid through the oven. Occluded gases are reclconed as moisture. 

146. Final Moisture, A good method which is not in general use consists m 
weighmg 5 grams of the coal into a U-tube. Pads of cotton-wool are placed 
above the coal to prevent dust being carried away. The U-tube is suspended 
in a beaker containing water and glycerme or in a toluene oven and heated 
to 105° C. in the presence of a slow current of dry hydrogen. To the outlet 
is attached a calcium chloride drying-tube previously filled with hydrogen and 
weighed. Several hours are required to complete the transference of the moisture to 
the calcium chloride. The gam in weight of the calcium chloride tube then represents 
moisture. The calcium chloride must not contain free alkali. 

Vola;tile Matter, The comparative amounts of volatile matter provide a 
first means of appraising a gas coal. The usual limits are a minimum of 28 per cent, 
and a maximum consistent with the production of a sufficiently good coke. Bi- 
tuminous coals on the lower side are usually too highly coking to penmt of being 
rapidly gasified, while coal very rich in volatile matter usually give a poor and soft 
coke. Oxidised coal may give a high volatile matter, but the gas yielded is poor. 
Oannels range higher, and m this case it may be thought that the large yields of rich 
gas may compensate for poor coke. 

14c Vola;tile MaM&r, The method of analysis usually used is some slightly 
modified form of the “ American method.” Exactly 1 gram of the fresh sample 
ground to pass a GO-mesh screen is weighed into a platinum crucible with tightly 
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^'tting Kd whicli holds about 15 e.c. and weighs altogether 20 to 30 grams. The crucible 
thten placed on a sihca triangle 6 to 8 cm. above the top of a No. 4 M6ker burner, 
he gas pressure is adjusted so that when burning freely the flame has a length of 
^0 cm. The heating is mamtained at full pressure for seven minutes, when the top 
tjlie crucible hd should be free from soot and the under-side well blackened. 
1*he crucible with hd still upon it is then cooled in a desiccator and weighed. The 
losg in weight, less moisture, represents the volatile combustible matter. 

Coal Testing. It is often advisable to test coals experimentaUy in a model 
Plan-bj and this is particularly so where the works plant is in large units and it is 
^ifificult to carry out large scale trials. The size of test plants range from those dealing 
^^th. -rtnnr ^ "^on to those which are small scale manufacturmg plants. The 

^^icrease in size, while possibly reducing some errors, also produces limitations. The 
^53aannt of each individual coal required becomes a serious matter and the time 
^^qioired to attain constant conditions is lengthened. Under skilful supervision 
^odel plants may be set up as a standard for the works. 

The most common size is that dealing with of ^ fon. Very considerable 

<^2cperience and care is required to obtain comparative results, and the conditions must 
be si^andardised and rigidly adhered to. The results are of no use unless the details 
of the conditions obtaining are known, and hence published results must be considered 
V'ery cautiously. 

Tkom such tests carried out under standard conditions the yield and quality of 
tLe gas and coke are the most important of the figures obtained. The tar and hquor 
cannot be measured with any accuracy unless the tests on one coal are unduly pro- 
longed. The yield of gaseous therms calculated per ton from the results may form a 
basis of valuation which may be “ corrected ” by figures representing other properties. 

15a. Goal Testing Plant. A typical arrangement^ is shown (Fig. 4). The retort, 
EbToont 3 inches by 6 mches by 18 inches long, has usually been cast in iron and faced 
u.p to give a good joint with the hd, which closes on a hmge and is screwed up against 
a. ring of asbestos tape. Cast-iron retorts have a very short life at the best of times, 
aind. are also very variable in their behaviour. Recently the author has used retorts 
cast of nickel chrome steel which have been found to last in a much more satisfactory 
manner, and to he less expensive m the long run. The temperature is easily main- 
tained constant as there is httle or no scahng of the metal, and may be raised as high 
as 1 100® C. on the inside. From the top of the retort near the door an ascension pipe 
leads to a seal pot and tar drain. The retort is placed in a setting ’’ and heated by 
a TO w of burners, using a well-governed gas supply. The gas off-take is continued to 
a pair of condensers, which may consist simply of a number of inclmed or vertical 
pipes connected at the top and bottom by bends. The latter are provided with 
drain pipes sealed m water. There should be means of varymg the number or length 
of pipes in use so as to vary the condensing power. The condensers may conveniently 
be enclosed m a casing through which a draught may be maintamed. Alternatively, 
a, wra*ter-cooled condenser may he used. In this case, instead of constantly circulat- 
ing fresh water through, a proceeding which would be too drastic, the cooling water 

^ As made by Messrs. Alexander Wright and Co., Ltd. 
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Fig. 4 — ^Model Coal Testing Pj 
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«lioiild be circulated thiougli a small beater by wbicb its temperature may be regu- 
lated. From tbe condensers tbe gas passes through a small scrubber consisting of, 
■say, a 6-inch pipe about 5 feet long, arranged vertically. This is filled with carefully 
med coke, which is kept moist by a water drip from the top. The hquor is taken ofi 
by a seal at the base. The gas outlet at the top passes to a set of small purifiers 
•containing three or four layers of bog iron ore 2 inches deep resting on grids about 
15 inches square. Two of these in series at one time will usually be sufficient. A 
meter follows the purifiers and the gas then passes to a 20 cubic feet test holder, 
xwo of which will be required. It is unfortunate that the plant contams so much 
■dead gas space which has to be cleared in each test, but attempts to reduce the 
-capacity have not been altogether satisfactory. 

17 a. Goal Testing. The plant is first tested for gas tightness under pressure 
^nd vacuum. This can be done by passing some gas mto the holder, closing the 
retort and altering the weights used to counterbalance the weight of the holder. The 
meter mdex will then show any leakage. The vacuum is then adjusted to of an 
iQch w.g. at the retort gas valve by altermg the counterbalance weights. The 
temperature of the retort is maintained at, say, 1050° C., and is kept steady by 
adjustment of the pressure of the gas supply to the burners. The coal sample having 
been previously broken to a size passmg a 2-me8h screen, a charge of 2*24 lb. is 
weighed on to an iron tray. The trays may be 3 inches wide, 2 inches deep, and 
12 inches long. The charge is quickly inserted into the retort and pushed to the far 
end. The door is clamped tight and the gas valve above is opened. Water is turned 
-on to drip down the scrubber. Attention is then given to the regulation of the 
temperature gradient between the retort and the outlet of the scrubber so as to give 
a gradual fall to about 20° C It is most important to keep the concentration of the 
hydro-carbon vapour in the cooled and purified gas in some definite proportion to 
that of the gas issuing from the retort. The charge is run off until a predetermined 
volume of gas has been collected, or until the rate of gas evolution has fallen to some 
minimum value. This will take from 30 to 50 mmutes, depending on the coal. The 
gas valve at the retort is then shut and the coke withdrawn on the tray. The red 
heat IS taken off the coke by spraying with a mimmum quantity of water. When 
cooled it IS weighed and sampled for analysis. As the plant contains 4 or 5 cubic feet 
of gas space, at least three charges from the same coal are necessary to obtain a 
quahty of gas corresponding to the coal tested. Each charge is run to the same 
volume of gas so as to obtain concordant results for the quahty The gas is therefore 
passed to another holder and the plant made ready for another test. During the 
succeeding tests the gas from the previous charge is examined for its specific gravity, 
calorific value, and in such other way as appears advisable. The mtrogen should not be 
allowed to exceed 3 per cent, in the gas from the last charge. From the calorific 
value and yield of gas corrected for temperature and pressure the therm yield per 
ton can be calculated. The time required to obtain each 4 cubic feet of gas, or the 
gas evolved each 5 minutes, is also noted and compared with the other means for 
appreciating the rate of carbomsation. The coke may also be examined for volatile 
matter, calorific value, ash, sulphur, mtrogen. (See pp 44-53.) 
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Tube Distillation. In the absence of a coal-testmg plant, valuable informa- 
tion of the same nature may be obtained by distillation in a tube. The conditions- 
are again standardised. The results may be taken as comparative only. It is hardly 
advisable to translate the figures obtained into results to be anticipated on a large 
^cale. Such experiments are more rehable when taken in conjunction with a coal 
test. The chief trouble hes in the hydrocarbon content being of a variable nature, 
and it is impossible to do much in the way of gradual condensation. Probably, in 
view of this, it is best to wash out aU the hydrocarbons m heavy paraffin or creosote 
and estimate them by distillation of the wash oil. If this is done the calorific value 
calculated from gas analysis becomes rehable. The gas may be collected in a small 
test holder or aspirator bottle. 

18a. Tube Distillation. The apparatus and method is essentially that evolved 
by G. Beilby and W. A. Bone. A retort tube (Pig. 5) of sihea closed at one end,. 



about 60 cm. long with an internal diameter of about 20 nom., is placed in a 
25-bumer Bunsen combustion furnace. At the closed end is placed 16 grams of the 
coal, which is kept in position by an asbestos plug. This is followed by about 
10 cm. length of loose, broken sihea or fire-brick lumps, foUowed by another 
asbestos plug. At the front end against the cork, which is inserted to close 
the tube, is placed a smah, weighed wad of dry cotton-wool. The side-tube 
is arranged to hang down and is directly connected to a trap-bulb tube 
which may be immersed m hqmd at 105° C., to prevent condensation of water. At 
the outlet of this vessel is placed another wad of cotton-wool to retain tar fog. The 
whole is weighed before being connected. The outlet of this tube may be connected 
to absorption vessels containing dilute ^sulphuric acid to absorb ammonia, and, if 
required, to vessels for absorbing hydrogen sulphide, carbon dioxide and hydro- 
carbons. PinaUy, the apparatus is connected to an aspirating device for cohecting 
the gas and for providing a constant vacuum on the retort tube. That filustrated 
of the Puel Research Board’s design may well be imitated. The gasholder E contains 
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either a mixture of glycerine and water or an almost saturated solution of magnesium 
chloride, or may simply contain acidified water. It ie connected to a reservoir G- by 
an india-rubber tube, which is suspended over a pulley and counterbalanced by the 
weight J floatmg m the tank K The vessels E and E should have the same diameter, 
when, as the level in E falls, the level m K will rise to the same extent, thus providing 
a constant pressure m the gasholder. 

The tube is so arranged in the furnace that while the front end is at a tempera- 
ture of not less than 100® 0., the cork and connections are not heated sufficiently to 
char. The whole of that part of the tube containing the coal is over the burners. 

Ida. Distillation. "V^en the apparatus hao been tested for gas tightness, the 
first five burners are lit under the silica brick till this part of the tube has been heated 
to about 900° 0. A burner is then turned on, passing towards the coal, at the end of 
each 10 minutes till all the burners are on. When the distillation is finished the 
apparatus is disconnected at the tube and holder. A sample of the gas may be taken 
from the holder for analysis. Clean coal gas is then drawn through the absolution 
vessels till the test gas left in them has passed through the absorption tram. The 
cotton-wool plug at the end of the tube is used to wipe out the tarry end of the tube 
and IS added to the first absorption vessel. The tar may then be estimated by 
weighing the absorption vessel. The ammonia and other constituents absorbed 
in the remaining absorption vessels may be estimated by appropriate methods, 
(See 93a, 1146.) 

Other Ca/rlonisation Tests. The information obtained from the tests 
already described is not of much value in indicating the physical behaviour of the 
coal in the retorts. This aspect is most important and may be studied in several 
ways. 

Rate of Carbonisation. The author has suggested that the rate of gas 
evolution may be taken as a criterion of the rate at which the coal may be carbonised. 
Such an indication is of the greatest service m warning those in charge of both vertical 
and horizontal retort plants what may be expected of a particular coal, and which 
of several coals it may be particularly advisable to mix. 

196. Apparatus. A furnace is used which may be built up of loose silica blocks 
cut or shaped to fit loosely in an iron casing. The aperture inside may be 8 inches 
diameter and the space between the brick and casing is filled with asbestos lagging. 
A hole in the side admits a Keith injector burner for heating, while the hole in the 
block forming the cover admits the distillation tube. In the centre of the furnace 
is placed a nickel-chrome steel pot 6 inches diameter. In this is placed a small sup- 
porting block on which rests a mckel-chxome-steel crucible 3 J inches high and 1 inch 
external diameter (Eig. 6). The walls may be ^ inch thick. This contains sufficient 
lead to make the total weight 600 grams. The distillation tube is of steel, 12 
mches long, ^ inch diameter, vsdth one end welded up. It is closed at the top end 
and connected to a bubbling bottle and gas meter. It should be sufficiently weighted 
or clamped to sink in molten lead. 

19c. Rate of Oas Evolution. A volume of 60 c.c. of the coal previously passed 
through a 40-mesh screen and resting on a 60-mesh screen is placed m the tube which 
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is connected to tlie bottle and meter. At a given moment, wben the temperature as 
measured by a pyrometer mserted in the furnace just mside the crucible has been 
maint ained constant for 10 minutes at 950° C., the gas burner is shut off and the 
pyrometer is removed. The distillation tube is then immediately thrust down into 
the molten lead and a stopwatch is started. The gas meter index is then read every 
hal£-mmute for 10 minutes, by which time the gas evolution will have practically 
■ceased. The results may then be plotted in form of a curve with the time horizontally 
and the gas yield vertically. Coals with a sharply rismg curve and with a high 
maximum at the end of the 10 minutes can be recommended as easily carbonised. 
The experiment is repeated with at least one other grade of the coal, say that passing 
a 100-mesh screen. 

20a. Resistance of Coal dunng Carbonisation. G. E. Eoxwell has suggested a 
method which shows the properties cf the plastic mass of coal undergoing carbonisa- 



tion in a somewhat different way. While the method remains to be worked out in 
detail, it roughly consists of packing a quantity of the carefully graded coal m a 
aihca tube to a length of, say, 6*5 cm., which is placed in a sand-bath of a gas-heated 
furnace. Gas from a reservoir is arranged to pass through the layer at the rate of 
■20 c.c. per minute per square cm. area of coal, and the gas pressure reqmred to effect 
this IB not further altered. The coal is then heated so that the temperature rises at 
the rate of 5° C. per minute. The pressure as read by a sensitive gauge placed at the 
inlet of the tube gradually rises and is read every two minutes. The flow of gas dies 
^way as the coal passes through the plastic stage and recommences as coke is formed 
The results of the readings of the resistance as measured by the back pressure may 
then be plotted against the temperature and the time. Those coals which give hard 
cokes (cokmg coals) give the highest resistance, while gas coals give less and non- 
•coking coals stiU less. As a rule, the temperature at which the resistance is highest 
is lower for coals containing more volatile matter. 
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21a. Coking Test A coking teot such ao that advocated by R. Lessing gives 
information as to the relative amount of expansion or frothing which is hkely to 
occur. One gram of coal is heated m a special silica tube in an electric furnace. 
Under this treatment the coal takes an expanded form, according to its type, and 
may be su£S.ciently voluminous to pass out of the heatmg zone. For this reason 
silica plungers of variable weight are placed on top of the coal before the test to- 
compress the carbonising mass. The method may be used to determine the volatile 
matter by coohng and weighmg the tube after the coking, and possibly the agglutin^ 
atmg value may also be determined with the apparatus. 

Agglutinating Power. The modified Campredon method has been used 
with considerable success in evaluating the coking power of a coal. As a rule, the 
higher the coking power the more the trouble hkely to be experienced in carbonising 
the coal as quickly as is desired in a gasworks, but, naturally, some coking power is 
necessary. Coal suitable for coke ovens has an index from 16-20 ; gas coals will 
fall below this. Probably the best way to utilise the results is to regard those coals 
as suitable which have both a high volatile matter and a high cokirig mdex. 

216. SinnatCs Modification Fmely powdered electrode carbon, as suggested by 
J T. Dunn, which passes a 60-mesh sieve and is retained on a 90-mesh sieve, is mixed 
in gradually increasing proportions with coal which has been ground to pass a 60- 
mesh sieve. One gram of the mixture is then coked, as in the determination of 
volatile matter. (See 14c.) The button of coke is removed from the crucible 
and upon it is placed a 100-gram weight. When the button just gives way under the 
pressure the agglutmatmg value is reckoned as the number of times the weight of 
inert matter admixed exceeds the weight of the coal. As noted by H. D. Smith it 
is important rigidly to exclude air. The crucible is therefore packed inside one of 
larger diameter, the space between being filled with charcoal. 

Extraction with Solvents In view of the importance that the amount of 
resunc matter extractable by solvents has been shown to have on the coking of coal,, 
methods may be used to efiect such an extraction. The extraction is carried out in. 
a Soxhlet apparatus in a special atmosphere, and takes several days to effect the 
complete extraction of 5 to 10 grams of coal. Either pyridine or phenol may be used. 
As a rule the process will be too tedious and not sufidciently significant for ordinary 
use, but the reader may be referred to the methods described by W. A. Bone, and 
Parr and Hadley. 

Oxygen. It is unfortunate that we possess no means of estimating what is 
perhaps the most important impurity in the coal substance. There is no doubt that 
the oxygen content of a coal affects its value very materially, and if a certam hunt 
of oxidation is exceeded a coking coal becomes non-coking The presence of oxygen 
in the coal substance is far more detrimentaJ than it may be when inadvertently 
admitted during carbonisation, but the effect is much the same. Hydrogen is elimin- 
ated as water leaving the carbon : hydrogen ratio larger in the residue, while the tar 
has a high pitch content. The gas is readily evolved, but is rich m carbon dioxide 
and of low calorific value. The coke yield is higher and the bmding power of the 
xesmic materials is weakened. Oxygen present, whether absorbed or in a fijmer state 
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of combination, tends in the same direction, as it will most certainly appropriate 
hydrogen, which is required to keep carbon in a gaseous form. 

While the oxygen can be estimated by an ultimate analysis by difference of the 
determined amounts of carbon, hydrogen, ash, sulphur, moisture, mtrogen, and 
occluded gases from 100, it is obvious that under any circumstances the 
result is of doubtful accuracy. Apart from the value of the oxygen figure an ultimate 
analysis involving the determination of the carbon and hydrogen is of httle practical 
use. Although elaborate schemes of classification of coals have been founded on 
such analyses they are only capable of interpretation in a very general sense. 

22^1^. Ajpjparatus : VUimaie Analysis, A combustion tube, which may con- 
veniently be of porcelain, 20 mm. in diameter and 80 cm. long, is filled as detailed 
below and arranged in a combustion furnace of at least twenty-five burners. There 
should then be a space of 2 or 3 inches of tube overlappmg the burners at each end, 
■so that rubber corks, used for connection to the absorption and purifying train, are 
not affected by the heated portion of the tube. First is introduced mto the tube a 
spiral of copper gauze wound round a central copper wire about 10 cm. long and 
loosely fitting into the tube. A space is left for the porcelain or platinum boat on 
which the coal is placed. A short roll of copper gauze is next inserted to act as a 
“ stopper ” for granulated, freshly igmted copper oxide, which is filled m to occupy 
about 30 cm. length of the tube. Another gauze “ stopper is followed by about 
16 cm. of granular lead chromate free from dust. Another “ stopper ” may be 
followed by a little silver asbestos or pumice obtained by soaking the material in 
silver mtrate solution and ignitmg, or room is left for the insertion of a spiral of 
•copper gauze 10 cm. long, which before use is reduced by heatmg and dipping in a 
httle alcohol in a basin and then drying off This end of the tube is closed by a 
rubber cork through which lo directly connected the first calcium chloride tube of the 
absorption train. The train consists of a calcium chloride tube filled with calcined 
-chloride free from dust and previously saturated with carbon dioxide ; two absorp- 
tion vessels filled with cone caustic potash solution, and finally a calcium chloride 
guard-tube for taking up moisture earned over from the potash vessels. All these 
vessels and tubes are such as can easily be weighed and are provided with rubber 
tubing and glass-rod stoppers, so that they may be closed up when not in use. They 
are weighed after standing over calcium chloride for an hour. The oxygen used, as 
well as the air, is purified by passage through caustic potash solution followed by 
cone, sulphuric acid. The connections are so arranged that either oxygen or air may 
be passed through the tube without altering the connections. The apparatus is 
connected up and proved for gas tightness. If preferred, a sihca combustion tube 
may be used with platinised asbestos or platimsed sihca in place of copper oxide. 

226. Ultimate Analysis, A blank test is usually necessary, and in any case the 
tube is carefully heated and proved free from moisture and carbonaceous matter. 
Before introducing the coal the tube is heated to a dull red and then all but the 
central part is allowed to cool. Dry coal, say 0-30 gram, is mtroduced on the boat 
by removing the copper spiral, which is afterwards replaced. Connection is made to 
the air-oxygen supply. The freshly reduced copper spiral is introduced at the other 
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■end and connection made to the absorption train. A stream of oxygen is admitted 
at the rate of one to two bubbles per second. The copper oxide is heated up to a 
red heat and the chromate to a very much lower temperature. The copper spiral 
behind the boat is then heated, and gradually the heat is spread along to mclude the 
boat. As soon as the combustion is well under way the reduced copper spiral is 
heated. When the coal is burnt off, air is substituted for the oxygen to sweep the 
products forward and the tube allowed to cool. The absorption vessels are then 
disconnected, wiped with a chamois leather, and allowed to stand an hour over 
■calcium chloride before weighing. The increase in weight of the first calcium chloride 
tube gives the weight of water equivalent to the hydrogen, while the increase in 
weight of the potash vessels and guard tube that of the carbon dioxide from tho 
carbon. 

Sulphur, The distribution of the sulphur between the products of carbon- 
isation is naturally very important, but as it depends more on the conditions under 
which the coal is distilled rather than on the form in which the sulphur occurs m the 
coal it IS difficult to produce any figures of great practical value. The distribution 
may be obtained under the conditions of the tube distillation by determining tho 
iiotal sulphur, the sulphur evolved as hydrogen sulphide and the sulphur remaming 
in the coke and coke ash. Similar figures may be obtained from the coal-testing 
plant. From a gasworks point of view it seems preferable to obtain as much as 
possible of the total sulphur evolved as hydrogen sulphide, since it may be con- 
veniently removed in this form. A high sulphur content in the coke, particularly if 
it is largely volatile on combustion, is very detrimental, and chiefly for this reason 
coal with a high total sulphur, say over 2*5 per cent., is to be avoided. 

2Za, Total Sulphur from Bomb Washings, The caloriflc value is carried out in 
the usual way. (See 26 a.) The bomb is previously washed out with water 
containing sodium carbonate and used wet. About 6 c c. are added to the water 
equivalent to correct for this. The bomb is afterwards allowed to remain closed up 
for an extra 10 minutes, and the pressure is released gradually. The cover is un- 
screwed and the whole bomb washed out about ten times with small quantities of 
distilled water. A few drops of bromine water may be added and the solution is 
then strongly acidified with hydrochloric acid, boiled down to a syrup, placed on the 
water-bath and baked for an hour or so. The residue is taken up with a little acid, 
diluted with water and filtered. The residue is washed and the sulphur precipitated 
from the filtrate by addition of barium chloride to the boihng solution. The boiling 
IS contmued for 30 minutes, and after scttlmg a short time is filtered hot through a 
low ash filter paper and washed till free from chloride. The wet filter and precipitate 
^re removed from the funnel ; the top of the paper folded over and the whole placed 
in a tared crucible. It is then slowly charred and burnt off. Finally, the crucible is 
maintained at a red heat for 10 minutes, cooled, and the residue weighed as barium 

sulphate. 8-^H^Oi^BaSO^. 

23 &. Sulphur hy Eschka Method. One gram of the dried sample is weighed into 
a platinum dish, together with 0-5 gram of anhydrous sodium carbonate, and 1 gram 
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of calcined magnesia. This is intimately mixed with a spatula, levelled and covered 
with 0*5 gram of magnesia. The latter amount is increased if the dish is a large one. 
The dish is then placed on an asbestos plate with a small hole cut in the centre to- 
nearly fit the dish, or it is put into a cold mufle, and cautiously heated till the volatile 
matter has been driven off. There should be no spurtmg or frothing. A full red heat 
is finally given for an hour or so, with occasional stirrmgs with a platmum wire sealed 
into the end of a glass rod. When finished there should be no sign of black carbon- 
aceous matter. The contents are transferred to a beaker, a httle bromine water is 
added and the basin washed out with dilute hydrochloric acid. The solution is 
acidified with hydrochloric acid, evaporated to dryness, baked for an hour or so at 
100-105° 0., taken up with water and acid, filtered and the sulphur precipitated as 
barium sulphate, as already described. (See 23a.) 

Extraction of the sintered mass with water only, followed by filtration and 
precipitation, usually gives low results. On the other hand, the method described 
gives high results in presence of much iron unless the latter is removed before addition 
of barium chlondc. 

The reagents used invariably contain sulphur. A blank test is made for each 
new batch of sodium carbonate or magneaia brought into use, by weighing the 
amounts normally used of these reagents into a platinum dish and exactly repeatmg 
the methods given above, omittmg only the coal. The amount of barium sulphate 
found is subtracted from the total weight found m subsequent determinations. 

24a. Method using Lime If desired, pure calcium oxide may be used in place of 
the sodium carbonate and magnesia, and in this case a porcelain d’sh may be sub- 
stituted for the platmum One half of the calcium oxide is slaked with water to form 
a dry powder and this is then ground with the remainmg half. One gram of the powdered 
coal is mixed with 1 gram of the hme, moistened with 1 c c of water, rapidly dried,, 
covered with a further weighed quantity of hme, cautiously heated to drive off the 
volatile matter, and finally burnt off in a muffle and then cooled and extracted with 
water. Bromine water is added, followed by hydrochloric acid. The whole is boiled, 
filtered, the residue washed and the filtrate raised to boiling-point, when barium 
chloride is added, and the same procedure followed as given above for the Eschka 
method. 

Nitrogen The larger the content of nitrogen the better. Most gas coals 
contam from 1*5 to 2*5 per cent. Like the sulphur, the proportion of the total 
nitrogen that will be volatile, and particularly the amount which will appear as 
ammonia, depends chiefly on the conditions under which the coal is carbomsed. 
Although the distribution of the nitrogen may be obtained by estimating the 
total mtrogen and that evolved as ammoma m a distillation test together with 
that remaining m the coke, it is for this reason rot of very practical importance. 
It seems, in fact, possible that with complete gasification and in presence of hydrogen 
and steam all the mtrogen may be obtained as ammonia. 

24 &. Nitrogen by Modified EjddaJil Method. One gram (or 1*4 gram) of the dried 
coal that has passed a 60-mesh screen — or preferably that has been ground to a flour 
in an agate mortar — is weighed mto a conical glass flask, or “ Kjeldahl ” flask, of 
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about 300 c.c. capacity. About 30 c.c. of a mixture of fuming and ordinary cone* 
sulphuric acid (2:3) are added, with or without about 0*5 gram of metallic mercury. 
After standing on a hot plate for about 16 minutes, 10 grams of anhydrous potassium 
sulphate is added to raise the boilmg-point. The heating is continued at a gentle 
simmer for an hour after the solution has become colourless An inverted crucible 
lid is placed loosely over the top of the flask. Sometimes potassium permanganate 
IS also added, but there seems to be no need to add to the number of reagents used. 
The solution is cooled, diluted, and washed into a distilling flask to make a bulk of 
about 250 c c. Excess of caustic soda is added and then, iE mercury has been used^ 
sufficient sodium sulphide (about 20 c.c. of a 4 per cent, solution) to precipitate all 
the mercury as black sulphide. A few particles of zinc are added to prevent bumping, 
and the ammonia distilled offi mto 26 c c. of N/10 sulphuric acid A splash bulb is 
necessary at the head of the flask and the distillate is condensed in four-bulb Liebig 
condenser arranged vertically. The excess of acid is then found by titration with 
caustic soda in the cold, using methyl orange or methyl red as mdicator. The re- 
agents, includmg the distilled water, should be free from all but a trace of ammoma. 
A blank test is usually advisable, in which pure cane sugar is substituted for the coal 
used. The ammoma equivalent of the acid neutrahsed by the distillate is calculated, 
and from this the mtrogen. 

iV2->2 NH ^ ; 2 NH^+H^O^={NH,)^0^ 

The various modifications of the Kjeldahl method have been considered accurate 
for many years and the method has received the support of several investigators, but 
recently Simmersbach, Sommer and Ernst Terres consider that the results are far 
too low and that a modified Dumas (combustion method) should be used. 

This is also the opinion of the Gas Investigation Committee of the Institution 
of Gas Engineers, who recommend the following modification of the Dumas method. 

25 a. Dumas Method. Carbon dioxide generated from previously boiled marble 
chips and a 40 per cent, solution of hydrochloric acid is washed with sodium carbonate 
solution and passed mto a combustion tube contaunng [a) a platmum boat holding 
15 grams of potassium chlorate, (6) 3 cm. length of freshly ignited copper oxide, 
(c) 10 cm. of an intimate mixture of freshly ignited copper oxide powder and 1 gram 
of the coal sample, (d) 30 cm. of freshly ignited copper oxide and a roll of 15 cm. 
of reduced copper gauze. The chlorate end of the tube is heated in the last stages of 
the combustion and the oxygen generated completes the oxidation. The products 
of combustion swept out by the carbon dioxide are collected over potash solution. 
Any free oxygen and carbon monoxide are finally removed in an Orsat, or other gas 
andysis apparatus, and the residual nitrogen is measured volunietncaUy, at Icnown 
temperature and pressure, and calculated to a percentage by weight on the coal 
substance. This method gives results 0-5 per cent, higher than obtamed by the 
Kjeldahl method, and it is obviously imperative that the method used should always 
be stated in reportmg results. 

Calorific Value. The calorific value of a coal is not any indication of its 
suitability for gas making, except m so far as it provides an indication of the calorific 
value of the coke. The latter is usually some 6 to 8 per cent, lower than that of the 



26 


MODERN GASWORKS CHEMISTRY 


•coal. The volatile matter of the coal possesses a smaller heat of combustion than 
the coke for equal weights, hence coals rich in volatile matter are not those with the 
highest calorific value. If the calorific value of the coal, coke and gas from a coal 
test be determined the calorific value of the tar may be obtained by difference. 
Usually it is sufiS.cient to obtain the calorific value of the coke, estimating the 
sulphur at the same time. 

In the comparison of different coals it is convement to reduce the calorific value 
of each to an ash and moisture free basis. The calorific value so obtained gives a 
relative value for the coal substance. Partially oxidised or badly weathered coals 
give low values. A similar procedure in the case of the volatile matter is, however, 
hardly justified, as an increase in ash content for the same or similar coal does not 
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always correspond with an equivalent decrease m the volatile matter. The calorific 
value of a good gas coal is usually about 13,600 B.Th.U. per lb. 

26 a. Bomb Calorimeier, The use of forms of calorimeter which do not 
embody a bomb cannot be recommended. Several excellent types of bomb calori- 
meters are on the market, and with careful treatment will last many years of constant 
use. One of the Mahler-Cook type (Fig. 7) has been used by the author for some ten 
years, and save for a few small spots on the hnmg, and the loss of the nickel-plating, 
it is as serviceable as ever. It is hardly necessary to describe the apparatus and 
method of use, since very excellent instructions are sent out by the makers with the 
instruments. One or two details of operation, however, may be of service. The 
jointing of the bomb cover and bomb is noade with a soft lead wire wrapped round 
in a shallow groove. This needs re-packing occasionally and makes an absolutely 
tight joint under a pressure of 25 atmospheres. It is unnecessary to use a platinum 
crucible ; a silica crucible may be substituted. Fme iron wire may then be used for 
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■firing. Tlie bottom of the crucible ma^j be protected by a little calcined magnesia. 
The iron wire is weighed and that left^ if any, is also weighed and deducted. The 
weight used multiplied by the calorific value (1600 cal ) is deducted from the gross 
■calorific value obtained (in cal ). It is particularly necessary that the combustion 
should be so rapid as to -virtually amount to an explosion. For this reason the firing 
IS best made off the electricity power supply, using a water voltameter to protect the 
service wiring. The iron wire is connected between the terminals and looped so as to be 
in actual contact 'with the coal. The latter is dried, screened through a 60-mesh screen 
and made into pellets, A loose powder, or even a liquid, may not completely burn 
unless it is surrounded with oxygen. The pressure of oxygen used is usually between 
20 and 26 atmospheres, but may be somewhat lower in many cases. The amount of 
water used in the calorimeter is sufficient to cover the bomb to the top, but not to 
reach to the terminals, which are kept dry. The total, including the water equivalent 
of the calorimeter, may amount to 2500 grams. The water is best weighed directly 
in the copper vessel. The stirrmg may be made by hand with a string passing over 
the pulleys, but must be done at a regular rate. Eeadmgs for 10 minutes before the 
bomb IS fired, and for 10 minutes after the temperature has reached a maximum, is 
■sufficient for the radiation corrections. Although the radiation correction is reduced 
by starting with the water a few degrees below atmospheric temperature, it is not so 
■constant as it is when a start is made ■with water at the atmospheric temperature. 
The correction is based on the fact that the coolmg is proportional bo the difference 
■of temperature between the inside and outside of the calorimeter. The correction 
in the form of an addition to be made to the observed thermometer readings can be 
obtained from a formula such as the foUowing : 

where a is the average difference in temperature readings per minute after the rise, 
and h that before the rise, n is the number of minutes durmg which the temperature 
rises. The value b may be positive or negative. {Metro.) Or the temperature change 
during the period before the start, and also during the period after the maximum 
observed reading has been obtained, may be plotted against the respective tempera- 
tures. A straight line drawn between the two points wiU give a curve showing the 
radiation loss at each temperature. This can be added to each observed thermometer 
reading and will give the corrected temperature. The maximum temperature will 
then be the mean of the corrected temperature of the final period, which should be 
practically constant. The difference in temperature between this value and that at 
the moment before firing, multiphed by the total water eqmvalent of calorimeter and 
contents, gives the gross heat effect for the coal taken. Deductions may be made for 
the iron "wire used and for the acids formed. Nitrogen does not in the ordinary way 
hum to nitric acid, but is completely oxidised in the bomb, and it is usually considered, 
perhaps erroneously, that while the sulphur only bums to sulphur dioxide in the air, 
in the bomb the oxidation is complete, and therefore an allowance is made by deduct- 
mg a proportionate number of calories from the gross value obtamed. The bomb 
washings are boiled to expel carbon dioxide, and titrated with N/10 barium hydroxide 
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oolution, using phenolplitlialein as indicator. The barium sulphate precipitated is- 
removed by filtration, and the filtrate containing barium nitrate is treated with N/10 
sodium carbonate solution in excess. Barium carbonate is precipitated and removed^ 
and the excess of sodium carbonate in the filtrate is determined by titration with 
N/10 hydrochloric acid using, methyl orange as indicator. [Metro.) 1 c.c. of N/IO- 
mtric acid is eqmvalent to 1*43 calories, and 1 c.c. of N/10 sulphuric acid to 3*57 
calories 

When it is also reqmred to estimate the sulphur in the coal it will be preferred 
to titrate the bomb washings with N/10 caustic soda to obtain the total acids, and 
then to precipitate the sulphate as barium sulphate in the usual way The nitric 
acid IS obtained by difierence. The weight of sulphuric acid, multiphed by 725, will 
give the extra amount of heat hberated by the complete instead of partial combustion 
of the sulphur, while the nitric acid found, multiphed by 227, will give the heat 
hberated by the oxidation of the mtrogen. These deductions havmg been made 
the remaining calories can be calculated to one gram of coal. The factor for 
COD version to B.Th.U per lb. is 1*8. 

It IS necessary to obtain an accurate water equivalent and to re-determine this 
occasionally. It can best be made by determimng the calorific value of a substance 
of known calorific value just as in the case of one of unknown value, and calculatmg 
back the calories absorbed by the apparatus. Pure naphthalene (calorific value= 
9,668 cal. per gram) is very convenient and an additional check is to use benzoic 
acid (calorific value =6330 cal. per gram). Both are made into pellets and used in 
the same manner as for coal 

Ash. Great attention has been recently focussed both on the content of 
ash and its composition. The lower the amount of ash the less the weight of material 
to be handled and the more valuable is the coke. The possible catalytic effect of 
the ash has yet to be demonstrated. The composition of the ash is of more importance 
as regards the coke, and is dealt With later. 

28c&. Estimation of Ash. One gram (or the residue from the determination of 
volatile matter) is accurately weighed out into a tared crucible of wide shape and is 
covered with a lid. The whole is heated gradually over a Bunsen until the volatile 
matter has been expelled. The hd is then removed and the coke is gradually burnt 
off, raising the temperature gradually. From time to time it is stirred gently with a 
platinum wire sealed into the end of a glass rod. When the ash is qmte free from 
black specks the crucible is cooled in a desiccator and weighed. The final bummg off 
13 convemently made in a muffle furnace, but it is a mistake to use too high a tempera- 
ture in an endeavour to quicken the combustion. 

The method of burning off in a tube in presence of oxygen cannot be recom- 
mended for coal, but an atmosphere richer in oxygen than the air may be used m a 
muffle by admitting oxygen at the back and nearly closing the front, or a current of 
air may be slowly drawn through the muffle to hasten the oxidation. 

Intrinsic Ash. It is often useful to select a piece of coal as pure as can be 
found and to determine the ash. This may be compared with the average ash and 
provides an indication of the extent to which the coal has been “ cleaned.” An. 
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intrinsic ash of over 6 per cent, is hardly likely to provide an average ash of reasonable 
-dimensions. 

This may also be applied to coals in respect of sulphur. 

29a. CJilorme. In view of the corrosive properties of chlorine and its compounds 
in the retort and the trouble which may arise from stoppages due to ammomum 
chloride in foul mains, etc., the chlorine in the coal may usefully be estimated. The 
i}otal chlorine may be foimd by burning the coal m a platinum dish with lime, as in 
the method for sulphur. (See 24a.) The sintered mass is digested with water, 
filtered, the residue washed with hot water till free from chloride. The filtrate is 
acidified with nitric acid, and a measured quantity of N/10 silver mtrate solution is 
kidded in excess. The silver chloride is filtered off, washed with warm water, and the 
-excess of silver nitrate m the filtrate is determined by titration with thiocyanate, 
using 1 or 2 c c. of a solution of ferric alum as mdicator. 

NaGl+AgNO^=AgGl+NaNO^ 

AgNO^+NH^GNS=^AgQNS+NH^NO^ 

Arsenic and Phosphorus, The only importance of these impurities in the 
■coal IS due to their presence in the coke, and they are dealt with under that heading. 

296. Goal Valuation. It has already been said that the determination of any 
single property of coal will not fix its value for gas-making purposes. The valuation 
of coal consists, therefore, in summarising the information acqmred by many, at least, 
of the foregoing methods- of examination. The total value of the products which 
may be obtained can only be made a figure of comparison if the cost of producing 
these can also be appraised. A coal rich in gas-making constituents is of httle use 
unless the gas can be obtained from it within certain limits of time. 

The matter is a very difiB.cult one. If all the factors are taken mto consideration 
their relative importance is hable to be confused. Probably the best method is to lay 
■down a specification of a standard coal similar in most respects to that of a coal 
which is known to be fairly constant in its properties and which has given good all- 
round results in practice. A warning here might be given of the erroneous impressions 
often obtamed in practice owing to retort house conditions lagging behind m their 
response to the introduction of a fresh coal. Often it happens that excellent results 
are obtained from a coal owing to the fact that the heat of the settings is being main- 
tained by the coke from another coal previously carbomsed. By the time the new 
coke fimds its way to the producers and reacts unfavourably, another coal has been 
charged and receives heat treatment below the average. 

The properties of a standard coal being known they have to be translated into 
figures so that they may be rendered additive and so expressed in a single phrase. 
It \vill be found necessary in many cases to multiply or divide the analytical figures 
so as to bring the various properties into their relative importance. For example, 
the ash of a standard coal may be fixed at 6 per cent. Another coal contains on an 
average 10 per cent. It is obvious that the latter is inferior in commercial value to 
the former by more than 4 per cent. Twice this amount is, perhaps, not a sufficient 
expression of the inferiority. 
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The system of valuation must largely depend on local oircumstanceSj but the 
tentative suggestion is made that the yield of therms per ton in gaseous form of not 
less than the declared calorific value should be taken as a basis. To this figure is 
added or subtracted “ corrections ’’ for other characteristics, m particular for the 
relative rate at which it may be carbonised. It* must be reahsed, of course, that 
figuTes arrived at in this way represent nothing more than a considered opinion. 
The following is an example of one method of valuation. In the first place, certain 
miniTmTm reqmrements are stipulated, and any coal is rejected which comes below 
these requirements. No coal would be acceptable if it gave less than 30 per cent, of 
volatile matter, contamed more than 8 per cent, of ash or more than 2*6 per cent, of 
sulphur. The coals meeting these requirements are valued m a relative manner on 
the results of examination. A standard coal, giving under known conditions 70 
therms per ton, with a gas yield in unit time expressed as a figure of 50, and yielding 
a coke of hardness expressed by a figure of 30, has an ash content of 6 per cent. The 
valuation consists in obtaining similar relative values for test coals, and summating 
the figures as foUows : 

(Therms per ton) + (Time factor— 50) + (Coke hardness) + 2 (6— Ash). 

The standard coal gives : (70) + (60—60) + (30) + 2(0) = 100. 

Examples. 


Coal 


. A 

B 

0 

Therms per ton 


. 72 

65 

68 

Time factor 


. 48 

55 

35 

Coke hardness . 


. 25 

15 

30 

Ash ... . 


. 7 

8 

6 

Valuation figure 


. 93 

81 

83 
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CARBONISATION 

Mixing Coal. In very few works will it be possible to obtain sufficient of one 
kind of coal to last for more than a few days. Usually it is necessary to tip several 
kinds of coal in tbe course of twenty-four hours. Not only the chemical, but also 
the physical character of the coal used may change in the course of a few hours, and 
unless some csareful mixing of the coal is made it will be impossible to maintain 
economical conditions. Screened coal (nuts) may be tipped one hour followed by a 
small dusty kind the next, and those engaged in charging the retorts will find them- 
selves faced with great difficulty in maintaining regular charges of the desired size. 
It has been recently pointed out that heavy cokmg coals which give considerable 
trouble when small in size can be dealt with more easily when in the form of nuts. 
Previous knowledge of the coal is essential for proper mixing and gradmg, and it is 
preferable that time should be given for an examination of coal before it enters the 
retort house. Unfortunately very few works are provided with facihties for doing 
this. As a rule the coal store is isolated, and once coals are put into stock they are not 
used until some emergency arises. It is preferable to work all coal through the store, 
which may be divided into compartments. This admits of the possibihty of obtaining 
a regulated mixture even from coals varying widely in character. 

Expenmentally, it appears that a mixture of coal of even size will give no better 
average result than the average of the components, but the advantage of dealing with 
a raw material of unvarying composition m practice is enormous 

By mixmg, properties such as excessive “ swellmg ” may be neutralised by a coal 
which forms a poor coke Dusty coals may be mixed with screened coals ; coals of 
a type approaching steam coals will give excellent results when mixed vath those 
approachmg coking coals in type. Wet coals may be made workable by mixing with 
dry coals ; coals with high ash can be distributed among coals with low ash. In 
fact, probably there is no better direction in which the chemist can help in promoting 
economy than by attention to the mixing of the coal. 

Control of Carhomsation. The control of carbonisation consists in the appre- 
ciation of a number of factors each of which contribute in its own way to the general 
result. Unfortunately the general result cannot be expressed in a single figure. 
The chief objects aimed at may be thermal output of gas per ton and per retort 
per day, but these are limited by the necessity of keeping other factors within certain 
limits. For example, the quahty of the gas is more or less fixed at a certain minimum 
quahty ; the coke must not be unduly depreciated ; high yields of ammoma and 
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tar are desired ; wMle undue formation of scurf, naphthalene and other sourcea 
of annoyance are to be avoided. 

Methods by which these factors may be observed and appreciated are given 
below with particular reference to the working of horizontal retort plants, but the 
results are to be considered jointly and not mdependently. 

Very much the same methods apply to vertical retort plants. A few essential 
differences will be pointed out later. 

The Time Factor, The time taken to carbomse the average mixture of 
coal is checked in the first place by a determination of the volatile matter left in 
the coke. (See 47 d.) 

Examination of the coke from mdividual retorts and a selection of samples 
from portions which have obviously been on the outside and inside of the charge 
will give an indication as to whether the thickness of the charge is greater than is 
warranted by the temperature of the heating flues. Eesidual volatile matter in 
excess of, say, 5 per cent, will raise doubt as to whether the coal is being completely 
carbonised. In such circumstances the heats may be raised or the time given to 
carbonise may be increased. The latter alternative is not a convenient one, and the 
former may not be possible. The weight of the charge may be altered, and this will 
have the effect of altering the conditions under which the primary products are 
‘‘ cracked,” which may be undesirable. 

It is a curious fact that the maximum output of gas per retort per day corresponds 
closely to the maximum output per ton of coal carbonised, the temperature being 
constant The maximum thermal output of gas per day and per ton correspond also 
so long as the secondary decompositions are held withm hmits. 

If the charges are very much overspent a low output per day is accompanied 
by a low volatile matter in the coke. This may be counteracted by increasmg the 
weight of charge. Analysis of the gas during the last stages of carbomsation will 
show by excessive amounts of hydrogen or merts if the charge is spent before the 
time comes to discharge it. 

It is naturally most important that the amount of coal dealt with per day should 
be known, and some expense to attain this is fuUy warranted by the smaller wastage 
that will follow. 

The Yield Factor The cost of the raw material — coal — forms such a large 
proportion of the total cost of manuf actui-e, that it is essential to obtain the maximum 
output of smtable products per ton. Just as the maximum output per day corresponds 
very largely to the maximum output per ton , so the maximum output of therms per ton 
vanes as the freedom of the retort-house gas from mtrogen. The reason for this appears 
to be in part due to the fact that oxygen will preferentially combine with hydrogen 
forming a condensible product — water , and partly owing to the fact that, wherever 
a leak occurs which admits air or furnace gases, loss of coal gas takes place owing to 
its superior diffusive power, in particular as regards its hydrogen content. The 
loss more than counterbalances the gain of volume due to the mtrogen gaining 
admittance, while from both the causes given there is a loss of therms and no gain. 
Over-pulling as a means of either increasing the volume or thermal output cannot be 
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admitted, even thougli the quality of gas would otherwise be above that required* 
With retorts in bad repair analyses of the gas will show abnormally low hydrogen 
content. The carbon dioxide may be very little higher than usual, but will tend to 
increase with bad mouthpieces. Only in very abnormal cases, as for example when 
the seals are broken under a hea^y vacuum, will the carbon dioxide and carbon mon- 
oxide show a heavy increase. Oxygen is very rarely found in retort-house gas above 
1 per cent., although it may from the analysis be obvious that far more than the 
corresponding amount of air has been drawn in Oxygen is absorbed by tar at 
comparatively low temj)eratures, and gradually dimimshes in quantity as the gas 
passes to the scrubbers. 

The extent to which the tar and hydrocarbon vapours are “ cracked by con- 
tact with hot surfaces and radiant heat exerts an important influence on the volume 
output per ton, as well as per day The effect is seen by an increase in the hydrogen 
content of the gas to 50 per cenb. or more and reduction of hydrocarbon vapours If 
the cracking ” is confined to the breaking up of parafiSn bodies which would other- 
wise condense as tar oil, the thermal output m the gaseous form may also be increased, 
but when the olefine bodies and methane are appreciably reduced it is doubtful if 
any gain in thermal output results. Scui’f is formed and a considerable amount of 
carbon, which otherwise would appear in the gaseous form, is left as a residue in the 
retort. Increasing the output by this means ls m any case hmited by reduction of 
the gas below the standard of quahty ; by the decrease m the recovery of ammonia 
and by the appearance of undesirable impurities, such as cyanogen and naphthalene. 

The formation of scurf is to be closely watched from this point of view, as well 
as its possible interference with the discharging of the coke. The analysis is made as 
in the case of coke, and for true scurf will indicate 95 per cent, of fixed carbon. 

Besides the indications of the extent to which the “ cracking ” process is being 
carried, furnished by gas analysis, periodical determinations of naphthalene in the 
gas and exanunation of the tar for naphthalene, benzol, and parafiSn are made 
and provide valuable information as to the conditions obtaining in the retorts. 

Retort House Stoppages — Ascension Pipes. As a rule deposits formed in 
ascension pipes are caused by the partial oxidation of tar constituents. Air drawn 
in through the mouthpiece is absorbed by the tarry vapours, hydrogen is ehminated 
and pitch is thrown down. The pitch may, if a large amount of air is admitted, be 
coked and then forms a deposit similar to scurf. The pitch in any case contains a 
large amount of ‘‘ free ” carbon. Sometimes coal and coke dust may be detected 
in the deposit, but dust is very seldom a prime cause of the blockage Naturally, as 
the charge becomes carbonised and the gas passing through the pipe is smaller in 
quantity, the pipe tends to become hotter through conduction as well as owing to 
the gas coming from the retort higher in temperature Leakages are accentuated and 
the deposit has every chance of hardening For these reasons, if the coal is carbonised 
before its proper time, stoppages are more frequent 

Analysis of the deposit, coupled with temperature and pressure readings at 
the ascension pipes and analyses of the gas, will indicate how a remedy can be 
most easily apphed. 
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Stopjpages in Maim, Deposits of thick pitchy tar in mains are usually 
due to an extension of ascension pipe trouble — sometimes to the deposition of solid 
ammomum chloride and sometimes to both causes. A deposit of pitch free from 
oxidation products is rare, if it ever occurs. Circulation of tar or hquor will relieve 
such trouble to the detriment of the liquid used. It is better to find and remove the 
cause. Insertion of thermometers or p3rrometers at different positions along the main, 
and analysis of the deposit ‘will provide an indication of the cause and remedy. The 
temperature gradient in the neighbourhood of the boilmg-point of water and 
vaporisation of ammonium chloride should be made as rapid as possible. 

Vertical Retort Plants. The control of continuous vertical plants is very 
much simplified by the provision of easy means of regulating the time factor. Be- 
cause they are more delicate m operation the results obtamed are more dependent 
on the skill employed in regulation The extent to which the coke has beer carbonised 
is more or less visible and is the first criterion for regulation of the extractor. The 
hourly readings of the volume of gas and a record of its calorific value enable a balance 
to be easily struck between the rate and yield of gas, or therms, per ton of coal 
carbonised 

The penetration of heat into the charge appears to be considerably more rapid 
than in the case of horizontal retoiijs. The movement of the charge tends to break 
up the plastic zone and allows convection currents of hot gases to carry heat inwards. 
In spite of the appearance of parafi&n hydrocarbons akin to those produced in low 
temperature work, and a less proportion of benzene and naphthalene, the hydrogen 
content is rarely less than 50 per cent, and often as high as 60 per cent. Carbon 
monoxide is as a rule 2 or 3 per cent, higher than in horizontal retort gas — no doubt 
owing to steam admitted at the bottom castmgs of the retort to keep the metal cool 
and prevent explosion when the dischargmg doors are open. Steaming proper in- 
creases the amount of carbon monoxide, but should not be allowed to cause more than 
a shght increase in the content of carbon dioxide. 

The third chief factor — ^the extent to which the primary products are decom- 
posed — can also be regulated with fair exactitude by alteration of the level of heat 
between the top and bottom of the retort The formation of scurf is of greater 
importance, as it prevents the even movement of the charge downwards. 

The most disturbing factor, and therefore the most important, is the effect of 
variation in the coal supply. The fact that the makes of gas wiU drop off by 25 per 
cent, or more coincidently with the introduction of a different class of coal is sufficient 
reason for very careful consideration being given to the selection and mixing of the 
coal. 

The control is exercised in a similar manner to that of horizontal retorts. 
Analysis of coke, gas, and bar provide essential information. Temperature readmgs 
of the gas in retort mams and off-take pipes will rise quicldy in response to oxidation 
or a hanging charge. 

Steammg can be controlled with some certainty by constant determination of the 
carbon dioxide in the gas by means of recording instruments. A rise above, say, 3 per 
cent, indicates that the temperature conditions, necessary both for the decomposition 
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of tlie steam and for the carbonisation of the coal, are not being maintained. 
This indication wdl be seen before a fall of temperature can actually be observed 
m the heating flues, and suggests the immediate advisability of reducmg the steam 
admitted. Once the reserve of heat has been exhausted, as shown by a fall in tem- 
perature of the heating flues, it is very difficult to restore it for some space of time. 


Aistalyses or Vabious Gases 
Selected for Purposes of Illustration 


No. 

COa 

02 

C„^„ 

CO 

CH 4 

Ha 

Na 

A 

2-4: 

0-0 

2-4 

6-6 

34-8 

51 9 

2-9 

B 

2-6 

0*2 

1-8 

6-8 

23-6 

66*3 

8 8 

C 

7-0 

0-4 

0 6 

9-8 

9-9 

33-4 

38 9 

D 

1-0 

0*2 

1-8 

6-4 

32-2 

60-1 

8*3 

E 

1 8 

0-1 

2-2 

7 6 

28-8 

62-6 

7-0 

F 

2 0 

0 0 

1-0 

7-6 

21-3 

61*0 

7 1 

G 

3-0 

0*0 

1-4 

11-4 

24 6 

62-3 

7-4 

H 

8-7 

0 0 

— 

26 6 

1 7 

3-6 

60 6 

I 

4-6 

0 2 

— 

26-9 

0*9 

12-8 

66 6 

J 

8*6 

0*5 

— 

17-1 

1-6 

18-4 

53 9 

K 

4.4 

0-0 

— 

39-8 

11 

48-9 

5 8 

L 

3-9 

0*1 

6-6 

35-6 

8-3 

42-2 

3 4 


A — Typical horizontal retort gas, 2^ hours after the last charge ; 12 -hour charges. 
B — ^The same, 7 hours after chargmg. C — Sampled at one end of a single retort mouth- 
piece m bad condition, dip-pipes unsealed. D — Sampled at the same time at the other 
end, dip-pipes sealed. E — ^Typical continuous vertical retort gas, without extra steammg, 
moderate heats. F — ^The same with high heats. G — Contmous vertical retort gas with 
moderate steaming. H — Dry semi-direct producer gas. I — Duff producer gas. J — 
Mond producer gas (without ammoma recovery). K — ^Blue water gas. L — Carburetted 
water gas (about gallons of oil per 1,000 cubic feet). 

Sam'plmg. Retort-house gas la necessarily drawn off against a vacuum, 
and precautions are taken not only to ehminate all chances of contammation of the 
sample by air, but also that the sample is a representative one. Snap samples are 
required for the purpose of finding the conditions at a particular time m a more or less 
restricted zone. Average samples are also needed for the purpose of checking the 
conditions over a more extended period, and as a means of detemiiaing the ultimate 
average composition. The latter do not indicate abnormal occurrences during the 
period of samphng, and to obtain records of such, an infinite number of snap samples 
are required. In such cases hand samplmg and analysis are replaced by recording 
instruments. 

36 a. Samplmg Connection. In all cases the sampling connection between the 
sample tube or apparatus for analysis is made as short as possible. This necessitates 
very often working in the most mconvenient surroundings, and the exercise of some 
ingenuity. The tube into the gas mam or gas stream is of sufficient length to penetrate 
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about one-third of the diameter and terminates at right angles to the gas stream. 
A convenient arrangement is shown in Fig. 8. It consists of a solid 2-mch plug 
with a f -inch piece of tube screwed into each side ; the plug being bored right through. 
This may then be inserted in the gas main in place of a 2-inch plug. If left in place 
it IS provided with a socket and plug to close it up when not in use. The outlet tube 
is provided with a T-piece, to one limb of which is connected the gas sample tube 
jBlled with hquid, the other end of the T-piece being connected to an aspirator. 

37a. jSnap Samples. In taking snap samples the aspirator is set in operation, 
and after an interval the cocks of the sample tube may be opened and a portion 
of the gas stream drawn mto it. Care must be taken not to let the liquid run out of 
the sample tube below the level corresponding to suction of the gas main. To avoid 
this possibihty the lower end of the sample tube may be connected by rubber tubing 



to a levellmg-bottle conta inin g water. When the sample is to be kept for any length 
of time the sample tube is made m pipette form without taps, and is provided with 
rubber tubing and chps at each end so that the tube may be removed when 
the sample is taken and sealed up over a flame at constrictions previously made 
near each end. 

It IS imperative that all conditions operating at the time of taking snap samples 
are noted — such as the vacuum, time in hours after retorts are last charged, and so on. 

If the temperatiue of the gas is much above 300° C. the sampling tube may be 
jacketed with a loose tube and the interspace filled with insulating packing. It is 
slightly inchned towards the sample tube. A better plan is to run a smaller diameter 
tube of sihca through the iron tube described, which then forms a proteotmg tube. 

In most cases it is sufficiently accurate to use as the confining liquid water 
rendered acid with sulphuric acid and coloured with methyl orange. 

376. Avei^age samples. Various methods are used for obtaining average samples. 
The gas may be purified in the usual way and sampled on the pressure side of the 
exhauster in the manner described with purified gas. Or the gas may be passed 
through a miniature purifying train to recordmg instruments. This method, while 
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it may give an earlier indication of the quahty of the finished gas, is subject to con- 
siderable “ lag ” owing to the time taken in passing from the retort house to the 
exhauster and in passing through the purifying train. Variations are also to a con- 
siderable extent reduced by the mixing of the gas on the way. Often gas from one 
retort house is mixed with gas from another, or with water gas. 

38 a. Miniature Exhauster, In some cases small exhausters have been intro- 
duced to pull a small stream of gas away from the main stream and pass it through 
a small purifymg train to sampling holders and recording mstruments While 
samples may by this method be taken from the retort house, there is still a lag on 
the results due to the time taken for the comparatively small stream to pass through 
the connections. It is advisable to place the exhauster as close up to the origm of 
the sample stream as possible, to avoid chance of air being drawn in, and to enclose 
the machine in an oil bath. The chief trouble, however, is m respect to condensation 
in the pipe system, which is difficult to control and which may substantially affect 
the results. 

386. Glass or Metal As'pirating Systef^ns. A large number of different forms of 

aspirators have been designed to take aver- 
age samples in the retort houses, whence 
the containing vessel is removed to the 
laboratory for examination of the sample. 
Large metal tanks are difficult to move 
and handle, and do not seem to give any 
more accurate results than samples taken 
m comparatively small glass vessels. 
Whatever the arrangement adopted it 
must be capable of drawmg the gas in at 
a constant rate over a period of, say, 12 
hours ; it must allow of the sample being 
withdrawn easily ; it must be gas-tight 
and automatically shut off when the full 
sample has been taken. To obtain a con- 
stant rate of inflow the apparatus must be 
free from all constrictions and regulating 
cocks on the gas side, or it will surely be 
unreliable owing to deposits of tarry 
matters from the gas. 

An apparatus which has given very 
satisfactory results is illustrated (Fig. 9). 
It consists of two glass vessels of approxi- 
mately the same size, A and S, arranged at 
different levels. A syphon is arranged from 
Ato B through a small seal tube 8, which 
will prevent the contents of B getting back to A in the event of aU the water 
running from A to B. The bottle A is filled at the start with a suitable liqmd, and 
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the syphon established by admitting liquid from the cup C. The connecting tube 
O to the source of the gas sample is filled at the same time, and the air in B is put 
under pressure. As water is then allowed to flow to B gas is drawn into A. There is 
a constant pull on G o\ying to A functiomng as a Marriott’s bottle.” The rate of 
inflow IS regulated by the escape of air from the bottle B by the size of the orifice 0. 
As the pressure is constant throughout the system the rate of efflux is constant. 
It will be seen that there are no constrictions except on the air escapmg from B, 
which IS clean and free from dust. By closmg cocks or chps the bottle A may be dis- 
connected and removed to the laboratory. It is first put imder pressure by admitting 
liquid from C. For the collection of a fresh sample it is simply necessary to inter- 
change the vessels A and B. 

39 a. Orsat Appa/ratus. When only partial analysis is reqmred an Orsat apparatus 
may be directly connected to the samphng tube. For the estimation of carbon 
dioxide, oxygen, unsaturated hydrocarbons and carbon monoxide, a five-pipette 
apparatus is needed, as two pipettes are necessary for the 
proper extraction of carbon monoxide. Sometimes a 
Hempel or other form of explosion bulb is added to com- 
plete the analysis. This addition largely nullifies the one 
advantage of the apparatus — its portability. The use of 
the Orsat apparatus is described under the analysis of pro- 
ducer and waste gas, for which purpose it is better fitted. 

396. Hempel, In spite of many varying forms of 
apparatus which have been designed there is still no more 
smtable apparatus for crude gas analysis than that of 
Hempel. The ease with which broken parts can be re- 
placed and the very general use which it can be put to 
renders it very serviceable. The results are sufficiently 
accurate for almost all technical work, and great rapidity 
can be acqmred with practice. The disadvantages of the 
long leveUing tube and unstable wooden base are overcome 
by the variation shown in Fig. 10. The burette is mounted 
on a board firmly fixed to an iron retort stand. The level- 
hng tube is mounted beside it and connected by a T-piece 
Avhich also leads to a small leveHirg bottle. Between the 
burette and levellmg tube is placed a millc glass scale 
with horizontal markings which enables the eye to follow 
the level of the hquid from one tube to the other. Mercury may replace the 
acidified water but is not usually necessary. To the top of the measuring tube a 
capillary bore tap is fused or connected on by thick-walled rubber tubing, a bend 
connecting a piece of glass capillary tubing sufficient to reach to the pipettes when the 
latter are mounted upon the usual wooden table. Each pipette has a rubber con- 
necting piece and stout clip. All rubber connections, except the one end to connect 
to the burette, are wired on with copper binding-wire. The apparatus including the 
pipettes are proved to be gas-tight. Occasionally it is found that the rubber tubing 
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used has a small piu-hole, which is extremely difficult to detect uuless particular care 
is used iu the examination for soundness . The pipettes are preferably of the four-bulb 
type. (Fig. 11.). The bulb nearest to the burette is filled with the reagent by attaching a 
suction tube to the fourth bulb and inverting the pipette so that the tube of the first 
bulb dips into the reagent. The third bulb is then filled with water. When gas is 
forced into the first bulb the reagent displaces air from the second. This forces water 
from the third bidb, which finds a temporary accommodation in the fourth. Each set 
of bulbs should be of the same capacity. If preferred, pipettes may be obtained 
with a filling aperture at the base of the first bulb, through which the reagent may be 
introduced. Six pipettes are reqiured filled with solutions of caustic potash, pyro- 
gaUol, bromine water, cuprous chloride (two), and acidified water (See 127.) 
Usually the methane and hydrogen are determmed by explosion over mercury in a 
special bulb, or the residue from the absorption of carbon monoxide is transferred 
to other apparatus for the completion of the analysis. (See 134&, 134c, 135a.) 



Fig 11. — Hempel Pitette and Explosion Bulb. 


40a. Method of Analysis. The sample is introduced after the burette has been 
completely filled with water. The air in the capillary above the tap of the sample tube, 
and the rubber connection which is adfixed thereto, can be displaced by squirting 
water from a small jet into it It is slipped on to the burette and the lower end of the 
tube havmg been immersed in a beaker of water, the gas can be drawn in by opemng 
the cocks and lowering the levelhng bottle. When over 100 c.c have passed in the 
cocks are closed and the sample tube disconnected. The levelhng bottle is then raised 
until the volume of gas corresponds to exactly 100 c.c , when the flexible tube at the 
base of the burette is nipped tight and the cock at the top opened momentarily to 
the atmosphere. There should then be 100 c c. exactly at the atmospheric pressure 
and temperature. The gas is passed successively into the pipettes, shaken for three 
nunutes \suth the reagent and returned to the burette for measurement. Care is 
taken to leave the reagent standing at the same level in the outlet tube of the pipette 
as it was in the first place, and to avoid as far as possible any passage of the reagent 
over into the burette. Before the gas is withdrawn a few drops of hquid from the 
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burette may be forced into tbe pipette to displace drops of the reagent at the entrance 
of the outlet tube. If it is desired to absorb hydrogen sulphide separately from the 
carbon dioxide a two-bulb pipette containing cadmium chloride (a 10 per cent, 
solution made just slightly acid) is used. Shaking m this case is to be avoided. The 
gas is next passed to the caustic potash pipette for the absorption of carbon dioxide, 
followed by the pyrogallol pipette for the oxygen.^ The unsaturated hydrocarbons 
are then absorbed in bromine water, which should be sufEiciently strong to leave a 
distinct red colour in the gas. To remove this the gas is passed back to the burette 
and then to the potash bulb, and after returning to the burette it is measured. The 
bulk of the carbon monoxide is removed in the jSrst cuprous chloride pipette. The 
gas is returned to the burette and measured before passing to the second pipette for 
the jSnal absorption. The residual gas is then stored in the acidified water pipette. 
The burette is cleaned, if necessary, and care taken to wash out the connecting tube 
with acidified water. The explosion bulb is rinsed out with acidified water and filled 
with mercury to the end of the capillary tube. From 12 to 14 c.c. of the residual gas 
is drawn into the burette and measured. The levelling bottle is lowered and the 
cock at the top of the burette opened so that air is drawn in until the level of the 
water drops to below 90 c c. The cock is then quickly closed, and the gas-air mixture 
measured. It is forced over to the explosion vessel and enclosed by a screw ohp. 
The explosion bulb is left open to the leveUing bottle to take up the force of the 
explosion and the mixture is fired by a spark from an accumulator and sparking coil. 
The explosion should be sufficiently vigorous to give only a momentary flash. Partial 
Ignition is marked by a visible travel of the flame from the spark gap. A brihiant 
white flash is also to be avoided, or nitrogen may be oxidised. The gas is then passed 
back to the burette and the contraction measured. The carbon dioxide formed is 
afterwards absorbed in the potash bulb and the gas returned to the burette for 
measurement. As a check the oxygen may be absorbed in pyrogaUol and the excess 
of air can be calculated. As methane forms its own volume of carbon dioxide, the 
amount present in the gas taken for explosion is easily observed. For every volume 
of carbon dioxide thus formed there are two volumes of “ contraction ” (due to con- 
densation of water). The remaining contraction in volume after explosion is due to 
hydrogen, which gives two volumes of “ contraction ” for every three volumes of 
gas-aii mixture taken 0^,+20,=C?0,+2ff,0 

2 ^ 2 + 02 = 2^20 


Thus the hydrogen is found by taking two -thirds of the total contraction from which 
twice the volume of carbon dioxide found has been deducted. 

The explosion is preferably repeated with a fresh portion of the residual gas. 
The results, which are the most inaccurate part of the analysis, since only a portion 
of the gas is used, should agree to ± 1 per cent. The errors most hkely to occur are 
due to the incomplete removal of carbon monoxide from the residual gases and 
absorption of carbon dioxide resulting from the explosion before the total contraction 
has been measured. The former leads to low results for the methane and nitrogen, 
^ For the use of phosphorus in iilace of pyrogallol, see 128&. 
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while the hydrogen comes too high. The latter leads to the reverse. Care is to be 
taken to renew all the absorbents regularly or serious errors will occur, carbon 
dioxide may be left to be absorbed by the pyrogallol, the latter may give off carbon 
monoxide, olefines may effect the explosion results and oxygen may render the cuprous 
chloride solution useless. The results from the explosion method may be checked 
by combustion methods, and the mtrogen may in a sinular way be determined as 
a residue from one operation. (See 135a, 1366.) 

42a. Minor Constituents — Amtmnia, Probably the only minor constituent 
which it wiU be desired to estimate in the retort-house gas is ammoma. In any case 
at least 1 cubic foot of gas wiU be reqmred, and a suitable aspirator to draw this through 
absorbents is necessary. A tank containing 2 or 3 cubic feet of water fitted to syphon 
off at constant head wiU serve, or a suction pump on a supply of water at constant 
pressure may be arranged. The samphng tube of silica is inclined do\vnwaTds and 
fitted as described. (See 366.) The condensed matter, which forms as the gas is 
drawn through, drains into a small bulb or tube with filter pad of cotton, or glass-wool. 
The gas is next drawn through one or more absorption vessels contaimng suitable 
reagents. For ammonia a dilute solution of sulphuric acid is used. If the aspirator 
is of known capacity it is used as a measure of the gas passed. Otherwise a test-meter, 
protected by a guard tube of oxide of iron, is necessary. The suction is then attached 
to the outlet of the test-meter. Gas is drawn through at the rate of about 1 cubic 
foot per hour tiU sufficient has passed. The absorption vessels may then be trans- 
ferred to the laboratory. In the case of ammonia estimation the filter bulb is washed 
out into a distilling flask followed by the contents of the absorption vessels The 
solution is then rendered alkaline and distilled into excess of standard acid as 
described later (See 93^ ) 

Hydrogen sulphide can be dealt with in the same way, using ammoniacal zinc 
chloride as reagent. (See 1146.) Naphthalene is absorbed m acetic or picric acid 
(see 816), but in this case the filter bulb is rinsed down with a few drops of acetic 
acid, and the rinsmgs added to the main bulk, 
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CHAPTEE IV 


COKE 

The coke made in gasworks varies very largely both, as result of the coal used and 
of the method and conditions of carbonisation. The most smtable coals from the 
gas-making point of view are not those which produce the best coke, hence a com- 
promise has to be effected. In a gasworks the yield and quality of the gas are the 
most important considerations, and there is a tendency to neglect the quality of 
the coke which after all forms a substantial portion of the revenue. Attempts made 
in recent years to provide a free-burning but smokeless fuel for the domestic grate 
have shown that the residual volatile matter is not all-important in this respect, and 
that it may be possible in the future to manufacture such a fuel without necessarily 
sacrificing high temperature products. The essential qualities desired in coke for the 
general uses to which it is put are, freedom from dust and small breeze, a size graded 
to smt the particular purpose, a calorific value of not less than, say, 12,500 B.Th.U. 
per lb., a low ash and sulphur content and, more important still, a suitable texture. 
Unfortunately we have at present httle or no means of estimating the rate at which 
different types of coke will bum under natural draught conditions, and the factors 
which constitute the property of free-burning ” are not known. Certainly texture 
has a great deal to do with it. Coke with a structure made up of an infinite number 
of small pores surrounded by very hard division walls seems to possess the property 
to a very large extent. Possibly also the ash may play an important catalytic role, 
and militate to some extent at least for its other very obvious disadvantages. The 
distribution of the ash is important. With badly picked coal large lumps of slate and 
stone corresponding to the maximum size that the ooal-breaker will pass are visible 
in the coke and are very detrimental from the selling point of view, although in reality 
the total quantity of ash may not be large. The composition and properties of the 
ash are of great consequence when the coke is used for large furnace work. 

The volatile matter in coke is probably of httle real consequence, and its 
complete extraction in the form of gas is preferable if economically possible; 
always providing that the texture of the coke is left m a finely divided and yet firm 
structure. 

Coke is somewhat hygroscopic. When wetted it can retain a very large amount 
of water in its pores. It is therefore very advisable to exercise care m the quenching 
of coke. Eesults of producer and generator working may be completely upset by 
the charging of coke which is saturated with water. Not only is the fire damped 
and severe strain brought upon the furnace, but brickwork on which steam con- 
denses has a tendency to rot. 
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There is little need to point out and emphasize the importance of regular size 
in dealing with coke as a fuel. A httle elaboration of screening and breaking plants 
in this country would be amply repaid. 

Sjpedfic Gravity. The true specific gravity of coke is that of the coke sub- 
stance, and is obtamed by crushing the coke and determining the specific gravity of 
the powder. The coke in bulk has an apparent specific gravity which is considerably 
less owing to the number of pores it contains. The determination of the two specific 
gravities vnU therefore provide an index of the porosity, but does not indicate the 
size of the individual pore. As a criterion of the texture the result is therefore 
incomplete. 

45ct. Method for Specific Gravity of Gohe Substa/nce. The coke is crushed down 
until it passes a 60-mesh screen. About 3 grams are weighed out exactly into a 
60 c.c. specific gravity bottle of which the weight empty and completely full of water 
at 15° C. is known. About 20 c.c of distilled water are added, and the bottle immersed 
up to the neck in a beaker of water. To the neck of the bottle is attached a glass 
tube with the end drawn out so as to enter the neck of the bottle. The other end is 
then connected to a suction and the beaker of water raised to boiling-point. After 
an hour’s treatment the flask is disconnected, cooled, and filled with freshly boiled 
water at 15° 0. The stopper is slipped in and the excess of water removed. The 
flask is then wiped dry and weighed. If W is the weight of coke taken ; Wi the weight 
of bottle full of water ; and Wa the weight when finally weighed with coke powder, 
then the specific gravity is given by : — 

W 

It is advisable to check the specific gravity bottle after heating in this way as the 
volume is hable to alter. 

456. Use of Other liquids. A method which is very much quicker and avoids 
heatmg is to use a liqmd of superior wetting power in place of the water. A clean petro- 
leum oil, or xylene of known specific gravity, may be used. Even in the case of coal 
the former has so httle efieot in the cold as a solvent that it gives fairly accurate 
results. It is only necessary to introduce the weighed quantity of substance into the 
bottle, add the hquid, and tap the bottle repeatedly to ehminate bubbles. Gentle 
warming may be used for very hght powders. The specific gravity is calculated as 
before ; and is reduced to the basis — water =1 — by multiplying the result by the 
specific gravity of the hqmd used 

45c. Apparent Specific Gravity. The simplest method is to take advantage of the 
fact that the thrust on a solid suspended in water is equal to the weight of fluid 
displaced, e g the weight of an equal volume of water. The sohd lump is weighed 
in air in the usual way, suspended by a fine thread from the beam of the balance. A 
wooden bridge is then placed across the pan and on it is placed a beaker of distilled 
water at 15° C. The solid is then immersed m the water so that it is able to swing 
with the balance arm while totally immersed. The weight immersed is then taken. 
The weight in air divided by the difierence of the weight m air and in water gives the 
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specific gravity. AdJierent bubbles of air on tbe surface may be removed witb a wet 
feather or bru^. In the case of most cokes it will be found that the apparent specific 
gravity is less than unity and the coke floats. In this case a sinker must be attached 
to the coke lump. If Wi is the weight of coke in air ; W2 the weight of the sinker 
alone in water ; W3 the weight of sinker and coke both immersed in water ; then 
the specific gravity of the coke is given by : — 

To prevent penetration of water into the pores the lump may be painted ” over 
with cellulose acetate solution and allowed to dry before the experiment. 

46 a. Specific Gravity of a number of Lumps, The apparent specific gravity of a 
number of small lumps may be taken by usmg a volumenometer, consistmg of a wide 
tube, or jar, covered with a ground-glass conical top leading to a centrally placed 
outlet tube and tap. To an opening at the base of the jar is attached a flexible tube 
connecting the jar to the lower end of the measurmg tube of a Hempel burette. By 
raising the burette water flows into the jar and completely fills it. The reading of 
the level of water in the burette is then taken. The burette is then lowered until 
the water has fallen in the jar below the ground glass-top. The latter is removed 
and the weighed pieces of coke inserted. The top of the jar is then replaced 
and water allowed to flow from the burette until the jar is again completely full. 
The level of the water in the burette is again read, when by difference with the 
former reading the volume of water equal to the volume of coke taken is found. 
(See also 636 ) 

466 . Porosity, The difference between the real and apparent specific gravity 
divided by the real specific gravity and multiplied by 100 expresses the porosity. 
By dividing the porosity by the apparent specific gravity the total volume of pores 
in c.c. per 100 grams of coke is given. The size of the pores is also a matter of import- 
ance, but the only method of obtaimng an idea of this seems to be to compare the 
structure of different cokes microscopically. 

Hardness of Coke. The defimtion of hardness in respect of coke is a matter 
of some dfficulty. The property that is really required is the strength of the division 
walls between the pores. The size of coke heaps m stock often brings a considerable 
crushing stram on the coke at the base. During transport coke has to sustain a good 
deal of abrasion. The cmslung strength may be obtamed in a machine similar to 
that in use for blast furnace coke, but probably an abrasion test such as that 
suggested by Hewson is more useful. 

46 c. Hewson^ s Method, The coke is crushed with a hammer on an iron plate 
to a size varying from one-inch to half -inch diameter. The small is sieved out with 
a 2 -mesh screen. The lumps are then dried at 100° C. and 28 lb. weighed out, placed 
in a drum 26 mches diameter and 16 mches deep. The drum is mounted to revolve. 
Twelve cast-iron balls 1 J inches diameter are added on top of the coke and the drum 
revolved at uniform rate of about 1,000 rev. per hour for one hour. The coke is 
then withdrawn and sieved through a screen with S-mesh per lineal mch. The 
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remaander is weighed back and the large calculated as a percentage on the weight 
taken. This is called the hardness number. 

47 a. Samplmg Coke, Coke is one of the most difficult solids to sample. Sampling 
IS carried out m the same way as in the case of coal. Separate moisture samples 
are almost always necessary in view of the difficulty of reducing coke to powder. 
The reduction is best carried out by using a steel hammer on a steel plate in the first 
instance. Grrinding by hand or by power is inadvisable, owing to the chance of 
introducing particles of iron which will influence the composition of the ash. The final 
reduction to a fine powder is conveniently made in a “ diamond ” steel mortar and 
plunger, such as is used in metallurgical work. The broken coke is placed in the 
mortar and the plunger slipped in on top A hard and sharp blow with the hammer 
on the plunger will reduce the coke to fine powder. If the composition of the ash is 
reqmred and not the total quantity, samphng may be carried out in wedgwood ware, 
as impurities so introduced will not be important. 

47&. Screening Test It is necessary to use a considerable bulk, say 10 cwt., 
which if possible consists of a number of umts of transport — bogey or telpher or 
truck load. The weight of the whole and of each fraction which passes through and 
rests on and 1-mch mesh-screens is obtained. If each size is reduced and 

sampled down and then mixed in the proportions found, a sample is obtained which is 
more likely to be representative than that taken in any other way. The different 
sizes of coke show a considerable difference in composition, which varies in the first 
place with the maximum size of the coal breaker in use. 

47c. Mo'bsture. The special sample is broken down quickly on an iron plate 
with a hammer until of such a size that it would, if screened, pass through a 2-mesh 
screen. The actual operation of screemng is to be avoided. The broken down sample 
is mixed and 200-600 grams are immediately weighed out, dried at 100^0., and the 
whole cooled in a desiccator and weighed. Loss represents moisture and occluded 
gases. Dried coke is slightly hygroscopic. 

41 d. Volatile Matter, The determination is carried out as in the case of coal. 
(See 14c.) When the volatile matter is very low and it is feared that the air in the 
crucible may be left to oxidise the coke, a drop or two of alcohol may be added to the 
crucible before heating, or the crucible with coke may be imbedded m one of larger 
size filled with charcoal. 

47 c. Calorific Value, A bomb calorimeter is used as in the case of coal. Dry 
coke powder wiU not adhere when compressed to form a peUet, and if the powder 
is used in the determination it wiU be found that there is a tendency for the top layer 
to protect the rest of the powder from combustion. To avoid this a substance of 
known calorific value is mixed with the coke dust so that a peUet may be made. 
For this purpose benzoic acid, which may be obtamed pure, and which possesses 
approximately the same calorific value as coke, is best. Two grams of coke and 0 2 
gram of benzoic acid are weighed out, transferred to an agate mortar and ground 
together tiU a homogeneous mixture is obtained. This is then formed into pellets^ 
as in the case of coal. From 1-1 to 1*2 grams of the pellet are weighed out and used 
in the same way as pellets of coal. A deduction of one-eleventh of the weight of 
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mixture represents the benzoic acid taken, and this weight multiphed by the calorific 
value (6330 cal. per gram) gives the number of heat units which must be deducted 
on this account from the number of calories liberated, lea^nng the balance, subject 
to the usual corrections, as due to the coke, (See 26a ) 

Sulj^hiir The presence of sulphur in coke foims a seiious objection. The use 
of coke in many cases depends on the freedom of the products of combustion from soot 
and tar which nnght interfere with the articles being manufactured, or might vitiate 
the atmosphere around open coke fires Although the products of combustion may 
be othenvise clean, any large proportion of siilphin compoimds is usually just as 
detrimental as smoke According to the conditions the sulphur may be evolved as 
hydrogen sulphide, sulphur dioxide or sulphur trioxide. If calcium or barium figiue 
largely in the composition of the ash a considerable piopoi*tion of the sulphur may 
be retained as sulphate, and this reduces the amoimt in the volatile products. Hence 
the total sulphur can hardly be used as a means of comparison of different cokes 
unless the sulphur retained by the ash is also considered Lime is sometimes pur- 
jjosely added to the coal before caibonisation for the piupose of reducing the sulphur 
evolved on combustion of the coke (“Liming Process but naturally in this 
case the total ash is seriously increased By excessive steaming during carbonisa- 
tion the sulphur in the coke may aho be i educed, but it does not seem possible 
to completely extract all the sulphur in this way until the carbon has been com- 
pletely gasified. 

48a. Total Sulphur in Coke. The estimation is carried out as described for coal 
(See 23a, 23&, 24a ) 

Sulphur %n Ash. (See 51a ) 

486 Nitrogen. The nitrogen left in coke has jiracticaUy no value, as even when 
gasified in the presence of steam the recovery is not ecoiioimcal Although an 
appreciable amount of the nitrogen may be evolved as ammonia, the concentration 
IS very low The estimafcjon is chiefly required for the purpose of obtaining by differ- 
ence from the mtrogen in the coal that which has been expelled dining carbonisation. 

The determination is carried out by the Kjeldahl or Dumas methods, as in the 
case of coal (See 246, 25a ) Sometimes a lesidue of black specks of graphitic 
carbon are observed after the oxidation, but this does not seem to affect the result 

Arsemc Gas coke is often used in connection with the preparation of 
foodstuffs either for direct heating or drying of mateiials. The estimation of arsemc 
is therefore sometimes requiied. 

48c. Total Arsenic The method recommended by the Royal Commission on 
Arsemcal Poisomng (1903) consists m igniting from 2 to 5 giams of the dry powdered 
coke as m in the hme method of deteinuning the total sulphur in coal. (See 24a ) 
The residue is dissolved m dilute hydrochloric acid and filteied. The filtrate is reduced 
with an aqueous solution of sulphur dioxide, saturated unth hydrogen sulphide 
and allowed to stand in a closed conical flask with the excess of hydrogen sulphide 
for a day or two. The precipitate of aisenious sulphide is filtered off, extracted with 
warm dilute ammonia and the solution evaporated to dryness. The residue is dis- 
solved m a cone, solution of ammonium carbonate and the ammonia evaporated off. 
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'The solution of about 20 c.c. is reduced again by warming with aqueous sulphur 
dioxide and then estimated as in Marsh’s method, or Gutzeit’s test. 

By estimating the arsemc left in the ash on combustion the volatile arsemc may 
be obtained by difference. 

49a. Volatile Arsenic, An alternative meihod consists in burning 10 grams of 
the fuel in a combustion tube in a current of oxygen. The outlet end of the tube is 
drawn out and turned down to dip into acid contained in an absorption vessel 
When the combustion is complete the drawn-out end is cut off and carefully rinsed 
down with a httle dilute acid into the absorption vessel. The whole is made up to 
50 c.c., and 25 c c are dealt with in one of the following ways : — 

49 &. MarsKs Method, A standard apparatus is used such as that illustrated. 
(Fig. 12 ) In the calcium chloride tube is placed a toU of lead acetate paper, followed 
by a wad of cotton-wool. Next is filled in granulated calcium chloride and the tube is 
closed by another wad of cotton- 
w’ool. In the flask is placed 20 
grams of arsemc-free zinc. Pure acid 
IS filled into the cup and added to 
the zinc, so that a flame at the 
end of the heated tube is about 
J-inch long. The tubes should be 
similar and heated 1 inch of the 
length. A piece of copper gauze 
^vrapped round the heated part of 
the tube will distribute the heat 
evenly. With good materials no 
mirror should result in 30 minutes. 

The hydrochloric acid used, unless proved free from arsenic, is treated with, sufficient 
bromine to colour it strongly yellow Excess of sulphur dioxide is added and the whole 
allowed to stand 12 hours The solution is then boiled until one-fifth is volatilised. 
Standard mirrors are then prepared by adding to the hydrochloric acid two or 
more c.c of a solution of arseuious oxide containing 0-001 mg of AS2O3 per c c. The 
full mirror should be obtained in 20 minutes. It is removed and a second tube 
inserted to prove that the deposition has been completed A set of standards are 
prepared in this way. The mirror portion of the tube is sealed off while full of hydrogen. 
The test is earned out in the same w^ay. A prelinunary blank test is always necessary, 
and the test solution is then added To prove that the mirror obtained is arsenic, 
the tube is cut off, the hydrogen expelled with air, and the ends of tlie tube sealed 
off. By careful warnung the mirror will disappear, to be replaced by niinute crystals 
of arsenious oxide 

The arsenic may also be driven off by electrol}iiio generation of hydrogen instead 
of by the use of zinc and hydi-ochloric acid. 

49c Gutzeifs Test, The official British Pharmacopoeia method of estimating 
arsemc consists in introducing a suitable amount of the arsemcal solution into a 
glass bottle of about 120 c.c. fitted with rubber cork and a straight dehvery tube, 



Fig 12. — Apparatus for Estimation of 
Arsenic (marsh) 
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'20 cm. long, mth. an internal diameter of 6 tmn. The lower end of the tube ia 
constricted to about 1 nun. and a hole blown in the side above the constriction. The 
upper end is widened shghtly to a diameter of 8 mm. A strip of lead paper is placed 
in the tube so that the top of it is not less than 2 cm. below the top of the tube. 
A piece of mercuric chloride paper (filter paper soaked in a saturated acjfueous solu- 
tion of mercuric chloride and dried) is placed to cover the top of the tube and secured 
round the side by a rubber ring. Ten grams of arsenic-free zinc are placed in the 
arsenical solution in the bottle, which contains a considerable excess of hydrochloric 
acid. The cork and tube are immediately fixed in position so that the end of the tube 
IS clear of the surface of the hquid. The action is allowed to proceed for 30 to 40 
minutes out of sunlight. The stain produced on the mercuric chloride paper is 
compared with stains produced in a similar way from known amounts of arsenic. The 
“ standard ’’ stain is that produced from the' solution obtained by adding to 50 c.c. 
of hot water 10 c.c. of hydrochloric acid and 1 c.c. of fresh arsemc solution contairdng 
0-00001 gram As. The hydrochloric acid used contains 1 per cent, of a solution of 
stannous chloride, the latter prepared by dissolving 20 grams of tin in 60 c.c. of 
hydrochloric acid and 100 c c. of water. This is diluted with an equal volume of 
hydrochloric acid, boiled, filtered, and made up to the original mark. 

Phosphorus, The presence of phosphorus in gas coke is often undesirable 
when it is used for some metallurgical work. As a rule it is higher than in coke-oven 
coke, as the coal used is not selected with this impurity in view. All the phos- 
phorus appears in the ash. The estimation is made as given below (515). 

Ash. So far as is known at the present time the ash is an inert constituent 
which is undesirable from every pomt of view. Not only is the weight of material 
to be handled increased by the ash content, but the obstruction it causes in use, and 
its fluxing powers on refractory materials, becomes an accumulative disadvantage 
as the proportion increases. The estimation is made m the same manner as 
for coal. It is important that m the burning off, the coke should not be raised 
immediately to a high temperature, or the time of complete combustion will be 
prolonged. 

Composition of Ash. The composition of ash is chiefly of importance in 
respect to the behaviour of the ash at the temperatures reached in the furnaces. In 
this respect it is to be remembered that the ash as obtained by igmtion is oxidised, 
while under practical conditions the ash is hberated m a reduced state. This is of 
great importance in respect to the iron, which is not a fluxing agent in the ferric state, 
but forms low melting sihcates when in the ferrous state. Sometimes, in practice, 
metaUic buttons have been found in the clinker. The relation of composition to 
meltmg-point is a somewhat intricate subject, and at present it would seem easier 
to determine the melting-point experimentally. 

^Oa. Complete Analysis. An analysis of the constituents of ash may be made in 
the manner described for sflicates and refractory materials. (See 69 d.) 

If only the total iron is reqmred, 1 gram may be fused with sodium carbonate 
and determined volumetrically, as described for the estimation of iron in iron ores. 
(See 109c.) 
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516, Phosphorus. IVo or tltree oi the a^h are fused itt a pj^feum orudWe 
with about ei^t titnes the weight of sodjim earbonate as In sihcate a^ialysk, Sfee 
melt is dissolved in dilute sulphurio ^dd, which is taken down to dryness and baked 
to remove sSiica in the usual way, AJtematively the ash may be digested with done, 
hydrochloric add, evaporated to dryness, tatken up with dilute hydrochloric add 
and fflb^ed. In eith^ Case the hlteate is nearly neutralised with ammonia and 
evaporated down to about 60 c,c. Ammonia is added tiU a precipitate forms which 
is permanent, and about 3 c.o. of cone, nitric acid, and 15 c.c. of ammonimn nitrajie 
solution (320 grams per litre) are added, so that the solution has between 6 and 10 
per cent of ammonium nitrate. A thermometer is placed in the liquid, which is heated 
to 70° C. and then poured rapidly into 20 c.c. of fresh ammonium molybdate solution 
(34*34 grams of (NH4)o M07O24. 4 H2O in one litre). The solution is agitated briskly 
for 10 minutes and allowed to stand in a warm place for about 30 minutes. The 
solution is decanted off through a fflter and the precipitate washed by decantation 
and on the filter with cold 2 per cent, nitric acid. The filtrate obtained should not 
show any yellow precipitate on standing ovemi^t with a further addition of ammon- 
ium molybdate, and is then rejected. The beaker in which the precipitate was formed 
is placed under the filter and the precipitate dissolved into it with about 4 0.0. of 
cone, ammonia. The filter is washed once with hot water, the whole of the filtrate 
passed through it again and the filter is finally washed several times with hot water* 
The solution containing the dissolved precipitate is raised to boilmg-point and 10 c.o. 
of hydrochloric acid and 10 c.c. of a 4 per cent, solution of lead acetate are added. 
Immediately the whole is poured into a mixture of 60 c.c. of ammomum acetate and 
10 grams of ammonium chloride also at boiling temperature. The molybdenum present 
m the phospho-molybdate is thus precipitated as lead molybdate and is filtered off, 
washed with hot water and dried. The bulk of the precipitate is transferred to a tared 
porcelain crucible, the filter paper burnt and added, and the whole igmted, cooled, and 
weighed. The phosphorus is equivalent to the weight found multiplied by 0*007. 

PbMoO^ 


The ammonium phospho-molybdate may also be redissolved in ammonia as 
above, made acid with hydrochloric acid and the phosphorus precipitated from the 
hot solution with magnesia mixture (56 grams of cryst. magnesium chloride with 70 
grams of ammonium chloride and 200 c.c. cone, ammonia made up to 1 litre), followed 
by 3 per cent, ammonia. The precipitate should be crystalline in cWacter and allowed 
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to stand with, frequent stirring for some time. It may then be filtered off, dried, and 
ignited as pyrophosphate, Mg 2 P 207 . 

The ammonium phospho-molybdate precipitate may also be weighed directly 
after filtering ofE through a Gooch crucible and asbestos fibre and drying at 
100-106° 0. The residue then contains 1-63 per cent, of phosphorus. 

The ammonium phospho-molybdate precipitate may also be titrated with alkali, 
in which case the washing is finished with a 2 per cent, solution of potassium nitrate 
until the washings are neutral. The residue is thrown into 30 c.c. distilled water and 
excess of standard caustic soda added. When the yeUow precipitate has been dis- 
solved the excess of caustic soda is titrated back with standard nitric acid, using 
phenolphthalein as indicator. The nitric acid and caustic soda are standardised 
under the conditions in use by adding a further known amount of the alkah and 
again titrating back the excess. 

12 M 0 O 3 ->23 NaOH, 

Arsenic, if present, is precipitated with the phospho-molybdate, while titanium 
n^iay also influence the results. 

Fusion of Coke Ash. The ash not being a pure substance has no definite 
melting-point, but on heating gradually passes from a solid to a viscous mass, which 
ultimately forms a mobile hquid. In comparing the behaviour of ash at high tempera- 
tures it is necessary to observe the fusion range between the first softening point 
and complete liquation. Cokes with low softening ashes are not always to be 
preferred if the fusion range is large, as they may form a tough viscous mass arching 
far above the fire-bars. 

52a. Furnace for Fusion Range. The maximum temperature likely to be re- 
quired in the examination of coal ash is about 1,650° C. This temperature can be 
reached with coal gas and air under pressure. Special furnaces, such as those employed 
for determining the refractormess of firebrick, may be used, but are expensive. In a 
gasworks where silica brick can be obtained a furnace may readily be built up. A 
layer of insulating brick is laid down first, on which flat sihca bricks are placed to 
form the furnace floor. Silica bricks form the sides. At one end of the oblong furnace 
thus formed is cut an opemng, into which the burner is inserted just above the level 
•of the furnace floor. In the centre of the interior is placed a small silica mufi3.e, say, 
2 J by 4 inches long ; which is supported by small square silica blocks 2 inches from 
the floor. The flame will then play imderneath the muffle and up and over the sides 
and end. At the opposite end, facing the open end of the muffle, and at the same height, 
IS cut a sightmg hole, by which the test-pieces may be seen and through which a pj^o- 
meter may be sighted. Over the burner end of the muffle, reaching as far as the burner 
wall, and covering about hah the muffle, is placed a sihca or firebrick “ split ” to form 
an “ arch ” and direct the flame along to the front end of the muffle. The waste-gas 
■opening is then placed over the ‘‘ arch.’’ The roof is built of sihca bricks laid trans- 
versely across from wall to wall There is no need to use any cement unless the bricks 
used do not fit well. The furnace may then be covered with loose insulatmg brick. 
The arrangement can be dismantled or altered ^vdth great ease. 
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Some difficulty may possibly be found in getting a suitable burner. The burner 
illustrated (Fig. 13), is easily made up and will give, with good gas supply and air 
at about 1 lb. per sq. in. pressure, temperatures up to 1,500° C. It consists of a IJ-inch 
Keith injector body to which is added, at the burner end, a barrel nipple to form a 
tube. At the other end a T-piece is screwed. The air passes in by the right-angle 
opening and the gas iuto the straight opening of the ‘‘ T ’’ through a ■A-inch jet 
which terminates opposite the compressed air inlet. Wire gauze is pushed well 
down the burner tube to prevent the flame striking back. The injector air forms 



a secondary supply. In this way a good mixture of gas and air issues front 
the burner and is pre-heated to a certain extent by the hot burner tube. Adequate 
mixing of the gas and air is essential for small furnaces, as the time allowed for 
combustion to take place in the furnace is very small. 

58 a. Method of Determining the Fusion Range. The ash is finely ground and 
should pass a 100-mesh screen. Fieldner and colleagues recommend completing the 
oxidation of the ash by combustion in oxygen after grinding to pass a 200-mesh. 
The ash is made into a paste with a small amount of 10 per cent, dextrin solution 
and compressed or moulded mto triangular pyraimds about \ mch wide at the base 
and £- mch high. The pyramids are mounted by pressmg mto a sihca slab, made 
in the same way from ground silica and dextrin solution, which is cf such a size 
as to fit into the furnace muffle. The slab and cones are dried slowly and finally 
burnt off at a low red heat m a muffle. It is best to take at least two cones of each 
ash. The slab is placed in the muffle and the fumace-top bricks placed m position. 
The temperature is qmckly raised to 800° C. with the use of excess of gas. The 
temperature is then raised at about 10° C. per nunute and the cones carefully 
watched. The temperatures are noted at which there is the first sign of softening 
and at which the ash is fluid enough to flow. An intermediate stage can often be 
observed when the pyramid has become a more or less spherical lump. To obtain 
the highest temperature it will be necessary to adjust the gas and air to nearly the 
neutral point, but the atmosphere up to this point is mamtained with a distinct 
excess of gas. If preferred, granulated retort carbon may be placed around the 
test-piece m the muffle. 
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CHAPTER V 


MAINTENANCE OF HEATS 

The importance of mamtaining a sufficient and uniform temperature in the settings 
IS obvious. The temperature to be aimed at in the combustion flues will depend on 
such considerations as the weight of coal carbonised, thickness of retort, and the 
properties of the refractory materials. In general, it will be some 200° to 250° C. 
above the maximum temperature reached inside the retort, i.e. in the neighbourhood 
•of 1,300° C. It is necessary to assume a softening point under load of the usual 
refractory materials of about 1,400° 0. Although such a temperature may be sus- 
tained without damage for a short time, the accumulative effect of flue dust and load 
will render such a temperature dangerous. It will be seen that considerable care will 
be necessary with a working temperature of over 1,300° 0., to avoid local heating 
forcing the temperature too high. 

Heat transference through refractory material is slow under the best of circum- 
stances. The quantity of heat transmitted depends on the difference of temperature 
between the inside and outside of the retort walls, and therefore the greater quantity 
of heat required to be supplied to the retort per hour the greater must be this difference 
in temperature. It is evident that if thcvheat transmitted with a certain temperature 
•difference is not utilised or dissipated by the carbonising coal the temperature will 
gradually rise first on the inside and th^ on the outside of the retort. As carbon- 
isation proceeds and the evolution of gas carrying heat away falls off, the temperature 
conditions rise. Overspent charges may cause an abnormal temperature m the flues. 
The maximum workmg temperature that can be allowed therefore depends on the 
nature and variation of the coal as well as the weight of charge and the time given for 
carbonisation. 

Eortunately the heat capacity of the setting is sufficiently large to tide over 
small fluctuations, but it is a matter of practical observation that should the reserve 
of heat once become exhausted the temperature falls very rapidly. To restore the 
conditions the quantity of heat supphed by the producer has to be increased. The 
adjustment necessary to effect this can only be of a temporary character, and to avoid 
risk of ultimate overheating, has to be carefully made. The time occupied m restoring 
the conditions tends to lengthen ; meanwhile the results of carbomsation are poor. 

The mamtenance of heat is therefore dependent on (1) the typie of coal, (2) the 
throughput of coal, (3) the workmg of the producer, and (4) the regulation of the 
setting. There is also the effect of the atmosphere Not only do atmospheric con- 
ditions influence the draught regulation but exert a considerable effect on the heat lost 
by conduction and convection from the external surfaces of the setting. If a retort 
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house is not sufS.ciently protected, a wind from a certain direction may cause iineveD 
distribution of heat. 

T einjperature Control. To maintain even and consistent control over settings- 
the temperature has to be estimated frequently in a large number of flues. Owing; 
to the number, installations of fixed pyrometers are hardly possible, so that the 
pyrometer has to be carried round and adjusted in position in each case. This pro- 
cedure requires more time than can usually be given as a matter of routine, so that 
control, in most cases, is a combined system of direct vision coupled with daily pyro- 
metric determinations. 

56a. Estimation lyy Direct Vision. Temperatures from 800° C. to 1,500° C. can. 
be judged with an accuracy of about ±50° C. by those accustomed to do so. At 
times the accuracy becomes greater, but at other times the human judgment is very 
erratic. Temperatures appear less than they really are on a bright sunny day and 
higher during the night-time. Contmual observation over a long period tends to= 
throw the impression higher than the temperature really is. The continual viewing 
of combustion flues is a strain on eyesight, and may cause trouble to those who possess- 
eyes wath larger pupils than normal 

566. Extinction Pyrometers, Certain forms of pyrometers operate by the move- 
ment of a coloured glass or quartz wedge across the field of vision, and the position of 
the wedge at the moment of extinction gives an mdex of the temperature of the 
surface under observation. These instruments are easily carried about and used. 
When the operator has acquired the knack an accuracy of about 30° 0. can be 
obtained, but this accuracy varies with different operators. 

56c. Radiation Pyrometers, Pyrometers, such as the F4ry instrument, are more 
complicated but give direct readings of an accuracy of ±10° C., and an instrument 
of this type is necessary for the purpose of obtaining accurate and rehable readings.. 
The pyrometer may be used for any internal surface and at any distance from it so- 
long as the field of vision is correspondingly increased. The area of the hot surface 
must not be less than the aperture shows to be necessary to cover the image of the 
thermo-couple. Consequently it is sometimes difficult to read the maximum tempera- 
ture of a flue when it is located far away from the observer. Care must be taken not 
to include nostril-holes in the field of vision. The field of view also must not bo 
obscured by steam or vapour such as often rises from the open end of a retort mouth- 
piece. In such cases the readings will be low. 

56d. Optical Pyrometers, Pyrometers of the Wanner type are also very rehablo 
and accurate, but the accumulator which has to be earned about to supply the 
current for the small electric lamp, against which the intensity of the radiation is 
compared, is a great stumbling-block to its use. The illumination has also to be 
standardised periodically with a pentane flame and the voltage adjusted. 

Control of the Producer, In gasworks are to be foimd all types of gas 
generator, from the direct-fired furnace to the external producer. In all cases the 
function is to convert the solid fuel to a gaseous form so that it may be apphed to* 
the heating of the setting. The gasification agents are steam and air. , The energy 
required to raise the temperature of the fuel to the point at which it is capable of 
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gasification is supplied by the partial combustion of the fuel. To control this process 
it is necessary to know the composition of the fuel, the amount of fuel gasified, the 
composition of the gas, and the temperature of the fire. The composition of coke has 
already been dealt with. The amoimt gasified is often hard to arrive at, as it is usual 
to fin the producer with hot coke straight from the retort. Although in this way heat 
is saved by the fact that the coke when charged is nearly at the requisite temperature, 
yet it is far too large m size, and the quantity used can be only roughly guessed from 
the weight of coal charged. The producer has to be filled at stated intervals, which 
may or may not be frequent enough. 

With a given fuel and furnace, the rate of combustion is dependent on bhe 
draught and temperature conditions. As the draught is reduced so is the temperature 
reduced, but to maintain the same quahty of gas the depth of fuel bed must be in- 
creased. A reduction of the depth of fuel bed must be aocompamed by a reduction 
in the size of fuel if sufficient contact between air and fuel is to be maintained. 

The amount of producer gas will be increased by giving more draught, but either 
the temperature will rise to a point when an excessive amount of clinker is formed 
and the furnace lining Buffers, or time contact becomes too small, and the inferior 
quality of gas produced soon diminishes the amount of heat sent forward. For this 
reason producers do not respond readily when attempts are made to force them 
beyond a certain capacity. Ah a rule, the capacity is at a maximum when the quality 
of gas is at a maximum, and poor gas results in poor heats. If the heats can only be 
maintamed by a rush of poor gas, it is obvious that the producer design is faulty 
and the process inefficient. 

It was formerly the custom to regulate the admittance of primary air by slot 
openings in the furnace door or under the grate of the producer, but the liability of 
the draught to become too sharp, and the damaging efiect of sudden rushes of gas 
going forward when the doors were open, has led to the entire opening of the slots, 
or even the doors themselves, and the regulation of the producer by the producer gas 
dampers, or, if such cannot be operated, by the waste gas dampers. Under this 
system the coke can be gasified evenly and at a temperature sufficiently low to 
prevent any great clinker trouble. While the system presents great advantages, it 
sufiers from the defect that comparatively large quantities of unbumt fuel are found 
m the ashes. Probably if the fuel used was evenly sized, and not larger than, say, 
1 inch diameter, the trouble in this respect would disappear. 

The theory and practice of producer gas plants are dealt with elsewhere ; it is 
sufficient to note the following points to which attention has to be given : — 

(1) The quahty of gas is maintained above a certain minimum depending on the 

producer. 

(2) The temperature of the fire is mamtamed at as low a temperature as is 

consistent with (1). 

(3) The fuel bed is even and kept to its designed level. 

(4) Excessive rushes of air through the fire at cliokering, or other times, are 

prevented. 

(5) The producer is tight and the lid sealed with flue-dust or sand. 
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Producer Oas. Carbon dioxide is always present in producer gas and is, to 
a large extent, a measure of the efficiency. The amount may rise from 3 to 6 per cent., 
or over, according to the conditipns of the fire. Oxygen is rarely present. Carbon 
monoxide is the chief constituent, ranging up to 30 per cent, with “ dry ” producers. 
There is usually from 6 to 12 per cent, of hydrogen in dry ” producers, resulting 
from the decomposition of water m the fuel as charged or the water placed on or 
below the fire-bars to keep the grate cool. With the mtroduction of steam the 
hydrogen content rises and, if the temperature is not maintained, the carbon dioxide 
also. Small amounts of methane are usually present, resulting from the residual 
volatile matter m the coke ; sometunes, possibly by the catalytic effect of lime in 
the ash. The proportion of methane can hardly be controlled, but is important as 
addmg materiaily to the calorific value of the gas. Exceedingly good results can be 
obtained from producer gas containing 20 per cent, carbon monoxide, 12 per cent, 
hydrogen, and 2 per cent, of methane. As a rule, the total combustibles will amount 
to about 36 per cent., and the calorific value per cubic foot will be about 115 to 120 
B.Th.U. gross. Owing to the absence of hydrocarbons other than methane the 
calorific value can be calculated accurately from the analysis by multiplying the 
percentage of each constituent by its calorific value, adding the results together and 
dividing by 100. (See Table X.) 

68a Samjplmg of Producer Oas, Very often no arrangements will have been 
made for sampling the gas. A circular hole may be cut through to the duct 
leading to the setting. This may be hned near the top by an iron tube closed by 
a loose plug. A silioa sampling tube may then be introduced right into the flue by 
removing the plug. A sample can be taken m the way described for gas under 
vacuum. (See 37a, 386.) 

In the case of producer gas, a rubber aspirator may be used in place of glass 
if it is held vertically so that the valve drops back on to its seat after each squeeze. 
The valve is cleaned periodically with a little benzol. 

586. Analysis of Producer Gas, The analysis is made with a Hempel apparatus, 
as already described. (See 40a.) For control work an estimation of the carbon 
dioxide, oxygen and carbon monoxide may be made in an Orsat apparatus into which 
the sample may be directly drawn. The residual methane and hydrogen can, if 
required, be determmed by methods of combustion or explosion. (See 40a, 616.) 

Clinker, The composition of the ashes and clinker is a factor to be con- 
sidered. Whether it is better to use a high fire temperature, completely burning the 
fuel and for m i n g clinker, or whether it is better to keep the fire comparatively cool 
and recover coke from the ashes, is a matter for individual consideration. The 
most efficient way of working necessitates the formation of clinker, but efficiency 
in this respect may give place to the advantage of having to deal with unfused 
ashes. 

The future may see some attempt made to control the composition of 
the ashes, and addition of fluxes to give suitable low melting ashes and easily 
flowing clinker. Probably the greatest trouble to-day occurs when the clinker arches 
over the fire-bars in a tough and viscous mass. Arches formed in this way can 
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often be brought down easily by addition of lime or alteration in the type of 
coke used. 

59 a. Sampling of CUnJcer. The sampling of clinker and ashes is even more 
difficult tb accomplish than that of coke. To obtain a representative sample it is 
necessary to break down the whole draw ’’ to about a -J-inoh size before attempting 
to cone or quarter. Sometimes it is necessary to hand-pick the whole into three 
fractions ” — clinker, coke lumps, and smaDs. The three fractions are then weighed 
and sampled separately. 

595. Analysis of Clmker. Usually the moisture and carbon content only are 
required. The moisture is taken on 10 grams of the coarse sample dried at 100° C. 
The loss on ignition of 1 or 2 grams of the dried and ground sample is taken to 
represent coke. A complete analysis is carried out on 1 gram of the ignited material, 
as in the case of sihcates. (See 69d.) The carbon may be estimated by combustion. 
(See 22.) 

Combustion of Producer Qas. The combustion of the gas in the flues is a 
matter to which considerable attention may be given. The object is to completely 
bum the gas with a TniTiimum quantity of air over the- entire length of the combustion 
flue. To attain this consideration has to be given to several factors. 

Mixmg of Qas and Air. It is easier to secure adequate mixing of producer 
gas and secondary air than of coal gas and air, owing to the volumes in the former 
case being approximately equal. Unless proper mixing is effected the length of the 
flue, to secure complete combustion, has to be indefinitely prolonged. 

Turbulence of Flow. The combustion of the gas raises the products to a 
very high temperature. The transference of the heat so present to the setting is 
another matter. It is obviously possible to bum gas down a straight, open flue 
without imparting any considerable proportion of the heat to the brickwork at the 
sides of the flue. A layer of gas on the surface of the brickwork fogcms a good non- 
conducting film — ^a phenomenon analogous to that experienced in problems of cooling 
and condensation. Unless the flue is packed with refractory material, such as is used 
in surface combustion, the flow of the burning gas should be made as turbulent as 
possible, for example, by imparting a whirling motion. In this way the non- 
conducting gas film is tom away and the heat of the burning gas imparted to the flue 
walls by direct contact as well as by the radiation from the flame. 

Proportioning Air to Qas. The proportion of air to gas admitted has a 
relation not only to the efficiency of the heating process, but to the distribution of 
the temperature along the surface. Excess of air gives a short, sharp flame, which 
leads to local high temperatures at the producer end of the flue. Excess of gas 
mcreases the length of flame and combustion may not be completed until the chimney 
flue is reached. The maximum efficiency is obtamed when the proportions are 
equivalent, but it may sometimes be necessary to sacrifice some efficiency in this 
respect i£ the length of the heating surface is unduly large. Very rarely, if ever, is it 
advisable to work with a large excess of air, although when the mixing cannot be 
effectively accomplished such a measure may be necessary. 

Speed of the Qases. The velocity at which the gases are drawn through the 
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sotting must have lelation to the length of travel and limits within which the gaa 
must he humt. It is quite possible to draw the burning mixture at such a rate that 
there is insufficient time for combustion to become complete within the setting- 
The gases may then be so rapidly cooled m the regenerator or waste gas flues as to 
show the presence of both carbon monoxide and oxygen in the chimney gas. 

Control. Control of the combustion is regulated by draught gauges, pyro- 
meter readings, and by analysis of the producer and waste gas. 

Draught and Flue Dust. The most disturbing influence in the control of the 
heats is the deposition of dust from the producer in the flues. Not only does the dust- 
slag the refractory material, and provide, in this way, a large proportion of the 
deterioration of the setting, but it will soon block the flue passages and reduce the 
damper openings. The effect is usually to reduce the proportion of air admitted, as- 

the producer gas is often under a slight 
pressure, due to its sensible heat. Chiefly 
for this reason, fresh regulation of dampers, 
is necessary from time to time. Much care 
is necessary to keep deposits of dust within 
limits. So harmful a part does the flue- 
dust play, and so great is the trouble 
caused by it, that possibly greater economy 
would be attamed, in the long run, by 
sacrificing a portion of the sensible heat of 
the producer gas, in order to reduce its 
temperature sufficiently to clean it. 

60fl^. Waste Gas Sampling. Samplmg^ 
places are provided at a pomt as near as 
possible to the end of the combustion 
flue, either before or immediately after the 
gases enter the regenerator , and also at 
the end of the regenerator and at the base 
of the chimney. Eegenerators can never be- 
relied upon to be perfectly tight. Serious 
errors may therefore be introduced if re- 
liance is placed on the waste gas sampled 
in and after the regenerator alone. The 
samples taken at the entrance and exit provide an mdication of the amount of short 
circuiting which is taking place, but the former is also used for the control of the 
setting. Serious leakage may result m both oxygen and carbon monoxide bemg 
found at the outlet. The sampling is accomplished by insertion of a sihca tube 
through the aperture provided, to which is attached the “ T ” tube. To this is 
attached the aspirator and sample tube. (Of. Fig. 8.) An Orsat apparatus may 
take the place of the sample tube. It is important to note the position of samplmg,. 
the state of the producer, the draught, and other factors which may influence tha 
results. 



Fig. 14. — Orsat-Ltjngh Gas Analysis 
Ajppabattjs. 
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61a. Analysis hy Orsat Apparatus. Tte Orsat apparatus is used extensively 
owing to its portability. It consists of a measuring tube surrounded by a water 
jacket, to which is fused or attached a length of capillary tubing bent over hori- 
zontally and provided with four side tubes and gas taps 
and terminating in a three-way cook. To the taps of 
the side tube are attached the absorption pipettes. 

AU the rubber connections are made with thick-walled, 
small-bore rubber tubmg, and wired on. The absorp- 
tion side of the “ U ’’-shaped pipettes are often filled 
with beads or glass tubes to provide surface, which 
re mains wetted with reagent when the gas displaces the 
absorbing liquid. In this case great care is required 
to prevent bubbles of gas remaining trapped in the 
packing material. If glass tubes are used, they are 
arranged so that no tube terminates over, or nearly 
over, the outlet by which the liquid passes to the 
outer limb. Otherwise there is a risk that gas may 
pass more rapidly down the inside of the glass tube 
than the outside and may pass over with the liquid 
and be lost. A great improvement has been made in 
the introduction of a spiral gas washing pipette such as 
that illustrated (Rg. 16). This particular form is cast 
in a spiral form. The gas passes down an inner tube, 
bubbles up around the spiral and issues agam at the 
top. By the time the gas has been passed through m this way the absorption is 
oomplete. 

The reagents in the pipettes are protected from the atmosphere by attacking 
small balloons to the neck of the outer limb, so confining the “ atmosphere ” with 
which the reagent is in contact, 

616. Method of Analysis. The pipettes are filled with the same reagents as 
described for other gas analysis (see 127), one with caustic potash, one with pyro- 
gaUol, and two with cuprous chloride, and are used in that order. 

The gas sample may be drawn directly into the tube, allowed a minute or two 
to cool, and the levelling bottle brought to compress the gas, so that its volume is 
■exactly 100 c.c. The tube of the leveUing-bottle is then nipped tightly and the three- 
way cock opened for a minute to the atmosphere. There shoiid then be exactly 
100 c.c. enclosed. This is passed successively two or three times into each of the 
reagent pipettes and back to the measuring tube ; the absorption being noted m each 
case. Care is reqmred to mamtain an even temperature throughout the analysis and to 
bring the reagent back to some constant mark at the head of each pipette. The liquid 
used m the burette is made distinctly acid and can be coloured with methyl orange. 

The later forms of Orsat apparatus (Orsat-Lunge), such as that illustrated 
(Fig. 14), are fitted with a small sihca tube contaimng a platinum spiral, which may 
be used to complete the analysis. 



Fio. 16 . — Spikaij I’obm 
OP Orsat PrpBTra. 
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CHAPTER VI 


REFRACTORY AND INSULATING MATERIALS 

It has been felt for some years that the variation in the qnahty and size of refractory 
materials is far greater than necessary. Both the Ceramic Society and the Institu- 
tion of Gas Engineers, now supported by the Society of British Gas Industries, have 
appointed Committees for research and co-operation between manufacturers and 
users. In the past, however, the gas industry has betrayed remarkably little interest 
in the work of examination and improvement of materials which are a very heavy 
item in the ex 3 )enses of gas manufecture. The methods of examination and our 
knowledge of the behaviour of materials under load are far from perfect, and it is 
difficult to see how improvement wiU result until every user exammes the properties 
of his materials and compares their behaviour in practice. 

Most of the tests do not require apparatus beyond the means of ordinary labora- 
tories ; most of them may be made sufficiently accurate for comparative purposes 
at very hbtle cost of time and trouble. 

The principal properties which may be examined are size, specific gravity, 
porosity, contraction or expansion, refractonness, conductivity, specific heat, and 
chemical composition. 

Size. The importance of uniformity m size has recently been dealt with by 
G. M. Gill. Examination is merely a matter of measurement. A variation of ±1 J 
to ±2 per cent, is allowed in the Institution of Gas Engineers’ specification according 
to the class of material. 

бза. Sampling. Entire portions of the materials are selected in an haphazard 
manner. Should the portions be too large for the required tests, two transverse 
sections are cut from side to side and end to end and used for testing in this form. 

Appare/rd arid Real Specific Oramty, and Porosity. These deternunations 
will mdicate the texture of a brick. A high porosity will enable a firebrick to stand 
abrupt changes m temperature, but entails a low crushing strength. As a rule the 
latter is far above that required, so that it may largely be disregarded. The porosity 
for retort materials, accordmg to the specification of the Institution of Gas Engmeers, 
should be between 18 and 30 per cent. 

бзб. Method. The sample is cut into small cubes which are dried at 100° C. for 
2 hours and w^eighed. One or more pieces are then placed in a vacuum desiccator 
and soaked in water, paraffin, or other hqmd of known specific gravity for 12 hours 
at least, under reduced pressure. The saturated sample is then weighed suspended 
m the hquid ; and after the excess of hquid has been removed from the surface it is 
weighed suspended in air, while stiU saturated with liquid. If W is the weight taken 
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dry, the weigh b of the saturated piece in air, and its weight suspended in 
liquid of specific gravity then the 

W 

Apparent Specific Gravity = ^ X S 

It i“KK 2 


Eeal Specific Gravity 


W 


xS 


Porosity 


IQQ (W^-W) 


The methods described in the case of coke (see 45,46) may also be used. A volatile 
liquid hke paraffin or xylene will penetrate the pores of the brick quicker and for 
this reason is preferable to water, which may in fact partially hydrate the matenal. 
C. W. Washburn recommends soaking the piece in hot vaseline under reduced pressure. 
Paraffin wax may be used. 

Contraction and Expansion. When a refractory material is heated two classes 
of alteration in volume are distinguished. There is the difierence in volume before 
and after the heating — in each case measured cold — described by MeUor as the 
** after expansion or contraction,” and the alteration in volume which takes place 
between the cold and hot states of the matenal. This latter alteration is reversible 
and denoted by reversible expansion or contraction.” These alterations in volume 
affect one another sometimes so far as to cause a reversal of the alteration. The after 
expansion or contraction should not exceed, according to the Bnghsh specification : 
for retort materials, 1-26 per cent ; for firebncks. No. 1 grade, 1*0 per cent. ; and for 
No. 2 grade, 1-25 per cent. ; for silica and siliceous materials, 0-75 per cent. 

64a. Method. 'The test-pieces, 4| inches long and 4^ inches wide, are cut straight 
across the sample. The opposite ends are ground parallel on a grindmg wheel and 
the length measured by means of a vernier gauge reading to 0-1 mm. Several measure- 
ments are taken and the places marked in some way on the brick. The piece is then 
supported loosely in a gas-fired furnace in a neutral or slightly oxidising atmosphere 
and heated for 2 hours at a temperature of 1,410° C. for retort materials and fire- 
bricks, and of 1,350° G. for sihca materials. After cooling the piece is again measured. 
It is preferable to make the determinations in duplicate on pieces cut m opposite 
directions. The result is given as a percentage Imear contraction or expansion. 

64&. Method for Reversible Contraction or Expansion. This is expressed as the 
change which occurs when unit length is heated 1° C. It may be measured by fixing two 
pla t inu m sight ” wires upright on one side a short distance from each end of the 
test piece. The piece is placed m a cold furnace, levelled horizontally and the distance 
between the sighting wires measured by a cathetometer through two holes in the 
furnace door. The temperature is then raised and readings of the cathetometer 
taken at the desired temperatures. 

Refractoriness. The softening, melting, and fusing points of refractory 
materials are indefiLoite and may cover a considerable range of temperature. It is 
better, therefore, to state a temperature range in which the material “ softens,” 
melts,” and “ liquates.” The range is influenced by the atmosphere in which the 
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material is exposed to high temperatures. A reducing atmosphere transforms the 
ferric oxide present into a ferrous state, when it easily combines to form low-melting 
sihcates. The load or weight of superincumbent mass also reduces the fusion range 
considerably, especially over a period of time. For these reasons the conditions 
under which the refractoriness is determined should bear some relation to the pur- 
poses to which the material is to be put. To determine the effect of load, a whole 
brick or section is taken and supported in the furnace m such a manner that a regu- 
lated load may be brought to bear by means of a balanced arm. J. W. Mellor has 
described a special arrangement. 

The normal refractormess, according to the specification of the Institution of 
Gas Engineers, should nob be less than the following : The material should not show 
signs of failure at cone 28 (1,630° C.) for retort materials ; at cone 30 (1,670° 0.) for 
grade 1 firebricks ; cone 26 (1,580°C.) for grade 2 ; cone 32 (1,710°C ) forsilica materials 
of 92 per cent, or over of S 1 O 2 ; cone 29 (1,650° C ) for siliceous materials containmg 
between 80 per cent, and 90 per cent, of SiO^ 

65 a. Method for Normal Fumn Range. The behaviour of the material shaped 
into small p 3 rranuds is observed when heated in a furnace of the Hirsch type or a gas- 
fired furnace of the Deville or M^ker tjrpes. A furnace packed with retort carbon is 
described by F. J. Bywater. A loose brick furnace may be built uj) in the manner 
already described for determining the fusion range of coal asli, but to stand the higher 
temperatures the furnace is Imed inside with carborundum ^-inch sphts or with 
magnesite powder made into a paste with 10 per cent, dextrin and burnt off The 
furnace is more clumsy, but very much cheaper. To obtain temperatures up to 1,800° 
C., the gas-air burner described is reinforced by a burner taking a gas-oxygen supply. 
When the highest temperature on gas-air mixture has been reached the oxygen-gas 
burner is brought into use and the air supply reduced. The test block is always pro- 
tected from direct impingement of the flame by a refractory muffle or crucible inside 
of which it IS placed. When oxygen is used it is a mabter of some difficulty to prevent 
local heating, and it is a good plan to provide a retort carbon packing so as to distribute 
the flame. The test cones are made by grinding chips of suitable shape to form 
pyramids, say, \ inch diameter at the base and 1^- inches high. Cones made by breaking 
the brick down and remouldmg it may be used, but imless very great care is exercised 
in retaimng the size of gram and the proportion of coarse and fine matter that occurs 
in the original brick the results will not be the same. Several cones of each brick 
are used, mounted in a refractory base of magnesia, or other high refractory, made 
by moulding the powder with dextrin and burning off. 

The temperature is increased by about 50° C every five minutes imtil the cones 
bend, begin to lose their shape and finally liquate, the temperature ranges being 
noted. 

The temperature is most conveniently measured by a F6ry or Wanner pjrrometer 
in conjunction with Seger cones placed around the test-pieces. Seger cones may be 
used independently, but probably in this case a prehminary run will be required in 
order that Seger cones may be selected to cover a small temperature range, including 
that of the test-piece. Some care is necessary in the use of Seger cones in a reducing 
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atmospliere, as it is possible for tbe interior of tbe cone to “ run ’’ wMle tlie exterior 
sbell bound with a carbon skeleton is left to deceive the operator. 

66 Conductimty. Tbe conductivity of firebricks can be conveniently compared 
as described by DougiU, Hodsman, and Cobb, wbose apparatus is illustrated.^ 
(Fig. 16.) A furnace is built of firebrick, of wbicli tbe test-piece forms tbe roof. On 
this roof is placed a copper calorimeter nearly the size of the test-piece and containing 

an inner compartment with the base 
common to the rest of the appar- 
atus. The size of the base of the 
inner vessel must be accurately 
measured and may be, say, 4 inches 
by 2 inches, or 8 sq. in. in area. 
Each compartment has an outlet at 
the top, the outer one being con- 
nected to a reflux condenser and 
the inner to a condenser arranged 
vertically to deliver the condensate 
to a measuring cylinder. The tem- 
perature of the lower and upper 
sides of the brick below the calori- 
meter is indicated by pyrometers 
inserted in shallow grooves cut in 
the bnck, so as to allow the heads 
to he flush with the surface in the 
centre of the brick. The calori- 
meter IS evenly bedded down on to 
the brick by dipping the under surface in a fireclay mud and shpping on to the brick. 
Both inner and outer compartments of the calorimeter are partly fiUed with a hqmd, 
say water, of known latent heat. The under side of the brick is then heated by a gas 
burner adjusted to give a umform heatmg. For lower-temperature work an iron 
plate may be inserted below the test-brick so as to equahse the temperature When 
the conditions have become stabihsed, the hqmd boiled from the inner compartment 
is measured over an interval of time, durmg which the temperatures above and below 
the brick are noted The coefficient of conductivity K is given by 

Qd 

a(&2— 

where Q is the quantity of heat, i.e. the c.c. of hqmd collected multiphed by the latent 
heat of vaporisation, d is the thickness of the test-brick in cm., a is the area of the base 
of the inner compartment, 0^ and $2 the temperatures °C. above and below the test- 
piece respectively, while t is the time in seconds to collect the hqmd vaporised. 

The conductivity can in this way be measured between considerable hunts 
Another method which may be convement is described under insulatmg materials. 
(See74fl.) 

^ Reproduced by permission of the Society of Chemical Industry 



IFia. 16. — ^Appabatus fob Dbtbrmutation of 
Conductivity of Fieebrick: 
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67 a. Spedjic Heat. The specific heat of a matenal can be moat easily determined 
by the method of mixtures. The sample is heated to a known temperature and rapidly 
transferred to a polished copper calorimeter, or “ thermos ” flask, containing a known 
amount of water. The temperature of the water is then noted, as in the usual calori- 
metno way, and a correction applied for loss by radiation. The water equivalent 
IS determined by using a substance of known specific heat in the same way. A con- 
venient method is to place a weighed quantity of the clean broken matenal in a silica 
tube arranged horizontally in a furnace which has a slot in one side to enable the tube 
to be rapidly tilted to a high angle. The temperature is raised to that desired and 
maintained for 16 minutes, as measured by a pyrometer inserted down the inside of 
the tube from the furnace end. The tube is then tilted and the contents shot into a 
calorimeter which may be rolled up on wheels and which is as rapidly removed from 
the neighbourhood of the furnace. Stirring is then commenced and temperature 
readings are taken at half- minu te intervals. The corrected rise in temperature of 
the water is obtained as in the case of the method of determining the calorific value 
of coal. (See 26a.) If T is this corrected temperature, t the temperature of the 
water before the sohd was placed in it, the temperature to which the material was 
raised, m its mass, and M the weight of water and water equivalent, then the specific 


heat is given by : 


M{T-t) 


676. Abrasion, The power to resist abrasion is of importance in the case of 
retort material where the movement of hard coke leads to wear and tear. Tests are 
purely comparative and are made with a sand-blast or with a grinding machine 
runmng at set speed, against which the test-pieces are thrust with regulated pressure. 
The loss of weight gives an index to the relative abrasion. 

Spalhng. The tendency of bricks to break or peel off under alternate 
rapid heating and coohng is very difficult to measure. Examination is usually of a 
qualitative character only. Test conditions are as a rule very much more severe 
than in practice. In the latter case the material is part of a structure and usually 
heated only on one side. Under teat conditions the matenal is heated at the same 
time on all sides and much more rapidly. Bricks placed in flues of working settings 
and left for a few days, removed and quenched, always show bad effects 

67 c. Spalling Test, The following method after Nesbitt and BeU is used by 
W. Emery and L. Bradshaw. The bricks are dried at 110° C. and weighed. They are 
then placed in a muffle heated to 700° C. and kept there for half an hour, when they 
are taken out. One end is immediately immersed to a depth of 4 inches in 1|^ gallons 
of water at 15° C. for 20 seconds. After being allowed to dry in the air for one minute, 
the bricks are replaced in the muffle and the whole operation repeated eight times 
Finally they are dried at 110° C. and after any easily detachable pieces have been 
removed with the fingers the bricks are again weighed. The percentage loss of weight 
IS calculated as a comparative figure. 

Crushing Strength, Examination m this direction is not usually necessary. 
The Weber machine and method of operation is described by J. W. Mellor. 
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Microscopic Eccamination. If a miscroscope is available much information 
can be secured hy an examination of a thin section under transmitted light. The 
difficulty of obtaining a thin section of soft materials, such as sihca brick, by mountmg 
in Canada balsam and grmding down on a glass slide as m petrological work, is very 
great. In this case a comparatively thick specimen may be treated with balsam on the 
surface and polished. It is then examined under reflected hght. The size and dis- 
tribution of the quartz grains and other minerals may be noted. 

Flue Dust The effect of flue dust in fluxing refractory materials of almost 
any description is so great that any test of resistant power in this direction may Avell 
be omitted, and attention turned to the problem of eliminating or reducmg the amount 
of dust carried forward. It is obviously somewhat futile to select a refractory 
material with very high refractory properties, in order to expose it to flue dust 
which will reduce the melting-point below the hmits of infenor brick. 

Chemical Composition. Methods of so-called “rational” analysis have 
largely given way to exact chemical analysis. The properties of binary and ternary 
mixtures of known chemical composition have been investigated to a very large 
extent, but the effect of comparatively small amounts of various substances such as 
are invariably found in practice are usually the deciding factor m the behaviour of 
the material in practice. The chief constituents are silica and alumina. From a 
squatting temperature of about 2,000° C. for pure alumina, the squatting temperature 
for mixtures of pure alumina and sihca falls rapidly to about 1,600° C , corresponding 
to the eutectic mixture containing 10 per cent, of alununa, and then nses abruptly 
to 1,670° C. for pure silica. Suitable fireclays contain at least 20 per cent, (preferably 
30 per cent ) of alumina. Addition of silica is not advisable. On the other hand, in 
the case of “ silica ’ ’ materials, there should not be more than 2 or 3 per cent, of alumina 
present. The remaining constituents can to a certain extent be regarded as addmg 
either to the proportion of alumina or of sihca, and considerably alter the eutectic 
point. In this respect it has to be remembered that refractory materials are not 
homogeneous ; the mass has not been completely fused, and may be said to consist 
of individual grains of one constituent, usually sihca, surrounded by more or less 
definite compounds of other constituents. Hence the analysis of the average sample 
may be said to represent a state which will not occur until the material has been 
liquated. The chief object of a chemical analysis is not so much to determine the 
composition and probable temperature of complete hquation, but whether there is 
present sufficient of the low-melting constituents which can be regarded as fluxes, 
to gradually attack and bring the silica grains into a state of liquation at a temperature 
below that required in practice. The process is one of solution, and obviously the 
effect of load on the material wiU be to shorten the time for solution. Chemical 
analysis is therefore particularly helpful when the squatting temperature under load 
has not been determined. 

Silica, besides being present in separate grains, also results, with alumina, from 
the dehydration of the alumino and silico acids constituting the true clay substance. 
Aluminium silicates containing alkali or alkah earth bases such as soda, lime, potash, 
form easily melting compounds which attack and, if present in sufficient quantity, 
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will ultimately flux tte main portion of the material. Such compounds may be 
purposely introduced to bind the material together, but this proportion has to be 
strictly limited and the amount added evenly distributed. Iron is one of the most 
dangerous constituents, as although ferric oxide may not be in itself harmful, ferrous 
iron passes with extreme ease into low-melting and mobile silicates, and under the 
conditions of use, reducing atmospheres are the rule. Any large proportion of lime, 
soda, or potash is to be avoided, and even titanium is now viewed with suspicion, 
Typical analyses are shown below : 



Firebrick 

Silica Brick 

Loss on Ignition 

0-16 

0-22 

Sihca, S 1 O 2 

64-35 

93-80 

Alumma, AI 2 O 8 

30-02 

2-46 

Titanic Oxide, T 1 O 2 

M6 

0-41 

Feme Oxide, FeaOa 

2-00 

0-63 

Magnesia, MgO 

0-36 

0-08 

Lime, CaO 

0-43 

2-36 

Potash, K 2 O 

0-37 

0-18 

Soda, NagO 

0-23 

0-16 


69 u Sampling. It is very difficult to avoid contamination in sampling down a 
material containing particles of such varying hardness as are found in refractory 
materials to a sufficient degree of fineness, and every precaution has to be taken to 
avoid contamination, at least by such substances as iron and alkali, which may, even 
in small amount, materially affect the result. Two sections are cut transversely 
across the piece m each direction and are broken to small pieces by tapping with a 
porcelain pestle m a porcelain mortar. No attempt is made at this stage to break 
the hard grains unless they are very large indeed, when a diamond steel mortar may 
be used, as in the case of coke. (See 47a.) A magnet may then be passed over the 
broken powder to remove particles of iron. The powder is sifted through a 10-mesh 
screen and any large particles left are individually broken down and added to the 
mam bulk. The whole is ground down m a porcelain mortar and passed through a 
40-mesh screen before the sample is reduced by coning and quartering. Finally, an 
agate mortar placed on a sheet of black glazed paper is used till the material has 
been reduced to an impalpable powder. 

696. Moisture Eefractory materials are hygroscopic and the moisture varies 
with the atmospheric conditions. The ground sample is dried at 105-'110° C. immedi- 
ately before use and kept in weU-stoppered bottles. The actual loss in moisture is 
hardly worth recording. 

69 c. Loss on Igmtion. One gram of the dried sample is heated in a covered 
platinum crucible over a No. 4 M6ker burner at full heat for about 30 minutes, the 
Hd being removed after the first few imnutes. After cooling and weighing a further 
heating is advisable to ascertain if the weight is constant. 

69 d. Analysis {after Hillebrand) One gram of the dried material, or the residue 

from the ignition, is weighed in a platinum crucible and mixed with about six times 
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tlie weight of pure sodium carhonate. It is gently fritted over a burner for 15 
minutes. The full beat of a No. 4 M6ker is then given for a further 16 minutes, or 
the fusion may be completed in the oxidising flame of a blast-bunsen. The melt, 
which should be quiescent and only slightly turbid, is detached by rapid chillmg m 
•cold water, or may be spread in a thin cake round the sides of the crucible by a circular 
motion. The melt is transferred to a tall beaker, covered with water, and hydio- 
choric acid (sp. gr. — 1*1) added in excess to dissolve the melt. The whole is transferred 
to a porcelain dish and evaporated on a water bath till dry. The residue is moistened 
with cone, hydrochloric acid, warmed, covered with water, and again heated. It is 
well mixed with a glass rod and decanted on to a filter. If the residue is lumpy it is 
broken down with a glass rod in presence of further acid, warmed, and finally the 
whole is brought on to the filter. The residue is washed with hot dilute acid, followed 
by hot water tdl free from chloride. The filtrate is evaporated down in the same 
basin to dryness and taken up with water and cone, acid as before. It is filtered 
through a second filter paper and washed. The two residues are ighited at a strong 
red heat over a large M6ker or blast flame for 20 minutes, cooled, and weighed. The 
residue is moistened with 2 or 3 drops of sulphuric acid (1:1) and about 6 c.c. of 
hydrofluoric acid. The crucible is gently warmed with the hd on at first and then 
further heated to expel the silicon tetrafluoride and hydrofluoric acid. After cautious 
heating the crucible is brought to red heat for five minutes, cooled, and weighed. 
The difEerence in the weight, plus the correction to be made for the sihca carried 
forward in the filtrate, gives the total sihca. 

The filtrate from the sUica may be dealt with in either of two ways : by the 
basic acetate precipitation of alumina, iron and titanium, followed by a second pre- 
cipitation with ammonia in presence of ammonia salts, or a double precipitation with 
ammoma may be made. The former is preferable in the presence of any considerable 
amount of manganese. 

(а) To the filtrate previously concentrated to about 100 c.c., is added sodium 
carbonate till the iron is on the verge of being precipitated. About 10 c.c. of syrupy 
ammonium acetate are added (prepared by taking the sohd acetate and adding 0.88 
ammonia tUl the mixture smells equally of ammoma and acetic acid). Addition of filter 
paper pulp aids in the collection of the precipitate and quickens the fiiltration. The 
whole is poured into about 400 c c. of boiling water and is kept at boiling-point for 5 
minutes. The precipitate is allowed to settle, and filtered through a large ^ter. The 
residue is washed with water containing a very httle ammomum acetate, re-dissolved 
in hydrochloric acid and re-precipitated by ammonia as in the method described below. 
Losses of iron and alumina in the first filtrate may be recovered by evaporation to 
dryness, taking up with water and digestion on the water bath for a short time 
The solution is filtered, washed with the filtrate from the second precipitation contammg 
ammonia which has been evaporated to a small bulk. The final washing is made with 
hot water and the filtrate and residue added to the main filtrate and residue. 

(б) The precipitation by ammoma is made in the presence of sufficient ammomum 
salts to keep magnesium in solution. Either 2 to 3 grams of pure ammomum chloride, 
or the equivalent of a solution of ammonia and hydrochloric acid, is added to the 
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filtrate from the silica which should occupy about 400 c.c. The whole is raised to 
boUing-point and excess of anunonia added. The precipitate is filtered^ washed once 
or twice with hot water containing a little ammonium nitrate, re-dissolved in a slight 
excess of hydrochloric acid in the beaker previously used, and again precipitated 
with anunonia in the same way. The precipitate is then dealt with as below. The loss 
of iron and alumina in the filtrates can be recovered by evaporating them to a small 
bulk, adding a few drops of ammonia, filtering, and washing as before. 

The residile from the determination of silica, the mam precipitate obtained 
by the basic acetate or ammonia precipitation, and the precipitate recovered from 
the filtrates from these separations, are combined in the platinum crucible containing 
the first-named. After slowly burning off the filter papers, the residue is ignited at 
full red heat for 16 minutes, cooled, and weighed. To the residue is added 6 to 7 
grams of sodium or potassium pyrosulphate. The crucible is gradually heated and the 
heating continued, adding more pyrosulphate if necessary until the whole has dis- 
solved. The melt is transferred to a porcelain dish and dissolved by warming gently 
with dilute sulphuric acid. The solution is evaporated down on the water bath and 
then heated on a hot plate till fumes are evolved. On cooling, water is added, and 
the dish placed on the water bath. The residue of sdica is filtered off and treated as 
m the separation of sUica above. The amount so found is added to that already 
obtained. Any residue is fused with pyrosulphate and dissolved and added to the 
mam filtrate in which the iron and titanium are determined. The recovery of this 
sihca should not be necessary except in very accurate work. 

The solution m a conical flask, and containing about 2 per cent, of free acid by 
volume, is brought to the boilmg-point. Hydrogen sulphide is passed in to reduce 
the iron, the precipitated sulphur is filtered off and the hot solution again saturated 
with hydrogen sulphide. The reduction being complete the excess of hydrogen 
sulphide is driven off by boiling m presence of carbon dioxide. When lead acetate 
paper shows no discoloration the solution is titrated with N/10 or N/60 perman- 
ganate. 

The titanium is estimated in the solution from the iron determination coloii- 
metrically. The solution is evaporated, if necessary, to about 100 c.c., and sufficient 
hydrogen peroxide added to develop the whole of the colour (about 20 c.c.). The 
solution is then diluted to 160-200 c.c , according to the depth of colour, 50 c.c. placed 
in a Nessler glass and matched against a standard solution in a similar glass. The 
temperature of the solutions should be about the same. The presence of alkali sul- 
phates and ferric salts interfere. The first is corrected for by sulphates introduced 
into the standard solution, while the latter is compensated m a similar way by adding 
sufficient iron to give the solutions about the same concentration in ferric iron. 

The standard solution is prepared by fusing 1 gram of pure titanic oxide with 
10 grams of sodium or potassium bisulphate. The melt is extracted with water, 
made up with water and approximately 10 c.c. of cone, sulphuric acid in the cold 
to 1 litre. The strength may be checked by precipitating portions with ammonia, 
filtering, igniting, and weighing One c.c. contains about 0*001 gram of Ti02. 

By deductmg the sum of the weights of the feme oxide, titamc oxide, and silica 
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impurity, found from the total weight of the ammonia or basic acetate precipitate, 
the amount of alumina is obtained. 

Manganese may be precipitated in the filtrate from the alumina and iron after 
freeing it from traces of alumina and iron that have passed through. To the filtrate 
IS added a few c c. of ammonia, and hydrogen sulphide is passed in to saturate. The 
whole is left to stand for some time. The precipitate is collected, washed with water 
containing ammomum chloride and sulphide. It is then re-dissolved with dilute 
hydrochloric acid saturated with hydrogen sulphide. After evaporation of the 
solution with a few drops of sodium carbonate solution to expel ammonia, hydro- 
chloric acid and a drop of sulphurous acid is added to decompose carbonate and dis- 
solve the precipitate The manganese is then re-precipitated at boihng heat by 
sodium carbonate, filtered, washed, and dried. The precipitate is turned out on to 
a tared crucible, the filter paper burned separately in a coil of platinum wire, and the 
ash is added to the porcelain crucible The crucible is igmted at red heat and the 
residue weighed as Mn 304 . The manganese may also be thrown down by addition 
of 1 c.c. hquid bromine in the presence of slight excess of ammonia. 

The filtrate from the separation of manganese is raised to boihng-point and excess 
of ammomum oxalate added to throw out the lime. After vigorous stirring and diges- 
tion in a hot place for an hour or so, the solution is filtered, the precipitate washed 
with a minimum quantity of warm water and re-dissolved in the original beaker 
with dilute hydrochloric acid. The hme is agam re-precipitated with ammonia and 
ammonium oxalate as before. The precipitate is transferred wet to a platinum 
crucible, the paper charred ofi slowly and the residue finally igmted at full red heat 
for 10 minutes with the Hd on. The crucible containing the calcium oxide, CaO, is 
weighed as soon as cool. 

The magnesia is next determined in the combined filtrate by adding a decided 
excess of sodium ammonium phosphate and raismg to boiling-point. Five or six c c. 
of strong ammoma are added, and the solution allowed to stand, with occasional 
vigorous stirring, for some hours. The solution is filtered, washed once or twice with 
cold water, re-dissolved m a minimum quantity of dilute hydrochloric acid, raised 
to boiling-point, a few c.c. of phosphate solution added, followed by a similar quantity 
of strong ammonia solution. With vigorous stirring over a few hours the precipitate 
becomes granular, and may be collected in a Gooch crucible, dried, ignited, and weighed, 
or it may be filtered through filter paper, transferred to a platinum crucible, charred 
slowly and burnt o£E at low heat till carbon has disappeared. The residue is then 
exposed to full red heat, cooled, and weighed as Mg 2 P 207 . 

Alkahes. The determination is both important and difficult. It is strongly 
advisable to estimate both soda and potash. 

72fl&. The Lawrence-Smiih Method, A quantity of 0*5 gram of the dried sample, 
reduced to as fine a powder as possible, is weighed out and intimately mixed in an 
agate mortar with 0-5 gram of pure ammomum chloride, and about 2 grams of pure 
precipitated calcium carbonate. The whole is brushed into a platinum crucible, 
covered with another gram of the carbonate, and gently fritted over a small flame 
with the hd on tiU all ammonia fume has passed away. The crucible is then heated 
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at a low red heat for nearly an hour. After cooling, the sintered mass is moistened 
and tipped out into an evaporating dish. The crucible is washed out and the mass 
crushed and digested with boiling water for 30 minutes. The residue, which is 
discarded, should be completely soluble in hydrochloric acid and show no trace of 
unattacked mineral The calcium in the filtrate is precipitated by adding a few c c, 
of ammonia and ammonium carbonate, filtered and washed once. The precipitate 
is re-dissolved into the origmal vessel and again precipitated hot in the same way. 
The precipitate is filtered ofi and the filtrate passed into the main filtrate. The 
residue is rejected. The combined filtrates are evaporated down to dryness in a 
platinum basin and ammonium salts driven off by cautiously heating to a dull red 
heat, or by repeated treatment with fuming nitric acid. On coohng the residue is 
taken up with a few c.c. of water and the last traces of calcium thrown out with a 
drop or two of ammonia and ammonium oxalate. The solution is filtered and washed 
with water containing a little ammonium oxalate. The filtrate is caught in a tared 
platmum basin, evaporated, and gently ignited. The residue is moistened with water 
and hydrochloric acid, dried, gently igmted, cooled, and weighed. The residue is 
digested with water and any residue collected igmted and weighed. The weight is 
deducted from the weight of the mixed chlorides already obtained. 

The solution of the chlorides is concentrated, if necessary, to about 50 c.c. in a 
porcelain dish, and excess of chlor-platinic acid solution added. When heated on 
the water bath any precipitate should re-dissolve. The solution is evaporated down 
till it sohdifies on coohng. It is then covered with 80 per cent, alcohol, the larger 
crystals of the residue crushed as far as possible, and the whole filtered by 
decantation through a very small filter, and washed with alcohol. The dish and 
filter are then dried a few minutes, the total precipitate transferred to a weighed 
platinum crucible, using a httle hot water if necessary, and dried with the Hd on at 
100° C. The temperature is finally raised to 130-135° C. for a few minutes, cooled, 
and weighed. 

This gives the weight of KaPtClg equivalent to 2KC1. The corresponding 
amount of chloride deducted from the total weight of mixed chlorides gives the 
sodium chloride by difference. The chlorides are calculated into and reported as 
oxides NagO ; KgO. 

A blank test is necessary. 

Insulating Materials. The reduction of heat losses by using compositions 
and bricks to cover hot surfaces is an important means of economy. As a rule the 
materials are of a low crushing strength and will not support any material weight. 
The low conductivity is often ascribed to a high porosity, but the probabihty is that 
it is not so much the total volume of pores that is concerned, as their size 
Materials with a high total porosity combined with a mimmum size of pore seem 
to give the best results. 

The materials may be examined in the same way as given for refractory material. 
Determinations of the real and apparent specific gravity, the crushing strength and 
composition are important factors, but the conductivity is naturally the essential 
point. The method of Darling, as modified by J. S. F. Gard, is most smtable. 
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74a. Method — Conductivity, In the case of pipe-covering, the method consists 
of supporting a 3 foot length of 6-inoh pipe, closed with hemispherical ends, in the 
centre of a room free from draughts.^ (Fig. 17.) The pipe is slung so that it is at 
least 3 feet from the floor and walls. A series of thermo-couples are arranged so as 
to measure the temperature over the interior of the pipe, at chosen places in the 
thickness of lagging and on the surface of the lagging. These may he connected to a 
central switchboard and indicator. The atmospheric temperature of the room is also 
taken by means of thermometers at different places. Inside the pipe is placed an 
electrical resistance heatmg element, which is supported centrally and along the length 
of pipe. The element may consist of nichrome wire wound on a porcelam core. The 
current passed through it is measured by an accurate watt-meter. In running the 
test, the current necessary to obtam the required temperature is selected by trial 
and adjusted to maintain a constant temperature inside. Half-hourly readings of 
the watt-meter are made. The current used is equivalent to the heat loss (watts X 
0-057=B.Th.U. per minute) through the walls and laggmg, and the amount can be 
calculated per square foot of surface per hour for a standard thickness and difference 
in temperature. It is convenient to first estimate in this way the heat loss from the 
bare pipe and then to cover it with, say, 2 inches of lagging and repeat the test 

The method can easily be adapted to measure the conductivity of brick. The test 
bricks are built into a rectangular furnace on a well-insulated base, as illustrated. 
(Fig. 18.) The thermo-couples and heating element are distributed as before, 
and the test carried out in the same way. The nichrome wire can be used up to about 
1,000° C. For higher temperatures still the resistance may be made of ‘‘ Cutter 
Hammer bars.” 
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Fig. 18. — ^Method of Determinino Conductivity of Insulating Brick. 
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CHAPTEE VII 


TAR 

As the temperature of the gases and vapours leaving the retort falls the gas becomes 
super-saturated in respect of the higher boihng constituents, and they are precipi- 
tated as minute globules in the form of tar fog. The gas in passing along the mains 
meets with surfaces and the globules coalesce to form the liquid tar. Very httle is 
tnown as to the conditions under which the complex aggregation of hydrocarbons 
can exist m the vapour state or are carried in suspension in the form of fog. Many of 
them are not chemically inert, and if additional time, at high temperature, was given 
the composition of the tar might be altered. Two or more substances which in the 
liquid state are immiscible, such as benzene and water, can exist together as vapour, 
according to their vapour pressures, as if they were separate. The only factor to be 
considered is the temperature. At any temperature the amount of each required to 
saturate the gas would be known. But the vapour pressure of a substance such as 
benzene is afEected by the presence of another similar substance such as toluene or 
naphthalene, and therefore the amount of benzene which can exist as vapour in the 
gas IS dependent on the presence of other hydrocarbons. It is less than the amount 
which could be contained if other hydrocarbons were absent. Owing to the large 
number of such hydrocarbons, it is impossible, with our present knowledge, to cal- 
culate the relative amounts which may exist as vapour in crude coal gas. Other 
substances, such as ammonia, carbon dioxide, hydrogen sulphide, enter into chemical 
combination in the presence of water, and are removed in solution, accordmg to the 
amount of steam condensed and according to their relative solubilities and concen- 
trations. 

If a volume of gas was giadually cooled in a single chamber, a condition of 
equihbrium would be reached ; the composition of the tar and gas would be definite 
for each temperature provided sufficient time was given. But if the tar was gradually 
and continuously removed from the system as it was formed a difierent relationship 
would be found. In practice, the tar is removed from the gas in stages, and it is 
easily seen that a sudden chilling of the gas below the saturation point of most of the 
vapours present will result in gas of difEerent hydrocarbon content than if the gas be 
cooled gradually. Eor this reason it is found that tar from water-cooled condensers, 
operating at the same range of temperature as air-cooled condensers, is of difierent 
composition from tar collected from the latter, while the gas at the exit of the former 
IS found deficient in benzene compared with that from the latter. 

The lowest temperature attained by the gas does not deterimne the amount of 
benzene, say, left in the gas as vapour, since the tar has been separated at various 
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temperatures. Hence, if the average cold tar is circulated through the gas, benzene 
passes from gas to tar till a j&nal equihbrium is reached depending on the temperature. 
Previous to the war, in the days of candle-power gas, it was preferable to retain as 
much of the benzol in the gas as possible. Although benzol has a high calorific 
value, it does not add so much proportionately to the thermal value as it can add to 
the candle-power. It is now common to remove it by circulating wash-oil or to reduce 
it by more drastic cooling. 

The temperature gradient of cooling is important, and many difficulties can be 
avoided by its control. Temperature control starts from the retort mouthpiece on- 
wards. The temperature of the gas leaving the retort is influenced by the volume 
of gas passing, but rises rapidly with partial stoppage of the ascension pipe, a hanging 
charge in vertical retorts, or from slow penetration of heat into the charge. The fall 
of temperature along the collectmg main is important in view of the possible deposi- 
tion of ammonium chloride in the solid state. Although soluble in water, ammonium 
chloride may deposit, while the gas is at a temperature of over 100° C., before any 
steam has condensed It is advisable to encourage the temperature to drop as quickly 
as possible to below 100° C. It is true that the circulation of tar or liquor will prevent 
trouble from deposits, but the quahty of the washing agent will not be improved by 
exposure to such temperatures. Tar especially will be depreciated if oxygen is 
present in the gas. 

Provided that sufficient cooling power is available, the temperature at the inlet 
of the water-cooled condensers may be kept as near 100° C. as possible, so that m 
the sudden chilling which will result naphthalene may be thrown out as far as possible. 
The cooling water may even be sent in the same direction thmugh the plant as the 
gas stream, so that the coldest water will meet the hot gas. Naturally, the efficiency 
of the condensers will be impaired by this method of working. On the other hand, 
if benzol washing is in use it is desirable to leave as much benzol to go forward as 
possible, and as the naphthalene can also be removed by the oil washing, the duration 
of condensation may be prolonged. Water-cooled condensers may be made to help 
in the general economy of gas manufacture by using the hot water at the outlet for 
boiler supply or other necessary purposes. A feed-water supply, at a temperature of, 
say, 140° F., represents a distmct saving, and up-to-date condenser systems working 
on counter-current principle will give water at the outlet very nearly as high in 
temperature as the gas at the inlet. 

The temperature of the gas at the inlet of the exhausters is usually reduced to 
about 70° F. Temperatures over this lead to trouble with the maintenance of even 
exhausting, and, probably, to an undue amount of tar falling in the scrubbers In 
summer the temperature may well be low, but m winter it is preferably kept as high 
as possible for the benefit of the purifiers. In any case, a considerable amount of 
light tar will be deposited m the scrubbing system Usually the gas will rise a 
few degrees in temperature in passing through the exhausters. 

78a. Tetnjoerature Lidications. Some defimte system of indicating and register- 
ing the temperature of the gas at different points of the condensing system is clearly 
advisable. The common practice of installing a few dial thermometers at odd places 
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IS misleading. If ordinary thermometers are installed the bulbs are let into the gas 
stream about one-third of the diameter of the main. The bulb is best insulated 
from contact with any metal 
work, and if a metal protection 
case IS fitted this should also be 
insulated from the metal of the 
main so that heat will not be 
conducted away from the im- 
mediate vicinity of the ther- 
mometer. It is advisable to 
use only thermometers of which 
the glass has been well an- 
nealed, as, even at compara- 
tively low* temperatures, false 
readings will otherwise be given 
after a period of use. Plug ” 
thermometers inserted in a case 
let into a pocket in the main 
are quite useless. The best 
type is a well-made straight 
thermometer with the scale 
engraved on the stem. 

One of the best systems, 
which is possibly as cheap as 
any in the long run, is an m- 
staUation of electrical resist- 
ance thermometers. In this 
type, a platmum wire is wound 
round and imbedded in a por- 
celain rod and covered up with 
a lead or metal tube. As the 
temperature rises the resistance 
of the platinum wire increases, 
and provides an index of the 
temperature. The resistance is 
measured by a “ Wheatstone 
Bridge ” system, the necessary 
current being supplied by a 
small accumulator. The indi- 
cator is direct reading. A set 
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19 . — Showing Connejctions of Platinum 
Resistance Thermometers 


0 ^ thermometers of any number, none of which are placed at a distance of more 
than 50 yards or so from a central point at Avhich the indicator is placed, may be 
coupled to one switchboard. A cable is led from each thermometer head to the 
board and a common return wire may be used to complete the circuit (Fig. 19). 
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The cable on long distances becomes the expensive item, but the upkeep is prac- 
tically restricted to the expense of mamtaining tlie accumulator. Recording 
instruments can be added if desired. Such an installation avoids the necessity 
of going round at stated intervals to read thermometers, and the thermometer 
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heads may be placed without regard to their accessibility. Rig. 20 shows a SO-point 
outfit by the Cambridge and Paul Scientific Instrument Company, Ltd. 

Individual mercury thermometers of recording ty^pes are expensive, but 
are used for registering temperature at special pomts, such as at the meters The 
records may be averaged by placmg down the average for each hour, as seen by 
inspection, adding and dividing to obtain the average, say, for 24: hours. Otherwise 
the temperature readings are made at specified intervals, say, every 3 hours. 
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Twr Fog, In condensation, where contact is not intimate, the smaD globules 
of tar may he carried very considerable distances without deposition. Under static 
■conditions slow coalescence occurs and drops become sufficiently large to separate 
^s hquid. The rate at which the deposition occurs can be encouraged electrostatically, 
or by forcing the gas through small mterstices or dividing it by a fine spray of liquid. 
Tar fog is particularly detrimental if carried as far as the purifiers, and it is a great 
hindrance to the extraction of ammonia. 

81a. Method of Estimation of Ta/r Fog, One method consists in allowing the gas 
to pass through a standard-sized jet, so as to impinge on a piece of white test-paper 
for a certain duration of tune. The colour of the jet is then compared against a set of 
standard colours. Special forms of “ tar cameras ” have been devised for the purpose. 

Different descriptions of tars give different stains. Water gas and creosote oil 
give yeUow to brown stams, not unlike that shown by a trace of hydrogen sulphide 
on lead acetate paper. 

The estimation may also be made by filtering the gas through cotton- or glass- ' 
w^ool and obtaining the increase in weight. The chief difficulty is to prevent moisture 
^which is intimately connected with the formation of tar fog) from condensing and 
adding to the figure obtained. Skirrow and Clayton place a wide tube, sealed at one 
■end and with a hole in the side -J-inch from the end, into the gas mam, with the hole 
facing the direction from which the gas is flowing. A plug of cotton-wool lies in the 
tube behmd the hole and is in that part of the tube which is m the main. It therefore 
attains the same temperature. Gas is then allowed to pass through the tube and is 
measured. The tube is removed when sufficient gas has passed, and is wiped clean. 
The tarry cotton-wool is extracted with carbon-disulphide in a Soxhlet extractor. 
The carbon-disulphide is evaporated off at a low temperature, and dry coal gas 
passed through the flask to remove the last traces before the residue is weighed. The 
result IS low, o wmg to loss of the free carbon and of the more volatile portion of the tar. 

According to Feld, a weighed U-tube, with cotton-wool, may be used mstead, 
through which dry gas of the same hydro-c^bon content as the test gas, but free 
irom tar fog, has been passed to saturate '^e cotton-wool and tube with vapours 
before weighing. This is then connected^ to the gas supply and a measured 
volume used. After the absorption dry gas is again passed through till the weight is 
•constant. The difference m weight then gives the tar fog. 

. In the case of a heavy tar content, it is sufficiently accurate to scrub a measured 
volume of the gas in a tared absorption bottle containing a nearly saturated solution 
•of salt, which is immersed in a vessel of water 2° or 3° C. above the temperature of 
the gas in the mam. 

816. NapJuhalene in Crude Octs, Metro,'') It is important to check the content 
•of naphthalene in the gas at various pomts. The naphthalene is absorbed in acetic acid 
and subsequently precipitated by excess of picric acid. In presence of more than, 
eay, 10 grains of ammoma per 100 cubic feet, this is first removed by a wash-bottle 
containing a concentrated solution of oxalic acid, which is kept at about 80® C. durmg 
the test. This is followed by two absorption vessels, each containing 180 c c. of 
30 per cent, acetic acid, and finally a guard tube, with picric acid solution, before the 
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gas is measured. The inlet connecting tube to the first bottle may be washed down 
into the bulk li necessary. "When the required amount of gas has been passed the 
solution is washed out and the naphthalene precipitated by addition of escess of 
picric acid solution. The picrate is then filtered, washed, decomposed with hot water,, 
and the acid released titrated with N,/10 caustic soda, as described later. (See 143^.) 

Absorption of Oxygm by Tar. An extremely high pitch content in tar is 
due to partial oxidation. Cold liquid tar will absorb several per cent, of its weight 
of oxygen quite readily. Part of the oxygen combines with the hydrogen of the tar 
constituents and forms water, part remains in combination to be eliminated later as 
water on distillation. The ehmination of hydrogen in this way leaves the carbon 
content of the tar more concentrated and raises the amount of pitch present. Oxida- 
tion is greatly accelerated by rise of temperature. The oxygen content of the gas is 
therefore to be kept low, and air required for revivification of oxide at the purifiers 
is not admitted until after the tar has been removed from the gas. 

OAvmg to the difficulty of detecting small leaks of air into gas under vacuum,, 
more air gains admittance in this way than is commonly supposed. To check leakage 
of this sort samples of gas may be taken simultaneously at different points of the 
condensing system, when the content of mtrogen will indicate if the gas is gathering 
air as it passes through. A suitable sampling arrangement has already been described. 
(See 37ci, 386.) The method also leads to the discovery of plugs inadvertently missing, 
or of coclvs left open. 

Even when the crude tar is dispatched to external tar distillers a complete 
analysis from time to time is very advisable, as it provides not only an index of the 
quality of the tar, but mcidentally provides very valuable information as to the 
conditions of carbonisation. 

%2a. Sampling Tar. It is comparatively easy to sample tar, provided that no 
information in respect to the quantity of hquor contained is required. But usually 
this is one of the purposes of the samphng. Sampling from a seal-pot is impossible. 
The sample has to be withdrawn from a runnmg stream or tapped off before the 
seal-pot. If the flow is a contmuous one, and a sample under the particular conditions 
obtaining at the time only is required, a large bucket is inserted in the stream or 
under a branch samphng pipe, so as to receive, if only for a few moments, the whole 
of the tar stream. The bucket of tar is withdrawn and the contents mixed by vigorous 
stirring. A pot is then dipped m while the stirring is contmued, and emptied into 
another receptacle. This is repeated several times so as to take about one quarter 
of the contents. If the portion so selected is stiU too large, it is stirred and reduced in 
the same way. 

Where the composition of the tar varies from time to time, and an average 
sample is required, the operations detailed above are repeated at intervals, each bucket 
being “ quartered ” ; the quarters ” mixed and the reducing continued as necessary. 

Sampling from bulk is best avoided, whenever possible, as a large volume cannot 
be stirred. Liquor in storage wells gives especial trouble as it floats about m large 
masses, sometimes at considerable depths below the surface. Where sampling has 
to be carried out under these conditions a syphon pump may be used to withdraw a 
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considerable amount from each, of many equidistant depths, say 12 inches apart. 
The portions so collected are then quartered as before. A “ dipping tube ” may also 
be used. This consists of a 1-mch diameter tube, with a valve at the lower end, 
which can be operated from the opposite end to close the tube. The tube, with the 
valve open, is lowered very gradually to the bottom of the tank ; the valve is then 
closed and the tube withdrawn and emptied into a bucket. This is repeated several 
times at different places until an adequate sample has been obtained. The method 
is sometimes liable to considerable error, as liquor will rush into the tube much quicker 
than tar, and the relative proportions dejiend to a certain extent on whether tar or 
hquor “ wets ” the surface first. 

The same considerations apply to the sampling of small tanks, such as railway 
tanks, but the matter is more complicated by the boundary surfaces. The illustra- 
tions will convey an idea of the problem. Fig. 

21a is the result of pouring tar into a vessel 
containing water ; Fig. 21 b shows what hap- 
pens when hquor is poured on to tar. It is 
obvious that samples by dipping will not be 
representative m either case. It is always 
better to sample tar as it is being run ofi or 
pumped into tanks In a case where a large 
quantity of liquor has separated, as often 
happens during transport, the separated liquor 
is dipped to ascertain the depth, and the 
amount is calculated from the shape of the 
tank by drawing the latter on squared paper, 
allowing for the curvature of the surface due 
to the surface tension of the liquor. For 
dippmg, a soft wood dipping rod is used, which 
is well soaked with parafiin. The tar wiU then adhere and mark a fairly clear division. 

83a. Estimation oj Water %n Tar. The sample on standing may show a consider- 
able separation of liquor, in which cose the latter is removed and measured. The 
total weight of the sample being known, this liquor is returned as ‘‘ Separaiied 
Liquor ” per cent, on the sample as received. The remainder of the sample is vigor- 
ously stirred for at least 5 minutes and a quantity of not less than 260 c.c. poured off 
into a distillation retort. The container is then weighed back to ascertain the weight 
of tar taken. Glass flasks and glass retorts are often used, and the tar is distilled 
with an equal volume of benzene or other hydrocarbon to increase the volume of 
distillate and carry the water over at a lower temperature ; but it is certainly prefer- 
able and far less dangerous to use a metal vessel which is not tapered or constricted 
in any way between the level of the tar and the lid of the vessel The portion of the 
vessel above the tar should contain a volume of air space equal to the space occupied 
by the tar. Colman’s stiU or the modification of the author is suitable. Both are 
constructed of steel with welded jomts. Carbon deposits can be easily removed by 
placing the retort body on a coke brazier when the necessity arises. In Qolman’s 
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still (Kg. 22a) tlie ring bTimer is adjusted just below tbe level of the tar at the start, so 
that top distillation is given while the water is present. As distiUation proceeds the ring 
is lowered and a burner at the bottom also bghted. To prevent overheating in 
the vapour space ib has been suggested that a steam jacket, containing a little 
water, could be placed round the outside of the upper part of the stiU. 

In the second modification the burner is placed underneath, near the elevated 
end of the still, so that at the start only a small layer of tar is heated, and as dis- 
tillation proceeds the burner is shifted towards the lower end. An asbestos 
cover IS placed over the top of the stiU to hang doTO. It is kept from touching 
the sides by a little packing. This affords protection from draughts, while the 
products of combustion circulate between the cover and the retort body. Local 
heating is thereby avoided. 



In distilling heavy tars containing water it is important to avoid local heating, 
as something akin to an explosion may occur. The flame from the burner is only 
sufficiently aerated to prevent it from bemg luminous and depositing soot. 

For accurate work air is removed from the retort by an inert gas 

The tar having been introduced, the water and naphtha are distilled off through 
a small splash bulb and efficient condenser. The distillate is collected m a dry, tared 
conical flask. The distillation is contmued for some time after the “ crackling ” has 
ceased, when the tar settles down to quiet distillation. At about 180® C. the water 
wiH usually have all passed off. A few o.c. more of distillate are collected and 
examined for traces of water. 

The weight of distillate is then ascertained, the water separated and weighed, 
and the naphtha poured back into the cooled residue in the retort. A good specimen 
of coal tar should not contain over 6 per cent, of water. 

84a. Specific Oravity. Tar is usually bought and sold by weight, but is handled 
and stored on the works in gallons. The specific gravity is therefore of importance, 
and will be required not only of the tar as sampled, but also of the dehydrated tar. 
It is usually determined by means of hydrometers, which give sufficiently accurate 
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readings if the temperature is adjusted. The tar must be well mixed. Hydrometers 
of the long stem type are used, giving a difierence in the readings of the upper and 
lower marks of 0-1 umts. The dehydrated tar should, strictly speaking, contain the 
naphtha which is returned after the distillation, but frequently the specific gravity 
-of the residue left in the retort without the naphtha is given. 

The specific gravity may also be obtained by use of the Westphal balance or by 
weighing in a small pipette— provided with ground-glass stoppers at each end— into 
which the tar can be sucked to the graduation. Horizontal retort tar has a specific 
gravity of about 1-20 ; vertical retort tar 1-16 (dehydrated). 

85a. Proccmiate Analysis. As nearly as possible, 1 gram of dehydrated tar is 
weighed exactly into a platinum crucible covered with a lid and cautiously heated 
until the volatile matter has been driven off. It is then maintained at a full heat for 
6 minutes, cooled, and weighed. The coke is burnt off and the ash weighed, 

856. Calorific Value. A bomb calorimeter is employed, as in the case of coal or 
coke. (See 26a.) About 0*8 gram of tar is exactly weighed into the crucible in which 
has been placed 1 or 2 grams of kieselguhr or precipitated silica. If the weight taken 
18 not too large, the combustion will be complete. Allowance is made for the inert 
matter used by adding a correction to the water equivalent. 

85 c. Sulphur. The total sulphur may be determined in ,the bomb washings 
(see 23a), or as in the Eschka method (see 236), weighmg the tar mto a taU 
crucible of narrow diameter, covering with magnesia or hme, and inverting into a 
dish. The crucible is then packed round with magnesia or lime. The crucible is very 
cautiously heated at first from the top downwards. 

85 d. Ammonia and Chlorine. About 20 grams of tar are washed with water by 
decantation until the washings are shown to be free from ammonia. The washings 
are made up to 250 c.c., of which, say, 60 c.c are taken for the ammonia determina- 
tion (see 93d) and 100 c.c. for the chlorine (see 95a). 

85 e. Free Carhon. A filter paper is washed with benzene (toluene or xylene 
may be used) followed by alcohol and dried in a water oven and weighed. About 
6 grams of the well-mixed and dehydrated tar are accurately weighed out and mixed 
with about 200 c c. of benzene, or other solvent, in a conical flask. The whole is 
boiled for 2 hours under a reflux condenser and is then filtered hot through the 
prepared filter paper. The residue is washed with hot benzene till clean. Particles 
of carbon m the flask are chased on to the filter with a glass rod having a small cork 
at the end. The washing is fimshed by using hot alcohol and the filter paper and 
carbon are dried and weighed. The filter paper, with the precipitated carbon, may 
be placed in a Soxhlet extraction apparatus and extracted with carbon-disulphide 
after the benzene, instead of alcohol. In this case, a piece of cotton-wool will have 
been weighed with the filter paper, and is used to close the aperture of the filter paper 
cone, the edges of which are turned over. If the tar is placed directly in a “ thimble 
and extracted, the results are inaccurate ; the free carbon should be precipitated 
first by an excess of benzene. The free carbon ranges from 6-8 per cent, in vertical 
retort tars, up to 16 per cent, in horizontal retort tars. 

Sepa/ration of Pitch and Tar Oils hy Precipitation Ab-der-Halden has 



86 


MODERN GASWORKS CHEMISTRY 


pointed out that the pitch constituents are thrown down when petroleum oil is added 
to a solution of tar. It is necessary, however, that the tar should be dissolved in a 
tar oil — say, benzene — and the free carbon precipitated before the petroleum oil is 
added. In fact, it appears that it is largely the free carbon which keeps the pitch m 
liquid form. 

A method of examination which has much to recommend it consists in dis- 
solving the tar in benzene, removmg and estimating the free carbon as detailed 
above. The pitch oils are then separated from the tar oils by addmg an equal volume 
of petroleum ether. On warming slightly the pitch coagulates. The liquid products 
can then be decanted, and the pitch washed with a mixture of equal volumes of 
petroleum ether and benzene, pressed, dried, and weighed. The ether and benzene 
may be removed from the tar oils by evaporation and the residual tar oil examined. 

86 a. Primiry Ihstillation, Since the presence of water influences the tempera- 
ture at which tar compounds will distil, the assay of tar by distillation is carried out 
on the dehydrated tar, prepared as already described, to which the naphtha has been 
returned. Between 3 and 4 litres is a convement quantity, and is poured into the 
retort from a container, which is then weighed back to ascertain the weight of tar 
taken. The tare weight of the retort should also be known, so that any residue left 
from pouring off the pitch can be allowed for. 

Little trouble will be experienced in distilling the tar from which the water has 
already been removed. The rate is maintained at about 15 to 20 c.c. per minute. 
A straight-through 24-iach Liebig condenser will be needed, and this is furmshed 
with a T-piece on the water inlet at the base, so that the condenser can be entirely 
drained off from water when the naphtha has been removed. The distillates are 
coUeoted in tared conical flasks to the following temperatures taken with the 
thermometer bulb in the vapour * — 


Naphtha 
Light oil 
Creosote oil . 
Anthracene oil 


0-180° C. 
. 180-230° C. 
. 230-280° C. 
. 280-350° C. 


The receiving flasks are changed without interrupting the distillation. As soon 
as the naphtha fraction has come over the condenser is drained so as to allow the 
distillate to enter the flask at about 40° C. Trouble with stoppages in the condenser 
will not occur unless the distillation is mterrupted. The remarks already made as 
to the necessity of using a voluminous flame and avoiding local heatmg are very 
important. 

When the distillation is finished the flasks are weighed. The specific gravity of 
each fraction is then obtained at a few degrees above the temperature at which each 
is liquid. The results can be calculated m per cent, by weight and in gallons' per ton. 
The pitch from the retort is run off as soon as it has cooled sufficiently into tared 
metal pans previously rubbed over with chalk. The pans are allowed to cool and 
are weighed. The retort itself is then checked for residue. The total loss on 
distillation should not exceed 0*5 to 1 per cent. 
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ExamiTiation of Primary Products, A furtlier examination of the dis- 
tillation products is necessary to appreciate the value and composition of 
the tar. 

87 a. NapMha, Fractionation, The naphtha obtained is separated from water, 
■dried by adding a lump or two of calcium chloride, and filtered through a clean 
funnel containing a small plug of cotton-wool. A volume of not less than 100 c.c. is 
distilled through a 12-bulb Young, or other eflicient fractionating column, at a rate 
of 7 c.c. per nunute, till the thermometer on the column outlet shows 180° C. The 
distillation is then stopped. Without interrupting the distillation, the volume of 
distillate is noted at each 10° C. rise m temperature, starting from the “ drop point,” 
«ay, when 0*5 c.c. have passed over. The residue may be counted as light oil and the 
distillate as crude benzol. The latter may be further examined for its content of 
benzene, etc., by the methods described later. (See 139.) 

Distillat'bon Range, It is common practice to determine the distillation 
range (boiling-point) of naphtha and other products without fractionation. Some- 
'fcimes a distillation flask is used and sometimes a glass retort. The former gives 
more consistent results, and is preferable ; but to avoid confusion, the apparatus 
used should be named in reports. 

876. (a) Flash Method, One hundred c.c. is distilled in a 260 c.c. flask, with 
thermometer in the vapour space just below the level of the outlet tube. A rate of 
7 c.c. per minute is maintained. The apparatus shown 
{Fig. 23) IS convenient. The condenser is of the double 
surface type, a tube through which water flows being 
held centrally. There is less likelihood of naphthalene 
stoppages with this form. 

87 c. (b) Retort Method, A special form of glass 
retort is used, holding about 280 c.c. There is a con- 
tracted “ sump ” at the base, so that the distillation 
may be carried to the last few c.c. A thermometer 
with a small round bulb is used, and is placed to stand 
vertically in the liquid |-iach from the bottom of the 
■sump. It is always immersed. The graduations on 
the stem start sufl&ciently high to bring the range from 
‘60° C. upwards outside the retort. Distillation is 
•carried out at the rate of 7 c.c. per minute, and the 
volume of distillate noted for each 10° C. rise without 
interruption of the distillation. Where accurate work 
is demanded, the thermometer readings are corrected 
for barometric pressure, in addition to the usual cor- 
rection to the National Physical Laboratory standard. 

{See 140a.) The drop-point is also noted, and may 
be conveniently taken when 0*5 c.c. have collected, as Determination OB' Boel- 

the temperature correspondmg to the first drop coming ing-point Range. 

over is uncertain. 
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88a. To/r Acids and Bases. The distillate from the above is kept stifficieiitly- 
warm to keep the whole hquid. It is shaken gently with three or four successive 
quantities of about 16 c.c. of 16 per cent, caustic soda solution (sp. gr.=l’2)-untilthe 
washing liquid is free from phenol when acidified. The combined washmgs from the 
separating funnel are placed in an evaporating basin and digested on the water bath 
till traces of oil have disappeared and the smell is clean. Alternatively the solution 
is shaken with 60 c.c. of petroleum ether in a separating funnel and the ether layer 
removed. The ethereal solution is washed with a few c.c. of soda solution. The 
washings are added to the main phenate solution. The whole is then gently warmed 
to remove residual ether vapour. 

The pure solution of phenate (and cresylates) is cooled in a measuring cylinder 
diluted with water so as to measure 30 c.c. and acidified with sulphuric acid (sp. gr.= 
1-3). The acidification is performed with a contmuous stream of cold water running 
down the outside of the cylinder. The crude tar acids which separate are then 
measured m the cyhnder and returned as per cent, by volume. If required, the tar 
acids may be collected and 100 c.c. distilled, with or without fractionation, to deter^ 
mine the approximate composition. Whereas the carbolic acid used to be the only^ 
tar acid of commercial value, the cresyhc acids now are of almost equal value. 

The residuEil oil left from the alkali washing may afterwards be washed in a 
similar way with dilute sulphuric acid (sp. gr.=l*3) in quantities of 10 c c. at a time,, 
till the last wash on neutralising with cone, caustic soda gives no appreciable odour 
of pyridine. The combined washmgs are made alkaline in a measuring cylinder 
with cone, caustic soda and the volume of separated pyridine ods measured. 

Light Oil. The light oil fraction may be examined in much the same way 
as the naphtha. In addition, the amount of separated naphthalene, the total 
naphthalene content, and the crystaUismg-pomt may be required. 

886. Separated Naphthalene. The value of an attempt to estimate separable 
naphthalene salts is doubtful. Even if the salt so separated could be freed from 
adherent oil and weighed without loss, the tendency of tar oils to hold naphthalene 
in super-saturated solution makes it 'almost impossible to get two determinations 
even approximately the same. Naphthalene continues to separate for some time 
after the first deposition, and separates to a greater extent after the tar acids are 
removed. The usual method is to maintam the oil at 15° C. for several hours with 
occasional agitation. The solid is then filtered off with the aid of a vacuum pump 
through a Buchner funnel in fine filter cloth. The residue is pressed for 12 hours 
between filter paper and the resultant cake weighed. 

88c. Total Naphthalene. The picric acid method gives, as a rule, somewhat high 
results, but is the most accurate method known. The fraction of oil distilling between 
200° C. and 300° C. IS weighed in a beaker. It is then mixed and warmed till aU is in 
solution. About 0*5 gram is accurately weighed out into a small beaker and a few 
drops of glacial acetic acid is added. The mixture is poured drop by drop into a 
beaker containing 600 c c. of a nearly saturated solution of picric acid. The whole is 
stirred and the small beaker washed out with a few more drops of glacial acetic acid. 
The whole is allowed to stand for an hour or so, and is then filtered, washed with the^ 
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picric acid solution till free from acetic acid, and then once with, water which has 
been used to rinse round the beaker. The precipitate and filter paper are transferred 
to the oiigiaal beaker, which need not have been completely ‘cleared of precipitate so 
long as it is free from acetic acid. About 260 c.o. of water is added, and the solution 
warmed to decompose the picrate. The free picric acid is then titrated with N/10 
caustic soda, using phenolphthalein as indicator. Naphthalene picrate is easily 
decomposed in air, and the precipitate should therefore not be left uncovered while 
washing. (See also 143a, 144a.) 

One molecule of naphthalene combines with one molecule of picric acid, which 
is a monobasic acid. Therefore 128 parts of naphthalene are equivalent to 40 parts 
of caustic soda. 

The amount of naphthalene found is calculated on the total 200-300® C. fraction, 
and then represents the amount on the oil taken for distillation. From this volume 
and its specific gravity the amount can be calculated on the tar. 

89 a. Crystallising Point The point at which solid begius to separate can be con- 
vemently determined in an apparatus consisting of a test-tube of about 6 inches long, 
fitted into a slightly larger one about 7 inches long. The space between forms an air- 
] acket. A thermometer reading to 0 *2® C. is placed in the inner tube along with a stirrer 
of bent copper wire. The thermometer bulb comes about 2 inches below the water-lme 
when the whole is placed m a beaker of water which forms the cooling vessel. The oil 
is dried over calcium chloride and placed ia the inner tube to fill the latter two-thirds 
fuU. It should be two or three degrees above the crystallising point when placed 
inside. Cold water, or a mixture of ice and water, is placed in the outer beaker, so 
that the tubes are gradually cooled. The thermometer is observed without stirring 
until it ceases to fall. The oh is then stirred vigorously, when the thermometer 
reading will rise. The highest temperature reached is taken as the crystalhsing-pomt. 

Creosote Oil, The examination is made by the methods already given for 
the other fractions. The distillation range between 200 and 300° C., the content of 
tar acids, the naphthalene content and crystaHismg-point are the most important 
determinations. 

89 Anthracene Oil, The examination is made as already described for 
other fractions, except that the distillation is carried up to 360° C. The anthracene 
may be determined as follows * — 

The anthracene oil is allowed to crystallise at 60® F. for 24 hours, and is then 
filtered through fine linen cloth. The residue is pressed as dry as possible by hand 
and is then left between filter paper overnight. The crude cake is weighed, ground-up, 
and a portion taken for analysis by the Luck-Hochst method. One gram is weighed 
out into a 360-400 c.c round-bottom flask and 46 c.c. of glacial acetic acid is added. 
The flask is connected to a plain vertical condenser tube about 76 cm. long. The 
flask IS heated to simmenng-pomt and a mixture of 16 grams of chromic acid crystals 
in 10 c.c. glacial acetic acid and 10 c.c. of water is gradually added over a period of 
2 hours. Care should be taken that no vapour escapes the condenser tube. After 
standing, say, 12 hours, the flask is rinsed out with 400 c.c. water into a beaker. After 
settling the anthraqumone is filtered off and washed, first with cold water and then 
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with water made slightly alkaline and used hot, till the filtrate is clear on acidifying. 
The washing is then finished with pure hot water tiU free from alkah. The residue is 
transferred to a small porcelain dish, usmg a httle water, and dried at 100° C. Ten 
grams of fuming sulphuric acid (sp. gr.=l-88) are added, and the dish heated to 
100° C. for 10 minutes on the water bath. After standing in a damp place to dilute, 
about 200 c c. of cold water are carefully added. The anthraquinone is filtered off 
and washed as before. The residue is transferred to a taxed porcelam dish and dried 
at 100° G. to constant weight. The anthraquinone is then volatihsed by gently 
heating the dish over a naked flame and the residue is weighed back. 

The difference of the weights gives the anthraquinone, CjiHgOa, corresponding 
to the anthracene, in the crude salt taken.. 

It may be mentioned that a “ unit ” of anthracene is cwt , or 608 grama of 
pure anthracene. The “ A ” quality of commercial anthracene contains 40—46 per 
cent, pure anthracene and the “ B ” quality 26-40 per cent. 

Pitch, The quality of the pitch is determined by the speciflc gravity, 
melting-point range, and ash content. 

90 a. Specific Gravity. The sample is ground up as fine as possible, or if it softens 
too easily it may be melted and cooled slowly, so as to preclude the possibility of any 
air bubbles remaining in the pitch. The ground-up pitch is melted in an iron dish 
and cooled till viscous. It is then moulded to form a lump, suspended by a very fine 
thread to the arm of the balance and weighed. It is afterwards weighed in water, 
when the specific gravity may be calculated. (See 45a, 46&.) 

90&. MMng-, Twisting-^ and Softming-Points. A piece of the sample of pitch is 
moulded to form a block 2 inches by ^ inch square, and is suspended in water over a 
porcelain dish by means of a wire thrust into it while the wire is hot. The water is 
heated at a constant rate of 2° C, per minute, and as the softening-point is approached 
it is taken out for an instant and an attempt made to twist it. The point at which 
the pitch gives at once to the fingers, without appreciable force bemg apphed, is 
taken as the twisting-point. The heating is then continued, and when the pitch, as 
suspended, begins to lose its shape, the temperature is read as the softening-point. 
When the pitch drops off the wire as a fluid mass the melting-point is reached. 

Spielmann and Petrie suggest a method which consists of suspending a block 
of the pitch inches long by \ inch square by a wire in such a way as to form an 
L.” The lower arm of the “ L ” is formed by the block of pitch. As this is heated 
and the pitch softens the block falls over, and ultimately comes into line with the 
vertical arm. The temperature at this point is taken as the softening-point. 

90 c. Volatile Matter and Ash One gram of the finely powdered sample is 
weighed out into a platinum crucible, covered with the hd and gently heated over 
a Bunsen in a draught-cupboard until the main bulk of volatile matter has been 
removed. It is advisable not to allow the gas evolved to catch fire, or dense clouds 
of soot will be formed. The crucible is finally heated over the full force of a M4ker 
burner for 5 minutes, removed, cooled, and weighed. Loss is the volatile matter. 
The coke is burnt to ash and the crucible again cooled and weighed to obtain the 
weight of ash. 
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AMMONIA 

The recovery of anunonia is dependent in the first place on the conditions of carbonisa- 
tion. Although it appears to be possible under certain conditions to obtain as 
ammonia practically the whole of the nitrogen combined in the coal, it is very rarely 
that more than 20 per cent, is actually recovered and worked up to sulphate of ammonia^ 
The bulk of the nitrogen remains in the coke, from which it is apparently impossible 
to entirely remove it without complete gasification. Conceivably the nitrogen is 
liberated from the coal in the form of basic compounds similar to, and largely con- 
sisting of, ammonia, but secondary reactions reduce the amount in this form by the 
formation of cyanogen compounds and free nitrogen. Low temperatures during 
carbomsation are not conducive to a high evolution of ammonia, nor is ammonia 
present to any great extent in that portion of the gas which is liberated on the cooler 
side of the plastic zone. On the other hand, exposure of the gas to hot coke or radiant- 
heat leads to excessive loss by the decomposition of the ammonia. Steaming the 
charge, and dilution of the gas with water vapour and hydrogen increase the amount 
recoverable. 

Of the ammonia passing as such to the foul maiu, a considerable portion of that 
combining with hydrochloric acid is lost in pitch deposits. Eurther loss occurs in the 
use of hquor for flushing mains, and generally speaking in all cases where liquor is 
handled or exposed to the atmosphere. It is not safe to rely on the odour of ammonia 
as a criterion of loss taking place, as the ammonia vapour is readily absorbed by the 
moist and usually slightly add surroundings of a gasworks, and so the odour rapidly 
disappears. It is often difficult to trace or become aware of loss from leaking pipes, 
tanks, and weUs, when these are placed, as they usually are, underground. It is- 
often advisable to have draining pits at intervals along important pipe lines so that 
the drainage may be periodically examined for ammoma. 

Loss occurs in the gas passing from the scrubbing system. The total loss in. 
ammoma from all causes, which occurs between the retort house and the sulphate 
plant, is usually very much higher than the loss entailed iu working up the hquor 
to sulphate. Unfortunately it has not been customary to instal any means of measuring 
the liquor made, and seldom is it possible to arrive at the amount of hquor and 
consequently of ammonia which actually arrives at the sulphate plant. The matter is- 
also somewhat comphcated by the fact that a certain proportion of the hquor 
remains in the tar, and before this is separated and returned for sulphate manufacture 
it has suffered considerable losses. It is certainly most advisable that the hqnor 
used at the sulphate plant should be known accurately from day to day, and if 
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possible the amount of “ virgin liquor ” made, and the amount of water used at the 
acmbbers. 

The ammonia in the gas at the retort house can be determined as follows : — 

98(x. Ammonia, in Crude Oas, The apparatus already described (see 386) for 
sampling gases under reduced pressure is used. The hot gas drawn downwards 
through a glass sampling tube, passes directly through an absorption vessel containing 
dilute sulphuric acid, before reaching the aspirator bottles. The gas is drawn through 
at a convement rate, say, about 1 cubic foot for an hour, and the gas so passed is 
calculated from the amount of water which passes from the first to the second bottle. 
The volume, as usual, is corrected to 60® F. and 30 inches. The sampling tube is 
removed and swilled down iuto the absorption vessel. The contents of the latter are 
transferred to a boiling flask through a fWielnnd-aphig^f cotton-wool which will 
retain the thick tar. The- funneLand bottle are washed out with cold watOT. The 
ammonia is then determined by distillation into standard acid as detailed later, 
^See 93d.) 

Virgin Liquor, As the gas is cooled, fixed salts are deposited which are 
subsequently dissolved in condensed steam. Below about 80® 0. ammonium sulphide 
and carbonate are formed in solution. The liquor so formed is known as the virgin 
liquor.” The ammonia content of this varies according to the temperature of separa- 
tion from the gas, and the concentration of the ammonia and steam in the gas. 
Naturally i£ the hquor is run off from the foul main at a high temperature it will 
contain very little ammonia, and it is often advisable to collect and circulate this 
liquor through the scrubbers to increase the strength. Excessive steaming will 
result in a very large amount of weak liquor. The strength of the liquor from the 
foul main and condensers is determined from time to time and compared with the 
scrubber liquors. 

936. Crude lAqaor, The sampling is made as in the case of tar (see 82a) and the 
sample will usually include a considerable amount of tar, some of which may float on 
the surface. The whole is allowed to stand and the separated liquor taken for 
analysis. 

98c. Specific Graoity. The specific gravity may be required in order to arrive 
at the weight of hquor. The determination is of no use whatever as a guide to the 
content of ammonia. The use of hydrometers is quite reliable provided tar is 
absent. 

93d. Ammonia, It is customary to distinguish between the ammonia which is 
volatile on distillation — ammonia in the form of carbonate and sulphide — and the 
portion of the ammonia which cannot be driven off unless the equivalent amount of 
alkali is added. The former is termed “ free ” and the latter fixed.” The estima- 
tion is carried out by placing 26 c.c. of the hquor in a 760 c.c boilmg flask contammg 
about 260 c.c. of water. A small piece of zinc or porous pot is added to prevent 
bumping, and the free ammoma driven off by distillation into 60 c.c. of normal sul- 
phuric acid. A splash bulb is necessary at the head of the flask and a short condenser 
18 advisable. The apparatus shown (Fig. 24) is convenient for all such determinations 
of ammoma by distillation. When about 160 c.c. have passed over, the apparatus 
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is disconnected and tlie adapter rinsed into the acid. The excess of acid is then, 
titrated hack with normal alkali, using methyl orange as indicator. Methyl red may 
be used, provided carbon dioxide is expelled by boiling the distillate for a few minutes. 
The distillation may then be continued mto fresh standard acid after adding about 

60 c.c. of 10/N alkah to the residue of the 
flask. The fijted ammonia evolved is dis- 
tilled mto 10 c.c. or more of normal sul- 
phuric acid, and the excess titrated back 
as before. If only the total ammonia is 
required the caustic soda is added at once 
to the crude hquor and the ammoma dis- 
tilled into 50 c c. of normal acid. 

The method does not distinguish 
exactly between the ammonia oombined 
as a salt of mineral acids, such as 
chloride, and that present m weaker com- 
bination, such as carbonate, since chloride 
and sulphate are to some extent decom- 
posed on boilmg impure solutions. 

It is still common to express the 
content of ammoma in terms of “ oz. 
strength,” an expression which has now 
lost its utility. This represents the num- 
ber of ounces of sulphuric acid which will 
be exactly neutrahsed by the ammonia 
in one gallon of the hquor. A liquor of 
Fia. 24.-Ai.PA3^^^B Estimation standard stren^ is » 10 oz.” and con- 

tains 1,518 grains of ammoma, equivalent 
to 0'8421 lbs. of sulphate of ammonia per gallon. For ordinary use it is more 
convenient to use the percentage weight /volume ; in which case “lOoz. liquor” 
contains 2*1658 grams of ammonia per 100 c.c. 

94a. Ca/rbonaie. It is desirable, for the sake of the quahty of the gas, that as 
much of the carbon dioxide should appear in the liquor as possible. The estimation 
is made by dropping 26 c.c, of the hquor gradually from a pipette into excess of clear 
ammomacal calcium chloride in a comcal flask. The reagent may be prepared by 
adding amm onia to 10 grams of calcium chloride till the precipitate is ]ust dissolved. 
The solution is passed through a filter paper immediately before use, and made up to 
about 100 c.c. A portion of 26 c.c. diluted to 300-400 c.c. with fresh distilled water will 
be sufficient. The flask containing the precipitated calcium carbonate is closed with 
a cork and short length of capillary tube to provide an outlet, and heated on the water 
bath for an hour or so with occasional shaking. The precipitate is filtered and washed 
with boiling water. The residue is placed in the funnel above the original flask. The 
filter paper is pierced and the bulk of the precipitate is washed through. An excess, 
say, 60 c.c., of standard normal hydrochloric acid is run in, over and through the 




AMMONIA 


95 


filter paper. The paper is washed with hot water into the flask and the excess of 
acid titrated back with normal alkali, using methyl orange as indicator. 

{NH^)^GO^+GaGl^^GaCO^+2NH^Ol 
GaGO^+2 HGl^GaGl^-^GO^+H^O. 

95 a. Ghloride. A portion of 25 c.c or so of the hquor is diluted and heated 
to remove volatile ammonia. Hydrogen peroxide,^ say, 26 c.c. of 10 voL, are added, 
and the boihng continued. A few drops of potassium chromate are added to the 
boiling solution, followed by a slight excess of sodium carbonate. After filtration and 
coohng the filtrate is made up to 250 c.c. and a portion is withdrawn, neutrahsed with 
dilute mtric acid, and titrated with standard neutral silver nitrate solution. 

In the case of very dirty hquor the following method may be preferred : The 
liquor is evaporated to dryness on water bath, taken up with water and filtered. 
The filtrate is mixed with ferrous sulphate to keep the solution reduced, and copper 
sulphate is added to precipitate thiocyanate. The latter is removed and washed with 
a httle w’arm water. To the filtrate is added nitric acid, followed by excess of silver 
nitrate. The solution is heated to boiling-point, filtered, and the residue washed with 
hot water. The bulk of the residue is digested with cone, nitric acid to decompose 
any thiosulphate. The residue is taken up with water, filtered through the same 
filter paper, and the whole dried. The filter paper is incinerated separately to the 
bulk of the residue, the ash is added to the latter m a tared crucible, moistened with 
a drop of nitnc acid, followed by a drop of hydrochloric acid, and heated to about 
350° 0. for a few minutes, or until the silver chloride just shows signs of fusion at the 
edges, then cooled, and weighed as silver chloride, AgCZ. 

NH^Gl+AgNO^=^AgGl+NH,NO.j. 

95 &. Sulphide. A portion of, say, 25 c.c , of the liquor is added to excess of 
ammoniacal zinc chloride, diluted to about 100 c.c. with warm water. The pre- 
cipitate of zinc sulphide is decomposed with iodine as described later. (See 1146.) 

95c. Sulphate. A known quantity, say, 200 c.c., of the hquor is evaporated 
nearly to dryness. One or two c.c. of cone hydrochloric acid are added to decompose 
thiosulphate and the evaporation continued. The residue is extracted with water 
and the sulphate precipitated as barium sulphate. (See 28a.) 

96 d. Total Sulphur. A known quantity, say, 10 cc., is dropped into 25 c.c. of 
fuming nitric acid in a conical flask with agitation. The solution is gently warmed in 
a fume chamber till clear, and is then evaporated down to dryness on the water bath 
with a few c c. of hydrochloric acid. The residue is diluted with water and the 
sulphate precipitated as barium sulphate. 

Complete Analysis. For the estimation of cyanogen compounds, thio- 
sulphate, thiocarbonate, etc., see the Alkah, etc.. Inspector’s Reports, 1903 ; 1909 ; 
1917; 1918; 1919. 

95e. Fyndine. Pyridine appears as an impurity m sulphate of ammonia, and 
leads to a good deal of nuisance when the salt is completely neutralised. In many 
cases the amount of pyridine in the liquor may prove worth while recovermg. The 

^ Proved to be free from chloride. 
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estimation in presence of ammonia provides some difficulty. A critical review of 
various methods appears in the Alkali, etc., Inspector’s Report for 1919. Ladd’s 
method is modified and adapted to the estimation m liquor as follows : The am- 
moniacal liquor is made acid and distilled through a small acid trap to remove 
hydrogen sulphide and volatile impurities, and the acid m the trap after boiling is 
returned to the residue. Or, if it is preferred, the liquor may be distiUed with 
excess of a saturated solution of lead nitrate, as in Feld’s method for estimation 
of cyanide. The liquor freed from sulphide is placed in a distilling flask, diluted to 
about 250 c.c., neutralised with soda and an excess of one or two c.c. of a 26 per 
cent, soda solution added, followed by 1 to 1 J grams of sodium citrate. The solution 
is distilled for 35 to 40 minutes into another distilling flask containing 50 c.c. of 
hypobromite solution in 160 c.c. of water, the whole being kept cool. 

The hypobromite solution contains 79-5 grams of bromine and 100 grams of 
caustic soda per litre. The ammoma distilled over with the pyridine is destroyed : — 

2NH.+^NaBrO=^N^+maBr+^Hfi. 

The hypobromite solution is then distilled in its turn untfl 100 c.c. of distillate have 
been collected in a receiver containing 25 c.c. of N/10 nitric acid. The nitric acid 
solution is then titrated with N/10 caustic soda, using first methyl orange as indicator, 
and then continuing with phenolphthalein. The methyl orange end-point is subtracted 
from the phenolphthalein end-point and the difference is multiphed by 0-0079 to 
give the amount of pyridine bases in grams of pyridine. The end-points are difficult 
to judge, and the presence of carbon dioxide in the caustic soda affects the results. 
The solutions are therefore standardised to both end-points before use. The difference 
may amount to 0-5 c.c. and is added as a “ correction ” to the difference of the titres. 

Pndeaux finds that nitric acid is the best standard acid for the purpose, and in 
titrating ammonia m presence of pyridine a-naphtholphthalein gives the best results 
as indicator ; while congo red is the most suitable for pyridine alone. 

Gas ScniihiTbg, When gas containing ammonia is allowed to remain in 
contact with water an equihbrium is established between the ammonia in the gas 
and that passing mto solution. This equihbrium is dependent, the pressure being 
constant, on the temperature and the concentration of ammonia in the crude gas. 
No matter how long the gas and water remain in contact, once equilibrium is estab- 
lished, no further alteration in the distribution will occur. Even at 0° C. the vapour 
pressure of ammonia is appreciable, and therefore it is impossible by mere contact 
of a mass of gas and a mass of water to remove ammonia completely from the gas, 
or to obtain a sufficiently concentrated solution of ammonia in water. If the gas is 
brought into contact with only a small portion of the water till an equihbrium is 
established and the solution is then removed and replaced by a fresh quantity of 
water, a second equilibrium will be established, which wiH diminish the concentration 
of the ammonia in the gas below that possible in the first case. By repeated treat- 
ment with successive quantities of water the ammonia in the gas wfll be reduced to 
an infinitely small amount. It will be obvious, however, that the solutions wfll 
become weaker in each successive case, and in the last case will contain practically no 
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animoma. But by bringing'the last portion of solution into contact witli more of 
the original gas, where the concentration of ammonia is at its maximum, the liquor 
will increase in strength. In practice this is achieved by the counter-current system 
of working. The washing apparatus will consist of a number of compartments 
each containing a portion of the water. Equilibrium is established in each compart- 
ment successively, and the gas and resulting liquor is passed from one compartment 
to another, the flow being in opposite directions. Thus the nearly clean gas is washed 
by nearly clean water, while the hquor of nearly maxirmim strength meets in the 
flnal compartment crude gas of the maximum content of ammoma. To obtain 
equilibrium in each compartment m reasonable time good contact must be made. 
The more intimate the contact the less the time required, and the more rapid may be 
the stream of gas passed through. The ultimate strength of the hquor must depend 
on the concentration of ammoma m the gas in the first place, and on the temperature 
of the gas and water in the second. Modem mechanical washers are constructed 
to give good contact, and the size of the apparatus can therefore be greatly reduced. 
Care must be taken, however, not to reduce the number of compartments. Short 
circmting, by which gas from one compartment can gain access to another without 
establishing an equilibrium in the intermediate compartments, will obviously pro- 
duce mefficient working In tower scrubbers, gravity flow is substituted for mechanical 
pressure, and rehance is placed on a distributing device for splitting the water into a 
fine state of division as it falls downwards against the gas stream. The contact is 
usually poor, and therefore the cross-sectional area must be great to secure the 
necessary time contact. Strictly speaking, the height should merely function in a 
similar way to the number of compartments in a mechanical washer, but owing to 
poor contact equilibrium is spread over a considerable distance, and the height, as 
well as the diameter, is used to give additional time for contact. 

The solution of ammonia in water gives rise to a considerable evolution of heat 
(NHg,Aq= 8,430 cal. : Thomsen), and while in exposed tower scrubbers, where radia- 
tion losses are great, the increase in temperature may not be noticed, it may be sufficient 
to seriously influence the efficiency of mechanical washers operating imder full load. 

One of the greatest troubles of ammoma scrubbing lies m the deposition of tax 
in the scrubber. Contact is lost and a comparatively small deposition may place 
several compartments out of commission. 

The scrubbing system is generally required to remove from 110 to 150 grains of 
ammoma per 100 cubic feet of gas with an efficiency of about 99 per cent. ; m other 
words, not more than one grain per 100 cubic feet is allowed to pass the scrubbers. 
The hquor obtamed should be of such strength that when mixed with the “ virgin 
hquor the whole wiU. give a strength suitable for workmg up at the sulphate plant, 
say, T8 per cent. w/v. Hence the strength of the scrubber hquor depends, to some 
extent at least, on the amount of virgm liquor made. 

The presence of hydrogen sulphide and carbon dioxide reduces the solubility of 
ammonia in water, but it is very desirable to reduce the amount of carbon dioxide 
in the gas. A considerable reduction may be effected, if scrubbing capacity is avail- 
able, by re-circulating the ammoniacal hquor through the first scrubber so that the 
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full equivalent of carbon dioxide may be absorbed. Solutions of sulphides are 
decomposed by carbon dioxide so that the hydrogen sulphide is thrown forward and 
replaced by carbon dioxide. The possibilities of liquid purification are very great, 
but so far have been wrecked by the extreme ease with which loss of ammonia occurs 
in the handling of the hquor Carbon disulphide is another impurity which can be 
removed to a considerable extent as thiocarbonate m the presence of ammomum 
sulphide. 

Control of Scrubbing, Information as to the temperatures prevailing in 
different parts of the system are required. The thermometer arrangements de- 
scnbed in the last chapter may be extended to cover the scrubbing system. Generally 
speaking the lower the temperature the better, but it may be necessary in wmter 
time to allow the gas to pass in at not less than 60° F., and to heat the water used to 
the same temperature so that the purifiers may not be unduly starved. 

98a. Ammoma in the Qas, It will be necessary to keep a constant watch on 
the ammonia passing away, particularly if the condensing system allows the gas to 
pass to the scrubbers at vaT 3 idng temperature, and if the make of gas is subject to large 
fluctuations. The estimation may be carried out by passing the gas direct by as 
short a connection as possible to an absorption vessel containing, say, 50 c.c. of 
normal sulphuric acid. The rate should not exceed about 1 cubic foot per hour. 
After passing the acid the gas is purified by a tube containing oxide of iron and is 
then measured. The excess of acid m the solution so obtained is afterwards titrated 
direct with normal caustic soda, using methyl orange as indicator. In the case of 
a very dirty solution it is distilled with excess of caustic soda into standard acid as 
already described. Turmeric paper, prepared by soaldng absorbent paper in an 
alcoholic solution of turmeric root, is also used as an indicator for checkmg the 
ammoma in the outlet gas. The colour will perceptibly redden with gas containmg 
one grain of ammonia per 100 cubic feet. 

986. Oarlon Dioxide, The gas may be analysed volumetricaUy and the carbon 
dioxide determined by absorption, or if a more accurate method is required the gas 
may be passed through an absorption vessel contaming ammoniacal calcium chloride. 
A guard tube with a portion of the same solution will be reqmred. The gas is after- 
wards measured in the usual way. The liquid after the absorption is treated as in 
the determination of carbonate in hquor. (See 94a.) 

Hydrogen sulphide and sulphur compounds may be estimated as described 
later. (See 1146, 1166.) 

98c. Ammoma in Scrubber Liquors, As there is seldom any quantity of “ fixed ” 
ammoma salts present m scrubber liquor, the ammoma may be estimated with fair 
accuracy by direct titration, or by addmg a known excess of acid and titrating back 
to find the excess, using methyl orange as indicator. The use of hydrometers is to 
be deprecated, as the results are quite unreliable. Heference has already been made 
to the estimation of other compounds m ammoniacal hquors. 

Sulphate Plant, The manufacture of sulphate of ammonia from the am- 
moniacal hquor is a process complete m itself, and should be regarded as a distinct 
manufacture of which complete figures of costs and efficiencies are necessarily to be 
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kept. The raw materials are the ammordacal liquor, sulphuric acid, lime, and steam. 
All of these are measured or weighed and an efficiency balance may be obtained 
weekly with fair accuracy. The efficiency of both the ammonia and acid used on 
the equivalent obtained as sulphate is easily kept over 95 per cent. 

The analysis of ammomacal liquor has been dealt Avith. The actual h’me 
equivalent of the liquor may be obtained as follows : — 

99«. iMThe Equivale7it of Liquor, An average sample of the hme is broken to the 
size of peas. Of this 70 grams are placed in a covered dish and slaked with 760 c.c. 
of boiling water. The whole is then washed into a litre flask and made up to one litre. 
Of this 50 c.c. is boiled with 26 c.c. or more of the crude liquor until no more 
ammonia is evolved. This is allowed to cool, and the excess of lime titrated back 
with normal hydrochloric acid using phenolphthalein as indicator. 

2HCl+GaO=OaCk+H^O. 

The acid used gives the excess of lime, and by deducting this from the amount taken,, 
as estimated by direct titration of a fresh 60 c.c. of solution of the milk of lime, the 
theoretical quantity of the lime required will be found. In practice about 6«10 
per cent, extra will be found sufficient. 

996. Lime, The chief impurity in the lime as received will be calcium carbonate, 
or unburnt hmestone, or possibly silica. An accurate determination of carbon dioxide 
may be made in a calcimeter, that of S. H. Colhns being most suitable. Or a volu- 
menometer may be used. A small weighed amount is placed in a small tube with a 
piece of aluminium foil or wire about 0*08 gram. This is connected by capillary 
tubing to a gas-measuring vessel A few c.c. of pure dilute hydrochloric acid is run 
in, and as the reaction proceeds the tube is warmed. The hydrogen from the 
aluminium carries over the last traces of carbon dioxide. The evolved gas collected 
in the measuring burette is cooled to room temperature, measured, transferred 
to a potash bulb, and the carbon dioxide absorbed. The residual gas is measured 
and the volume of absorbed gas corresponding to the carbon dioxide is corrected 
to N.T.P. ; 1 c.c. of carbon dioxide at 0*^ C and 760 mm. weighs 1*976 mg. 

A rapid volumetric method of analysis, which gives sufficiently accurate results 
for most purposes, consists in slaking the lime and makmg up a htre solution as 
described above. Of this 26 c.c. is warmed to boiling-point and titrated with 
normal hydrochloric acid, using phenolphthalein as indicator. The titration must not 
be made too rapidly and the solution should be well agitated. The titre gives the 
equivalent of the free calcium oxide. A further 26 c.c. is run slowly into excess of 
standard acid in a conical flask boiled for 2 or 3 minutes, and the excess of acid 
titrated back with normal caustic soda and phenolphthalein. This will give the hme 
present, both as oxide and carbonate, whence by deduction the lime as carbonate 
can be obtained. 

Suljihuric Acid. The third raw material, sulphuric acid, requires checking 
for strength and purity. Sampling is effected by dipping glass tubes in the acid, 
closing the top of the tube and withdrawmg the tube full of acid. The samples are 
preserved in stoppered bottles. 
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100 a. Specific Gravity. The strength can be determined by the specific gravity 
for all ordinary purposes. Accurate hydrometers are used and the temperature 
is adjusted carefully to 15® 0. Reference to tables will give the corresponding per- 
centage of sulphuric acid, H 2 SO 4 . The usual strength of acid employed contains 
about 78 per cent, of sulphuric acid, sp. gr. 1*71 (142° Tw.) 

If required, a direct estimation may be mad.e by titration or by precipitation 
with barium chloride. In both cases the acid in combination with the iron will be 
mcluded. Lead sulphate should be removed after dilution. The dilution is made by 
placing 25 c.c. of the sample in 100 c.c. of water in a htre flask, which is cooled and 
made up to the mark. Of this 26 c.c. are taken and. again made up to 1 litre, a portion 
of which is used for analysis. 


1006. Iron. The iron impurity is very detrimental, as it contaminates the mother- 
Kquor, and when a certam concentiration of iron is reached the latter is thrown out 
into the salt. The estimation is made in the diluted acid by warming 60 c.c. or more 
with a few drops of hydrogen peroxide. An excess of ammonia is added, the 
precipitate is filtered off, re-dissolved in very dilute sulphuric acid, reduced, and 
titrated with permanganate. (See 109c.) 


100 c. Lead. Considerable amounts of lead sulphate are sometimes present, both 
in solution and as a sludge. That in solution may be thrown out by diluting 1 volume 
of the strong acid with an equal volume of water, adding 6 volumes of 90 per cent, 
alcohol,! allowing to stand, and filtering off the lead suliihate. It may be washed 
with a mixture of alcohol and water, dried, and weighed. 

lOOd. Arsenic. Traces of arsenic m non-arsenical acid may be detected and 
esti^ted as in the method given for arsenic in coke. (See 496, 49c.) The arsemc in 
pyrites acid may be found by diluting 260 c c. of the strong acid of known sp. gr. with 
an equal volume of water. The whole is warmed to about 90° C. and hydrogen sulphide 
passed in until the precipitation is complete. The arsenious sulphide is filtered off 
and washed with water containing hydrogen sulphide. The filtrate is concentrated 
and a^in tr^ed wth hydrogen sulphide. The precipitate, if any, is added to the 
mam bulk. The whole of the wet precipitate is transferred to a large beaker and 
Agested with sohd ^omum carbonate. The liquid is poured through a filter into 
fl^k and the residue again treated with fresh aLionium car- 

bomte. The residue ^finafiy transferred to the filter and washed ivith hot anmionium 

carboMte solution. The solution is cooled and made up to the mark. Of this 25 c c 

for fw m ^ f to tie bozi 

lodiL Idd™The h "" T ^ bydiochloric acid and 2 grama of potassium 
iodide added, ^e free iodine is removed with a few drops of sulphurous acid and 

Ae e.xcess of sulphurous acid boiled off. A crystal of potassium iodide will show if 

o e an made nearly neutral with caustic soda. Two to three srams of 
pure sodium bicarbonate (a distinct excessl are +1, • , * 

tritt N/10 iodine end nuL “I* 


^s* 03 + 2 /a-t -2 NaiO=AssOs+i Nal. 

* Preferably, absolute alcohol. A rebate on fiio a j. n. , 

conditions axe fulfilled. claimed if certain 
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101 a. Niirous Acid. The presence of nitrous acid renders the acid very corrosive 
towards lead. It may usually be detected by warming about 600 c.o. of the acid in a 
large flask, when a distinct red colour develops, or by addition of a solution of ferrous 
sulphate, when a brown ringis formed. If present in appreciable quantity it may be 
estimated by running the acid from a burette mto a conical flask containing 10 c.c. 
of N/10 permanganate, diluted to about 260 c.c., and kept warm. When the colour 
is discharged the acid used is noted. 

6 N^O.,+4: H^O^=2 MnSO^+6 H^O+5 N^O^. 

Control. It IS not intended here to discuss difierent types of plant or methods 
of workmg them, but merely to indicate the chief means of chemical control. It is 
extremely important that the liquor used should be measured fairly accurately from 
day to day and its content of ammonia estimated in average samples obtained. The 
volume may be accurately measured with a calibrated tank, a weir system, or a 
Eotameter.” The strength and quantity of acid used is also to be carefully noted, 
and the stocks of mother-liquor and sulphate balanced at every opportunity. It 
must be remembered that acid kept in stock becomes gradually weaker, and allowance 
has to be made for this. In addition to the raw materials already mentioned, the 
amount of steam and water are worthy of attention, as they form an appreciable 
part of the cost. 

1016. Spent Liquor. The spent liquor is preferably sampled continuously. 
Several excellent sampling devices are on the market. The ammonia in the spent 
hquor is estimated by distilhng 250 c.c. with excess of caustic soda into 50 c.c. of 
N/IO sulphuric acid. The excess of acid is afterwards titrated back in the manner 
described for ammonia in hquor. (See 98d.) P. Parrish considers the economical 
limit of ammonia allowed in the spent liquor to be 0-016 per cent., but usually 0*010 
per cent, is considered the desirable upper limit. 

101c. Excess of Lime. A dro|) or two of phenolphthalein is added to 100 c.c. of 
the spent liquor. If there is a colouration shovdng alkalinity, the whole is titrated 
with N/10 hydrochloric acid. If alkalinity is not shown, insufficient lime has been 
used, and the deficiency may be gauged by adding a Imown excess of lime and titrat- 
ing back. The alkahnity can be expressed in grams of calcium oxide, CaO, per 
100 c.c. 

The quantity of spent liquor effluent is in excess of the crude liquor used owing 
to condensation of steam and addition of milk of lime. The excess is usually about 
40-60 per cent. 

lOld. Waste Gases. Ammonia is liable to pass into the waste gases if the 
saturator bath is too weak or the distribution of the gases entering the saturator is 
defective. It is convenient to have a catch-box containing acid after the saturator. 
Turmeric paper may be used to indicate ammonia in the waste gases. For longer 
tests an aspirator and absorption vessel contaimng sulphuric acid is used as in 
estimatmg ammonia in coal gas under vacuum. (See Carbon dioxide and 

hydrogen sulphide may also be estimated by methods of gas analysis, but it is 
to be remembered that the amounts per cubic foot will be considerably higher in 
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waste gases than m coal gas. The results will be given per cubic foot of the waste 
gas, excluding steam. The volume and composition of the waste gas passing can be 
calculated roughly from the composition of the liquor and the amount used per hour. 
Linder found that the composition in one case was 

002=86-6 per cent. ; 12*6 per cent. ; jH’OiV=0*9 per cent. 

Saturator-Liguor and Mother-Liquor, The saturator contents are usually 
kept at about 3 per cent, acidity reckoned as sulphuric acid. The control is frequently 
exercised by taking the specific gravity of the hot hquor as obtained by dipping the 
saturator with a TwaddeU hydrometer, but a titration is munh to be preferred. 
The strength in the former case is about 56° Tw. when the salt is falling. It is not 
possible to keep the contents of the saturator neutral, as ammomum sulphate suffers 
decomposition at boiling temperature. < 

Practically all the impurities accumulate in the mother-liquor until a certain 
concentration is reached, when they are thrown out with the salt. By a periodical 
cleansing of the mother -hquor a very pure salt can be maintained. The chief 
impurities are iron and arsenic, both of which may be estimated by methods already 
given. 

The presence of tar and particularly paraffin is very detrimental- Not only is the 
salt contammated, but the crystallization becomes intermittent and the grain of 
crystal is very small. Very considerable trouble was experienced on an occasion when 
paraffin wax was found floating on the cooled mother-hquor. The salt was only 
thrown down at intervals and the ejector operated unevenly, giving sudden bursts 
of considerable violence. 

Armnonium Sulphate. Considerable attention has recently been focussed 
on the production of a pure neutral and dry salt. The varieties formerly produced, 
containing small amounts of free acid, caked so that the salt could not be distributed 
with mechanical drills. The bags used to pack the salt also rotted quickly. Eecently 
salt has been produced of a purity comparing favourably with that of a laboratory 
reagent. The appearance has also been improved by an increase m the size of the 
crystal gram, which in the case of the “ Metro ” salt consists of little spmdles about 
J inch in length. The salt is almost universally sold on analysis, and the detenmnation 
of ammonia and of impurities must necessarily be very accurate in method and 
mampulation. Most of the salt manufactured now contains over 26 per cent. NH^. 

102 <2. Sampling. The sampling does not present any great difficiilty, except that 
care must be taken to crush the smallest lumps before reducing the sample to less 
than 10 pounds. The salt is affected by the humidity of the atmosphere, and samples 
are kept m stoppered or sealed vessels. The final reduction is performed on a thick 
glass plate, the granules being carefully crushed and mixed with a spatula. 

1026. Moisture, The moisture is usually determmed by the loss on drying 10 
grams of the salt at 100° C., but if free acid is present, moisture is retained at this 
temperature. In this case the salt may be weighed into a small U-tube. To the 
outlet is attached a weighed calcium chloride drying tube which has been previously 
saturated with dry gas contaimng ammonia. The U-tube with the salt is suspended 
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m a beaker containing a niixbiire of glycerine and water and warmed to 106® 0. The 
dry gas containing ammonia is passed through for about 30 minutes. The calcium 
chloride tube is then detached and weighed. It is replaced and the process repeated 
for a further 16 minutes, when there should be very httle further gain in weight. The 
U-tube and salt can also be weighed back. This will gain m weight owing to absorp- 
tion of ammonia, and will lose in weight by loss in moisture. Knowing the content 
of free acid the allowance may be made for the former, and the gain in weight of the 
calcium chloride tube checked by the total loss thus calculated. 

lOZa- Free Add, Ten grains of the sulphate are weighed out and placed with 
about 160 c.c. of water in a 600 c.c. graduated flask. A few drops of methyl orange 
are added and the acidity titrated (without heating) with N/IO caustic soda. It is 
important that the same end-point be taken as that chosen in making up the standard 
solution. The final yellow is perhaps more definite than intermediate shades. Un- 
fortunately methyl red, which gives a sharper end-point, cannot be used as an indicator 
in this case.i Traces of carbonate and sulphur acids other than sulphate are present 
which affect this mdicator. If the solution be boded, to drive off carbon dioxide, 
thiosulphate decomposes, free sulphur is formed and the acidity mcreases. If the 
salt is alkaline, the alkalinity is estimated m a corresponding manner. 

103&. Ammoma, The neutralised solution from the determination of the free 
acid IS made up to 600 c.c. and 60 c.c. taken for distillation in the apparatus already 
described. (Fig. 24.) About 300 c.c. of water are added, followed by excess of caustic 
soda solution, say, 6 c.c. of a 10 per cent, solution. About 200 c.c. of disbillate are 
collected in 50 c.c. of normal sulphuric acid, and the excess of the latter titrated back 
with normal caustic soda. Methyl red may be used in place of methyl orange as 
indicator if the solution is boiled for a minute or two before titration. The end-point 
is much more distinct than in the case of methyl orange. From the difference in the 
titre of the normal acid before and after distillation the sulphuric acid equivalent 
of the ammonia present is found. 

2 NH^+H^0^={NH^2S0^. 

103c. Blair's Method, A quicker method consists in taking a portion of 26 c.c. 
of the carefully neutralised solution, made up as described above, and placing it in 
a conical flask. About 100 c.c. of water are added and the solution boiled for 3 or 4 
minutes to expel carbon dioxide. About 10 c.c. of a neutral solution of formaldehyde 
is added. This reagent is prepared by adding one part of a 40 per cent, solution to 
two parts of water. A few drops of phenolphthalein are added and then N/10 caustio 
soda is run in until there is just a pink tinge. The solution turns acid and requires 
neutrahsation before use. After addition of the formaldehyde, boiling is continued 
for five minutes. The hot solution is then titrated with normal caustic soda, using 
phenolphthalein as indicator, till a permanent pink colour is obtamed. The formalde- 
hyde decomposes ammonium salts liberating free acid, so that the acid equivalent 
of the ammoma is determined. 

2 CEfi+4. NaOH={GH^)^N^+10 Na^O^. 

^ Jj. Wallis — Private communication. 
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104'a. Insoluble Matter, Twenty-five grams, say, of the sample are dissolved in 
160 c.c. of cold water and filtered through a tared G-oooh filter crucible. The residue 
IS washed with cold water till free from sulphate, and the crucible is dried at 100°^0- 
and weighed. 

M% 7 ior Impurities, Small amounts of iron and lead, as sulphate, ferro- 
cyanide and sulphocyanide, may be present. Traces of carbonate, sulphite, and 
thiosulphate and free sulphur are also common, while traces of arsenic often occur. 
Small particles of pitchy nature resulting from the decomposition of tarry matter 
are sometimes present. 

Coloration in acid salt is generally not developed till the sulphate has been 
exposed to the atmosphere, when the iron compounds oxidise to give basic compounds 
which tarnish the surface of the salt. With neutralisation the iron is immediately 
thrown out and on oxidation gives a creamy tint to the salt. 
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CHAPTER IX 


OXIDE PURIFICATION 

Properties of Ferric Compounds. The existence of definite hydrates or hydroxides 
of iron is still a matter of controversy. It is certain^ however, that if any 
definite compounds of this nature exist there must be a very large number. This 
being so, any statement as to the content of ferric hydroxide or ferric hydrate in 
oxide materials is unjustifiuible and misleading. 

Ferric compounds are known to possess the property of polymerisation and are 
subject to condensation, whereby high chemical complexes are reached. The 
behaviour of ferric chloride may be taken as an illustration. This compound gives 
an acid solution ; and if it is attempted to neutralise the free ” acid by addition of 
alkali the solution remains acid up to the point when the alkali added is chemically 
equivalent to the total acid radicle of the ferric chloride taken. Moreover, up /to this 
neutral point, by adding the alkali very slowly and shakmg well, the iron may all be 
kept in solution. The iron salt must gradually lose its acid radicle to the alkali 
added, but as it remains in solution as a salt it is to be regarded as a highly poly- 
merised base (Fe208)^ (H20)y, combined with an equivalent of acid. Naturally, as 
acid is thrown out by the alkah, the iron oxide becomes more and more highly poly- 
merised, tiU at last the whole of the acid is neutralised and the whole of the iron is 
immediately precipitated as hydroxide There is httle doubt that in these complexes 
water enters into the molecule, and it is not until the oxide is heated to over 1,000° C. 
that the last remnants are expelled. Fortunately, it appears that so long as even a 
trace of water is present, in combination, whether m a physical or chemical sense, the 
oxygen of the molecule may be replaced by sulphur, under suitable conditions of 
temperature ; and under the same conditions may be again exchanged for oxygen 
with liberation of free sulphur. 

This mutual replacement appears to take place without affecting the constitu- 
tion of the molecule , for the physical and chemical appearance of the oxide after 
this double reaction is, so far as can be seen, the same. Hence for all complexes 
containing oxygen there must exist corresponding compounds containing sulphur. 
Regardmg the matter from a catalytic point of view, these various complexes of iron 
sulphide, water and acid radicle play the part of intermediate compounds in the 
reaction— g 0=3 Hfi+2, S. 

Intermediate Compounds. The nature of the intermediate compound formed 
depends on the original oxide used and on the temperature conditions. By varying 
the latter, a successive series of compounds are formed, and as the temperature rises 
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they become more complex and unstable. The reaction becomes quicker, until at 
last the ‘‘ Claus Kiln ’’ effect is observed. As this point is approached, intermediate 
compounds are not visible. The higher intermediate compounds may be regarded 
as s^phides of the type (FeSaT'eS)^, (13^2^)^ oxidise in the presence of water, 

giving two-thirds of the sulphur as sulphate and one-third as free sulphur. When, 
however, the oxidation is carried out at a higher temperature (above 100° C.), instead 
of sulphate, sulphur dioxide and hydrogen sulphide are the products, and an 
equilibrium is established. 

8O2+2 H^=BS+2H^O. 

Increase of temperature favours the reaction from right to left and in practice pro- 
duces a limit when sulphur dioxide, as in the Claus Kiha, appears in the exit gases. 
Sulphur itself is slightly volatile even at ordinary temperatures, and more so as the 
temperature rises. The sulphur vapour formed can decompose water vapour, reach- 
ing an equilibrium in the reverse way. 

Temperature. It will be reahsed that if a certain temperature is necessary 
to induce sulphur to exchange with oxygen in the iron oxide molecule, a correspond- 
ing temperature will be necessary to enable the reverse change to be accomplished 
with equal ease, since it has been found that no molecular changes necessarily take 
place. The heat liberated by the reactions is the chief means available to maintain 
the temperature, and it is obvious that the larger the area exposed the more likely 
it is for intermediate compounds to appear and the more difficult it is to maintain 
temperatures. S imil arly, the smaller the concentration of the hydrogen sulphide in 
the gas the more difficult it is to obtain a quick reaction, and the removal of the 
hydrogen sulphide becomes very difficult. There is, probably, a definite minimum 
purifying area for each variety of material at each particular temperature. With- 
out artificial heat, and under present-day conditions, with most materials the 
minimum appears to be about 0 *3 square foot per 1,000 cubic feet of gas per 24 hours. 

The reaction — 3 HgS+S 0=3 HaO+S S+169-9 cal. — at lower temperatures 
may be regarded as divided into two portions, although in the presence of oxygen 
the two reactions always take place simultaneously, to some extent : — 

(1), . . .3 S^S'^Fe^Oo^^S J?2^H“Fe2jS'3. 
{2)....Fe2S^+SO=Fe^O^+S S. 

For the sake of simplicity, the water combined in the oxide molecule is omitted. If 
in place of the ferric sulphide another sulphide is formed, the total heat hberated will 
always be the same for the same end products. It must be reahsed that oxides in 
use are not homogeneous, and that particles of oxide playing a catalytic role may be 
raised to a far higher temperature than that indicated by the thermometers, which 
only give the average temperature of a relatively large volume. This probably 
explains the fact that a mixture of oxygen and hydrogen sulphide will combine in 
the presence of oxide in small proportion, which is apparently inactive to hydrogen 
sulphide alone, without visible heat effect or change of appearance of the oxide. 
The phenomenon appears to be due to concentration of the reacting gases on the 



OXIDE PURIFICATION 


107 


surface, which, in reality causes a high local temperature. The heat liberated may 
be sufiB-cient to cause a neighbouring particle to reach a sufficiently high temperature 
to enable it to react, and under such conditions the whole mass of oxide may pass 
into use. 

Infl/uence of Water. Apart from the influence water may have on the 
original constitution of the ferric oxide, subsequently it seems to only provide a 
l imi tation on the possible rise in temperature. It is obvious that oxide suspended in 
water to which oxygen and hydrogen sulphide is admitted cannot rise in temperature 
locally, and therefore is very limited in its reaction. The heat liberated is insufficient 
to drive the water off in vapour form. Oxides which in a dry state exhibit a very 
high activity when suspended in water may be inert. Generally speaking, oxide to 
be capable of reaction in water must have been precipitated, or, in other words, 
contain in its composition a very large amount of water. 

Both feme and ferrous sulphides are completely hydrolysed by water at 100° C, 
with evolution of hydrogen sulphide. The reaction is the reverse of the absorp- 
tion. Ferric disulphide (FeS.S) and the higher sulphides, {(FeSg) (FeS)}, are stable 
under these conditions, but these compounds will only oxidise very slowly in presence 
of excess of water and then pass largely to sulphate. In practice, when excess of 
water is present the temperature must be strictly limited. The alternative is to 
remove the excess of water, and by obtai ning higher temperatures the higher sulphides 
may be used as intermediate compounds. The oxidation must then be carried out 
at a similar temperature. 

Natwal Oxides A large variety of natural deposits exists, containing 
20-'30 per cent, of oxide of iron, calculated as FegOj, The exact form in which the 
iron occurs is unknown. 

Massive and crystalline varieties are not available for purification as their 
preparation is too costly. The natural deposits which can be used are all derived by 
solution and re-deposition of iron from the parent rock or by natural weathering 
(degradation). They may be classified as (1) True Bog Ores, and (2) Degraded Iron 
Ores. The former, which are chiefly obtained from Ireland and the German-Dutch 
frontier, are formed from iron solutions flowing into bogs, the iron being deposited 
on the peat fibres by partial oxidation, chemical and bacterial actions. As mined, 
the iron is in a reduced state, and only turns brown on drying and atmospheric 
oxidation. 

Bog ore is suitable for cold alkaline purification and may retain over 60 per cent, 
of water without appearmg wet or sticky. This property is, in fact, a good criterion 
of true bog ore. Nearly the entire content of iron is available, and its distribution 
over the surface of the peat can hardly be imitated artificially. Under favourable 
conditions it can be worked to a content of 60 per cent, of sulphur without change, as 
it gives little back pressure. On the other hand, the density and iron content per 
cubic foot is remarkably small, so that a certaia volume will not purify the same 
volume of gas as the more dense oxides will. 

Many local deposits of degraded iron ores exist in this country, derived from 
ferruginous rocks, such as limestones, basalts, rotten ironstone veins, etc. A few of 
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these, such as Westbuiy ore, are used to a considerable extent. Naturally, they 
vary extensively in iron content and in the availability of the iron which is present. 
Occasionally, as in Lincolnshire and Belgium, vegetation growing on the surface 
provides a considerable amount of fibre, which loosens the structure and gives an 
imitation of bog ore. Usually the oxide has to be broken, crushed, or ground and 
mixed with sawdust or fibre to lighten it before use. These oxides will rarely contain 
more than 36 per cent, of moisture without appearing sodden, and many of them are 
simply mud when the water content is above 20 per cent. The type of iron com- 
pound contained also varies considerably. Yellow ochres, too gritty for the paint 
trade, provide very useful material when suitably prepared. Sometimes, when 
derived from a limestone by the leaching out of the lime, they possess a curious 
minute honeycomb structure, which enables them to appear almost dry although 
containing 30 per cent, of water. When a lump is squeezed water trickles out. As 
it is usually necessary to crush and mix the material in the wet state, the advantage 
of this structure is largely lost. Occasionally deposits of precipitated oxide can be 
obtained locally from colliery water, and these can be usefully used as an enriching 
material. 

Oxides of this class do not, as a rule, give good results with low temperatures, 
but if the heat of the reaction is allowed to accumulate in the mass surprisingly good 
results can be obtained, and the activity is then all that can be desired. 

Artiji£fi(iL Oxides, The basis of most of the artificial oxide used is burnt 
spent oxide, which is usually prepared for use by rendering alkaline with lime or soda 
ash and m i xin g with sawdust or fibre. The addition of the alkali liberates a certain 
amount of “ precipitated ” hydrate from the sulphate of iron originally contained. 
Often, extra sulphate of iron is added to increase the amount thus formed. The idea 
that this small amount of active iron is responsible for the whole of the "work 
done by the oxide is hardly correct, but there is no doubt that it is extremely useful 
in imparting an initial activity to the oxide which gives rise to sufficient heat to 
bring the bulk of oxide into use. Burnt spent oxide itself is not immediately re- 
active, and if suspended in water is quite inert ; but continued exposure in tbe dry 
state brings about an activity which often exhibits itself suddenly and after a lapse 
of time. The commencement of this activity is promoted by raising the temperature, 
and the whole of the iron present may be converted to sulphide and subsequently 
oxidised. The temperature and duration of burning has a considerable effect in 
retarding the immediate response of the burnt oxide when put into use and of raising 
the temperature at which it can be satisfactorily used, hence when the cycle between 
the acid works and the gasworks has been completed three or four times, the oxide 
becomes difficult to use. The oxide, as prepared for use, is usually much more dense 
than other materials, and umt volume will consequently remove a greater amount of 
hydrogen sulphide before it is finally spent ; but it must, necessarily, be worked at 
higher temperatures, and unless carefully watched gives rise to excessive back- 
pressure. 

Oxides from other chemical processes have been tried from time to time, and 
even the inert Bauxite mud ” can be used if the temperature conditions can be 
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maintained. It is better to use sucli material where the concentration of the hydrogen 
sulphide in the gas is greater than in coal gas — for example, in the waste gas purifiers 
of a sulphate plant. 

Various preparations of precipitated oxide are used for strengthening or promot- 
ing initial activity or where the concentration of the hydrogen sulphide is lower than 
usual. Ferrous sulphate may he decomposed with hme or soda ash or ammoniacal 
hquor. Pickling hquors may be similarly treated. Light metal scrap may be covered 
with freshly discharged spent oxide, when heat will develop and the mass gradually 
oxidise to an energetic mass.^ 

Precipitated oxides which have not been dried at a temperature much above 
normal are energetic even in the cold and presence of excess of water. 

The selection and valuation of oxide involve the determination of moisture, loss 
on igmtion, total iron, and the absorption value. 

1 09 a. Moisture. It is often necessary, in the case of wet oxide, to obtain a rough 
sample for moisture which is broken and handled as httle as possible, and to obtain 
a separate sample, which is crushed and quartered, as usual, for the remaimng 
analysis. Moisture samples are immediately divided, bottled, corked, and sealed. 
For the determination, the sample is roughly spread out on a glass plate, and quickly 
mixed, 200-300 grams are exactly weighed into a tared weighing dish provided with 
a good cover.. On completion of drying, at 100-106° C,, the cover is placed to close 
the vessel, and the whole cooled and weighed. Dried oxide is very hygroscopic. 
Loss represents moisture. 

The residue from the detemmnation of moisture, if accurately representing the 
bulk (otherwise a fresh sample is taken), is ground and the fibres chopped, placed in 
a covered vessel and dried again. The cover is replaced, and the whole kept in a 
desiccator. 

1096. Loss on IgnUion. For the determination of loss on ignition, about 1 gram 
of this dry and groimd sample is weighed exactly into a platinum crucible, covered 
with hd and the volatile matter cautiously driven off. The lid is then removed, and 
the crucible is raised to a red heat for about 16 minutes, when the residue should be 
red and free from carbon. The lid is replaced and the whole cooled in a desiccator 
and weighed. 

If required, an approximation to the contained fibre may be made by burning 
off 1 gram of the dried oxide m a combustion tube and estimating the carbon as 
carbon dioxide in a similar manner to a combustion of coal. The carbon is then 
calculated to cellulose CgHioOs or wood tissue — 6 CaHio 05 , CigHisOg. The differ- 
ence gives an approximate figure for combined water, but this figure is of httle value 
as other compounds than those of iron are present, which may hold combined water. 
Moreover, it is almost certain that part of the moisture is combined, i e. enters in the 
composition of the oxide molecule. 

109c. Iron. The residue from the determination of loss on ignition may be used 
for the determination of iron by adding about 2-3 grams of anhydrous sodium 
carbonate, mixing carefully with a spatula, taking care to remove oxide from the 
^ F. H. Walker — private communication. 
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base of the crucible. The mixture is then covered with about 5 grams of sodium 
carbonate. The crucible is covered and ignited very gently at first. The temperature 
is gradually increased to a dull red heat till the melt clears. A M6ker burner is advis- 
able^ and no risks should be taken of gettmg a reducing flame on the base of the 
crucible. Over-fusion should also be avoided, or some iron may become insoluble. 
The melt is cautiously dissolved in dilute sulphuric acid, the crucible and lid washed 
clean and removed. The solution is evaporated, as far as possible, 
on the water bath, when the residue should be white and clean. 
If otherwise, it must be filtered and the residue refluxed. 

The solution is then diluted, made up to 260 c.c., and por- 
tions of 60 c.c. withdrawn, reduced, for example, with zinc and 
titrated with N/10 potassium permanganate. The iron is con- 
veniently reduced in a reductor, consisting of a vertical condenser 
tube with a plug of glass-wool at the base. This tube is filled with 
pieces of zinc rod and the solution passed through, followed by 
four or five washings with very dilute acid. The reduced solution, 
of which a drop should not give a coloration with potassium 
sulpho-cyamde, is filtered free from lead (from the zinc) and 
from sihca by the glass-wool, and passes to a conical flask, in 
which, after addition of 10 c.c. per cent, of dilute sulphuric acid 
and warming, it is titrated. A rather more elaborate form of 
reductor is illustrated (Fig. 26). By manipulation of the taps, the 
hydrogen gas hberated can be passed to the reduced solution to 
displace air or used to create a pressure and cause the solution to 
pass rapidly through the column. 

K^naOg-flO FeS04+9 H2S04=5 Fe 2 (S 04 ) 3+2 MhSO^ 

+2 KHSO4+8 HaO. 

An allowance should be made for iron in the zinc used by titrating 
a blank test, using the same quantities of acid. 

The iron is returned as ferric oxide (FeaOg) on dry and wet 
basis. 

In some cases, the iron may be obtained in solution directly 
by digesting with hydrochloric acid, m which case the iron is 
precipitated with ami4onia after oxidation, filtered, washed several 
Fig 26. times with water, and then re-dissolved in sulphuric acid before 
Modified Jones’ reduction. 

If a complete analysis is required, the melt, obtained as 
above, may be dealt with as described for the analysis of refractory mate;rials. 

11 0 A. AhsoTjptioii Tost, V arious methods of estimating the activity of oxide have 
been used. The following is one of the simplest. 

A calcium chloride tube is fitted with rubber tubing and glass rod stoppers to 
close each end, and into it are introduced 5 grams of the dried oxide to be tested (or 
oxide with a known quantity of moisture may be used). The air is displaced with 
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coal gas, wliich. has been passed througli alkaline pyrogallol to remove carbon dioxide 
and oxygen, and tbe gleiss rod stoppers inserted. Tbe whole is weighed and attached 
to a supply of hydrogen sulphide dried over calcium chloride. To the outlet of 
oxide is attached a weighed calcium tube, in which air has been similarly displaced. 
Hydrogen sulphide is then passed slowly through the tubes. The behaviour of the 
oxide is noted. The fouling is continued for an hour, when the oxide tube should 
feel quite cool. The tubes are disconnected, filled with coal gas as before, the stoppers 
replaced, and the tubes weighed. The total increase in weight gives the hydrogen 
sulphide absorbed. This increase may be calculated on 100 parts of oxide as received, 
and on 100 parts of the FegOg contained. The latter, divided by 63-7, the theoretical 
amount of hydrogen sulphide capable of being absorbed, gives the efihciency ” of 
the iron oxide present. 

It is sometimes of use to repeat the test, adding to the dry oxide an amount of 
water to correspond to the water content of the oxide in actual use. The spent oxide 
derived from the test may then be turned out of the tube, moistened and allowed to 
oxidise. It should be completely revivifi.ed in 24 hours and the free sulphur deter- 
mined after drying at 105° C., as in the case of spent oxide. (See 1186.) After 
extraction of the sulphur the oxide residue may agam be fouled and the efidciency 
again obtained, and this may be repeated as desired. Or, the oxide may be allowed 
to attain 50 per cent, of sulphur by repeated foulmg and oxidation before extraction 
of the sulphur. Probably httle is gained by carrying this procedure out, as the 
contmued efliciency depends on the working conditions more than upon the original 
oxide. As a rule, the efficiency falls off gradually, till with a 60 per cent, sulphur 
content the absorption is only about 5 per cent., and this is largely due to the fact 
that the fouhng and revivffication are intermittent. The heat hberated on oxidation 
is not available for raising the temperature to promote the activity under test condi- 
tions. On the other hand, the temperature is allowed to develop according to the 
heat of the sulphiding reaction, subject only to natural coohng of the surrounding 
atmosphere. To observe the effect of increase in temperature, the absorption tube 
may be immersed in a beaker of hot water. Usually, in practice, the temperature is 
similarly allowed to accumulate, and is only restricted by the cooling effect of the gas 
passing through and radiation and conduction losses. Should this be such as to only 
allow a very low temperature in the boxes, the method of valuation of oxide should 
be altered accordingly. The oxide should be wetted with water to give a moisture 
content approximating to works’ practice, and the tube kept cool by immersing in 
cold water. Further information may be obtained in this respect by placing a known 
volume in a U-tube of standard dimensions and passing ordmary crude gas through 
at a given rate and noting the time during which the gas at the outlet of the tube 
remains free from hydrogen sulphide. This test is a strictly comparative one. 

A more elaborate method and apparatus for determining the absorption 
volumetricaUy is described in the Alkah Inspector’s Report for 1911. 

The absorption values of partially spent oxide may be obtained in a similar way. 

Control of Punficahon, In the case of overtaxed purifier plant, Avhen the 
temperature of the oxide is tending to become too high, relief may be obtained by 
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increased circulation of liquor througli tlie scrubber, so as to reduce the hydrogen 
sulphide content at the inlet of the purifiers. 

While a certain amount of control can be exercised in regulating temperature at 
the inlet of the purifiers, this always varies considerably between summer and winter. 
With tower scrubbers in the open, little can be done except to provide steam-heating 
coils at the bottom of the boxes. The water used at the scrubbers may be warmed 
to, say, 60° S’. Open steam, admitted to regulate moisture content, adds very little 
heat to the purifying mass unless in such quantity as to be otherwise detrimental, 
A great deal may often be done in conserving the heat of the reaction by protecting 
the boxes from exposure to cold winds and rain. 

If the temperatures are low, the moisture content of the oxide charged is reduced 
as far as possible, and it is advisable to bring oxide required for charging in winter- 
time under cover during the autumn. The temperature of the gas rises during its 
passage through working boxes, and this is the chief means of removing excess of 
moisture in the oxide and that formed by the reaction. With three milhon cubic feet 
per day passing in at 60° F. and out at 80° F., the amount of water taken away will 
amount to nearly 1 ton per 24 hours. 

It is obvious that if the last box is allowed to get cold condensation will quickly 
render the oxide waterlogged. Rotation is arranged to avoid this, and is regulated 
by taking into account the relative absorption of hydrogen sulphide m each. box. It 
is preferable not to arrange a definite rotation, but to move the boxes “ backwards ’’ 
or ‘‘ forwards,” according to the data obtained. 

The admittance of arc is carefully controlled from the point of view of the 
regulation of temperature, the cleaning of the gas, and the effect of the inert gas so 
admitted. It is admitted in the first box if this is not too active. The supposition 
that oxidation and sulphidation will not occur at the same time is a fallacy. It 
should be remembered that the larger part of the heat is released on oxidation, and 
the air is therefore to be admitted where the heat is needed. The air should, of course, 
be admitted at the purifiers. If drawn in at the condensers part of the oxygen will 
be absorbed by the tar and will not be available for purification. 

The first box generally absorbs about two-thirds of the total hydrogen sulphide 
entemg, and as soon as this falls off materially, it should be changed round to another 
position. When the absorption m the first box falls off rapidly, after one or two days 
m that position, the time has come to empty and re-charge it. By carefully exam- 
ining the purifying boxes in this way, a great deal of expense m emptying and 
recharging may be avoided. Very often the necessity arises to empty boxes, owing 
to back-pressure troubles, but this may largely be avoided by admitting steam with 
the gas stream so as to keep a continual and uniform dampness of the oxide. The 
back pressure usually arises through the oxide becoming dry. The fibres in it when 
dry and charred will not be effective in keeping the mass open. Boxes allowed to 
cool in presence of moisture also set hard, particularly if the volume of gas passmg 
through is greatly reduced. Trouble in this respect often occurs with a varying load. 

The admittance of ammonia should be strictly limited, for economy’s sake, to 
one or two grains per 100 cubic feet at the most, and even this is only necessary when 
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for some reason the temperatures have fallen. Spent oxide while revivifjdng almost 
Always turns acid, and sometimes the amount of soluble iron salt may be sufS-ciently 
high to make it worth while to add an alkali to throw out the iron hydrate. Lime 
may be added for this purpose, and should be freshly slaked. It is mixed with the 
oxide and the whole allowed to stand some time before charging. Ammonium salts 
in the oxide are decomposed in this way, and the ammonia in turn releases the iron 
hydrate. It may be noted that calcium carbonate will not precipitate a ferrous salt. 
Lime added in this way is strictly lirmted, as it adulterates the oxide and adds to the 
trouble in keepmg back-pressure down. Cyanogen is largely removed in the purifiers, 
^nd while it may throw a certain proportion of the iron out of use as a catalyst for 
hydrogen sulphide, in view of the corrosive properties of cyanogen compounds in the 
gas their removal is a matter to be encouraged. A good deal emerges in the drainage 
sLmuor as thiocyanate when revivification in situ ” is used. 

^"^iCaibon disulphide in the gas may also be considerably reduced under circum- 
stances not ^i^^nl^ar, but possibly by catalytic decomposition, as m Gf-uiUeth process. 

2 H^0+CS^^G02+2 H^. 

'This and the reaction of sulphur vapour with steam : 

3 8+2 H^0=S02+2 E^S 

:account for the occasional appearance of traces of hydrogen sulphide in purified gas 
a.t the outlet of the purifiers In freshly tumed-out spent oxide, which is warming 
up by oxidation, both sulphur dioxide and hydrogen sulphide can be detected. It 
will be realised that should the temperature get out of control the latter reaction 
becomes a very serious matter, and in one mstance known by the author there was 
^ very copious evolution of hydrogen sulphide, ammonia, steam and sulphur dioxide 
at the outlet of the box. The hydrogen sulphide and ammonia were several times 
greater in amount at the outlet than at the inlet. In fact, the box had practically 
turned into a Claus Kiln. 

The working up of oxide is, necessarily, carefully watched. A good plan is to 
-divide new oxide mto parcels sufficient to fill a box and label each parcel. A record 
IS then kept of the composition, behaviour, final analysis, and, as far as possible, of 
the weight of each parcel at different stages. The parcel, of course, increases m 
weight and bulk, and after use, is too large for one box. The residues may be roughly 
■credited to the respective parcels, and finally mixed to form a new parcel. 

A cost balance can be struck when each parcel is finally sold, which will go far 
to bring purification on to the profit side of the works’ costs. 

Analytical methods used for obtaimng the necessary information are detailed 
below. 

113 fit. Temperature. A sj^tem of temperature control is essential for proper 
working, particularly with hmited purifier space. This should include the recordmg 
of the temperature of the inlet and outlet gas from each purifier section and the 
temperature of the oxide in each box. An installation of electrical resistance ther- 
mometers is very convenient. In any case, the thermometer bulbs must be well into 
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the gas stream or 2 feet into tte oxide, and if metal protection covers are used round 
tte thermometer these should be msulated from the outside so as not to conduct an. 
appreciable amount of heat away. If steam or other means of heating are used, the 
position of the thermometers must be such that they are not directly influenced. 
When hurdle grids are in use the thermometers mserted in the oxide are placed over 
or through the central double grid so that the other grids fall away on each side from 
the stem. The expansion and consequent movement of the oxide towards the sides 
will not then break or bend the thermometer stem. The thermometers are with- 
drawn before emptying the box. The temperatures recorded are the average temper- 
atuxes of the neighbouring oxide, and are certainly lower than the maximum 
temperature of mdividual particles. 

Moutwre. The moisture content of the gas at different points is generally 
equivalent to saturation at the temperature obtaining, but this is not always the 
case, particularly in summer-time. The most convenient method of estimating the 
moisture is by using some form of hygrometer and obtaining the dew-point. Eeference 
to Q-laisher’s Tables will then give the correspondmg water content. (See 141a.) 

Hyd/rogm Sulphide. The hydrogen sulphide content of the inlet gas varies 
considerably, accordmg to condensing and scrubbing arrangements. It may be as 
low as 300 grams per 100 cubic feet, or as high as 500 grams. The only convenient 
and accurate method of determination is by absorption in ammoniacal zmc chloride 
solution. 

1146. Method {after Linder). A samphng connection of glass tubing is arranged 
direct to the gas main, with as few rubber connections as possible, and as short as 
convenient. Such rubber connections as are necessary are made so that the glass of 
each end-piece is pushed through the rubber to touch. The whole is blown out with 
the test gas for 6 or 10 minutes. Two absorption bottles are connected, each con- 
taining 25 c.c. of an N/5 solution of zmc chloride to which has been added cone, 
ammonia tUl the precipitate is just re-dissolved. A test meter is attached to the 
outlet. All connections are wired. One cubic foot (or more) is passed through ia an 
hour (or longer), and the absorption bottles are then disconnected, the precipitate 
of carbonate and sulphide transferred to a filter, and washed once or twice with 
warm water. The filter paper is then perforated and the precipitate washed through 
into a conical flask containing 50 c.c. N/10 iodine solution acidified with dilute hydro- 
chloric acid. The filter paper and the absorption bottles are cleaned up with drops 
of very dilute hydrochloric acid and washed into the iodine solution The contents 
of the comcal flask are then shaken vigorously for 10 minutes and the excess of iodine 
titrated with H/IO thiosulphatej using starch indicator near the end-point. 

ZfiS 2 . 

The gas measured will be smaller in volume by the amount of carbon dioxide 
and hydrogen sulphide absorbed. The volume may be corrected by the total 
percentage absorbed m caustic soda, as determined experimentally, in an Orsat or 
Hempel apparatus. This is not necessary if the percentage is reqmred on purified 
gas. 
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If the precipitate is too bulky and clogs the inlet tubes of the absorption bottle, 
or if a smeU of hydrogen sulphide is observed on mixing with the iodme solution, 
the reagent is used in greater dilution and less gas is passed. 

An acid solution of cadmium chloride may be used in place of the zinc chloride. 
The precipitate is filtered off, oxidised with bromine water, and the sulphate pre- 
cipitated as barium sulphate. 

The direct use of iodme leads to erroneous results, as unsaturated hydrocarbon 
vapours are also oxidised. For rough mdications of the working of the purifi.ers the 
following method may be used. The results are approxi- 
mately correct only so far as difference in the values 
obtained are taken. « I 

115a. Approximate Absorption Test. Short glass con- 

are arranged at the inlet of the purifier section ^ 

and at thn otrtl^t of each box. A bottle holding about W W ^ 

4 htres is fitted with rubber cork (vasehned on the under- ^ 

side) and delivery tubes, one of which is a short tap- f 
funnel, and the other a tube with stop-cock reaching to 
the bottom (Fig. 26). The capacity of the bottle is deter- 
mined to the cork by fiilling with water and emptying mto 
a measure. The dry and clean bottle is filled with the 
test-gas by connecting to the inlet tube and allowmg gas 
to pass full-bore for 6 to 10 minutes. The taps are then 
closed and the bottle removed to the laboratory, where 
excess (50 c.c.) of N/IO iodme solution is added through 

the tap-funnel. The whole is well shaken for 6 minutes. LI 

The tubes may then be removed, when lead acetate paper fiq. 26.— Bottx-b por 
exposed inside should show no stain. Estimation op Hy- 

m-i r T ^ J ^ *^1 -VTnn nROOHN SuiPHIDn. 

The excess of iodme is titrated back with JN/10 
thiosulphate, adding starch indicator near the end. This test is made at the 
inlet to the section of purifiers and at the outlet of each box. Since the outlet of 
the last box is presumably free from hydrogen sulphide the titre is the iodme value 
of the gas, and is subtracted from the titre at other points to give the hydrogen 
sulphide by difference. The difference between the figures arrived at for the inlet 
and outlet of each box gives an approximate figure for the hydrogen sulphide 
absorbed. The hydrogen sulphide may also be determined volumetrically by ab- 
sorption. The most suitable reagent is a shghtly acid 10 per cent, solution of 
cadmium chloride. The gas is measured in a Hempel or other burette and passed 
over the reagent. The absorption is noted. As the percentage by volume only 
amounts to about 1-2 per cent., the figure obtained is not very exact. 

Ammonia. The ammonia in the gas can be taken as that at the outlet of 
the scrubber system. Usually it will be found completely absorbed in the purifiers. 

Tar. Tar in the gas from the outlet of the scrubbers may be estimated, as 
already described, but since the amount of tar is small more gas is used for the 
determination. (See 81a ) 
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116a. Oxygm, Tlie oxygen at the inJet and outlet of each box can be obtained 
by analysis in an Orsat or other apparatus in the usual way. A complete analysis, 
or a determination of nitrogen, at the inlet and outlet of the sections, is a good 
check on the air admitted. (See 1356.) 

1166. Carbon Disulphide and Or game Sulphur Compounds. The estimation of 
these compounds in crude gas is a matter of considerable difficulty. One method is 
to estimate hydrogen sulphide by passing the gas through a U-tube containing precipi- 
tated iron oxide, with a guard tube of ammoniacal zdne chloride, and then through a 
meter, finally estimating the sulphur remaining in the Referees apparatus. (See 
142 a. ) In place of the Referees apparatus a caloium chloride tube, to dry the gas, and 
two absorption bottles, each containing 10 c.c. of perhydrol (100 per cent. HgOg) and 
76 c.c. cone, caustic soda may be substituted, and placed before the meter. A 
crystalline compound, possibly Na202’8 HgO, separates. The sulphur compounds, 
exceptmg thiophene, are oxidised to sulphuric acid. The solution is acidified with 
hydrochloric acid, heated to boihng-pomt, and the sulphuric acid estimated by pre- 
cipitation with banum chloride. (See 23a ) 

The whole of the sulphur compounds, including the hydrogen sulphide, may be 
oxidised, either by combustion or after absorption in caustic potash, and a separate 
determination of the hydrogen sulphide will give the sulphur compounds by difference. 

Carbon disulphide may be estimated after ehmmatmg hydrogen ^sulphide with 
oxide and moisture with calcium chloride, by passing the gas through two absorption 
vessels, each with 25 c.c. of alcohoHc potash (a saturated solution of potash in absolute^ 
alcohol), at rate of about 1 cubic foot per hour till 2-3 cubic feet have passed. The 
bottles are then washed out and the solution made up to 260 c.c. with water, 100 c.c. 
withdrawn, the alcohol boiled off, excess of sodium peroxide added, the solution 
boiled, and after coolmg and acidifying the sulphur is precipitated as barium sulphate. 
An error arises through sulphur present iq. the materials used, which should be 
allowed for, and also owing to possible absorption of carbon disulphide in the purify- 
ing train. Gastme recommends passing the gas through cone, caustic soda solution, 
followed by cone, sulphuric acid, and then through the alcohohe soda. The thio- 
carbonate formed in the fibst vessel is decomposed by copper or zme sulphate, and 
the vapour distUled off through sulphuric acid into alcoholic soda. The latter is 
combined with the bulk. The whole is slightly acidified with acetic acid, mixed with 
excess of sodium bicarbonate and titrated with a solution of iodine contaming 1'68 
grams per litre, when 1 c.c. is equivalent to 1 mgm. of carbon disulphide. 

Hardmg and Doran’s method consists in absorbing the carbon disulphide in 
alcoholic potash, as given above. The solution is then boiled, cooled, and acidified 
with acetic acid. The whole is diluted to 500 c.c., and a portion is precipitated with 
a known excess volume of standard copper acetate solution. After filtration and 
washing, potassium iodide is added to the filtrate and the hberated iodine titrated 
back with thiosulphate, giving the excess of copper present. By difference, the 
copper precipitated as copper xanthate, (CS-S * 002115)2 Cu, is found. 

C8^+K0H-\-CJS^0H=CS^DCJS^+H^0. 

^ See p. 100. 
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Cyanogen and, Hyd/rocyanic Add. Two methods have been advocated — ^the 
** polysulphide ” and the “ ferrocyanide.’’ Probably the former is least troublesome- 

117a. PolysulpJiide Method. In this 60 to 100 c.c. of polysulphide solution (pre- 
pared by allowing pure sulphur to stand in a 10 per cent, solution of ammonia freshly 
saturated with hydrogen sulphide) are placed in each of three absorption vessels, and 
10 cubic feet of gas are passed through at a rate of 1-2 cubic feet per hour. The gas- 
is measured after the absorption, and the measurement may be corrected for loss of 
volume m the reagent by determination of the per cent, loss in caustic soda in a gas- 
analysis apparatus. It is usual, however, to report results on the purified gas, and 
this correction is then unnecessary. The meter is protected by a guard tube, with 
dilute acid and an oxide scrubber to remove hydrogen sulphide. The solution result^ 
ing is made up to 600 c.c. with distilled water, and 60 c.c. are taken and acidified 

sifi phurio acid. The bulk of the hydrogen sulphide is expelled by warming 
on a wat^GaSNEOT 16 minutes. The solution is then made nearly neutral with dilute 
caustic soda, and Vsmall excess of lead carbonate is added. The whole is heated 
to boiling, filtered, and the residue washed Excess of sulphurous acid is added to- 
the filtrate to give a decided acid reaction, and it is then heated to about 60° 0., and 
excess of copper sulphate added. The solution is kept hot until the white thiocyanate 
settles, when it is filtered rapidly and washed till free from sulphate. The precipitate is 
thrown into a beaker, 60 c.c. of boiling water with 20-30 c.c. of normal caustic soda- 
added, and the whole is boiled, filtered, and the precipitate washed till free from 
thiocyanate. Dilute nitric acid in excess is added to the filtrate with a few drops of 
10 per cent, iron alum (as indicator). The solution of thiocyanate is then titrated 
with N/10 silver nitrate. Owmg to interaction of carbon disulphide and polysulphide 
the results may be a little high. 

AgN0^+NaCN8=Ag0NS+NaN0^. 

inb. Ferrocyanide Method. In the ferrocyanide method about 26 c.c. of 10 per 
cent, ferrous sulphate solution is placed in each of three absorption vessels and an 
equal quantity of 20 per cent, caustic potash solution added. The gas is passed 
through at about 1 cubic foot an hour until 3 cubic feet have passed. The contents 
are rinsed into a beaker, 26 c.c. caustic potash solution added and heated to boiling. 
The whole is filtered and washed with hot water until a few drops show no blue colour 
when acidified and tested with a drop of 1 per cent, ferric chloride solution. The 
filtrate is diluted and made up to 500 c.c. and shaken well. One hundred c.c. are 
removed and dilute sulphuric acid (sp. gr.=l‘6) is gradually added with constant 
stirring until the solution is shghtly acid to litmus. It is then titrated with zmc 
sulphate solution (about 5 grams per htre) previously standardised against potassium 
ferrocyanide solution (10 grams K4Fe(0N)Q*3 H 2 O per litre). The end-pomt is deter- 
mined by “ spotting ” on filter paper against a drop of ferric chloride. In doing this, 
the precipitate of zinc ferrocyamde must not come into contact with the ferric 
chloride. About 30 seconds are allowed for the colour to develop. 

2ZnSO^+KJde[CN)^^^ H^O=Zn^e{CN)^-^ H^O+2 K^O^. 
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Tte precipitate is not exactly of the composition shown, but this diflB.oulty is 
obviated by standardisation against pure potassium ferrocyamde. 

Instead of the titration with zinc sulphate the ferrocyamde may be decomposed 
and the cyanogen distilled off in the presence of cuprous chloride, as suggested by 
Williams. The solution and precipitate obtained from the absorption is warmed 
gently, with slow addition of sulphuric acid, till the bulk of the hydrogen sulphide 
has been removed. To the still alkaline solution is added lead carbonate to remove 
the last traces of sulphide. The filtered solution is acidified in a distillation flask 
with sulphuric acid, and about 0-2 gram of cuprous chloride, free from basic com- 
pounds, dissolved in a few drops of hydrochloric acid, is added. The whole is dis- 
tilled gently into excess of dilute caustic soda. As the distillation proceeds the 
solution clears — any precipitate produced by the cuprous chloride being gradually 
decomposed. 

The alkaline distillate is titrated with N/10 silver nitrate, after addition of a few 
drops of 10 per cent, potassium iodide, with constant shakmg until the first permanent 
opalescence occurs. 

2 NaGN+AgNO^=NaAg{GN)^+NaNO^. 

and Partially Sjpmt Oxide, As a method of analysis for 
moisture, sulphur and tar in spent oxide has been agreed upon between 
buyers and sellers, this may form the basis of control analysis. 

118a. Moisture, The estimation of moisture is made by drjdng 6 
grams in a steam bath at 100° C. for 1|- hours, cooling and weighng in 
the usual way. The sample is reduced to pass a 20-mesh sieve. A small 
loss of sulphur occurs, as hydrogen sulphide, in wet samples. 

Before estimating the sulphur the oxide must, of course, be com- 
pletely “ revivified.’’ After drying the oxidation is usually complete, 
but if doubt exists the sample should be slightly moistened and dried 
agam slowly at 100° C. 

1186. Sulphur and Tar {Mwrsdm Method), The dried residue from 
the moisture determmation is extracted for 2 hours in a Soxhlet 
apparatus (Fig. 27) with freshly distilled carbon disulphide. The latter 
is then distilled off, the flask cautiously blown out vsdth air and gently 
warmed to fuse the sulphur, care being taken that no loss by overheating 
occurs. After the flask has cooled completely, it is again blown out with 
dry air, and weighed. This gives the total sulphur plus tar. Fifteen 
c c. of cone. (95 per cent.) sulphuric acid are poured on to the sulphur m 
the flask, and the whole heated for 2 hours at 100° C. in a water oven. 
After cooling, the contents of the flask are diluted, filtered, and the 
purified sulphur washed free from acid and dried. The filter paper 
and contents are then extracted m the Soxhlet again with carbon 
disulphide, and the latter distilled off. The residue is fused as before, 
JoxH^T weighed as pure sulphur. The tarry matter is obtained by 

Apparatus, difference. 
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In place of the rather expensive extraction “ thimbles ” a filter paper, folded 
into a cone, may contain the oxide or sulphur. A plug of cotton-wool is placed over 
it and the top edges of the filter paper turned over. The whole is then compressed 
and slid gently into the Soxhlet apparatus. 

Other methods of determining sulphur and tar consist of combustion and 
volumetric cyamde methods. 

11% a. Ammonium Salts and Soluble Iron Salts, Ten grams of the wet sample are 
washed with cold water if alkaline, and with hot water if acid, till free from ammonia 
and iron. The filtrate is made up to 600 c.c. and 250 c.c. are made alkaline with 
-caustic soda and distilled into excess of standard acid to estimate the ammonia, while 
the remamder is oxidised by warmmg with a few c.c. of hydrogen peroxide (10 
volumes). The iron is precipitated with excess of ammonia, filtered and washed. 

■ preg pitate is dissolved in a little dilute sulphuric acid, reduced, and titrated 
wititpenma^toate. (See 109c.) 

1196. Fer^c^amde. Ten grams of the undried sample are well ground in a mortar 
with an equal weight of caustic soda, and sufficient water to make a thin paste. The 
•contents of mortar are transferred to a Buchner filter and the filtrate collected in a 
■250 c.c. flask. The residue is well washed with cold water to make up to the mark. 
Twenty-five c.c. are taken ; the free caustic soda is neutrahsed by addition of 
ammonium sulphate, and the whole then well mixed with cream of lead carbonate 
to remove sulphide. The mixture is filtered and washed. The filtrate is warmed 
and a httle ferric alum added, so that the settled solution shows a blood-red colourl 
The precipitate of prussian blue is filtered and washed, transferred to a beaker, 
26 c.c. of normal caustic soda added, and the iron filtered ofE. The filtrate contains 
the sodium ferro cyanide equivalent of the ferrocyanide and carbonyl ferrocyanide 
<>riginaUy present. The hydrocyanic acid is distilled off in presence of cuprous 
chloride, caught in caustic soda and titrated with silver nitrate, as in Wilhams* 
method. (See 1176.) 

The cyamde found is usually calculated as 

119 c. Thiocyanate. The thiocyanate may be estimated in the filtrate from the 
Prussian blue, by acidifying, with addition of sodium sulphite and copper sulphate 
to precipitate cuprous thiocyanate The thiocyanate is decomposed with caustic 
soda and passing into solution is estimated, after acidifying with nitric acid, by 
ijitration with N/10 silver nitrate in presence of ferric alum. (See 86.) 

ll%d. Carbonyl Ferrocyamde. By addition of five times the volume of alcohol to 
a portion of the original solution, the ferrocyanide, sulphates, and carbonates, may 
be precipitated, leaving the carbonyl ferrocyamde m solution. By determining the 
ferrocyanide in the precipitate the carbonyl ferrocyamde can be obtained by difference. 

119e. Naphthalene (Metro) Ten grams of the original sample of oxide, 
roughly pulverised, is digested with 100 c c. of 90 per cent, alcohol in a small closed 
flask for three or more hours at about 30*^ C. The liquid containing the naphthalene 
IS filtered into a larger flask and the residue washed with alcohol. Four to five 
hundred c.c. of picric acid solution (nearly saturated) is added, and after shaking and 
standing a short time, the picrate formed is filtered and washed into a flask with the 
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smallest quantity of picric acid solution. Absolute alcobol is added to dissolve the 
entile precipitate. Finally, tbe naphthalene is thrown down as picrate by addition 
of a large excess of picric acid solution and the picrate filtered ofE, decomposed with 
hot w'ater and titrated with N/10 caustic soda as described elsewhere. (See 148a.) 
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TOWN GAS 

Under tlie Gas Eegulation Aot (1920), a gas concern may determine practically 
any value for the calorific value of Town gas to be supplied. In view of the findings 
of the Board of Trade Committees on inerts and on carbon monoxide (1921), gas of 
practic^y^fiigy composition may be supplied, provided that it is free from hydrogen 
sulphide, and p^^esses a distinctive odour. Whatever be the values fixed for calorific 
value and comp^tion, they must be maintamed consistently, and with as little 
variation as possible. Under the Act, penalties may be enforced for reduction of 
calorific value below the declared value, and the introduction of recording calori- 
meters wiU allow variation without penalty over only a very short period of time. 

To avoid penalties, the gas supplied is necessarily of a higher calorific value than 
the declared value, and the difference is a loss of thermal value to the gas concern. 
Hence uniformity is an essential feature of modern gas supply, and this must be of 
the greatest advantage to both gas concern and the general public. Only under such 
conditions can the maximum thermal ejBdciency be obtained in the use of gas for all 
purposes. 

The declared value is necessarily fixed, having regard to the maintenance of a 
umform supply. It has also to be remembered that the rate of thermal supply to the 
consumers’ apparatus has to be maintained. Since the distribution system can be 
regarded as fixed, and usually is on the small side, it is obvious that a reduction in 
the calorific value of the gas is a question for serious consideration in view of the 
increased pressure necessitated. Again, the condition of the manufacturing plant 
has to be considered. While no less than 16,500 cubic feet of straight coal gas, of a 
calorific value of 550 B.Th.U. per cubic foot, can be obtained from a ton of coal in a 
coal-testing plant with metal retort — a yield of 86 therms per ton — ^in this case, the 
nitrogen content of the gas is less than 1 per cent., a condition which can hardly 
be approached with fireclay retorts. Yields of over 70 therms per ton can be obtained 
in practice, but the yields of gas per ton or the calorific value are considerably lower. 
It IS not practicable to maintam plant entirely in a new state, and upon the average 
condition of the plant over a considerable period will depend the maximum possible 
calorific value. 

Lastly, and most important, is the question of that particular quality and 
composition of gas which supplies the least costly therm in the gaseous form. This 
depends on both local and general conditioi^, which vary from time to time. The 
relative costs of the production and value of blue and carburetted water gas, of benzol, 
and tar products, of ammonia, and of coal itself, have to be balanced in order to 
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ascertain in wHcL. direction economy lies. It may be pointed out, however, that the 
increased economy which can be obtained by a change in manufacturing operation 
must be substantial to outweigh the disadvantages and costs of altering a settled 
policy. 

As a rule the number of manufacturing units is very large. Many diSerent 
types of gas are manufactured in most works, much bemg produced in intermittent 
plant, and the quality varies accordingly. Mixing efEected in purification plant, and 
in the holders, is sufficient as a rule to take up hourly vanations, but is not sufficient 
to tide over daily fluctuations. Constant determination of the calorific value and 
quality of all the diSerent streams of gas made and distributed is essential, and shows 
the periodical variations in the manufacture in different units which are obscured 
by hourly fluctuations to those in charge of the different units. 

The provision of adequately equipped and properly situated testing stations 
is necessary, and here it may be pointed out that a httle extra care and expense in 
placing and fitting up such stations will make all the difference in the accuracy of 
the results, and will reduce enormously the time and trouble required to obtain the 
necessary information. In spite of the ingenuity which has been exercised m their 
design, the accuracy of scientific instruments, particularly recording instruments, 
remains dependent on the maintenance of fairly equable atmospheric conditions, 
and, in many cases, the supply of clean water at even temperature and pressure. 
Care is to be taken in leading the gas into the station. The pipe used is screwed so as 
to penetrate for a distance of, say, one-third of the diameter of the mam into the gas 
stream, at some point in the middle of a straight length of the main. The lead is made 
as short as possible and is covered all the way. Thereshouldbenopossibility of conden- 
sation occurring in the lead, and a constant stream of gas should be always passing 
through. Governors are necessary in most cases to reduce the gas pressure to about 
2 inches w.g. Sometimes considerable difficulty is experienced in keeping the pressure 
uniform when the lead is taken from a large main at high pressure. A mercury 
governor may be followed by a diaphragm, or a balanced-weight governor. Trouble 
occurs where large fluctuations are experienced, as in the case of the automatic- 
lighting pressure waves, in the jamming of the valves of the governors. Periodical 
cleaning of the valves and the introduction of a vessel, say, of 3 or 4 litres, to act as 
a “ shock-absorber,” will overcome this. Additional governors are almost always 
provided on the instruments. The insertion of a small orifice will often take up sudden 
changes, but there is danger in the orifice becoming choked with dust. 

Testing stations are placed at the outlet of each section of the works’ purifiers, 
on the mains leading from the holders, at the district governors, and in different 
parts of the district. 

122 a. Calorific Value. The calorific value of gas is almost universally determined 
in instruments of the water-flow type. The Boys Calorimeter has been defined as 
the official instrument, and is accurate. For works’ use, however, it suffers from 
somewhat over-elaboration, and the water coils need a considerable amount of repair 
and maintamence. At the present, there is no instrument so reliable, quick, and 
simple as the Junker Calorimeter. 
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There is no need to describe these instruments, as detailed accounts will be found 
in the official Notification of the Metropolitan Oas Referees^ and other works, but some 
notes as to their use may be of service. 

For even ordinary accuracy all calorimeters have to be kept clean and the bright 
parts polished. The thermometers require checking from time to time by removing 
them, and comparing the readings when both are placed in the same vessel of water, 
maintained for an interval of time at diSerent temperatures. Their accurate cali- 
bration is not essential, but there should be no great difference in the readings within 
the limits of use, and for this reason it is much to be preferred if no correction at 
*11 has to be introduced into the calorimetric calculations. The bulbs of the 
thermometers should not exceed 0*26 mches in diameter. {Metro,) 

The meter will require periodical cleaning and checking. A standard bottle 
isTlESed which delivers iS- cubic feet when the air in it is displaced with water between 
two marks. When connected to the meter, which is open to the atmosphere at the 
outlet, the meterliands should show exactly one revolution for each volume of the 
bottle delivered to it. The temperature is adjusted to 60° F. An improved form 
•of the bottle has been designed by Coste and James. 

Meters rarely give the correct registration for all parts of a revolution, but each 
■complete turn should read correctly within the limits of observation. Incorrect 
Tegistration is brought to the correct value by adjustment of the water level, which 
is re-marked so that the same level can again be found. 

The pressure of the gas at the outlet of the meter may be found by a pressure 
gauge and added to the observed barometric pressure before correcting the volume 
cf the gas for the atmospheric conditions. It is convenient to arrange this pressure 
at the outlet of the meter (after the governor) to be constant at, say, 2 mches w.g. 
'(or 0*16 inches mercury), so that the same correction can always be made. {Metro,) 

It is advisable to instal a small baU-cock cistern a few feet above the working 
bench, which will contain sufficient water for an hour’s run, and wiU help to maintain 
■an equable temperature and pressure of the water supply. When bringing a new 
Boys Calorimeter into use it may be necessary to fill the coils with water from a 
high-pressure supply to remove air-locks. 

Usually, for ordinary work, it is only necessary to correct for the volume of the 
gas used saturated with moisture to 60° F. and 30 inches pressure, but for more 
accurate work other corrections are introduced by the Gas Referees, which sometimes 
make a difference of as much as 5 B.Th.U. 

In the first place, the products of combustion escape from the calorimeter 
-carrying an amount of water vapour corresponding to saturation at the temperature 
of their exit. While the gas used for the test is saturated at the in-going temperature, 
the air is usually only partly saturated. The temperature of exit of the products ' 
of combustion may not be the same as that of the atmosphere, and the volume may 
be less than the total volume of air and gas used. The Gas Referees take one volume 
of gas as burning with seven volumes of air to give 6*6 volumes of products. The 
moisture-content of air is determined by use of a wet and dry bulb hygrometer, while 
■those of the gas and products of combustion are taken as the amounts corresponding 
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to saturation at tlie meter and effluent gas temperatures respectively. If the amounts 
in grains of water per cubic foot are a, and c respectively, then 6-6 c.— (7 a+b} 
will be the excess of moisture carried away, and as the latent heat of water (16*6° C. 

—100^ C.) maybe taken as 1,070 B.Th.U. per lb., or grain will carry 


away about 0*16 B.Th.U., whence the correction : 0*16 {(6*6 c— (7 a+b)}. 

The temperature of the products escaping may not be the same as that of the* 
air used for combustion, and heat may be carried away or gained as sensible heat 
in the products. The specific heat of the products may be taken as 0-237. The heat 


lost or gained m the 6*6 volumes of products is approximately 


0*00022 d e, where d is the weight in grains of a cubic foot of saturated products at 
the temperature of the exit gases, and e is the temperature difference between the- 
effluent gases and atmospheric air. The weight of a cubic foot of saturated products 
is taken as the same as for air, and found from Glaisher’s Tables. Tables to 
facilitate the corrections have been constructed by the South Metropohtan Gas 
Company, 

Calorimeters of the water-flow type are expensive and are not portable. The 
quantity of gas used is also large. To overcome these difficulties, and to provide a 
means of checking recording calorimeters, instruments of the “ stiH-water ’’ type* 
may be used. They can be obtained fairly portable, and in any case use a compara- 
tively small quantity of gas, so that the sample can be brought iu a container from 
the sampling place to the laboratory. They require considerable care and skill to 
obtain consistent results, and the operator should always accustom himself to their 
use by practice against a calorimeter of the water-flow type. 

In the Simmance-Abady portable instrument a calorimeter vessel is provided 
with a hollow shaft in which a measured volume of gas is burnt. The gas sample 
is taken in an aspirator vessel and is displaced by water through the burner. The 
burner is lighted outside the calorimeter, and when the water level passes a certain 
mark, the burner is quickly mserted iu the calorimeter, which contaius about one 
litre of water at known temperature. As soon as the water level has reached a second 
mark the burner is extinguished, and the calorimeter taken up and swung in the hand 
to equalise the temperature. The maximum temperature to which the water rises 
is noted, and the calorific value calculated as the product of the rise in temperature,, 
and the total water equivalent divided by the gas used. By suitable adjustment 
of the amount of gas burnt (about 0*06 cubic foot), and of the water placed inside the- 
vessel, the rise in temperature can be made to correspond to T'Ju'th part of the 
calori&c value. The instruments require standardisation against flow-calorimeters.. 
The values obtamed need the usual corrections of the volume of gas used for 
atmospheric temperature and pressure. 

Very accurate results can be obtained with small quantities of gas in a bomb- 
calorimeter, provided with connections for filling the bomb with the gas. The result 
obtained is the calorific value at constant volume, which is about 4 B.Th.U. lower 
than the result at constant pressure. 
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125a. Recordmg Calorimeters. Several different types of recording instruments 
^e available which permit of a continnous record of the calorific value being obtained. 
AH of these are empirical, and although largely automatically corrected for changes 
in gas volume from 60° F. and 30 inches, are necessarily checked frequently against 
^ value obtained by direct observation. When placed in suitable surroundings and 
;$upplied with gas of fairly unifr.im pressure and temperature, consistent results can 
be obtained over long periods, but it is essential that careful and frequent attention 
be given. The Gas Investigation Committee of the Institution of Gas Engineers and 
i>he Fuel Eesearch Board have examined several of the instruments in detail. The 
mbjeet is dealt with elsewhere. 

For works use, perhaps the “ Sarco ” instrument, in which the record is not 
■iKEggfcq^pr gas volume, is as reliable and useful as any, and is nob quite so-subject 
tosuSS^moiE^oonditions, except as regards draughts. Such instruments are exceed- 
ingly useful aMKpracticalLy essential for the control of the quality of the different 
streams of gas. It must be remembered, however, that they record the calorific 
value of the gas passing at any time, but this has no relation with the volume passing. 
Hence in averaging the value for a period from the records, a true average can only 
be obtained by multiplying the calorific value, as seen from the chart, by the make 
of gas passed for each small period, adding and dividmg out by the total quantity 
of gas. When the records are obtained from gas during, or prior to, purification, it 
is frequently observed that the averages do not correspond to the average obtained 
in a similar way from the purified gas ; the former being considerably higher. This 
is due in the finst place to the fact, that when the calorific value is low, the volume 
of gas passing is low, and conversely during the periods of maximum output of gas 
the calorific value is high. As the gases pass through the plant the variations are 
Teduced, and the average comes nearer the truth. The integrating 
device recently described by Professor Boys, in connection with his 
new calorimeter, may overcome this difificulty. There is also a 
natural depreciation in calorific value due to diminution of hydro- 
■carbons during purification, and to air which may be admitted for 
the purpose of revivification “ in situ.” 

Specific Gravity. The specific gravity is of great importance 
in the use of the gas, both as regards the question of distribu- 
tion and design of burners and apparatus. It may be determined 
by directly weighing the gas in a glass globe of known capacity. 

The globe should be balanced by a similar globe to avoid correction 
for air displaced in weighing. The one globe is then evacuated, and 
filled with the gas and the difference in weight again taken. 

1256. Schilling's Apparatus. It is much more convement to 
make use of the fact that the rate of efflux from a small orifice is 
proportional to the square root of the density — the temperature 
and pressure being constant. Schilling’s apparatus (Fig. 28) con- 
sists of a glass cylinder closed at the top, save for a small orifice 
pierced through a platinum disc. An inlet connection for filling Appabatus. 



Fig. 28 . 
Sghxlling 
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tlie cylinder is placed at tlie top and the cylinder is immersed in a jar of water. 
An aspirator may be attached to this connection and the jar first filled with air. 
By removmg a cap over the orifice the air passes out and water flows into the 

cylinder. When the level of the water passea 
a mark at the foot of the cylinder a stop-watch 
is started and it is stopped when the water 
level has reached the top mark. The experi- 
ment IS repeated until three consecutive readings- 
of the time of efl9.ux agree. The apparatus ia 
then filled with the gas and the rate of efflux 

determined in the same way. The specific 

ya 

gravity is then given by ■ 



Fig. 29. — Appas^tvs fob Sampling 
Gas under Prbssuee. 


of efflux in seconds for the 
gas and t for air. 

Owing to the effect of 
the inert constituents m 
raising the specific gravity 
of coal-gas, recording mdi- 
cators can be of great ser- 
vice in controUmg the retort- 
house gas. 

126 a. Analysis of Gas — 
Sampling, As a rule, in 
checkmg the composition of 
purified gas, average samples will be required. For this purpose 
a gas stream may be slowly drawn into a 12 or 20 cubic feet 
gas-holder, mixed and a small sample drawn off ; or a continuous 
sampling arrangement may be used such as mdicated in Fig. 29. 
In this case the Marriott’s bottle is employed to aspirate the gas 
at constant pressure, while a small orifice at the end of the 
tube 0 regulates the volume passed. The sample is sealed off. 
by the gas pressure forcing water up the tube 0 when the full 
sample has been accumulated. If the pressure on the inlet 
vanes, the arrangement shown in Fig. 30 (due to A. Edwards^) 
can be introduced. The fine capillary tube A determines the 
volume of gas passed at pressure maintained constant on the 
inlet side by the governing principle. This latter consists of a 
U-tube, with limbs of unequal area — the bottle and the tube E. 
Pressure applied through B causes the fluid (mercury or oil) to 
rise m E without materially lowering the level in D, Increase 
in pressure merely causes a greater seal on the tube C. The 


- where T is tne time 


(fi) 
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Fig. 30. — Edwards 
Gas Pbessube Re- 
GtriiATOB, 


^ Private commurdcation. 
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effective pressure acting upon A is fixed by the heiglit of tbe end of tbe tube Q above 
the fluid in D. 

The sampling arrangement used by the South Metropolitan Gas Company is 
very similar, consisting of a pressure regulator, a seal to prevent diffusion, and a 
Marriott bottle containing brine, which dnps through a regulated orifice into a second 
vessel open to the atmosphere. Arrangement is made so that a portion of the sample 
may be drawn off for transference to the laboratory. 

Snap samples may be taken in tubes provided with taps at each end if they are 
not required to be kept for more than a few hours. Such sampling tubes are tested 
for tightness by filling with water and holding vertically. The lower tap is opened 
and any leak will show by water dripping out. The tube is then inverted and the 
^Nll<l^ta|i^es^d in a similar way. Even when proved tight in this way the cocks 
cannot be reli^upon to store samples for any length of time. If a little mercury 
is placed in the before use and allowed to fill the capillary tube adjacent on each 
side of the taps, after the sample has been taken, the tube can be relied upon to store 
the gas for a considerable time. The tubes may be filled with water or brme, or a 
mixture of glycerine and water, and the gas allowed to flow in as the liquid runs out 
of the other end. Or the gas may be allowed to blow straight through to displace 
the air for, say, 10 minutes Special tubes may be obtained in which provision is 
made for flUiTig the capillary tube outside the tap with Uqmd before using the 
sample. 

When a large number of samples are required at one time, plain cylindrical 
pipettes can be used. The gas is allowed to blow through the whole of the tube for, 
say, 10 minutes at full pressure when the tube is capped off at each end with rubber 
tubes and chps. The tube can then be removed to a small flame and sealed off at 
the constrictions. In opening the tubes to draw off the sample, each end is snapped 
off under mercury, or m a rubber tube filled with mercury. 

Ahsor^tvm. Whatever the apparatus used for analysis, the carbon dioxide, 
oxygen, unsaturated hydrocarbons, saturated hydrocarbons, and usually the carbon 
monoxide, are absorbed in hquid reagents in the order given with one or two 
exceptions, which will be mentioned later. Hydrogen and methane are estimated 
by processes of combustion and nitrogen by difference. 

The reagents used for the absorption are made as described below : — 

127a. Caustic Potash for Carbon Ihoxide. About 10 sticks, or 150 grams, are 
dissolved in 450 c c. of water, keepmg the containing vessel cool under the tap. The 
solution is stored in a bottle with a rubber cork. Solutions of caustic soda can be 
used, but if the reagent is concentrated, crystals of carbonate may separate while 
in use and block the tubes of the apparatus. 

The solution used must not be too concentrated or the gas will be dehydrated, 
and an undue amount of hydrocarbon may also be absorbed. The absorption is rapid 
and complete in 2 or 3 minutes. The solution given above will absorb 1 or 2 htres of 
carbon dioxide per 100 c c. of reagent. 

127 b, Pyrogallolfor Oxygen, The conjpound 1:2:3 trihydroxybenzene in alkaline 
solution possesses a high reducmg power and will absorb considerable quantities 
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of oxygen. A clear white solution in caustic potash gives on contact with oxygen 
a blood-red, and finally almost black, colour. A stock solution of 10 grams of pyro- 
gaUol in 300 c c. of water is made, and immediately before use an equal volume of 
caustic potash solution (1 part KOH in 2 of water) is added. After a time, and unless 
strongly alkaline, the solution may liberate carbon monoxide. Obviously carbon 
dioxide and acid gases must be removed before the reagent is used. The strongly 
alkaline solution may absorb hydrocarbons, and many prefer to remove the latter 
with bromine water before using this reagent. 

The absorption is rapid, being complete m 3 to 4: minutes, and 100 c.c. of the 
pyrogaUol solution can be used to absorb small amounts of oxygen from over 100 
analyses if kept from contamination with the atmosphere. 

128 a. Bromine Water for Unsaturated Hydrocarbons. A solution is made consist- 
ing of water shaken up with a few drops of bromine and allowed to stand, in presence 
of excess of the hquid, for 24 hours. Or a normal solution of potassium iodide may 
be similarly saturated. (Metro.) It is then of a bright red colour. Pipettes are emptied 
when the colour becomes yellow, or if an oil consistmg of the brominated compounds 
separates. A distinct red colour should be visible in the gas after standing in 
presence of the bromine water for about 3 minutes. The excess of bromine vapour 
is afterwards removed from the gas by passing the latter into the caustic potash 
bulb. Benzene vapour is not appreciably attacked, but may be partially removed 
m solution m the brominated compounds of other hydrocarbons. 

128 &. Phosphorus for Oxygen. Yellow phosphorus wiU absorb oxygen with ease. 
Once the reaction has started it goes to completion. A special pipette is required, 
which is filled with water. The sticks, which have been cut to the suitable length, 
are then introduced. Care is to be taken that particles are not allowed to become 
scattered, or left uncovered, or they may cause fire some considerable time later. 
The phosphorus bulb is either made of brown glass or covered with black cloth to 
protect the phosphorus from the action of sunlight. 

The reaction takes place at about 20° C. with sufficient rapidity and is attended 
by white fumes. Hydrocarbons, such as ethylene, inhibit the reaction, and therefore 
in this case the olefines must be removed prior to the absorption of oxygen. On the 
whole the use of bromine water for hydrocarbons, followed by phosphorus for oxygen, 
appears to be the most accurate method. 

128c. Fuming Sulphuric Add for Hydrocarbons. Fuming sulphuric acid (sp 
gr., say, T93, containing about 20 per cent. SO3) is sometimes used in place of 
bromine water, but is hardly to be recommended. It will absorb benzene and similar 
hydrocarbons as well as the unsaturated ones. Oxygen may disappear from the gas 
in the orgamc compounds formed. Care must be taken to saturate the gas with 
water vapour before readmg the burette after absorption, and to remove acid vapours 
in the caustic potash pipette. 

128d. Reagents for Saturated Hydrocarbons. The correct absorption of benzene 
vapour is obviously desirable, but although many suggestions have been made, for 
example — the use of alcohol (Hempel), and ammoniacal nickel cyanide (Dennis and 
McCarthy) — there is as yet no generally accepted reagent. 
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129a. Cuprous GMoride for Carton Monoxide. The cuprous chloride may be 
dissolved either in an acid or an anunoniacal solution. The former may be prepared 
by dissolving about 120 grams of cuprous chloride in hydrochloric acid of specific 
gravity 1*12. The reagent is kept in contact with copper gauze. Slight oxidation 
will not affect the results, but if the colour becomes green the solution is worthless 
until again reduced. The ammoniacal solution is made up by dissolving 260 grams 
of ammonium chloride in 750 c.c. of water and adding 260 grams of cuprous 
chloride. The whole is well shaken and stored in a well-stoppered bottle. Portions 
are withdrawn as required, and one-third of the volume of strong ammonia 
{sp. gr. =0-905) is added to the portion withdrawn. The gas after the absorption is 
freed from traces of ammonia by transference to a pipette containing acidified water. 

now possible to obtain sufficiently pure cuprous chloride as the commercial 
salt, but this\a^^^pensive and it may be preferred to prepare the salt as follows. 
Scrap copper filings^lrEL.tumings or the crude commercial salt are dissolved in cone, 
hydrochloric acid. The solution is heated to boiling-point and further copper added. 
After digestion for about an hour at boiling-point the solution is poured into about 
ten times its volume of water. After setthng the white precipitate is rapidly filtered 
off under vacuum, or centrifuged, till substantially dry, washed with a little alcohol, 
and again subjected to vacuum or centrifuging. The powder can then be immediately 
used for making up the stock solution. 

Solutions of carbon monoxide in cuprous chloride have an appreciable vapour 
pressure The absorption is therefore never really complete. It is imperative that 
the gas should be treated with at least two separate quantities of solution, the last 
one being a substantially fresh solution. The first solution should absorb nine-tenths 
of the carbon monoxide present and is renewed as soon as it fails to do so. The 
second one wiU then absorb practically all the remainder of the carbon monoxide. 
The readings for each absorption are always taken, and when the second solution 
shows the presence of more than one-tenth of the whole it is used as the first reagent 
and a fresh solution is prepared for the final absorption. 

Probably more errors occur through incomplete absorption of carbon monoxide 
than any other cause. The error is serious, as the carbon monoxide left may eventu- 
ally be reckoned as methane, and this has the effect of reducing the hydrogen figure 
out of all proportion. The mtrogen, which is reckoned by difference, then becomes 
too high. 

Many different forms of apparatus have been designed for accurate analysis, 
in which mercury is used as the confinmg liqmd. The advantages are a matter of 
detail, and the most suitable form is that to which the operator is accustomed. Of 
those which, like the Hempel, measure the gas at constant pressure (atmospheric) 
the Sodeau provides an excellent example. The Bone and Wheeler apparatus, on 
the other hand, measures the pressure of the gas at constant volume. 

1296. Sodeau^ s Apparatus In this the 50 c.c. measuring burette is placed along- 
side a levelling-tube to which it is connected by a T-piece at the base To the third 
hmb of the T-piece is attached a reservoir of mercury, which is counterbalanced and 
can be raised or lowered at wiH, To the head of the measuring burette is attached 

E 
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a U“tube containing water whicli can be drawn along tbe capillary connecting tubes 
to wash out any dirty mercury or residue (Fig. 31.) The pipettes consist of two 
cylindrical bulbs mounted nearly horizontally one above the other. The upper forms 
a reservoir to retain mercury when this is displaced from the lower bulb which 



Fig. 31. — Sodeau’s Gas Analysis Appabattjs. 
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contains the reagent. A tkcee-way cock on eacl pipette carries a little bulb to contain 
mercury, for wasting out the capillary connections between the pipette and the 
measuring burette before and after each transference of gas. The pipettes are con- 
nected as required to the burette by pushing the capillary tubing of -the pipette 
into a piece of thick-walled rubber tubing wired on to the end of the burette tube. 
It is important to grip only 
the two pieces of capillary tub- 
ing near the join when making 
the connection, so as not to 
ibS bring any strain to bear upon 
the taps. The pipettes are 
mounted on stands which slide 
into grooves on the adjustable 
platform, and when not in use 
are stored in an mclmed posi- 
tion so that the weight of the 
mercury does not fall on the 
taps. The burette and level- 
hng-tube are mounted in a 
wide cylinder of water which 
maintains an even temperature, 




while a Kew ” correction- 


Fio. 31 a. 





tube at the side allows of com- 
pensation being made for any 
alteration of atmospheric tem- 
perature and pressure during 
the analysis. A telescopic ar- 
rangement is fitted for reading 
the burette. A cylindrical ex- 
plosion burette, and special 
forms of combustion pipette 
and phosphorus pipette are also 
provided. For absorption of 
unsaturated hydrocarbons with 
bromine-water, contact with 
mercury is not advisable. The 
deterinmation may be carried 
out in the special form of tube 
illustrated.^ (Fig 32.) The gas is drawn into the bulb through T, which is then 
closed. By lowermg the reservoir the burette, which only holds about 60 c.c., is 
emptied of mercury down to the tap t, which is then closed. The bromine water 
is introduced from the cup C When the reaction is complete, caustic soda is 
admitted in a similar manner. The tap t is then opened and mercury admitted. 

^ An arrangement used by Prof. P. P. Bedson. 



Fia. 31 b. 


Fig. 32. — Special BxntETTE 

FOR USE WITH BrOIONE 

Water 
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. ^ f +>,« Tncftsuiine burette till the Kquid reaches T. 

The residual gas is transfOT p-melled through E. Filially, the capillary 

tube can beTused for other absorptions. 



Fig. 33. — ^Bonb and Wheeler’s Gas Analysis Apparatus. 



The method of analysis used with the Sodeau apparatus is similar to that 
described for the Hempel apparatus- (See 40 a.) The precautions taken to clear the 
capillary tube connections, to keep the mercury of the measurmg-tube clean, and the 
shape of the pipettes make the apparatus both accurate and quick. 



TOWN GAS 


188 


133(^. Bone and Wheeler Apparatus. In tliis apparatua (Kg. 33) th&pressuie of 
the gas saturated with water vapour is measured at constant volume. A pair of 
burette tubes, A and 5, are mounted in a water-jacket and connected at the base 
by a movable mercury reservoir. The pressure tube, A, is graduated in mm. and 
closed by a tap with rubber connection at the top The oiber is only marked to 
correspond at the 10 mm. intervals, and is connected as shown by a three-way tap to 
a mercury trough. E is the explosion burette and F is the reaction vessel. Before 
making an analysis the whole apparatus, including connections, is filled with mercury 
and the taps shut. On lowering the reservoir sufficiently the mercury should fall 
in each of the measuring tubes to correspond with barometric height. Care is taken 
to mtroduce sufficient water to saturate the space above the mercury in each case. 

eservoir the mercury will again reach the taps. The reservoir must 
not be raised tooqhw^yy, or the mercury will hit the bend at the top of the volume 
tube with sufficient force to fracture it. The other tube A is protected 
by the flexible tubing by which the tap is connected. 

The gas sample may be mtroduced through E. The tap is 
shut. The reservoir is moved so as to bring the mercury level 
in the tube to any convenient mark. This having been selected 
is adhered to for the remainder of the analysis. The pressure 
is then read off. A few c.c. of the reagent is mtroduced 
below the mercury in the trough so as to float up into the 
reagent vessel, either from a bent pipette, or a fixed tap-funnel of 
which the stem is bent to form a U. Any air admitted by accident 
can be got rid of through the branch at the top of F. The gas is then 
sent over into the reagent vessel and left for 3 or 4 minutes. The 
gas is drawn back to the burette until the liquid in the reagent 
vessel comes to the tap. The reagent is then withdrawn through 
side branch, followed by a wash of a few c c. of acid water. For 
this purpose the side tube of the tap is connected to a drain bottle. 

The outlet from the top of the latter is connected to a vacuum 
which may be produced by a Sprengel pump affixed to the stand. 

A convenient form is illustrated. (Fig. 34.) The fall in height of 
the mercury must be greater than the height of the mercury 
barometer. Finally, the gas in the capillary tube is cleared into the 
burette by mercury from the reagent vessel, and the volume of gas 
adjusted to the chosen mark when the pressure is again read. If the 
pressure at the start was 600 mm. and after the absorption 460 mm.,^ 
using the volume mark 10 (100 mm.), the percentage volume absorbed 


is : 


‘9y??xi^-13-5pero«.t, 


Fig 


The remaining analysis is carried out on similar lines. It is advisable 
to see from time to time that the tube A remains clear of air, and 
that mercuiy completely fills it when the reservoir is raised. The 

1 The pressure corresponding to the constant volume mark chosen is deducted from 
each reading. 


34 . 

Speengel 
Vaottum Pump. 
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reaction with, bromine water may be carried out in the vessel described for use 
with the Sodeau apparatus in order to avoid contaminating the mercury. 

134a. Explosion of Residual Gas, If a sufficiently small amount of gas 
be taken for analysis in the first place, enough air may be drawn in to give 
an appropriate explosive mixture with the whole of the residue. For instance, 
with normal coal gas an amount of gas is taken so that the pressure at the 
zero constant volume mark is about 100 mm. After removal of the absorb- 
able constituents the residue, giving a pressure of, say, 88 mm., is diluted by 
drawing in air till the pressure, after closing the burette tap and adjusting to the 
constant volume mark, is about 680 mm. The mixture is then exploded and the 
contraction and amount of carbon dioxide resulting measured in the usual way. 

An alternative plan consists in connecting a two-way tap to the branch to K from 
the burette tap. To one of the two outlets thus provided may be fitted a mercury 
sealed tube or trough, in which a portion of the residual gas maybe stored, while the 
remainder is being exploded. The second outlet is used in the usual way for the 
introduction of the gas sample, etc. A combustion pipette may also be fitted in this 
way, as suggested by E. W. Smith. 

1S4&. Estimation of Methane^ Hyds-ogen, and Nitrogen, Explosion, The deter- 
mination by explosion has already been described (see 40a), and if the analysis 
has been skilfully performed this method generally gives the most consistent results. 
In the case of very rich gas objection has been raised as to its accuracy. It is 
unfortunate that usually only a proportion of the residual gas can be employed for 
explosion, in view of the large excess of incombustible material which must be present 
to avoid risk of oxidising mtrogen, as this multiplies any errors. The proportion of 
combustible to incombustible gas present should be kept, according to Bunsen, 
between 26 and 64 to 100 ; the combustible constituents include the oxygen 
required for complete combustion. Convenient proportions of residual gas and air 

' Coal gas . . . . 12-14 c.c. 

Carburetted water gas . . . 15-20 c e. 

Blue water gas .... 18-22 c.c. 

Mond producer gas . . . 40-60 c c. 

made up in each case to about 95 c.c. with air. It is usually inadvisable to use pure 
oxygen. The residue, after combustion and absorption of the carbon dioxide formed, 
may be checked to see that an excess of oxygen remains. 

With dry producer gas, and such gases as contain very small amounts of hydrogen, 
there is some difficulty in producing a mixture which wiU explode. In such a case air 
is added in excess and a few c.c. of electrolytic gas produced by the electrolysis of a 
little acidulated water. The explosion may then be regulated to the extent desired. 

134c. Combustion, Hydrogen may be preferentially burnt in presence of 
palladium asbestos without the methane being materially affected, provided the 
temperature is not too high. The asbestos is contained in a small silica or quartz 
tube, and the residue, mixed with air, is passed through the tube heated to incipient 
redness. The temperature must not be allowed to rise so that the asbestos glows 
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briglitly for fear of burning metbane. L. A. Levy has introduced a capillary, contain- 
ing a platinum iridium wire, whicli is beated to redness by a current wbicb is passed 
tbcougb. If carbon monoxide is present it will be partially burnt. Wben tbe con- 
traction and amount of carbon dioxide so produced bas been noted tbe wire may be 
raised to white beat and tbe metbane and remaining carbon monoxide combusted. 
Tbe contraction and carbon dioxide are again measured. 

135a. Jdger Method, One of tbe simplest and most reliable metbods consists in 
tbe fractional combustion of tbe gas residue over copper oxide, wbicb supplies tbe 
necessary oxygen. Tbe hydrogen is first burnt by passing tbe gas backwards and 
forwards over tbe copper oxide contained in a small silica or porcelain combustion 
tube at a temperature of 270® C., from a Hempel burette into a Hempel pipette .filled 
mfb 'caustitsacj^a solution. Wben tbe contraction which represents hydrogen bas 
been measured, tbe^^ 3 ^e^ature is raised to a bright red beat, wben methane, as well 
as higher saturated hydrocarbons, such as ethane, are burnt. Since tbe caustic soda 
absorbs tbe carbon dioxide formed, the second contraction represents the metbane 
present. If tbe residue is collected over mercury and tbe carbon dioxide afterwards 
absorbed and measured independently of tbe contraction due to hydrogen, the 
amount of hydrocarbons present higher in the series than methane will be indicated, 
since the ratio of the volume of tbe carbon dioxide formed to the volume of gas burnt 
IS higher as tbe number of carbon atoms in tbe molecule increases. 

It is possible for oxygen to be liberated from tbe copper oxide at the higher 
temperature, but this can be reabsorbed by reducing tbe temperature of tbe copper 
oxide and again passing tbe residual gas over it before tbe final reading is taken. A 
correction is necessary for tbe small amount of oxygen in tbe air filling tbe tube at 
tbe start of the analysis which is efiected by actual determination— usmg pure 
hydrogen Care in manipulation is necessary to prevent any caustic potash from 
entering the combustion tube, or the latter will crack. (See also 135&0 

1356. Nitrogen, It wiU be obvious that since the figure for nitrogen is found by 
difEerence that the errors of analysis are apt to make tbe result uncertain. The 
amount of nitrogen in coal gas is of fundamental importance, both in the control of 
tbe manufacture and purification, and also in tbe use of tbe gas. If nitrogen was 
accompanied by its equivalent of oxygen as it exists in tbe air it would not be 
detrimental, for an equivalent proportion must afterwards be admitted at the 
burner, but usually the amount of oxygen present in coal gas is very small. 

While tbe determination of nitrogen as the residue after combustion of other 
constituents and tbe removal of carbon dioxide is not necessarily more accurate 
than the determination by explosion, a method bas been evolved which is simple 
and accurate, and can be made in less time than by a complete analysis. It is found 
that tbe mtrogen determined by explosion shows abnormal results with gases of high 
calorific value owing to tbe varying effect of tbe intensity of tbe explosion. 

Tbe “Metrogas ” apparatus^ designed by E. V. Evans is illustrated (Fig 35). 
It is suitably mounted for convenience and portability in a wooden frame. Tbe 
opaque quartz tube G contains granulated copper oxide between two asbestos plugs. 

1 Ab made by Messrs. Townson and Mercer, Ltd. 
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Three to four inches of this are heated in the tip of the slot Bunsen flame, so that the 
base of the tube is maintained at red heat. Carbon dioxide generated in the Kipps 
apparatus, and purified in the bubbling tube, fiUed with sodium carbonate solution, 
is passed by G through the apparatus and out at the cup on J. Air is expelled from 
the sampling burette connection by drawing in carbon dioxide and again expelling it 
several times. Finally, by closing the tap J and opemng I a sample of the carbon 
dioxide (100 c.c.) is drawn into the burette, which contains brine acidified with 
sulphuric acid and coloured with methyl orange as the seahng liquid The measured 
volume is then passed to the alkali burette A, which contains caustic soda solution. 



Fig. 36. “ Metbo ” Apparatus pob Determination op Nitrogen in Gas. 

The carbon dioxide is absorbed when the residue should not exceed a volume occupy- 
ing 1 inch in length of the capillary tube (about 0-05 c.c.). This residue is expeUed by 
drawing it back to I and thence to the atmosphere through J, The purity of the 
carbon dioxide and absence of air having been proved, the gas sample is introduced 
into the burette D, adjusted to 100 c.c., and the temperature of the water-jacket 
noted. The taps J and G are closed and the gas drawn and driven through the quartz 
tube into the acid burette at the rate of about 10 c c. per minute. The gas is then 
drawn back and sent forwards again, so that the hquid from the aampUng burette 
comes above F . The reduction in volume is made up in the acid burette by slowly 
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admitting carbon dioxide from G, The tap H is shut and the gas passed backwards 
and forwards to the alkali burette until a constant volume of residue is obtained. 
This residue is taken as nitrogen and the volume may be corrected for any difference 
in temperature at which the measurements are taken. If desired, the residue may 
be diluted with carbon dioxide to 100 c.c. in the acid burette and submitted to further 
combustion. 

The copper oxide is regenerated after every three experiments by passing air 
over from J. It requires renewal after being used about thirty times. 

137 a. Care of Taps. In aU apparatus, whichincludes well-made taps impervious 
to gas under considerable pressure differences, there is considerable hability for the 
plugs to jam m the sockets, particularly if the ap- 
parathaTB^Sto^^ intermittently. A good lubricant 
consists of a mixtu?e-,of equal parts of soft rubber 
shreds and vaseline melted together and stirred to an 
even consistency. Apparatus which is to be left for 
any length of time is best left with the plugs of the 
taps out of the sockets. Jammed taps can usually be 
successfully loosened in the following way : The tap 
is disconnected and placed with the top of the plug 
downwards so as to rest the shoulders of the socket 
on two hard surfaces ; for example, the edges of a 
small vice, leaving the plug itself free to move, as 
illustrated in Fig, 36. A hard- wood pin, tapered so 
that the end is about the same diameter as the pro- 
jecting base of the plug, is held on the end of the plug 
and given one or two sharp blows with the hammer. 

The plug wiU then drop out. It is advisable to pro- 
tect the edges of the socket by placing a few folds 
of cloth between the glass and the hard surface 

1376. Calml^itionof Physical Properties from Arialy SIS. Many important physical 
properties, such as the specific gravity, specific heat, calorific value, oxygen require- 
ments for complete combustion, are additive properties and may be calculated as 
the sum of the properties of the constituent gases. The product of the percentage 
of each constituent, and its particular value as known from determination on the 
pure constituent, is calculated. The sum of the products divided by 100 gives the 
average value for the gas. Some difficulty arises from the unknown composition of 
the hydrocarbons (other than methane). The composition is usually reckoned as 
equivalent to propylene, although ethylene is the chief constituent. Naturally the 
composition varies. In respect to the calorific value, the proportion of the whole 
due to the hydrocarbons is large, and considerable errors creep into any calculation 
of gas of which the origin is iinlcnown By determimng the calorific value of gas and 
making a complete analysis a value may be deduced for the hydrocarbons present 
by working out the total due to other gases and deducting the result from that deter- 
mined. So long as the gas is made and purified in the same manner, the value so 





138 


MODERN GASWORKS CHEMISTRY 


found can be used for calculation with good results. Varying conditions of condensa- 
tion, benzol washing and similar practices will alter the value. For example, usmg 
the values calculated from Thomsen (Table X) regarding the hydrocarbons absorbed 
by bromine as equal to propylene, it is found that with horizontal retort gas the 
determined value is nearly 30 B.Th.U. higher than the calculated, while with vertical 
retort gas the difference is 15-20 B.Th.U. With oil washing or tar washing the 
difference is reduced according to the extent to which the washing process is carried, 
and finally disappears. 

Minor Constituents. In addition to the main constituents estimated in a 
volumetric analysis there exist a number of hydrocarbon vapours, sulphur and 
cyanogen compounds which are too small in amount to be observed in this way, but 
which exercise a very considerable influence on the use and distribution of the gas 

138 Liquid Hydroca/rlons Present as Vapour in Coal Gas. The only method of 
separating and estimating the various hydrocarbon vapours present in coal gas is to 
extract a considerable quantity of these from the gas and examine the liquid obtained 
by fractional distillation and similar methods. Deville has shown that the whole of 
the vaporous constituents may be extracted by coolmg the gas to temperatures of 
about —50° C., but the method is not convement in ordinary use, and recourse is 
usually had to methods of washing the gas with a smtable solvent for the vapours, 
or of absorbing these in prepared charcoal. 

The most suitable solvent appears to be cresylic acid, used on the large scale by 
Br6g6at, but both on the large scale and in the laboratory the usual solvent employed 
IS creosote oil, which should be of low viscosity. Petroleum products, such as gas-oil, 
may also be employed, though of leas efiB.ciency and requirmg a larger volume to effect 
complete extraction. In all cases, for laboratory estimation, the oils (other than 
cresyhc acid) must be previously distilled to remove all constituents boilmg below 
about 230-260°. 

The simplest apparatus consists of a train of at least four wash-bottles, through 
which the gas is passed at the rate of about 1 cubic foot per hour, each bottle con- 
taining about 160 c.c. of oil. After each 10 cubic feet, or thereabouts, have passed, 
the bottle first in series is removed, emptied into a receptacle, refilled with fresh oil 
and put on last in senes, and the test continued in this manner until about 200 cubic 
feet have been passed. 

By this method, although only simple apparatus is reqmred, the length of time 
required for a test is great. The back pressure due to the liquid in the bottles is high, 
and this frequently necessitates the use of an aspirator to draw the gas through the 
bottles. 

To avoid these difficulties, a small scrubber may be employed in place of the 
absorption vessels. T. P. B. Ehead uses a vertical scrubber tower, consisting of a 
large number of superimposed trays. The wash-oil trickles down from tray to tray 
and the gas has to pass up m counter-current. 

A useful scrubber may be made from a 4-feet length of 3-inch pipe, which is 
filled with f-inch Raschig or Lessing nngs. With oil fed at about 700 c.c. per hour, 
the rate of gas throughput can be increased to 30 cubic feet per hour. 



TOWN GAS 


139 


• A fuxtlier arrangement suggested by R. Lessing consists in using a scrubber 
packed with porous brick saturated mtb tie wasb-oil. When a certain quantity of 
gas has passed, the scrubber is used as a still and steam admitted to drive ofiE the 
absorbed vapours, which are condensed and dealt with in the usual manner. 

The benzolised oil obtained from the test, when using any of the above oils other 
than cresylic acid, is carefully distilled, for example, in the metal retort, already 
described, and the distillate up to 230° 0. collected ; or steam may be passed through 
till the thermometer has reached 160°. Where cresylic acid is used (which should 
be practically free from constituents insoluble in aqueous caustic soda) the benzolised 
oil is distilled, usmg a 12-bulb pear column, a distillate collected equal to about 
' — ^J^S^per^cent. of the total volume of oil, and this is treated with aqueous caustic soda, 
to remove cresyBb^id which has also distilled over. 

The employmemtr&absorbent charcoal for the purpose of absorbing the vapours 
has been fuUy described by Berl and Andress, and Miiller. 

A large glass U-tube, of about 3 cm. diameter, is filled for a length of about 
30 cm. with 30-40 grams of active charcoal, such as that used for gas masks, and 
gas passed through this at the rate of about 8 cubic feet per hour in the case of 
a normal coal gas or coke-oven gas ; not more than about 10 cubic feet being passed 
in all. The U-tube is then placed in a bath heated to 110—120° C., and steam passed 
through the charcoal. The steam and spirits from the charcoal are condensed and 
collected in the usual manner. When spirit ceases to condense, air is blown through 
the tube — still kept in the bath to dry the charcoal — which is on coolmg ready for use 
in a further test. With gas containing smaller amounts of vapour, such as the gases 
leaving the benzol scrubbers, a larger volume of gas is passed. The quantities 
obtained in the test being only a few c.c., it is not possible to make any analysis of 
the ‘‘ benzol ” obtained, but probably the apparatus could be enlarged if this were 
desired. 

For many purposes, suflicient information as to the composition of the crude oil 
extracted by any of the above methods is obtained by subjecting the liquid to 
distillation in a round-bottomed flask fitted with a Young 12-bulb pear colunm, at the 
rate of 4 c.c. per minute, colleoting and measuring the fractions obtained at different 
temperatures. If the temperatures are taken as 125°, 160°, and 190° 0. the volumes 
obtained represent, approximately, the amounts of unwashed benzene and toluene, 
unwashed solvent naphtha, and unwashed heavy naphtha respectively. 

For more exact information, the spirit obtained from the first distillation, when 
creosote or similar oils have been used, is distilled with a 12-bulb column and the 
distillate to 190° collected. This preliminary distillation is unnecessary where the 
oil has been extracted with cresylic acid or by means of charcoal. This spirit, up to 
190°, IS washed with 8 per cent, of its volume of cone, sulphuric acid (95 per cent.), 
then with caustic soda, and finally with water, and after drying, agam fractionated 
with a 12-bulb column, collecting the fractions up to 125° , 125-160°, and 160-190° 0 , 
the volumes obtained at these temperatures representing, approximately, the volumes 
of refined benzene and toluene, solvent naphtha, and heavy naphtha contained in 
the volume of gas washed. 
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Tte more exact determinatiorL of tke amounts of benzene, toluene, etc., present, 
and the extent to which these are admixed with impurities, such as carbon bisulphide 
and paraffin hydrocarbons, may also be made. The method described by Colman 
and Yeoman depends on the separation from the crude spirits of a comparatively 
pure mixture of benzene, toluene, and xylene by fractional distiDation, acid and 
alkali washing. The mixture obtained is distilled m a standard Engler apparatus, 
and the amount of the fractions collected below 104*7° 0. and above 115*9° C. (corr.) 
determines the proportions of benzene, toluene, and xylene present. Such propor- 
tions are found as a percentage by reference to Tables. Considerable accuracy can 
be obtained by rigid attention to detail, and as this is the object the reader is advised 
to consult the original description. 

In gasworks’ practice it is usual to return the amount of vaporous constituents 
in terms of gallons per 12,000 cubic feet of gas. 

140 Thmmniet&t' Corrections. All thermometers used should be checked for 
accuracy, either by their being certified by the National Physical Laboratory or by 
comparison with a thermometer which has been so certified. 

In addition, correction must also be made for the variation due to fluctuation 
in the height of the barometer, and for the emergent mercury column of the 
thermometer which is not heated by the vapour. 

The barometer correction for any particular temperature is obtained from the 
formula : — 

Correction=0*00012 (760— _p) (273+«° 0.) where 5 }=barometric pressure in mm. 
with the mercury at 0° C,, and f C. = the interruption pomt. 

The correction for emergent stem is given by the formula : — 

Correction=0*000143 {T—t) L, where T = observed temperature of vapour, 
t = temperature of air around emergent portion of stem, and L = length 
of mercury column measured in degrees of emergent stem not exposed to 
the vapours. 

For practical purposes this last correction may be avoided by having the ther- 
mometers graduated and standardised with only 100 mm, (or 4 inches) of the stem 
exposed to heat, as this is sufficiently close to the length of the thermometer which 
18 heated during distillation in the great majority of cases. 

Water Vapour. The gas may be taken as saturated with moisture at the 
outlet of the holders, but is usually below the saturation point by the time the gas 
reaches the consumers’ premises. During passage through the distribution system 
the gas, in the first place, is usually reduced in temperature and water is deposited 
to run to the nearest syphon. But the gradual decrease of pressure and rise of 
temperature when the gas reaches the small services raise the gas above the dew- 
point. 

Almost all the corrosion agents are ineffective in the absence of liquid water, 
hence the dew-pomt of the gas at different parts of the system is of considerable 
importance. A particular case may be quoted in connection with a high-pressure 
main which was used during part of the day for high-pressure gas and dunng the rest 
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of tlie day for low-pressure gas. Wlieii the pressure was raised a film of water was 
deposited on the surface of the pipe causing considerable corrosion. 

141a. Hygrometer, A useful modified form of Kegnault’s hygrometer is illustrated 
(Pig. 37). Gas is passed in and the temperature is noted on the thermometer placed 
in the inlet tube. The gas fills the outer jar 
and passes off by the outlet tube. The inner 
glass tube is capped at the foot with a 
polished silver cup, which contains ether or 
similar liquid, which can be vaporised by 
blowing aic through with an aspirator to 
T^uce the temperature of the silver cup. As 
tEe to the dew-point, mois- 

ture condenses as ahns^n the outside surface 
of the cup. At this point the temperature of 
the liquid in the cup is noted. The evapora- 
tion of the ether is then stopped and the 
temperature allowed to rise until the mist 
just disappears, when' the temperature is again 
noted. The mean of the two observations 
can be taken as the dew-pomt. 

The saturation of the gas with hydro- 
carbon vapours does not seem to interfere 
with the deposition of the water mist as oils 
form a clear film, but the mist takes some- 
what longer to disappear if deposited at the 
same time .as condensed hydrocarbons. The 
interior of the glass jar must, of course, be 
perfectly dry. 

1416. Ammonia. The presence of ammonia is detrimental as not only represent- 
ing loss in the recovery, but also as it is the most serious corrosive agent. The method 
of estimation consists in passing from 10-100 cubic feet of gas direct through two 
absorption vessels containiug 26 c.c. of N/10 sulphuric acid divided between them. 
The gas is metered after the vessels. The connection should be short and consist of 
glass as far as possible. The solution may be titrated back to find the excess of acid. 
For very accurate work it is better to use stronger acid, and subsequently distil off 
the ammoma into standard N/10 acid, titrating back the excess in the usual way. 

14 lo. Hydrogen Sulphide. The presence of hydrogen sulphide is proved by a 
yellow to brown stain on lead acetate paper exposed for 1 minute to the gas issuing 
from a jet at the rate of about 5 cubic feet per hour. Hydrogen sulphide to the 
extent of 0’5 grain per 100 cubic feet will produce a palpable brown stain. It is 
important that the gas should not have been heated in any way previous to exposure, 
as carbon disulphide wiU decompose in the presence of water vapour . — 

GS^+2 H^O=2 H^+CO^. 



Fig. 37. — Form ojp Begnattlt^s 
Hygrombtbr. 
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Tte above reaction may account for traces found in highly compressed gas which has 
become heated in the process. 

Bacterial action in gasholder water can also produce traces of hydrogen sulphide. 
Sinnlar stains can also be formed by oil or tar fog. 

Free sulphur, the residue from some previous decomposition of sulphur com- 
pounds can produce a distinct trace of hydrogen sulphide with warm and moist gas. 
(Cf. 106.) 

142a. Sulphii/r Compounds. Carbon disulphide and other sulphur compounds 
existing in the gas are usually classed together. They are detrimental inasmuch as 
sulphur acids are formed on combustion. With a free-burning flame it has been 
shown that the chief product is sulphur trioxide, which quickly disappears in the 
presence of whitewashed walls, ceilings, etc. The presence of compounds in the gas 
corresponding to over 30 grains of sulphur per 100 cubic feet gives rise to a per- 
ceptible odour in badly- ventilated rooms, and is therefore very objectionable. The 
reduction of the sulphur content of the gas has been effected on a working scale by 

the mckel contact process of the South Metropolitan 
Gas Company and to a lesser extent by oil washing. 

The estimation is usually made by the apparatus 
prescribed by the Gas Eeferees (Fig. 38), which con- 
sists of a test meter in which the gas is measured, a 
burner surrounded by lumps of ammonium carbon- 
ate, a trumpet tube to conduct the products to a 
condensing cylmder, and a chimney tube. The sul- 
phur trioxide formed condenses in the cylmder filled 
with wet marbles and combmes with ammonia from 
the ammonium carbonate to form sulphate of 
anunoma. The condensed hquid is collected in the 
beaker below the cylinder. The burner should give 
a practically non-lummous flame when passing about 
0*6 cubic foot per hour. Usually 10 cubic feet are 
used, and the meter is provided with an automatic 
cut-off so that the gas is shut off when that amount 
has been passed. The condensed liquid is poured 
Fio 38 — ^AppARATtra FOR Esti- into a 500 c.c. flask, and the condenser and end of 
MATioN OF SxjiiPHTTR IN Gas. clumney tube washed down about six times with 

water into the flask. The solution is made up to 500 c.c., and the sulphur estimated 
in an aliquot portion, either by precipitation with barium chloride (see 23 a), or by 
Blair’s method. 

1426. Blair^s Method. Several portions of 60 c.c. are taken, and to each is 
added about 100 c.c. of water. The whole is boiled for 5 minutes to expel carbon 
dioxide. About 10 c.c. of formaldehyde solution, which has been carefully 
neutrahsed with dilute (N/10) caustic soda, is added, and the boilmg contmued for 
6 minutes. The solution is titrated hot with N/10 caustic soda, using phenolphtha- 
lein as mdicator. The titre of the several portions should agree. 
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Formaldehyde liberates sulphuric acid from an ammonium salt, while the hexa- 
methylene tetramine is driven o£E as vapour. 

2 (NH 4 )^ 04 ,+& GH^O+4; NaOH={CH^)^N^+lO H^O+2 Na^SO^. 

The caustic soda used is therefore equivalent to the sulphuric acid present in the 
liquor used. 

The formaldehyde solution is made up from the 40 per cent, solution by diluting 
one part with two parts of water, adding phenolphthalein and neutralising with 
caustic soda till a faint purple tinge occurs. 

The method is an extremely rapid and convenient one. 

Cyanogen. The determination of cyanogen in gas has already been described. 

the presence of cyanogen depends on its corrosive properties. 
While it is trueffiSM^^gyphon liquors contain considerable amounts of thiocyanates, 
and deposits often conZ^ largely of ferrocyanide, it is not quite certain how far this 
corrosion is primarily due to cyanogen, or is the result of corrosion accomplished by 
other agents. Cyanogen would probably be mefflective in the absence of oxygen and 
ammonia. 

Naphthalene. There is no need to emphasize the importance of the naph- 
thalene content of the gas in view of the very heavy annual charges paid by gas 
concerns for the removal of naphthalene stoppages. The naphthalene usually exists 
m the gas above the amount corresponding to its vapour pressure, which is sufficient, 
according to J. S. G. Thomas, to cause about 4 or 5 grains to be present at a tempera- 
ture of 16*5® C. in moist gas, but two or three times this quantity is often present. 
The naphthalene content depends on the conditions of condensation and punfication 
as well as on the temperature of the gas. Unless oil washing has been resorted to, or 
the condensation is pecuharly effective from this point of view, there is always 
sufficient naphthalene formed in carbonisation from horizontal plants to send away 
at the ordinary temperature up to 16 grains per 100 cubic feet of gas. The gas from 
vertical retorts is usually not saturated in respect to naphthalene. To secure im- 
munity from stoppages in the distribution system it seems imperative to reduce the 
naphthalene content down to less than 1 grain per 100 cubic feet, and allow a pro- 
longed period for the influence of deposits already in the mains to pass away. This 
may be accomplished by oil washing, or by sudden severe chilling of the gas, for 
example, as is customary at coke-oven plants. Unfortunately, such drastic treat- 
ment of town gas, as in the latter case, is apt to result in very heavy depreciation of 
the hydrocarbon content, and would necessitate re-heating the gas, or using the 
direct process of ammonia recovery. 

143 a. Estimation of Naphthalene. About 10 cubic feet of the gas are passed by as 
short a connection as possible through an absorption bottle containing a httle citric 
acid to remove ammonia and then through two vessels, each containing about 75 c.c. 
of a nearly saturated solution of picric acid (about 1 per cenb. strength). It is impera- 
tive to avoid exposure of the gas to rubber in any connections. The gas is then 
measured in a test meter. The picric acid absorption vessels are disconnected and 
the contents washed through an 80 mm. filter paper, using a 0-2 per cent, picric acid 
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Bolution as wasi. liquid. Finally, each vessel is rinsed out with about 1 c.c. of water, 
which is used to wash round the filter. Without further washing the filter paper and 
contents are thrown into a beaker, and any precipitate remaining in the absorption 
vessels is transferred, with a little hot water, into the beaker. The contents of the 
beaker are warmed slightly, 100 c.c. of water added, and the whole titrated with 
N/10 caustic soda solution, using phenolphthalein as indicator. A deduction of 
0‘2 c.c. from the titre is made to allow for picric acid left on the filter paper and bottle, 
after the washing. One molecule of caustic soda is eqmvalent to 1 molecule of 
naphthalene, CioHa. This method, in some cases, appears to be afieoted by the 
presence of other hydrocarbons than naphthalene, but, apparently, the “ Metro, 
method,” which consists of using 50 c.c of a solution prepared by adding one part of 
alcohol to four parts of N/20 picric acid solution, in each of the absorption vessels, and 
then proceeding as before, is free from this objection. The original Colman and 
Smith method can also be rehed upon. 

144a. Colman and Smith Method. The gas is passed first through a 10 per cent, 
solution of citric acid to remove ammonia, particularly avoiding any bare rubber 
connections. The gas then passes through 100 c.c. of 1^/20 picric acid in one absorp- 
tion vessel, through 50 c.c. of the same solution in a second vessel, and finally into an 
empty vessel to catch spray before passing to the meter. The picric acid solution is 
prepared by dissolving 35 grams in about 600 c.c. boiling water, pouring into about 
1,800 c c. cold water, coolmg, filtering, and titrating 50 c.c of the cold solution with 
N/IO caustic soda, using phenolphthalein as indicator. The strength may be then 
adjusted. The gas is passed at the rate of 1 cubic foot per hour tiU 10 cubic feet have 
passed, when the solution and precipitate are transferred to a bottle of nearly the 
same capacity as the total volume of solution. The bottle is fitted with delivery tube 
closed by a tap, and is evacuated under an exhaust. The bottle is closed up and 
placed in a cold water bath which is raised to boiling-point. Care should be taken not 
to allow the bottle to touch the heated bottom of the bath. The bottle is cooled with 
shakmg so as to re-dissolve any naphthalene condensing on the upper part, and 
poured into a 260 c.c. measuring flask. After notmg the total volume the solution is 
filtered through a dry filter paper. The first few c.c. are neglected and then 100 c.c. 
are collected and titrated with N/10 caustic soda, as in standardising the picric acid 
solution. From this the titre of the total volume measured is calculated. This is 
then the titre of the picric acid solution taken, less the picric acid equivalent of the 
naphthalene in the gas passed. One molecule of caustic soda is equivalent to 1 mole- 
cule of picnc acid or of naphthalene. The naphthalene content is usually calculated 
in grains per 100 cubic feet. 

Carhuretting. There appears to be no reason for supposing that the intro- 
duction of the vapour of a hquid such as paraffin into the gas can keep naphthalene 
in the vapour state under conditions which would otherwise cause such deposition. 
The use of the expression naphthalene carrier ” seems to be founded on a mis- 
apprehension. 

A hquid solvent may, however, be used to advantage, either for the purpose of 
condensing out at the same time as the naphthalene, dissolving it, and thus providing 
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a liquid medium wliicli will take the naphthalene to the nearest syphon, or it may be 
introduced as a liquid spray to remove in solution a naphthalene deposit already 
known to exist. In the first case, it is obvious that sufficient liquid must be used to 
saturate the gas completely, so that any reduction in temperature will cause deposi- 
tion. The volatility of the liquid and its solvent powers must necessarily correspond, 
so that the amount deposited at any temperature will be more than sufficient to 
■dissolve the naphthalene deposited at the same time. As a rule, the solvent power 
of the paraffin used is fairly high, and one of comparatively high vapour pressure 
may therefore be chosen. To use a light spirit is obviously uneconomical, as a large 
number of gallons per million cubic feet of gas would have to be used to dissolve a 
»^^ w Bin a U quan t ity of naphthalene. 

jlOiquict' usea*D^^^ray or atomise may be heavy in nature and of low volatility 
ao long as it is a goods^ent. 

145 CJ. Method of Examination. The volatility or vapour pressure may be examined 
in the apparatus described by T F. E. Ehead. Or, for comparative purposes, a 
weighed quantity may be placed in a wash-bottle. Dry air, at a regulated rate of, 
Bay, 1 cubic foot per hour, is drawn through and measured. At intervals the test is 
interrupted and the wash-bottle weighed back to ascertam the loss in weight. The 
process is repeated until over 96 per cent, of the oil has disappeared. 

The solvent power of the liquid is perhaps easiest obtamed by adding successive 
quantities of 6 grams of pure naphthalene to 100 c.c. of the liquid and shaking until 
■a permanent residue is obtained The total added, excluding the last 5 grains, may 
be taken as an approximate solubility figure. 
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CHAPTER XI 


WATER GAS 


Water gas plants form a valuable adjunct to carbonising plant. Owing to the ease 
which plants of comparatively large capacity can be brought into use, such 
plants" are* iarge^^'^ttfi^d to take up daily variations in consumption. The properties 
of water gas as a fueTpsesent very considerable diiffierences from those of coal gas, 
and for this reason it cannot be considered good policy to permit sudden large dilu- 
tion of the normal coal gas by water gas. The latter gives in the ordinary burner 
a very much shorter flame, and reqmres less air for its proper combustion than coal 
gas. A sudden alteration from coal gas to water gas without burner adjustment will 
therefore lead to poor hghting and heatmg efldciency with a tendency to back-firing. 
While adjustment of burners may prevent such difficulties, the consumer cannot 
be relied upon to make such adjustment. The best pohcy in the long run seems to he 
in the manufacture of water gas all the year round, but the proportion of water gas 
to coal gas may be varied somewhat to meet daily variations m consumption. 

Water Gas Reaction, In the manufacture of water gas, the object is to 
gasify the carbon, but it is desired to make gas of a type more concentrated in thermal 
value than producer gas. Smce pure oxygen is not yet available, air has to be used 
to generate, by combustion of the coke, the necessary heat to gasify the carbon. But 
to reduce the nitrogen content to a minimum the actual gasification agent used is 
steam. The first stage is, therefore, to produce a high concentration of heat mi the 
fuel bed, not by partial combustion of the fuel, as in the case of producer gas, but 
by the complete combustion of a portion of the fuel. The second stage is to utilise 
this heat for decomposing as much steam as possible. 

The chemioal reaction which it is desired to exclusively use in the first stage — 

the “ blow IS C+ 02 =a 02 + 97-6 K.C. U. 

but as the temperature increases the carbon dioxide first formed may be reduced 
with absorption, and consequent loss of both heat and carbon. 

C02+C==2 CO-38-8 E,G,U. 

According to the attractive theory of Rhead and Wheeler, both carbon monoxide 
and dioxide are hberated simultaneously as primary products of combustion. The 
relative proportions existing in the gas will depend on equihbrium of the reversible 

reaction COi+C=2 00 

being attained (a matter of 4 or 5 seconds according to W. A, Bone) at the temperature 
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prevailing. At 1,200° C. about 99 per cent, of the oxides of carbon present would be 
in the form of carbon monoxide. During the second stage the desirable reaction is 

ir,0+(7=GO+ff2-28-8 K,C,U. 

but unfortunately, if the temperature is not sufidciently high (less than 1,000° 0., say), 
other reactions produce detrimental results. The steam may not be decomposed 
to an adequate extent, or it may oxidise the carbon, — 

G+2 H^O=CO^+2 52-18*8 K C.U. 

with consequent increase of the undesirable carbon dioxide in the water gas. 

There is also the fact to be remembered that steam will react with carbon mon- 
oxide, and hydrogen with carbon ; and at existing temperatures an equihbrium may 
be obtamed from the reversible reactions, — 

CO^+H^=CO+H^O-lO E,G,U, 

E^O^G =GO+H^ -28-8 5.0.17. 

COa +0 =2 GO -38-8 5.0.0. 

The curves shown in Pig. 39, illustrate the efEect of temperature on the equi- 
librium attained.^ 

It will be seen that the development of too high temperatures in the first stage 
leads to loss by partial, instead of complete combustion. Temperature is also limited 
by the formation of clmker and risk of damaging the generator lining. On the other 
hand, a low temperature durmg the “ run ” leads to loss of undecomposed steam and 
production of carbon dioxide. 

Not only have the thermal effects to be taken into account, but as the results 
are dependent on equihbrium being reached the time factor is of equal importance. 

Temperature Gontrol, There is, unfortunately, no means of contmuously 
directly determining the temperature conditions inside the generator ; nor of ap- 
praising the amount of heat available in the fuel at the end of a blow. Control has, 
therefore, to be exercised by a visible appreciation of the conditions as seen at the 
generator top during charging and at the base during clinkering, supplemented by 
continual observation of the composition of the gas both during the run and during 
the blow. 

It will be obvious that during the blow the temperature is rapidly increasing 
and during the run it is rapidly decreasing, and that coincidently the composition 
of the gas is changing. 

The means of control are by adjustment of (1) the blast pressure, (2) the steam 
pressure, (3) the “ cycle,” or^duration of blow and run, and (4) the direction of the 
run. 

The adjustment of the blast and steam pressures is in efEect an adjustment of 
the time factor and must have relation to the type of fuel (i.e. the “ combustibility ”), 
and to the size of fuel and depth x)f fuel bed. For example, the use of metallurgical 

^ Reproduced from the Sixth Report of the Research Committee of the Institution of 
Gas Engineers. 
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coke woTiJd necessitate a considerably increased blast pressure and (noless broken) a 
deeper fuel bed than gas coke. However, it is often convenient to vary tbe blast 
and steam pressure as a means of adjustment of temperature altkougli some efficiency 
may be sacrificed. 

An adjustment of tbe “ cycle ” is tbe chief means of regulating tbe temperature 
and amount of available beat, but for practical purposes it is somewhat crude. It 



TEMf^ERATUReS /N DEGREES CENTiGRADE, 

Fig 39. — Curves tor Steam- Garb on Reactions (Bunts and Habbiss). 

is not convenient to use a cycle containing fractions of a minute, nor to use a cycle 
containing a period of less than 2 minutes. It is therefore very common to find 
that with a certain cycle tbe temperatures are on tbe balance either gradually rising 
or falbng, and some means of counteracting this niust be adopted. 

In order to take advantage of tbe full depth of fuel bed it is important to maintain 
tbe required temperature over as large a depth as possible. This equalising of 
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temperature can be accomplished by varying the direction of the steam current through 
the generator. Theoretically it might be best to use the steam always on the “ down ” 
run and the blast, in counter-current, upwards. The steam would then meet a gradu- 
ally ascending temperature. This system can only be carried out to a limited 
extent by reason of the increasing formation of chnker, and the inconvenience and 
danger of having the maximum temperature too near the grate. It is usual to use 
‘‘ up-runs ” for a time previous to clinkering, to cool the lower part of the fire so that 
dinkering conditions are easier. One or more “ up-runs ” are also beneficial immedi- 
ately after charging so as to heat up and bring the newly charged fuel into use as 
quickly as possible. 

Fuel. The quahty of the fuel is of greatest importance. While there is 
no question that coke of a certain texture can be gasified very much quicker than 
other sorts, there is no known method of valuing this property. Close dense coke, 
such as blast furnace coke, needs a higher blast pressure and temperature for equal 
gasification rates, and if its use is attempted under the usual conditions for gas coke, 
large quantities will pass to the ashes unconsmned. 

The size of the coke charged is also important. On the one hand, excessive 
breeze will deaden the fire and prevent contact with the larger lumps, besides pro- 
viding an excessive amount of dust m the gas. Very large lumps are also detrimental, 
as the fuel bed becomes uneven and contact of gas and solid is reduced. 

Moisture is a great drawback in the fuel, and water so present necessitates the 
supply of sufficient heat to raise it to boiling-point and convert it into steam. Obviously 
to charge a cwt. of cold water at a time into a generator will materially affect the 
results. 

The amount and composition of the ash in coke is very important, but when its 
part in catalysis comes to be appreciated it may not always prove an unmixed evil. 
Often the ash of coke with a high meltmg-pomt (1,600° C.) is distinctly disadvan- 
tageous, as with the temperatures used partial fluxing results in a viscous plastic mass 
which hangs well above the fires and can only be detached by cuttmg down from above. 
By careful choice and use of coke with a more fusible ash this can usually be brought 
down in a state of flux on to the grate without stopping the plant. 

The amoimt of volatile matter in the fuel is important, particularly when “ blue ** 
gas (uncarburetted water gas) is made, m view of the substantial mcrease in calorific 
value obtained from even small amounts of methane (1 per cent.) obtained by the 
decomposition of the volatile matter. It is possible that methane may also be formed 
catalytically. 

It will be seen that periodical examination of the fuel is essential and involves 
the determination of size, moisture, specific gravity, calorific value, volatile matter, 
and ash. (See Chapter IV.) 

Control by Gas Analysis. The chief control of the gasmaking operations 
is exercised by means of gas analysis. By systematic sampling and analysis the 
steam and air proportions may be adjusted and the duration of each period of the 
cycle fixed. 

Obviously as little carbon monoxide as possible is desired in the “ blow ” gases, 



WATER GAS 


151 


'and as little carbon dioxide as possible is desired in tbe run ” gas. It would also 
appear desirable to estimate the amount of undecomposed steam, but this presents 
considerable difficulty. 

Owing to the changing composition of the gas during the period of “ blow ” and 
run,” a series of gas samples are taken, each covering a definite period, of, say, 
1 minute, and although the total volume of gas made in the same time is not known, 
nor the relation of the composition of the sample to that of the total gas, the 
analysis provides rehable indications of the rise or fall m the temperature conditions 
■of the generator. 

Sampling. Sampling places are provided in the generator lid, in the base 
,%^ uperheg.ter , and at the base of the “ downcomer ” pipe, or inlet of the seal 
pot. Sihca tubes be inserted when desired, or left in place, but must be suffioi- 
e 9 .tly long to avoid “ d^d ” gas spaces. Samples are taken through the lower branch 
of a T-piece through which the gas passes to a bubbling bottle in which the seal is 
less than the gas pressure. In order to increase the rapidity of the gas stream, and 
the sensitiveness of the sample, an aspirator may be attached instead of the bubbling 
bottle. 

1516. Analysis. The analysis of the uncarburetted and blow gases for control 
work may be made in an Orsat or Hempel apparatus if restricted to the determination 
of carbon dioxide, oxygen and carbon monoxide, and is carried out in a similar 
manner to the analysis of retorb-house gas. (See 40<aj.) Precautions should be taken 
that the comparatively large amounts of carbon dioxide and monoxide are properly 
absorbed, and that the pyrogallol is not adding to the carbon monoxide content. 
Complete analysis may be carried out as described for coal gas. (See 129—137.) 

A method for. the complete analysis of such mixtures containing practically 
only carbon dioxide, oxygen, carbon monoxide, hydrogen, methane, and nitrogen, 
consists in absorbing the carbon dioxide and oxygen. A portion of the residue, say, 
12 C.C., is mixed with a measured excess of air, say, 80 c.c., apd exploded over mercury 
in the usual way. The contraction is noted, and after the carbon dioxide resulting 
has been absorbed the oxygen remaining is absorbed in p 3 n:ogallol, and by difference 
from that taken the oxygen used can be found. 

The relative amounts of carbon monoxide, hydrogen, and methane can then 
be calculated from the equations ; — 

(7J?4+202=002+2 E^O 
=2 H^O 
2 CO+Oa =2 COa. 

The hydrogen wiU be the total contraction less the volume of oxygen consumed, 
since the methane and carbon monoxide give their own volume of products, and the 
contraction on the combustion of these two gases represents the volume of oxygen 
consumed. The carbon monoxide will be § [2xvol. of carbon dioxide +(i* the 
hydrogen— the oxygen used)] while the methane can be taken as the carbon dioxide 
found, less the volume of carbon monoxide found. Finally, the nitrogen is obtained 
by difference. 
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The nitrogen content is often required for checking the “ scavenging ” opera- 
tions, or the general soundness of the valves, and may he determined separately by 
the combustion method. (See 13 Ba, 135 6.) As a rule it should not exceed 5 per cent^ 

Garhuretting, The carburation of the gas by spraying petroleum oil on to 
brictwork contained in the ‘‘ fixing chamber/’ which is kept at a red heat, is a very 
complex process. Comparatively little is known as to the “ cracking ” properties 
of oils, although considerable work was done during the war on this subject. The 
object of carburetfcing is to obtain as large a proportion of the thermal value of the 
oil as permanent gas. The total volume of gas is also saturated with the vapours 
of the various hydrocarbons formed. Unfortunately, most of the work done and 
pubhshed deals almost entirely with the photometncal aspect and omits thermal 
values. The results of carburetting depend largely on the nature of the oil, which 
vanes considerably according to its place of origin. On an average, at least 1 therm 
m gaseous form should result per gallon of oil used. 

Valuation of Waiter Oas Oil. It is very difficult to arrive at a satisfactory 
basis of valuation, all the more so, as the results from practice are so dependent on 
carburettmg conditions which cannot be finely controlled. Little help is therefore 
obtained from practical working. 

A great many methods of exanlination of water gas oil have been proposed from 
time to time. If it were possible by analysis to estimate the amount of each hydro- 
carbon, or even of each class of hydrocarbon, probably some satisfactory basis would 
be amved at, but the oils are usually of such complexity that it is only possible in 
ordinary circumstances to make a partial examination to show the general nature 
of the oil, and to combme this with some comparative method for estimating the 
cracking properties of the oil. The oils contam m particular, paraffins, olefines, 
aromatic hydrocarbons, and naphthenes. E. Eoss and J. P. Leather amved at the 
general conclusions that open chain compoundfi are most suitable ; double bonds 
diminish the value slightly ; the presence of “ ring ” compounds is more detrimental, 
while benzene rmgs have practically no value. In respect to the latter, benzene and 
its homologues may add considerably to the thermal results if carried forward as 
vapour. Eoss and Leather suggest that the specific gravity and refractive index 
of each fraction of the oil provide a good criterion of the value for gasmakmg purposes \ 
the lower these constants are the better the oil. With such physical examination is 
combined the results from an experimental “ crackmg ” of the oil in an iron retort. The 
gas evolved is measured and its content of hydrocarbons determined by gas analysis. 

The following methods of examination will be found suitable for most purposes : — 

152a. Water and Distillation Range The examination is conducted as m the case 
of tar oil (creosote). The specific gravity of each fraction may be taken. 

1526. Flash Point is determined m the Pensky-Martin apparatus. (See 163a.) 
The flash point should not be less than about 100° F. Ordinary railway carriage 
IS prohibited with oil of less flash point than 73° F. 

152c. Calorific Value, A bomb calorimeter is used and about 0-5 gram of oil 
weighed into the silica dish, where it is preferably mixed with sufficient “ kieselguhr,” 
or precipitated sihca to form a lump. If this is not done, complete combustion may 
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not occur unless very small quantities of oil are taken. The determination is carried 
out as in the case of coal. (See 26a.) 

153 a. Sulphur, The estimation is conveniently combined with the determinatioii 
of calorific value as m the case of coal and coke. (See 23a.) 

1536. Comparative Cracking Test, A silica tube about 1 inch diameter and 18 
inches long is arranged upright and filled with little granidar pieces of broken fire- 
brick. A droppmg funnel is arranged at the top. Connection is made to a supply 
of pure hydrogen. The outlet tube at the base passes through a bubbling bottle 
sealed with water to collect oil, and then passes to meter and gasholder. Alongside,, 
or preferably inside, is placed a pyrometer thermo-couple. The tube is filled with 
from the outside to a temperature, say, of 800° 0. , and the hydro- 
gen supply is regdatfed^o a definite rate , 60 c.c. of oil are placed in the funnel and 
arranged to drop at, sajT^ c.c. per minute. The increase in gas rate is then observed^ 
and when conditions are Constant a sample is taken for analysis. The oil collected 
in the condenser is noted and the tube afterwards examined for separation of carbon. 
The test must be strictly comparative. 

Carburettmg, Adequate heat has to be maintained in the superheater and 
fixing chamber for the proper cracking of the oil used. Pyrometers are used for control 
of this, combined with periodical examination of the water gas tar for uncraoked oil, 
and of the gas for its naphthalene content. With too high a cracking temperature 
the latter gradually rises till it approaches the content of high-temperature coal gas. 
Recording calorimeters are also of great use m checking the additional heat effect 
produced by the cracking, and the oil used may be varied from time to time and 
compared with the corresponding thermal effect. As may be expected, the first gallon 
of oil per 1,000 cubic feet gives considerably more effect than the second gallon. 
It is, of course, necessary that the complete analysis of the uncarburetted gas should 
be taken into account m computing the extra thermal value, due to oarburetting, 
as a small percentage of methane from the coke used makes a considerable difference. 

For the analysis, calorific value, and determination of minor constituents in 
carburetted gas the methods given for coal gas are applicable. Greater care is given to 
the absorption of the much larger properties of carbon monoxide, and unsatuxated 
hydrocarbons. The specific gravity of water-gas is considerably higher than coal 
gas, and it is useful to have a continuous record of this property. 
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CHAPTEE XII 


STEAM RAISING AND WATER SUPPLY 

Previous to the wax, owing to the low value of the fuel — breeze — ^usually used, it 
was not worth while to spend time and money on control of gasworhs boiler plants. 
Economisers and superheaters were conspicuous by their absence ; but increase in 
the cost of the fuel, of wages, and of the capital cost of boiler installations, makes close 
control more economical where the boilers works are suitably grouped. 

Fuel. The breeze which is usually used is not an ideal fuel, and boilers 
fired on breeze cannot be pressed in the way that they may be when fired on coal. 
To obtain good results the breeze should contain all sizes passing a fork, except dust, 
which is preferably removed. The flame as a rule is short, but with well-graded breeze 
stoked evenly over the grate the few inches’ depth used in a boiler furnace may give 
a very excellent producer gas above the fuel bed. To complete the combustion, 
secondary air is admitted above the grate. This is strictly limited, as the best efficiencjr 
in breeze as a fuel seems to be obtained with a very slight excess of carbon monoxide. 
Too much secondary air shortens the flame to such an extent that contact is restricted 
to a very small portion of the boiler surface. The use of tarry breeze is to be depre- 
cated, as it is impossible to prevent black smoke. This, to say the least, creates a 
bad impression of the contribution of gas as a fuel to smoke-abatement. The chief 
factors required in an examination of the fuel are the moisture, ash, calorific value, 
and grading test. (See Chapter IV.) 

Firing the Boiler. Most of the improvements in boiler efficiency can only 
follow if the fuel bed is maintamed even and regular over the entire grate. The steam 
jets used to give additional draught are watched carefully to see that the pressure 
is not sufficient to blow holes in the fuel bed. During cHnkering time they must, 
of course, be entirely shut off, or an excessive amount of dust will be carried forward, 
to say nothing of cold air sent through to the chimney. The dampers should be 
partially closed. The steam j ets often wear to a much larger size than originally 
intended and are examined periodically. The pressure on the jets should be 
definitely fixed and gauged according to the size of jet. A too liberal use of 
steam jets leads to blockage of the gas flues with dust. 

If the chnkermg is not carefully carried out the amount of unburnt carbon in 
the ashes wiU rise to an extraordinary amount in the case of breeze In such cases 
the sampling of the ashes presents considerable difficulty. (See 59a.) 

RegulcUing the Draught. The amount of draught required is largely de- 
pendent on the depth of fuel and ratio of boiler capacity to grate area. The draught 
at the base of the chimney may be obtained by a sensitive form of water-gauge with 

164 



STEAM RAISING AND WATER SUPPLY 


155 


a connecting tute inserted midway into the base of the flue a few feet from the stack. 
The tube should be straight and terminate with the orifice at right angles to the 
flow of the waste gas. A fan anemometer may be used at the furnace front to measure 
iihe velocity of the air passing below the grate. The reading multiplied by the area 
of the opemng will give the quantity of the air passing. It is difficult, however, to 
:get exact measurements and the calculation is best regarded as comparative. With 
increased draught the thickness of fire may be considerably increased. 

The dampers are regulated to give the minimum puU consistent with mainte- 
nance of the boiler capacity, and will vary from 0*6 to 1 inch with Lancashire boilers. 

induced draught a shght pressure on the back of the furnace will considerably 
incres&Srlife^effiaa^ and tend to more even steaming. It is qmte possible to obtain 
«uch a rapid currentoP^ that time contact is msufficient to give complete combus- 
tion, and small amounts of carbon monoxide may appear in the waste gases in spite 
of a large excess of oxygen. This occurs particularly when the fire has been chilled 
with a fresh charge of fuel. 

155a. Temperature. The control of the temperature throughout the boiler setting 
is a most important means of combining efficiency in the use of the fuel with the 
necessary steaming capacity. The rate of combustion will probably be too low unless 
the fire is sufficiently hot to fuse a part of the ash. The formation of some clinker 
may be taken as a satisfactory sign, but if the fire is pressed to an extreme tempera- 
ture the capacity of the boiler will suffer from an uneven fire bed resulting from an 
-excess of clinker. 

The temperature of the gases at the inlet and outlet of the economiser and at 
the chimney base require indication, while that of the feed-water at the inlet and outlet 
of the economisers and of the steam from the superheaters will also be required. 
Mercury thermometers inserted in malleable iron pockets containmg a little mercury 
to communicate the heat quickly may be used, but a set of distance thermometers 
with indicator in a place convenient to the fireman, will save a vast amount of 
•climbing about with consequent damage to boiler lagging. 

The water entering the economiser is kept not less than 45° C. to prevent 
-sulphur acids in the waste gases condensing on the economiser pipes, while the tem- 
perature at the outlet is not allowed to exceed a figure 10° C. below the temperature 
of the steam at boiler pressure, in order to avoid risk of generating steam in the 
economiser. 

The inlet temperature of the steam at the superheater can be calculated from 
the boiler pressure (see table), the difference between this and the temperature at 
the outlet being regarded as degrees of superheat. 

1556. Waste Oas Analysis. The analysis of the waste gas provides the third 
means of control of the boiler. In conjunction with the means of obtaining the tem- 
peratures, sampling places are established at different places on the setting, especially 
on each side of the damper, and preferably at each end and in the centre of each side 
flue (Lancashire boilers) and at the base of the chimney. The gas samples may be 
taken from iron sampling tubes where the temperature does not exceed 300° C., 
and preferably from silica tubes where the temperature is higher. An iron tube is 
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conveniently let into the brickwork to terminate on the inner face of the brickwork 
and closed by a loose screw iron plug. By the removal of this plug a thermometer or 
sampling tube may be inserted. Continuous samples may be obtamed. (See 386.)* 
If accurate work is required the samples had best be taken over mercury. In this 
case the sampling arrangement described (37a) may be used. The water in the 
aspirator draws a gas stream along while the sampling tube itself is filled with 
mercury and emptied drop by drop. 

The analysis is made with Orsat or Hempel as described (40a, 61a), or for more 
accurate work, which is rarely needed, in an all-mercury apparatus. (See 129, 133.)- 

Particular precautions are taken that the reagents are kept fresh and that the 
pyrogallol used does not hberate carbon monoxide, or fail to absorb oxygen. 

As a rule it is considered advisable to work with an excess of air, and an average 
carbon dioxide content of 12 per cent, in the waste gas passing away would be good 
practice. With low-grade fuel like breeze it is better to reduce the excess of air 
and work with even a slight excess of carbon monoxide so as to lengthen the flame. 

With the three indications of draught, temperature, and gas analysis, the boiler 
conditions can be easily controlled. Excessive leakage of air through the brickwork 
will be indicated by the rapidly declining temperature and increase in excess of oxygen. 
Thm firing results in a high temperature at the grate, but low temperature through 
the rest of the system ; there is a low percentage of carbon dioxide and a high oxygen 
content and low draught readings. With dirty flues, owing to restriction of draught, 
carbon monoxide makes its appearance in the waste gases and*the fires are dull. 

Water Supply, The water supplied to boilers should be free from oil and 
grease. Hydrocarbon oil which distils without decomposition or residue is not so- 
deletenous as animal or vegetable oil which decomposes, leaving solid matter often 
acidic in character. Contamination with the latter oils must be avoided at all cost. 
Oil of any nature leads to irregular steaming. Eree acid is also to be avoided. Mag- 
nesium chloride is most objectionable. The permanent hardness (sulphates) is not 
allowed to exceed 3°, or the total hardness, say 6°, but with cheap fuel and a surplus 
boiler capacity somewhat higher figures may be permissible. Sometimes the boiler 
scale, though it may be thm, is extremely hard, and this considerably lengthens 
the time and trouble of scaling. 

The water supply is sometimes taken from wells situated m the works Often 
it is found convenient to use a Town supply after passing the water through con^ 
densers. Or water may be drawn from gasholder tanks mto which exhaust steam 
drainage runs. It is a curious fact that water obtained from a gasholder tank, or 
otherwise partially saturated with coal gas, gives a very soft boiler scale which can 
largely be removed by sludging. 

Since considerable amounts of water are used in gasworks not only for steam 
raising, but for condensing and scrubbing purposes, and the cost per 1,000 gallons- 
is increasing rapidly, in most cases economy in the use of water is worth serious con- 
sideration, and definite schemes for collecting exhaust steam, condenser and gasholder 
water may result in considerably saving. For this reason the following methods of 
examination may be found useful : — 
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157(J. Sampling, The chief precautions necessary in sampling are to ensure 
iihat the bottle used to contain the sample is clean to start with. It should be rinsed 
out with a hot solution of sodium carbonate, then with dilute warm sulphuric acid 
containing some potassium permangana be, and finally with distilled water of known 
purity until the washings are perfectly clean. The treatment, of course, mcludes 
the stopper. After well draining, the stopper is inserted till required. In deahng 
with natural supplies a series of samples are taken over a considerable period, varying 
the time of sampling according to the weather conditions so that the variation m 
quality may mclude alterations due bo heavy rain or drought. It is convenient to 
^.x^ort all results in parts per 100,000 parts of water. A close visual examination will 

as to what the subsequent examination should include. 

1576. The colour of the water is observed throligh 50 c.c. 

placed m a clean Nessler glass on a dead-white paper, or viewed through a column 
1 or 2 feet in length. A tmtometer may be used and the colour matched. Films 
•of oU should be noted, and the nature of any suspended matter. The odour of the 
waber is noted both cold and on warming 10 c.c. in a test tube. The reaction to methyl 
orange should also be observed and, if the water is peaty in character, lacmoid (0-2 
gram in 100 c c. of 10 per cent, alcohol) may be used to detect the acids. 

157o. CMonde. The water may be titrated directly with silver nitrate only if 
organic matter is substantially absent. In the latter case the water is warmed to 
boiUng-point and a few drops of neutral potassium permanganate added till a pink 
-colour persists after boiliug for a few minutes. The excess of permanganate is 
destroyed with a few drops of alcohol and, after settling, the manganese compoimds 
are filtered off, the filtrate neutralised with bicarbonate and titrated. 

If necessary, the water may be taken to dryness in a porcelain dish, carefully 
igmted, and the residue taken up with a httle water acidified with nitric acid After 
filtering, the solution is neutralised with bicarbonate and titrated. 

The titration with silver nitrate is carried out in a porcelain basin, in the pre- 
sence of 1 to 2 c.c. of 5 per cenb. potassium chromate solution. A permanent red 
tinge marks the end of the titration. If necessary, a similar amount of water with 
the same amount of chromate solution, but with insufiS-cient amount of silver nitrate to 
give complete precipitation added, may be used for comparison of the colour changes. 

157 d. Sulphate, A volume, say, 260 c.c., of bhe water is acidified with hydro- 
chloric acid and evaporated down m a porcelain dish on the water bath. The residue is 
repeatedly moistened with hydrochloric acid and dried off. Finally, the residue is 
taken up with hydrochloric acid, filtered from sihca, and after adding ammonium 
chloride to prevent precipitation of magnesium, the sulphate is precipitated with 
barium chloride, filtered, igmted, and weighed. (See 23a.) 

157e. Alhalmity, A portion of the water, 250 c.c., is evaporated down to 50 c.c., 
filtered, the precipitate washed with freshly boiled water, and the filtrate titrated 
with N/10 acid in presence of methyl orange. 

157/. Acidity, Water acid to laomoid as indicator (0-2 gram in 100 c c. of 10 
per cent, alcohol) will usually act on lead. The acidity can be determined by 
titration with N/IO sodium hydrate, using phenolphthalein as indicator. 
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158a. Total SoUds. Suspended matter is filtered ofE from a litre or more of the 
water, dried at 100° G. and weighed, deducting the weight of a filter paper treated 
with pure water, and dried in the same way. The residue is then ignited in a platinum 
crucible and the ash weighed back. The remamder of the examination is made on 
the filtered water. 

1586. Total Soluble Solids. From 250 c.c. to 1 litre of the water are evaporated 
in a tared platinum dish, adding the water from time to lime to make up the bulk 
as the evaporation proceeds. Care is taken to keep the water-hne at least 0*6 inch 
from the top of the dish. The evaporation may be carried out by placing the dish 
on the top of a spouted beaker, the diameter of which is shghtly smaller than the 
platinum dish, and with a large inverted funnel overhead to prevent dust falhng in. 
In no case must the platinum be allowed to touch any metallic surface. The dish 
and residue is finally dried for 2-3 hours in the water oven and rapidly weighed. 
Care is taken that the outside of the dish is not contaminated. If platinum 
is not available a good quality porcelam dish may be used, but glass should be 
avoided. 

Ea/rdness. Strictly speaking, the total hardness of a water is the sum of 
the contents of calcium and magnesium oxides, expressed as parts of calcium car- 
bonate per 100,000. For this purpose the calcium may be determined by concentrat- 
mg, say, 260 c.c., to about 60 c.c., and precipitating from this the calcium as oxalate. 
(See 72.) 

The magnesium may then be determined in the filtrate as magnesium phosphate. 
(See 72.) 

A “ degree ” of hardness in this country is reckoned as 1 grain of calcium 
carbonate per gallon (70,000 grains), which is equivalent to 1-43 parts per 100,000. 

Temporary hardness, due to the presence of bicarbonates which, on boiling,, 
give a precipitate of carbonate, corresponds to the amount of calcium or magnesium 
carbonate precipitated on boiling and to the difference between the permanent 
hardness and the total hardness. The permanent hardness is due mainly to sulphates 
and chlorides. In most cases the following method (Hehner) is convenient. 

168c. [Temporary Ea/tdness. The water, say, 100 c.c., is titrated with N/IO or 
17/5 sulphuric or hydrochloric acid, using methyl orange as indicator to permanent 
red, and the calcium carbonate equivalent of the acid is calculated. 

QaQO^’\-E ^0 ^^GaSO -f-C702. 

158 dl. Permanent Eardness. Excess of a standard solution of 17/10 sodium car- 
bonate, is added to, say, 200 c.c., of the water and the whole evaporated to dryness, 
preferably in a platinum dish. The residue is taken up with water, filtered, and the 
residue washed several times. The total filtrate is then titrated with N/10 sulphuric 
acid or hydrochloric acid, using methyl orange as indicator. 

The carbonate used m removing the permanent hardness is found by difference 
of the titres and the equivalent of calcium carbonate calculated. 

GaSO^-^-Na^O^^^CaCO^ -j-iV^ag/S'O^* 
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159^». Cla/rJc^s Method. Tte soap test for hardness, although approximate, is 
atiU largely used. The best method of preparing the soap solution is to take about 
75 grams of “ lead plaster ” and grind it in a mortar with about 20 grams of pure 
potassium carbonate. A small quantity of 80 per cent, alcohol is added and the 
mixture worked up to a cream. With addition of further alcohol the mixture is 
rinsed into a large bottle and allowed to settle. The clear liquid is decanted ofE through 
a filter and the sediment washed with alcohol. The volume is then made up to 
250 0 . 0 ., with equal parts of alcohol and water. 

Or, the soap solution may be made by taking about 10 grams of white-shredded 
pastile soap which are dissolved in a litre of 80 per cent, alcohol and allowed to stand 
a It is then decanted through a filter and standardised against 

a standard calciumtJfclOTde solution. The standard chloride solution is prepared 
by dissolving carefully 0^ gram of pure dry calcium carbonate in a covered vessel 
(a platinum dish) with dilute hydrochloric acid. The whole is evaporated to dryness 
on a water-bath several times with water till free acid is removed. The residue is 
then dissolved and the solution made up to 1 litre. Of this solution, 50 c.c. are 
transferred by pipette, avoiding contamination by carbon dioxide of the breath, to a 
clean-stoppered 250 o o. bottle. 

The soap solution is added from a burette 1 c.c. at a time, and later 0-2 o.o. at 
a time, and the whole weU shaken after each addition. When the lather is permanent 
for 2 minutes with the bottle lying on its side the titration is finished. By observing 
the disappearance of the “ metalhc ” scum on adding more soap, the false end-point 
produced by magnesium salts may be overcome. The strength of the soap solution 
in terms of calcium carbonate can then be calculated. 

For the total hardness of a water, 50 c.c. of the latter are placed in the bottle 
and titrated with the soap solution as in the case of the standardisation. The hard- 
ness is calculated in terms of calcium carbonate per 100,000 parts of water. For very 
hard waters (over 20 parts per 100,000) a smaller quantity is taken and diluted to 
60 c.c. by adding distilled recently boiled and cooled water, so that not more than 
16 c.c. of soap solution are reqmred. 

The permanent hardness is obtained by placing 150 c.c. of the water in a 600 c.c. 
flask. The whole is counterbalanced on a rough balance. The flask is removed and 
the water gently boiled for 30 minutes, cooled, replaced on balance, and cold recently 
boiled water added to make up the balance. The water is filtered, if necessary, 
through a dry filter and 50 c.c. titrated as before with the soap solution. The 
temporary hardness is given by diflerence. 

159 &. Water Softening. The additions of soda ash and lime necessary may be 
ascertained very simply by the following (Metro.) method : The total hardness is 
determined by the “ soap ” method as given above, say, this is A degrees. The 
magnesium hardness ” is next determined by adding about 4 grams of ammomum 
oxalate to 120 c.c. of the water, shaking and allowing the mixture to stand for 15 
minutes. After filtering, and assuring freedom from calcium salts, 70 c.c. of the 
filtrate is titrated with soap solution as before. The hardness may then be B degrees. 
The temporary hardness may be obtained by direct titration of 70 c.c. with N/60 
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acid, using methyl orange as indicator. This reading is called C. Another portion 
of 70 c.c. are taken and phenolphthalein is added. If no colour develops the water 
is titrated with N /50 sodium carbonate until a permanent pink is shown. This reading 
represents D. If the water is alkaJine (sodium carbonate), the titration is carried 
out with N/60 acid solution, and the readmg is called E. Then the soda ash required 
per gallon (pure) is 0*152 (A— C) lb., and the lime (pure) is either 0*08 (B+C+D) lb. 
or 0-08 (B+C-2 E) lb. 

160a. Lime and Soda Value (Drawe). A method proposed for use in control 
work consists in finding first, the lime equivalent of the water by addition of a known 
excess of lime water and titration of the excess, after boihng and filtration, with 
standard hydrochloric acid. Excess of standard sodium carbonate solution is after- 
wards added to the neutralised solution, and after boiling and filtration the excess 
is found by a further titration with hydrochloric acid. 

1606. Soda Ash. The purity of liie soda ash may be ascertained by double titra- 
tion. About 10 grams of the undried salt is dissolved in air-free water, filtered if 
necessary, and made up to 600 c.c. Of this 60 c.c. are taken, and phenolphthalein 
added. Normal sulphuric acid is run in until the colour is just destroyed. Methyl 
orange is then added and the titration continued to a permanent pink. The first 
titration neutralises hydroxide and converts carbonate into bicarbonate, while the 
second converts bicarbonate to sulphate. If the number of c.c used in the last 
titration be greater than in the first, the difference is due to presence of sodium 
bicarbonate. The titration should be carried out in the cold, and the burette tip 
dipped under the surface of the acid in the first titration, so as to avoid escape of 
carbon dioxide. {Metro.) 

160 c. Boiler Water. It is advisable to check the composition of the water from 
time to time to ensure that the proper amount of water is regularly “ blown down.” 
The sample taken can be examined by the methods described for feed water, but in 
particular the total solids should be determined and the alkalinity. The former 
should not exceed about 1,000 grains per gallon. The alkalinity may be determined 
by the double titration method using first phenolphthalein as indicator and then 
methyl orange. 
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CHAPTER Xm 


LUBRICANTS 

Jh^Every considerable amounts of lubnoants used in modem works, and tbe increas- 

all descriptions, make it well worth while devotmg time to 
the examination of th^Slifierent classes of oils and the use to which they are put- 

The lubricants in general use largely consist of mineral oils (petroleum products) 
blended to a greater or less extent with the more valuable vegetable and animal oils. 
It is essential that both the constituent classes of oils should have been properly and 
oarefully refined and free from such harmful adulterants as rosin oil and coal-tar oils. 
Oleic acid in large (say, over 0*6 per cent.) amount is considered mjurious and mineral 
acids dangerous. The properties of a desirable oil naturally depend on the purpose 
for which it is desired. 

All lubricants may weU be examined for specific gravity, colour, free acid, 
viscosity, flash point and cold test. To obtain information for the purpose of 
selection the volatility, sulphur content, distillation range, gumming property, iodine 
value, and saponification value should be obtained ; while, in the case of suspected 
adulteration, soaps, rosin and coal-tar oil may be looked for. 

161a, Specific Oramty, The specific gravity may be determined by the use of a 
hydrometer, or specific gravity bottle, in the usual way. Except for purposes of 
calculating weight and volume it is of httle use, save that a high specific gravity may 
mdicate coal-tar and rosm oil adulteration. In the instances where pure oils are 
concerned the specific gravity becomes an important constant. 

, 1616. AddUy. The total acidity is estimated by taking 6-10 grams of 
the oil in a 260 c.c. conical flask. The oil is shaken with 30-40 c.c. of previously 
neutralised 96 per cent, alcohol. The whole is warmed to boiling-point, agitated 
thoroughly, and titrated hot with N/10 caustic soda, using phenolphthalein as 
indicator and shaking vigorously after each addition. In the case of dark oils, the 
alcoholic extract may be separated, using a separating funnel and making several 
extractions. The acidity is expressed either as milligrams of alkali to saturate the 
free acid in 1 gram of oil, or reckoned as equivalent of oleic acid, O17H33COOH. 

16 Ic. Mineral Acid, The free mineral acid is detected by shaking 25 c.c. of the 
oil m a separating funnel with successive quantities of hot water to a total amount 
of about 26 c.c. The water is withdrawn through a wet filter into a conical flask, 
cooled and titrated with N/10 caustic soda, using methyl orange as indicator. The 
solution may afterwards be concentrated and examined for the particular acid, 
usually sulphuric acid, left by careless refining. In no case should mineral acid be 
present. 
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Tte presence of sulplionates may be shown by placing a quantity of the washed 
oil with water in a stout well-stoppered bottle. The stopper is tied down and the 
bottle placed in a water bath for 30 minutes. After cooling the stopper is removed 
and the acid resulting from the hydrolysis titrated. The presence of sulphonates is 
harmful, as in practice the compounds may be similarly hydrolysed with the produc- 
tion of free acid. 

162a. YiscosUy. The viscosity is one of the most important properties of lubri- 
cants and has been the subject of great discussion. A lubricant must be sufficiently 
viscous to retain its position in ^he bearing hnd must form a film capable of bearing 
the load at the running temperature. The viscosity of all oils diminishes rapidly 

with rise of temperature, and those oils^-lilke^Btor 
oil which retain a large proportion of them initial 
viscosity at each successive rise of temperature, 
are the more valuable. As, however, the oils more 
viscous at normal temperature lose their viscosity 
more rapidly with mcrease of temperature than 
those less viscous to start with, all oils approach 
the same viscosity at high temperatures. It is 
customary to determine the viscosity at several 
different temperatures ; the highest being the 
maaamum temperature likely to be encountered 
in use. Temperatures of 20° 0., 60° C„ 100° C., 
and 120° C., are commonly taken. 

The viscosity may be judged in a comparative 
ma n ner by placing a water or oil-jacketed pipette 
full of the oil m a vertical position and noting the 
time which is taken by the level of the oil drop- 
ping from one fixed point on the scale to a lower 
one. In this country it is customary to determine 
Fiq. 40.-Bo^t^^Redwood iihe viscosity in a standard apparatus— the Red- 

wood Viscometer (Fig. 40). 

instrmnent consists of a standard onfice placed in the base of a metal cup 
•which is fixed imde a copper bath. The orifice can be closed by a ball on the end of 
a rod. The oil is dried over calcium chloride and filtered through a little glass-'wool 
mto the cl^ and dry cup, so as to bring the level up to the metal pointer fixed as a 
gnde inside the cup. The temperature is then adjusted, and when constant condi- 
faons Imve been obtamed, the stopper is removed and the od ahowed to run through 
the onfice mto a 60 c.c. measuring flask placed beneatL Simultaneously a stop- 
watch IS started and the time taken to fin the flask noted 

The ^cosity of rape oil at 16° 0. (60° F.) of sp. gr. o'9142 is taken as a standard 
Dgure of 100. 

The ■viscosity, then, is given by : 

TX-S^XlOO 

636x0-9142 
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Where T is the effluz time in seconds of SO o.c., is the specific gravity of the 
oil at the temperature of the test.. It is always necessaay to state the temperature 
at which the determination has been made, Often^ however, the time in seconds 
only is reported. The time of efflux of the standard rape oil with this iostniment 
is 635 seconds. 

Flash Points The flash point is of value in the consideration of the possi- 
bilities of fire. A low flash oil with high distillation range is an indication of bad 
refining or adulteration with low boiling spirit. A minirmTm flash point of 360*^ F. 
is usually considered essential for aU indoor machinery. The method in common use of 
.ining the flash point is by means of the “ closed test ” carried out in the Pensky- 
point tests carried out in open crucibles are considerably 
higher and not very reSsJjle, 

163a. Method. The apparatus (Fig, 41) consists of a metal cup placed in an air 
bath which may be heated by a burner underneath. Stirring gear and thermometer 
are fitted through a lid which covers the cup. A mov- 
able slot in the lid permits of the flame from a small 
gas-jet to be brought down into the vapour space of the 
cup, and at the flash point the vapour is ignited in this 
manner and causes a visible ‘‘ flash.” The apparatus 
is carefully cleaned and dried before use. A small trace 
of volatile oil has a great influence on the flash point. 

The oil to be tested is dried over a lump or two of 
calcium chloride and is filled into the cup through a 
funnel containing a little glass-wool tiU the cup is full to 
the circular mark. The lid and thermometer are fitted 
in so that the small bulb of the latter just clears the 
lower part of the stirring gear. The heating burner and 
test flame are lighted ; the latter being adjusted to the 
size of a pea. The rise in temperature is regulated to 
obtain a rise of 6° G. per minute. The oil is stirred 
very quietly and uniformly. As the flash point is 
approached the mill-head of the shutter is turned to 
open the slol and depress the test flame every 16 
seconds. When the flame is seen to flash across the surface of the oil the temperature 
reading is taken as the flash point. 

1636. Gold Test. Lubricating oils may contain suJfflcient waxy constituents to 
separate a scummy mass on standing in a cool place, or the oil may set to a semi-solid 
mass which is inconvenient to deal with, and which may not flow sufficiently weU to 
find its way through the lubricating system. 

The cold test consists essentially of gradually cooling the oil in an air bath and 
observing its behaviour. The temperature at which it becomes cloudy (cloud-test), 
at which a palpable amount of solid separates (separation-point) and at which it 
refuses to flow from one end of the tube to the other (the " cold test ” or “ pour test ”) 
are noted. 



Fig. 41 . ^PHNSKT-lklAItTIlN- 

Closed Flash-Point Ap- 
PARATtlS, 
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The oil should not be stirred or previor^y heated, and the temperature should 

not he reduced more than about 2° C. per minute. , , 

The apparatus described for the crystallising point of creosote may be used. 

164a! DistlUation Range. Information as to the class of oil dealt with ca.n often 
be obtained by a distillation carried out as for coal-tar oil (see 876), pa^cularly 
if this be compared with the flash pomt and viscosity. If watm: is present, it sho^d, 
of couise, be separated and the oil portion of the distillate returned for a fresh tri^. 

164f6. yolatility. The volatility bears no relation to either flash point or distilla- 
tion range. It may be approximately determined by passing, in a comparative 
manner, air (a measured quantity at a fixed rate) raised to a definite'‘1Sffip5^rat^^ 
through a weighed quantity of the oil maintained at the same temperature (see 145a), 
or its vapour pressure may be determined. Sometimes a known amount is simply 
placed in a dish in a heated oven for a definite time, and then re-weighed to determine 
loss in weight. 

164c. Qummmg Power. Some lubricants contain impurities which on heating in 
the presence of air throw down sticky deposits. Comparative observation may be 
made on the same quantity of two oils exposed in a thin film on similar watch glasses 
in a steam oven for 8-10 hours. The degree of “ tackiness ” can then be observed. 

Saponification. The quantity of potash required to decompose the esters of 
the oils and fats expressed as a percentage is known by the title of saponification 
value. Most of the saponifiable oils have a value of 18—19 per cent , but a few are 
lower and some as high as 26 per cent. The waxes are very low in value, 7-12 per 
cent., and the hydrocarbon oils nil. Hence the value is of considerable use in deter- 
mining the nature of a lubricant. 

164d. Method (after ArchbuM). About 2*6 grams of the oil are weighed out into a 
small conical flask and 25 c.o. of semi-normal alcoholic potash, prepared by dissolving 
about 18 grams of “puce by alcohol” stick potash in 600 c.c. of pure alcohol, is added. 
The same volume of the potash solution is added to a similar flask to form a “ blank ” 
teat. Both solutions are slowly simmered on a steam bath with reflux condenser, 
with constant gentle shaking so as to disperse the oil and promote saponification. 

When the process is judged to be complete (say, an hour for mixed animal and 
fatty oils) the contents of each is successively titrated, with semi-normal hydro- 
chloric acid, using phenolphthalein as indicator. By difference the number of grams 
of caustic potash required to saponify the oil taken is calculated, and finally that 
required for 100 granos of the oil. 

If the mean saponification value of the fatty oils is taken as 20, the percentage 
of fatty oils can be roughly judged by multiplying the saponification value by 6. The 
difference from 100 is approximately the mineral oil. 

164e. TJnsaponifiMe Matter (after Archbutt). The hydrocarbon oils, together 
with small amounts of natural unsaponifiable matter, may be separated by extraction 
of the saponified solution with ether. Kve grams of the oil are exactly weighed out 
into a deep evaporating dish. To this is added 4 c.c. of a mixture of pure clear caustic 
soda solution (containing about 2 grams of NaOH) in 60 c.c. of alcohol (free from 
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naphtha). After. digestion for 30 minutes the solution should have become concen- 
trated to about 16 c.c. The hot residue is poured into a previously warmed separating 
funnel, and the basin rinsed round with hot water. The total volume should then be 
about 70 c.c. On the top of the solution is poured 100-120 c.c. of ether (re-distilled 
methylated ether, sp. gr. 0-726). The stopper is inserted and the whole is cooled under 
the tap with gentle shaking so as to mix, but not to emulsify, the ether and solution. 
Two distinct layers should separate. If an emulsion has formed more alcohol is added, 
while if three layers are seen, more water is added. After settling 10 minutes the soap 
solution is drawn ofE and shaken with more etibier, and this is again repeated. The 
"Wth^E^xtea cts aje mixed, washed with 10 c.c. of a 1 per cent, caustic soda solution 
containing 10 per^"bejjt. of alcohol, and then thoroughly with water. The ethereal 
solution is nm ofE intoVtared conical flask and the bulk of the ether is distilled off. 
The remainder of the ether and water are evaporated ofi in the open on the top of a 
water oven, and the flask cooled and weighed. The drying is repeated to practically 
constant weight. The residue gives the uosaponifiable oil. Oils containing much 
hydrocarbon oil are best digested under reflux condenser with the caustic soda before 
concentration in the open dish. 

Iodine Value, The absorption of halogen radicles by the oil provides an 
indication of the amount of unsaturated hydrocarbons present. Since the latter are 
the chief constituents liable to oxidise and gum, the lower the iodine value the better. 
It can be assumed that the rachcle “ ICl ” is taken up by unsaturated compounds. 

165 (s. Wvjs^ Method, A solution of iodine monochloride in acetic acid is prepared 
by dissolving 12*7 grams of iodine in 1 litre of pure glacial acetic acid. Twenty-five 
c.c. are titrated with N/10 thiosulphate Chlorine (free from hydrochloric acid) is 
passed in until the titre of the solution has been increased to nearly twice the original 
amount. The colour will then be a rich orange. 

The iodine value is determined on a portion of the oil which will absorb the 
equivalent of about 0'3 gram of iodine. Say, from 0-2 to 1 gram of the oil is weighed 
out and dissolved in 10 c.c. of carbon tetrachloride in a clean glass-stoppered bottle 
(8-02. size) and mixed with 25 c.c. of the above reagent. It is shaken and allowed to 
stand 16 to 30 minutes (for hnaeed oil much longer). About 20 c.c of a solution of 
potassium iodide (10 per cent, aqueous solution, free from lodate) is added and 100 c.c. 
of distilled water. The solution is then titrated with N/10 thiosulphate solution, 
using a little starch as indicator near the end-point It is advisable to chill the bottle 
before opening the stopper and to shake well after each addition of thiosulphate. 
The iodine value is then taken as the iodine equivalent of the difference between 
the thiosulphate titre of a blank and the test solutions calculated per 100 grams 
of oil. 

165&. Itosin Oil, A high acid value may indicate the presence of rosin oil. Oil 
containing rosin has a peculiar hard, astringent taste, which is markedly perceptible 
some minutes after the oil has reached the mouth To detect these adulterants 8-10 
c.c. of the oil are shaken with an equal volume of 70 per cent alcohol. The solution 
is run off through a filter moistened with the alcohol and evaporated. If rosin is 
present, a resinous residue is left which is dissolved in 1 or 2 c.c. of acetic anhydride. 
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A drop of oonc. BHlplnlric acid (sp* gr. 1'6) will give a violet colour. (StorcL.-'LieTDer- 
mann reactioni) 

166(2. Goal Ta/r Oils. Adulterants of tlus nature may be detected by nitration of 
the oil in presence of cone, sulpburic acid^ wben aromatic nitro-compounds, mainly 
insoluble in water, will be found* 

1Mb, Emulsification. As a rule, emulsification of an oil when mixed with Water 
is undesirable, but in the case of steam-engiue cylinder oils a certain degree of emulsi- 
fication is convenient, provided that when the emulsion is allowed to stand it will 
separate fairly rapidly into water and oil. Soaps are sometimes added to give con- 
sistency to an oil, and in this case the oil will emulsify very easily. Addition of dilate 
hydrochloric acid and separation of the acid layer will enable tests to be applied for 
the basic radicles (soda, alumina, iron, calcium, and magnesia). 

Selection of iMbricating Oil, The oils used must necessarily be chosen with 
a view to the use to which they are to be put. For slow-moving machinery an oil or 
grease of high viscosity at ordinary temperature is used, and may be mineral oil if 
sufficiently viscous. With light loads and high speed as low a viscosity as possible is 
required, always provided the viscosity is high enough to form a film. Pure mineral 
oils are useful, or they may be mixed with a small percentage of fatty oils. For 
dynamos, motors, and high-speed turbine engines, pure mineral oil with twice the 
viscosity of rape oil is suitable. 

For gas-engine cylinders a small amount of animal or vegetable oil blended with 
mineral oil, and of about the same or somewhat higher viscosity to rape oil, may be 
used. For motor cars and similar engines pure mineral oils are advisable of high 
viscosity. Pure mineral oils do not gum or oxidise at relatively high temperatures, 
in the way which the animal and vegetable oils do. In those oases where there is a 
chance of lubricating od finding its way into boiler-feed water a pure mineral oil is 
preferable as not being subjected to hydrolysis. 

In order to lubricate the interior surfaces of the drum and blades of exhausters, 
it is customary to use a light tar oil which will thin any pitchy tar collecting, and 
provide also a certain amount of lubrication. Petroleum oils are most unsuitable, as 
they precipitate pitch from tar and aggravate the trouble. A light creosote oil, 
distilling between 200° and 300° C., with a minimum of residue, is, perhaps, the most 
suitable. The naphthalene content should be low, say, 10 per cent., and the oil should 
be filtered through a gauze screen before use. The tar acids may be retained, but are 
preferably removed in view of their tendency to polymerise. Strained anthracene oil 
is also used and possesses more lubricating value, is more viscous, but has somewhat 
less solvent power for pitchy substances. The analysis may be made by methods 
given under Tar. (See Chapter VII.) 
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TABLE I 


Intbkctationaii Atomic Weights. 1920. (Abbreviated list.) 


Antimony^ 

Araenic 

Barium 

Bismuth 

Bromine 

Cadmium . 

Calcium 

Carbon 

Chlorine 

Chromium . 

Cobalt 

Copper 

Fluorme 

Gold . 

Hydrogen . 

lodme 

Iron 

Lead 

Magnesium 

Manganese 

Mercury 

Molybdenum 

Nickel 

Nitrogen . 

Oxygen 

Phosphorus 

Platmum . 

Potassium . 

Selemum . 

Silicon 

Silver 

Sodium 

Strontium . 

Sulphur 

Tm . 

Titanium . 

Tungsten . 

Uranium 

Vanadium . 

Zinc 

Zirconium . 


Atomic 

Weight 

27- 1 
120-2 

74-96 

137-37 

208-0 

79-92 

112-4 

40-07 

12-005 

35-46 

62-0 

68-97 

63-67 

19-0 

197-2 

1-008 

126-92 

66-84 

^07-2 

24-32 

54-93 

200-6 

96-0 

68-68 

14-008 

16-00 

31- 04 
196-2 

39-10 

79-2 

28- 3 
107-88 

23-00 

87*63 

32- 06 
118-7 

48-1 

184-0 

238-2 

61-0 

66-37 

90-6 
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TABLE n 

Weights aitd Measttebs 

XTnlt Equivalent 


1 inch • 




. 2*64 cm. 

1 metre 




39*37 inches 

1 square inch 




. 6*4616 sq. cm. 

1 fluid ounce 




. 28*41 c.o. 

1 cubic inch 




. 16*387 C.O. 

1 cubic foot 

. . 



. 6*23 gallons 

1 cubic foot 




. 28*317 litres 

1 cubic metre 




. 36*316 cubic feet 

1 litre 




. 61*024 cubic inches 

1 gallon (8 pints) 




, 4*6469 Htres 

1 gram 




. 16*432 grains 

1 ton (2,240 Bb.) 




. 1,016,060 grams 

1 pound (16 oz.) 




. 7000 grains 

1 pound 




. 463*69 grams 


The cubic centimetre of water weighs 1 gram at 4° C. and 760 mm. ; the gallon contains 
10 Ib. of water at 62® F. and 30 in. One htre of water at 62° F. and 30 in. weighs 
998*89 grams (Rosetti). 


TABLE in 

MIS0ELLA2TB0ITS DaTA 

Unit Equivalent 


1 gram per litre . . . , , 

1 grain per gallon ..... 

1 Calorie (K) per cubic foot 

1 Calorie (K) per gram .... 

1 B.Th.U. per cubic foot 

NHa in 1 gallon 10 oz. hquor , ' . 

1 per cent, nitrogen in coal . = . 

1 inch mercury pressure . , - . 

1 foot water column at 4® C. . 

1 Tb, per square inch . . « . 

1 cubic foot of hydrogen weighs at 0® C., 
760 mm. ... 

1 cubic foot of water weighs . 

1 cubic foot of air at 0® C., 760 mm., weighs 
1 foot pound ..... 

1 joule per second ..... 

ih.p. . - 

1 Kilowatt . . . . , _ 

Volume ua oubic feet per hour 
Humidity of Gas at 15-66” C.;- partial 
pressure of water vapour , 

Saturated gas at temp. i®F.,^ in. mercury 
and with vapour pressure of water, 
a in. mercury at i® F. . , . [ 


70*06 grains per gallon 
0*01429 gram per htre 
3*968 B.Th.ir. per cubic foot 
1*8 B.Th.XJ. per pound 
0*1127 calories per cubic metre 
1618 grains (1619*7) 

106 lb. sulphate of ammonia (theor.) 

0*4907 Ih. per square inch 
0*433 lb. per square inch 
2*31 feet of water column 

0*00669 Ib. 

62*3 lb. 

0*0809 lb. 

13*826 cm. gram umts or 13,602,000 ergs. 

1 watt. ; work of current of 1 amp. at 1 volt 
m 1 second ; 0*7373 ft. Ib. per second 
33,000 ft. H). per mmute 
1*34 h.p. 

Velocity in feet per hour X square feet of area 

0*618 in. mercury (Metro) 

To correct volume divide by : — 

469*4+£ 

17*617 (h-a) 


(Metro) 
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TABLE IV 


Tempubatubes oe Satubatbd Steam 

JH^ B ESS (j H»TC S ATt*Hi ^lBSOXiOTFE 



Atmospheric Pressure (14*7 Ib. per sq. in,) corresponds to 212® P.=100° C. 

To obtain temperature of steam at a working boiler pressure add 14' 7 to the latter and 
refer to Table. 


TABLE V 


Strength or Liquor anu Equtvalent m Sulphate or Ammonia 


02. 

Str. 

NHaSramfl 
per 100 c c. 

S/Alb. 
per gal. 

GallonB 
Liquor 
per ton salt. 

02. 

Sfir. 

NHsSrams 
per 100 0 . 0 . 

S/A.11). 
per gel. 

Gallons 
Liquor 
per ton salt. 

1 

0-2160 

0-8421 


9 

1-0498 


2956 

2 

0-4333 

0-1684 


10 

2-1666 



3 

0-6499 

0-2626 

8867 

11 

2-3831 

0-9263 

2418 

4 

0-8666 

0-3368 

1 f 

12 

2-6998 

1-0106 


6 

1-0832 

0-4210 


mm 

2-8164 

1-0947 


6 

1-2998 

0-6063 

B ! 

14 

3-0331 

1-1789 


7 

1*6166 

0-6896 

: I 

16 

3-2^97 

1-2631 

1773 

8 

1-7332 

0-6737 

3326 

16 

3-4664 

1-3473 

1662 
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Showing the theoretical yields of ammonimn sulphate from vanons quantities of Liquor of different strengths. 
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TABLE VII 


Speoifio Gbavut aito EQtrrvAiiBNi Qaixons pbb Ton of Tar 


ST 

Gallons 
per ton. 

Sp ffr. 

Water— 1. 

Gallons 
per ton. 

1-000 

224-0 

1-166 


1-006 


1-160 

193-1 

1-010 

221-8 

1-166 

192-3 

1-016 

220-7 

1-170 

191-6 

1-020 

210-6 

1-176 

190*7 

1-026 

218-6 

1-180 

189-8 

1-030 


1-186 

189-0 

1-036 

216-6 

1-190 

188-2 

1-040 

216-4 

1-196 

187-6 

1-046 

214-4 


186-7 

1-060 

213-3 

1-206 

186-9 

1-066 

212-3 


186*1 

1-060 

211-2 

1-216 

184*4 

1-066 


1-220 

183-6 

1-070 

209-3 

1-226 

182-9 

1-076 

208-4 

1-230 

182-1 

1-080 


1-236 

181-4 

1-086 

206-6 



1-090 

206-6 

1-246 

170-9 

1-096 

204-6 

1-260 

179-2 

1-100 



178-6 

1-106 


1-260 

177-8 

1-110 


1-266 

177*1 

1-116 



176-4 



1-276 

176*7 

1-126 

199-1 


176-0 


198-2 

1-286 

174-3 

1-136 

197*4 



1-140 

196-6 

1-296 

173-0 

1-146 

196-7 


172-3 

1-160 

104-8 
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TABLE Vm 

Logarithms or httir; Rhoipbooax or ras Cobbejotioit or Gas Volume to 60® 

AOT 30 iNOHEs, Moist. 



To correct gas volume subtract the log. numbers above from the log. of the unooireotedL 
volume. A value (e.g. calorific value) may be corrected by ad ding the above logs, to the 
log. of the value. 
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TABLE IX 

SPBomo Gbatity and SiTBENaxH OT S u.t J U.um o Acid 
{Lunge, Isler and, Na^.) 


Sp. BT. 16*0 
compared to water 
at 4 * (In vacuo). 

“Tw, 

100 pts bywt. 
contains parts by wt. of 

Ha SO* Add 142* Tw. 

lb. of 

HjBO* 
per sallon. 

1-000 

120 

68-61 

87-79 

10-97 

1-606 

121 

68-97 

88-38 

11-07 

1-610 

122 

69-43 

88-97 

11-18 

1-616 

123 

69-89 

89-66 

11-29 

T^- 

124 

70-32 

90-11 

11-40 

1-626 

125 

70-74 

90-65 

11-61 

1-630 

126 

71-16 

91-19 

11-61 

1-636 

127 

71-67 

91-71 

11-71 

1-64:0 

128 

71-99 

92-26 

11-82 

1-646 

129 

72-40 

92-77 

11-93 

1-660 

130 

72-82 

93-29 

12-03 

1-666 

131 

73-23 

93-81 

12-12 

1-660 

132 

73-04 

94-36 

12-23 

1-666 

133 

74-07 

94-92 

12-31 

1-670 

134 

74-61 

95-48 

12-46 

1-676 

135 

74-97 

96-07 

12-67 

1-680 

136 

76-42 

90-66 

12-08 

1-686 

137 

76-86 

97-21 

12-79 

1-690 

138 

76-30 

97-77 

12-90 

1-696 

139 

76-73 

98-32 

13-02 

1-700 

140 

77-17 

98-89 

13-13 

1-706 

141 

77-60 

09-44 

13-24 

1-710 

142 

78-04 

100-00 

13-36 

1-716 

143 

78-48 

100-66 

13-47 

1-720 

144 

78-92 

101-13 

13-68 

1-726 

146 

79-36 

101-69 

13-70 

1-730 

146 

79-80 

102-26 

13-83 

1-736 

147 

80-24 

102-82 

13-94 

1-740 

148 

80-68 

103-38 

14-05 

1-746 

140 

81-12 

103-95 

14-17 

1-760 

160 

81-66 

104-62 

14-28 

1-766 

161 

82-00 

106-08 

14-40 

1-760 

162 

82-44 

106-64 

14-62 

1-766 

163 

82-88 

106-21 

14-66 

1-770 

164 

83-32 

100-77 

14-78 

1-776 

166 

83-90 

107-61 

14-90 


TABLE X 

CaiiObthto Value ob QASBa ; B.Th.TJ. Gboss at 60° F. ahu 30 in., moist 


Gas. 

Ethylene 


Lunffe (after Tliomsen). 

. 1606 . 


Ooste. 

. 1559 

Propylene 


. 2368 . 


. 2301 

Benzene 


3771 . 


. 3738 

Carbon monoxide 


326 . 


. " 318 

Methane 


. 1020 . 


992 

Hydrogen 


. 326 . 


320 


Hydrogen sulphide . . . 657 * . 
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TABLE XI 


- Thb; SPBomo GBAVirr op Gases and the Weight op One Cubic 
POOT AT 60® F ANX> 30 IN. PHESSUHB — ^MOIST 


Gas. 

Sp Qr. 

Alr=l., 

Welffht of 1 cub. ft 
lb 

Carbon dioxide 

1-629 

0-1163 

Oxygen 

L105 

0-0841 

Ethylene 

0-969 

0-0737 

Benzene 

2-79 

0-2123 

Carbon monoxide 

0-967 

0-0736 

Methane 

0-663 

0-0421 

Hydrogen 

0-0696 

0-00629 

Nitrogen 

0-972 

0-0740 

Air .... 

1-000 

0-0761 

Hydrogen Sulphide 

1-192 

0-0907 

Ammonia 

0-690 

0-0449 

Water vapour . - . 

0-622 

0-0473 


TABLE XII 


Heat Capacity op Gases 


Heat Capacity in B.Th.U. per cubic foot, at 60° F. and 30 in. — ^moist. 
i=Temperature, °C. less 16*6® C. 


Oaa 

Hydrogen and Nitrogen 
Oxygen and Carbon monoxide 
Carbon dioxide 
Hydrogen sulphide 
Ammonia 

Methane and Cyanogen 
Olefines .... 


Heat Capacity, 

0*032^ +0-00000187i» 
0*0322i +0-000002344® 
0-04:18« +0-00001 17f» 
0-038U +0-00000468<a 
0-0403« +0-0000],31«» 
0-043^ +0-0000463ia 

0-0723^ +0-0000889ia 


Heat <^pacity in B..Xh.pr. per !lb, 
<ioo=t^perature °C. less 100 °C. 
t = temperature ®C. less 16-6 ®C, 


Water (vapour) 

Coke 

Ashes 

Tar (vapour) 


0-916iioo+0-000216iaioo + 1116 
0-414« 

0 - 36 ^ 

0 • 80^+180 


The value for water mcludes the latent heat and heat capacity from 100° to 16-6® C. 
The above values are those selected by the Gas Investigation Committee of the 
Institution of Gas Engineers, which Committee mcludes representatives of Leeds 
University. 

(See Trana, InsU Qua Eng^ for 1910-1920 and 1921, 1922, 4th, 6th and 7th Reports.) 
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TABLE XIII 


Melting Points oe Segbb Conhs 


No. 

Cent. 

Eahr. 

C!one No. 

t 

Cent. 


022^ 

,, 600 

1112 

9 

1280 

2336 

021 

650 

1202 

10 

1300 

2372 

020 

670 

1238 

11 

1320 

2408 

019 

690 

1274 

12 

1360 

2462 

018 

710 

1310 

13 

1380 

2516 

017 

730 

1346 

14 

1410 

2670 

016 

760 

1382 

15 

1435 

2616 

016a 

790 

1454 

16 

1460 

2660 

014a 

816 

1499 

17 

1480 

2696 

013a 

835 

1636 

18 . 

1600 

2732 

012a 

855 

1671 

19 

1520 

2768 

011a 

880 

1616 

20 

1630 

2786 

010a 

900 

1662 

26 

1680 

2870 

09a 

920 

1688 

27 

1610 

2930 

08a 

940 

1724 

28 

1630' 

2966 

07a 

960 

1760 

29 

1660 

3002 

06a 

980 

1796 

30 

1670 

3038 

05a 

1000 

1832 

31 

1690 

3074 

04a 

1020 

1868 

32 

1710 

3110 

03a 

1040 

1904 

33 

1730 

3146 

02a 

1060 

1940 

34 

1760 

3182 

Ola 

1080 

1976 

36 

1770 

3218 

•la 

1100 

2012 

36 

1790 

3264 

2a 

1120 

2048 

37 

1825 

3317 

3a 

1140 

2084 

38 

1860 

3362 

4a 

1160 

2120 

39 

1880 

3416 

5a 

1180 

2166 

40 

1920 

3488 

6a 

1200 

2192 

41 

1960 

3660 

7 

1230 

2246 

42 

2000 

3632 

8 

1260 

2282 
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TABLE XIV 



lAlS 


INDEX 


Absorption — 

test for oxide, 110a 
vessels for gas, 5 

?Sli|ggdu^ma^ing value of coal, 21, 21b 
Air^ f orptehlcAtiSisl^ 82, 112, 116 
Alkalies, in refractorieftj. 72a 
Ammonia — 

for purification, 112 
m crude gas, 93a 
m liquor, 93d 
m sulphate, 103b, 103o 
in virgin hquor, 93b 
recovery of, 92 
Ammoniacal liquor — 
armnoma in, 93d 
carbonate in, 94a 
ehlorme m, 96a 
from condensers, 93b 
from scrubbers, 98c 
lime equivalent of, 99a 
measurement of, 101 
ounce strength, 94 
pyridine m, 96e 
sampling of, 93b 
specific gravity, 93c 
surface of, 83 
sulphate in, 96o 
sulphide in, 96b 

Ammonium chloride [see Coal, Gas Liquor, 
etc.) 

in retort house, 36 
Ammomum sulphate, 98, 102 
ammoma m, 103b, 103c 
free acid m, 103a 
insoluble matter, 104a 
minor impurities, 104 
moisture, 102b 
samphng, 102a 

Analysis [see Coal, Coke, Gas, Tar, etc.) — 
Anthracene, pure, 89b 
Anthracene, oil, 89 
Arsenic — 

m coke, 48, 49 
in sulphuric acid, lOOd 
Artificial oxide, 108 
Ascension pipe deposit, 34 
Ash m coal and coke, 28, 30, 50 
analysis of, 60a 
fusion range of, 52, 63 
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Ash in coal and coke — 
phosphorus in, 61b 
sulphur m, 60, 61a 
Ash in pitch, 90c 
Ash in tar, 86a 
Aspirator, glass, 18, 38b 
Average, value of, 2 
Average samples [see Coal, Gas, etc.) 

Bauxite, residue from, 108 
Benzoic acid, calorific value of, 48 
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absorption of, 138a, 139 
distribution of, between gas and tar, 78 
Bibliography — 
ammoma, 104 
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carbonisation, 42 
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coal gas, 146 
coke, 53 
combustion, 62 
general, 9 
lubricants, 166 
purification, 120 
refractories, 74 
tor, 91 

water gas, 163 
water supply, 160 
Bog ore, 107 
Boiler plants — 
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firing of, 164 
fuel for, 164 
sludgmg of, 160c 
temperature control, 166a 
waste gas, 165b 
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correction for, 27, 123 
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Carbonisation — 
control of, 32 
effect of oxygen m, 34 
effect of inerts m, 34 
formation of plastic layer during, 10 
formation of scurf durmg, 34, 36 
rate of, 17, 19 
resistance of coal during, 20 
spent charges, 33 
theory of, 10 
time factor m, 20, 30, 33 
Caibon monoxide, 121 
(see Gas, etc.) 

Carburetting, with paraffin, 144 
water gas (see Water Gas) 

Charcoal absorbent, 139 
Chemical control — 
general, 2 

of carbomsation, 32 
of condensation, 78 
of heats of settmgs, 66 
of producers, 66 
of purification, 111 
of water gas, 148, 160 
stations for, 4, 122 
Chemist — 

qualifications of, 1 
work of, 2 

Chlorine and chlorides (see Coal, Gas, etc.) 

Clinker, 68, 69, 160 

Coal— 

agglutinating power of, 21, 21b 
arsenic m, 29 
ash m, 28, 28a, 30 
calorific value of, 26 
chlorme in, 29a 
coking test for, 21a 
constituents of, 10, 11 
decomposition of, 10 
extraction of, with solvents, 21 
mixing of, 32 

moisture m, 13, 13a, 14a, 14b 

nitrogen m, 24, 24b, 25a 

occluded gases m, 14a 

oxygen in, 21 

phosphorus m, 29 

rate of carbonisation of, 17, 19 

resistance during carbomsation, 20 

sampling of, 12a, 13 

specific gravity of, 1 lb 

standard, 29, 30 

storage, 11, 32 

sulphur m, 23, 24, 20 

swellmg of, in carbomsation, 32 

testmg plants for, 16, 16, 17 

tube distillation of, 18, 18a, 19a 

ultimate analysis of, 21, 22a, 22b 

valuation of, 29b 

variation of, 11, 32, 36 


Coal- 

volatile matter in, 14, 14c 
Coal gas (see Gas) 

Coke- 

arsenic m, total, 48, 48c, 49 
arsenic in, volatile, 49a 
ash in, 44, 60, 61, 52, 63 
calorific value of, 47e 
combustibility, 44 
hardness, 30, 46, 46c 
moisture m, 44, 47c 
nitrogen, 48b 
phosphorus, 50, 61b 
porosity of, 46b 
samphng of, 47a 
screening test, 47b 
size of, 46 

specific gravity of, 46, 46 
sulphur m, 48, 48a 
volatile matter m, 33, 44, 47d 
Cokmg test, 21a 
Combustion — 

flue temperatures, 66 
in producers, 67, 69 
Condensation of tar, etc, 77 

absorption of oxygen during, 82 
control of, 78a 
Condensers, 77, 78 
Conductivity — 

insulating material, 74a 
of refractories, 60a 
Cooling gradient, 78 
Costs, 2 

Crackmg of oil, 153b 
Creosote oil, exammation of, 89 
Cresols as absorbent, 139 
Crude gas (see Gas) 

Crude hquor (see Ammoniacal Liquor) 
Crystallising pomt of oils, 89a 
Cuprous chloride, preparation of, 129 
Cyanogen (see Gas, Oxide, etc.) 

Distillation (see Coal, Tar, Liquor, etc.) 
Distribution, quality of gas for, 121 
Dumas, method for nitrogen, 26a 

Economy, 2 

Edwards, gas pressure regulator, 126 
Efficiency, general, 2 
Exhausters, lubrication of, 166 

Ferric — 

compoimds, 106 
ferrocyamde, 119 
oxide (see Oxide of Iron) 
sulphides, 106, 107 
F6ry, pyrometer, 66 
Firebrick (see Refractories) 

Flash pomt, 162b, 163 
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Flue dust, 60, 68 
Free acid — 

in oxide, 113 

sulphate of ammonia, 103a 
Free carbon, in tar, 86e 
Fuel {see Coke, etc.) 

Fuel bed — 

m producers, 67 
m water gas plant, 148, 160 
Furnace, for fusion range of ash, 63 
Fusain, in. cool, 1 1 
Fusion — 

loal and coke ash, 62 


Gas analysis, apporatu^isr — 
combustion method, 134, 136 
errors m, 129 

explosion method, 41, 134a, 134b 
Bone and Wheeler, 133a 
Hempel, 39b, 40a 
Jager, 136a, 135b 
Metrogos, 136b 
Orsat, 39a, 61a 
Orsat-Dennis, 61b 
Orsat-Lunge, 60, 62 
Sodeau, 129b 
care of taps in, 137 
solutions for, 127 
water gas, 151b 
Gas, aspirator for, 18 
Gas, average samples of, 36, 37b 
Gais, coal, characteristics of, 10 
Gas crude — 

ammoma m, 42a, 93a, 98a 
benzol in, 78 
carbon dioxide in, 98b 
carbon disulphide m, 116b 
cyanogen in, 117, 117a, 117b 
hydrogen sulphide m, 41, 42a, 114b 
naphthalene m, 42a, 81b 
removal of impurities from, 97 
tar fog m, 81 
Gas evolution, rate of, 36 
Gas, laboratory generating apparatus, 6 
Gas Regulation Act, 121 
Gas, retort house {see Crude Gas) 
inerts in, 34 
minor constituents, 42 
sampling of, 30, 36a, 38a, 38b 
Goa, pressure regulator for, 126 
Gas, purified — 

ammonia in, 141b 
analysis of {see Gas Analysis) 
calorific value of, 121, 122a 
calorimeters, 122, 124, 126 
carbon disulphide m, 142a, 142b 
carbon monoxide, 121 
cyanogen m, 143 


Gas, purified — 

hydrogen sulphide m, 14 lo 
merts m, 121 

hquid hydrocarbons in, 138a 
naphth^ene in, 143, 143a, 144a 
physical properties of, 137 
sampling of, 36, 126, 127 
samphng connection, 37 
sampling tubes, 127 
specific gravity of, 126 
testmg stations for, 122 
uniformity of, 122 
water vapour m, 140 
Gutzeit's test for arsenic, 49c 

Hardness — 
of coke, 46 
of water, 168 

Heat, capacity of settings, 56 
Heat of settings — 
control of, 66 

effect of atmosphere on, 66 
maontenance of, 66 
Hempel apparatus, 39b, 40a 
Hirsch gas generating apparatus, 6 
Hydrocarbons, liquid in gas, 138a 
Hydrogen sulphide (see Gas, Oxide, etc.) 
Hygrometer, 141 

Inerts, 34, 121 
Intrinsic — 
ash, 28 

candle power, 78 
Insulating materials, 73 
conductivity of, 74a 
Iodine value — 
of oil, 166 
of gas, 115 
Iron — 

m sulphuric acid, 100b 
m sulphate of ammonia, 104 
Iron ores, 107 
Iron oxide {see Oxide) 

Jager apparatus, 136a, 136b 
Jones reduc tor, 110 

Keith injector burner, 63 
Kjeldahl method, for nitrogen, 24b 

Laboratories, 3, 4 
Log- 
in results from retort house, 29 
in calorimeters, 125 
Lead in sulphuric acid, 100c 
Light oil from tar — 

crystallismg pomt of, 89a 
naphthalene m, 88b, 88c 
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analysis of, 99 
caibonate m, 99b 

Liquor (see Ammomacal, Spent, etc.) 
Lubricants — 

acidity of, 161b 
adulterants in, 161 
coal tar oil m, 166a 
cold test, 163b 
emulsification of, 166 
exhauster oil, 166 
fiash pomt, 163 
gumming power, 164c 
iodine vSue, 166 
mineral acid in, 161c 
rosin oil m, 166b 
saponification value, 164d 
selection of, 166 
specific gravity of, 161a 
unsapomfiable matter, 164e 
viscosity, 162a 
volatiLty, 1641j 

Mamtenonce of heats, 55 
Marsh’s apparatus, 49b 
Metrogas apparatus, 135b 
Mmeral a,cid m oil, 161c 
Moisture (see Coal, Gas, etc.) 
Mother-liquor, sulphate plant, 102 

Naphtha, from tar, analysis of, 87, 88 
Naphthalene (see Gas, Tar, Oxide, etc.) 
calorific value of, 28 
solvents for, 144, 146 
Natural oxides of iron, 107 
Nitrogen (see Coal, Coke, Gas, etc.) 

correction for, m calorific value, 27 
Nitrous acid m sulphuric acid, 101a 

Oil (see Water Gas, Lubricating, etc.) 
Organisation, 3 
Oraat apparatus, 39a, 61a 
Oraat-Dennis apparatus, 61b 
Orsat-Lunge apparatus, 60, 62 
Ounce strength of hquor, 94 
Oxide of iron-^ 

absorption test for, 110a 
artificial, 108 
bog ore, 107 
constitution of, 105 
fibre m, 109b 
ironm, 109c 
local deposits, 107 
loss on igmtion, 109b 
moisture m, 109a 
natural, 107 
properties, 105 
spent (see Spent) 


Oxide, purification by — 

absorption of hydrogen sulphide, 114, 
116a 

air for, 82, 112, 116 
ammoma for, 112, 116 
area for, 106 
control of, 111 
heat hberated m, 106 
influence of water m, 107, 114a 
rotation of boxes, 112 
sulphur dioxide from, 113 
tar in, 115 

temperature of, 106, 113 
use of steam in, 112 
Oxygen — 

absorption of, by tor, 82 
eflect of, m coal, 21 
eflect of, m retorts, 34 

Paraflin spraying, 144 
Pensky-Marten apparatus, 163 
Phosphorus (see Coal, Coke, Ash) 

Physical properties of gases, 137 
Pitch — 

ash in, 90c 

specific gravity of, 90a 
twisting pomt of, 90b 
volatile matter in, 90c 
Pitch in tar, 82, 86 
Pitch oils, 86 
Plastic layer, 10 

Porosity (see Coke, Refractories) 

Portable calorimeters, 124 
Primary products of carbonisation, 33, 34, 36 
Producer gas, 36, 68 
combustion of, 69 
Producers — 

clinker from, 68, 59 
control of, 66 
depth of fuel bed, 67 
draught in, 60 
rate of combustion, 67 
Prussian blue, 119 
Purification (see Oxide) 

Pjmdme m hquor, 96e 
Pyrometers, 56 

Radiation, correction for, in calorimetry, 27 
Recording calorimeters, 126 
Records, exposed, 3 
Recovery of ammoma, 92 
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Refractory Materials — 

heat transference through, 65 
porosity of, 03 
refractories, 05, 68 
Spalling of, 67c 
specific gravity of, 63 
specific heat of, 67a 
specification for, 63, 64, 66 
Resinic constituents in cool, 10 
Retort house — 

circulation of tar and liquor in, 36 
stoppages m mams, 34, 35 

leakSgSr-iflT^W^-v 
steel coal-testingTSlS 
Rosm oil in lubricants, 

Rotation of purifiers, 112 
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machine for coal, 12, 13 
tubes for gas, 127 
Saponification value, 164d 
Saturator Liquor, 102 
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Scrubber hquors {see Ammoniacal Liquor) 
Scrubber packmg, 138 
Scrubbing of gas, 96, 97 
Scurf, 34, 36 
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moisture m, 118a 
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Spraying, paraffin for, 144 
Sprengel air pump, 133 


Standard coal, 29, 30 

Standard solutions, 6, 8, 71, 144, 169 

Standards, 6 

Steaming vertical retorts, 36 
Storage of coal, 11, 32 
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iron in, 100b 
lead in, lOOo 
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